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Magnetoencephalography theory, instrumentation, and applications
to noninvasive studies of the working human brain

Matti Hamalainen, Riitta Hari, Risto J. Ilmoniemi, Jukka Knuutila, and Olli V. Lounasmaa

Low Temperature Laboratory, Helsinki University of Technology, 02150 Espoo, Finland

Magnetoencephalography (MEG) is a noninvasive technique for investigating neuronal activity in the liv-
ing human brairi. The time resolution of the method is better than 1 ms and the spatial discrimination is,
under favorable circumstances, 2 —3 mm for sources in the cerebral cortex. In MEG studies, the weak
10 fT—1 pT magnetic fields produced by electric currents fiowing in neurons are measured with mul-
tichannel SQUID {superconducting quantum interference device) gradiometers. The sites in the cerebral
cortex that are activated by a stimulus can be found from the detected magnetic-field distribution, provid-
ed that appropriate assumptions about the source render the solution of the inverse problem unique.
Many interesting properties of the working human brain can be studied, including spontaneous activity
and signal processing following external stimuli. For clinical purposes, determination of the locations of
epileptic foci is of interest. The authors begiri with a general introduction and a short discussion of the
neural basis of MEG. The mathematical theory of the method is then explained in detail, followed by a
thorough description of MEG instrumentation, data analysis, and practical construction of multi-SQUID
devices. Finally, several MEG experiments performed in the authors laboratory are described, covering
studies of evoked responses and of spontaneous activity in both healthy and diseased brains. Many MEG
studies by other groups are discussed briefiy as well.
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about the functioning of the human brain, and it is ex-
pected that MEG will become increasingly more impor-
tant in the near future as clinical applications emerge. In
many MEG measurements, an area in the brain that has
been activated by a stimulus, such as a sound or a pic-
ture, can be located by analyzing the detected magnetic
fields. A typical signal, evoked by a tone burst, is shown
in Fig. 1. In addition, spontaneous brain activity has also
been studied successfully.

In this introduction, we shall briefly consider the basics
of magnetoencephalography. Section II of this review
explains the neuronal basis of MEG. In Secs. III and IV
we discuss the theory of the method in detail. Section V
contains a thorough description of SQUID instrumenta-
tion as applied to magnetoencephalographic measure-
ments. Finally, in Sec. VI, we present several illustrative
examples of our own MEG studies and review briefly
some of the work from other laboratories.

The MEG method is based on the superconducting
quantum interference device or SQUID, a sensitive detec-
tor of magnetic Aux, introduced in the late 1960s by
James Zimmerman (Zimmerman et al. , 1970). The first
SQUID measurement of magnetic fields of the brain was
carried out at the Massachusetts Institute of Technology
by David Cohen (Cohen, 1972). He measured the spon-
taneous e activity of a healthy subject and the abnormal
brain activity of an epileptic patient. Evoked responses
were first recorded a few years later (Brenner et al. , 1975;
Teyler et al. , 1975).

SQUID magnetometers are used also in studies of mag-
netic fields emanating from several other organs of the
human body, notably the heart. The whole area of
research is referred to as biomagnetism. In the context of
estimating the distribution of electrical sources within

N100m

100 fT/cm

INTRODUCTION

A. General comments P50m P200m

The human brain is the most complex organized struc-
ture known to exist, and, for us, it is also the most impor-
tant. There are at least 10' neurons in the outermost
layer of the brain, the cerebral cortex. These cells are the
active units in a vast signal handling network, which in-
cludes 10' interconnections or synapses. %'hen informa-
tion is being processed, small currents fIkow in the neural
system and produce a weak magnetic fie1d which can be
measured noninvasively by a SQUID magnetometer,
placed outside the skull, provided that thousands of near-
by neurons act in concert. This relatively novel method
of recording, called magnetoencephalography (MEG),
has already produced several pieces of new information

I

0 100 200 ms

FICx. 1. Typical magnetic response as a function of time, mea-
sured close to the subject's auditory cortex. The signal was
evoked by a 50-ms tone, illustrated by the hatched bar on the
time axis. 150 single responses were averaged. The signal con-
sists of the following parts: a small deAection (P50m) at about
50 ms after the stimulus onset, a prominent peak (N100m) at
100 ms, and yet another peak (P200m) at about 200 ms. P indi-
cates that the corresponding deflection in electric potential
(EEG) measurements is positive at the top of the head; X, that it
is negative; and I refers to "magnetic. "
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the body, these studies are often called magnetic source
imaging (MSI), and sometimes magnetic-field tomogra-
phy or current-Qow imaging.

Present understanding of brain functions is based
mainly on experiments using small mammals. Spontane-
ous neural activity can be recorded by microelectrodes
inserted into well-defined brain areas. These sites may
also be stimulated selectively. The effects of brain dam-
age on behavior and on the cerebral electrical activity of
the animal also provide important information. Al-
though extremely useful, animal models can never substi-
tute for studies on humans when functions characteristic
to man are of interest. Human brain activity ma'y be
recorded directly during surgery on patients suffering
from drug-resistant epilepsy or cerebral tumors. Howev-
er, for ethical reasons, such studies are restricted to small
areas in the vicinity of the damaged tissue.

Exploration of the human brain is of the utmost intel-
lectual interest: the whole humanity depends on our
minds. Although a great deal has been learned about
cerebral anatomy and physiology, the fundamental ques-
tion of how the brain stores, retrieves, and processes in-
formation is still largely unknown. Neural computers,
which will handle information in a way similar to the
brain, are becoming useful tools of analysis and decision
making. Recent developments in this new field of com-
puting (Kohonen, 1988, 1990) are thus an important
source of inspiration for studies of the functional princi-
ples applied by the human brain and vice versa. In addi-
tion, many interesting questions in basic and clinical neu-
roscience can be investigated by magnetoencephalogra-
phy.

The main emphasis in MEG recordings so far has been
on basic research. Clinical applications are now in their
early stages of development. To understand the dynam-
ics of brain activity, one can monitor the temporal and
spatial changes in the active cortical areas. It is also pos-
sible to study in detail the reactivity of various brain re-
gions to changes in the stimulus sequence. Responses to
speech sounds form an especially interesting branch of
research. Language is a typically human function, and
the complete noninvasiveness of MEG allows studies of
brain mechanisms associated with speech production and
perception in healthy persons under a wide variety of
conditions.

Many important imaging methods of the human brain
are available today (Pechura and Martin, 1991). Ana-
tomical structures can now be investigated precisely by
means of computer-assisted x-ray tomography (CAT; see
Lauterbur, 1973 and Hinz, 1988) and by magnetic-
resonance imaging (MRI; see Damadian, 1972, Lau-
terbur, 1973, and Hinshaw and Lent, 1983). Both these
techniques provide high-quality but static pictures of liv-

ing tissues. Functional information about the brain can
be obtained with single-photon-emission computed to-
mography (SPECT; Knoll, 1983) and with positron-
emission tomography (PET; see ter-Pogossian et al. ,
1975, Kessler et al. , 1987, and Jaszczak, 1988). A newly
developed echo-planar technique allows functional imag-

ing with MRI as well, with one-second time resolution
(Belliveau et al. , 1991; Stehling et al. , 1991; Ogawa
et al. , 1992). All these methods permit studies of the
brain without opening the skull, but the subject is ex-
posed to x rays, to radioactive tracers, or to time-varying
and strong static magnetic fields.

Electroencephalography (EEG), the measurement of
electric potential differences on the scalp, is a widely ap-
plied method of long clinical standing. MEG is closely
related to EEG. In both methods, the measured signals
are generated by the same synchronized neuronal activity
in the brain. The time resolution of MEG and EEG is in
the millisecond range, orders of magnitude better than in
the other methods mentioned above. Thus with MEG
and EEG it is possible to follow the rapid changes in
cortical activity that reAect ongoing signal processing in
the brain; the electrical events of single neurons typically
last from one to several tens of milliseconds.

A very important advantage of MEG and EEG is that
they are completely noninvasive. One only measures
brain activity as a result of sensory stimuli such as
sounds, touch, or light, or even when no stimuli are
given. The very rapid development of the MRI tech-
nique has provided an ideal medium for linking the func-
tional MEG information to anatomical data. Several
groups are now working towards routine use of
magnetic-resonance images in conjunction with MEG.

The interested reader may wish to consult other review
articles or books. The September 1979 and 1992 issues of
Scientific American are devoted to brain research. The
books by Kuffler et al. (1984), Kandel and Schwartz
(1991),and Thompson (1985) are general introductions to
the human brain; the text by Thompson is, in particular,
to be recommended for physicists. The books edited by
Williamson et al (1983), G.randori et al. (1990), and by
Sato (1990) are more specialized treatises on biomagne-
tism and magnetoencephalography. Review articles on
MEG have been written, for example, by Williamson and
Kaufman (1981, 1989), Romani et al. (1982), Hari and Il-
moniemi (1986), Romani and Narici (1986), Hoke (1988),
Hari and Lounasmaa (1989), and by Hari (1990, 1991).
Specialized information is available in the proceedings of
international conferences on biomagnetism, edited by
Erne, Hahlbohm, and Liibbig (1981), Romani and Wil-
liamson (1983), Weinberg et al. (1985), Atsumi et al.
(1988), Williamson et al. (1989), and by Hoke et al.
(1992).

Magnetocardiography (MCG) is methodologically
closely related to MEG: instead of the brain, the heart is
being investigated (Nenonen and Katila, 1991a, 1991b;
Nenonen et al. , 1991). Much of the theory and practice
of MEG, discussed in Secs. III, IV, and V of this review,
applies to MCG as well. However, the volume conductor
geometry is much more complicated for the thorax than
for the head, whereas the brain is functionally far more
complicated than the heart. New uses of multi-SQUID
devices are to be expected now that more reliable and
higher-sensitivity sensors have become available, and at a
lower cost than before (Ryhanen et al. , 1989). For exam-

Rev. Mod. Phys. , Vol. 65, No. 2, April 1993



416 Hamalainen et al. : Magnetoencephalography

pie, geomagnetic instruments (for reviews, see Clarke,
1983 and Ilmoniemi et al. , 1989) and magnetic monopole
detectors (Cabrera, 1982; Tesche et al. , 1983) have been
used for some time already.

B. The human brain

Figure 2 is a drawing of the human brain viewed from
the left side, with some of the anatomical features
identified. In MEG one is usually concerned with the up-
permost layer of the brain, the cerebral cortex, which is a
2—4 mm thick sheet of gray tissue. The cortex has a total
surface area of about 2500 cm, folded in a complicated
way, so that it fits into the cranial cavity formed by the
skull. The brain consists of two hemispheres, separated
by the longitudinal fissure. The left and right halves, in
turn, are divided into lobes by two deep grooves. The
Rolandic fissure runs down the side of both hemispheres,
while the Sylvian fissure is almost horizontal. There are
four lobes in both halves of the cortex: frontal, parietal,
temporal, and occipital.

Most regions of the cortex have been mapped function-
ally. For example, the primary somatosensory cortex S1,
which receives tactile stimuli from the skin, is located
posterior to the Rolandic fissure. The area in the frontal
lobe just anterior to the Rolandic fissure contains neu-
rons concerned with integration of muscular activity:
each site of the primary motor cortex (Ml) is involved in
the movement of a specific part of the body. Figure 3 il-

lustrates representations of the body surface on S1 and
Ml (Penfield and Rasmussen, 1950); large areas of cortex
are devoted to those body parts which are most sensitive
to touch (e.g., lips) or for which accurate control of
movement is needed (fingers). Sl and Ml on the left side
of the brain monitor and control the right side of the
body and vice versa.

The primary auditory cortex (Al) is in the temporal
lobe buried within the Sylvian fissure, while the primary
visual cortex (Vl) is in the occipital lobe at the back of
the head. Most of the remaining regions are known as
association areas; they respond in a more complex way to
external stimuli.

C. Basics of magnetoeneephalography

A sensory stimulus initially activates a small portion of
the cortex. This process is associated with a primary
current source related to the movement of ions due to
their chemical concentration gradients (see Sec. II). In
addition, passive ohmic currents are set up in the sur-
rounding medium. This so-called volume current com-
pletes the loop of ionic Aow so that there is no buildup of
charge. The magnetic Geld is generated by both the pri-
mary and the volume currents. Figure 4(a) illustrates a
localized source, approximated by a current dipole, the
returning volume currents, and the magnetic-field lines
around the dipole.

If the primary source and the surrounding conductivi-

Rolandic fissUre

tal lobe

Occipital lobe

&al cortex

ellum

FIG. 2. Human brain seen from the left side. Some of the important structural landmarks and special areas of the cerebral cortex are
indicated.
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FIG. 3. Representations of different body parts on the somatosensory (S1) and motor (M1) cortices. These "homunculi" are based on
direct cortical stimulation of awake humans during brain surgery. The picture illustrates a transsection of the brain in a plane paral-
lel to the face [see Fig. 13(a)]. The two halves are separated by the longitudinal fissure, which has been widened here for clarity. The
locations of the left and right primary auditory cortices A1 in the upper surface of the temporal lobe are shown as well. Modified
from Penfield and Rasmussen (1950).

ty distribution are known, the resulting electric potential
(EEG) and magnetic field (MECx) can be calculated from
Maxwell's equations. This forward problem will be dis-
cussed in Sec. III. Figure 5 illustrates the magnetic- and
electric-field patterns due to a current dipole in a spheri-
cal head model. It follows from the linearity of
Maxwell's equations that once we possess the solution for
the elementary current dipole, the fields of more complex
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sources can be obtained readily by superposition.
In certain finite conductor geometries the volume

current causes an equal but opposite field to that generat-
ed by the primary current. The net external field is then
zero. For example, only currents that have a component
tangential to the surface of a spherically symmetric con-
ductor produce a magnetic field outside; radial sources
are thus externally silent. Therefore, MEG measures
mainly activity from the fissures of the cortex, which
often simplifies interpretation of the data. Fortunately,
all primary sensory areas of the brain —auditory, soma-

FIG. 4. Magnetic field of a current dipole. (a) Current dipole
(large arrow) in a homogeneous conducting medium. Examples
of volume currents (dashed curves) and magnetic-field lines B
(solid curves) produced by the primary current are shown as
well. (b) Example of the topographic field map calculated from
the measured MEG signals. The simple geometrical construc-
tion for locating the equivalent current dipole in the brain is
also illustrated: the dipole is midway between the field extrema
(compare with Fig. 5).

Magnetic field Electric potential

FIG. 5. Schematic illustration of idealized magnetic-field and
electric-potential patterns produced by a tangential dipole
(white arrow). The head was approximated with a four-
compartment sphere consisting of the brain, the cerebrospinal
fluid, the skull, and the scalp. From noninvasive measurements
of the MEG or EEL field distributions, the active area in the
brain can be determined by a least-squares fit to the data.
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tosensory, and visual —are located within fissures.
In interpreting MEG and EEG data, one is dealing

with the electromagnetic inverse problem, i.e., with the
deduction of the source currents responsible for the
externally measured field. Hermann von Helmholtz
showed in 1853 that this problem has no unique solution.
One must, therefore, use source models, such as current
dipoles, or special estimation techniques to interpret the
data (see Sec. IV).

The current dipole is a popular source model in MEG
research. It is used to approximate the Aow of electrical
current in a small area. A typical strength of a dipole,
caused by the synchronous activity of probably tens of
thousands of neurons, is 10 nA m.

For a single current-dipole source, the map of the radi-
al magnetic field B„has one maximum and one
minimum. The dipole is halfway between the field extre-
ma, at a right angle to the line joining them (see Fig. 5).
Figure 4(b) illustrates a typical topographic field distribu-
tion. The magnitude, direction, and position of the
source can be deduced unambiguously from the map
(Williamson and Kaufman, 1981; Romani et a/. , 1982a),
provided that the dipolar assumption is valid, i.e., the
source currents are limited to a small region of the brain.

In practice the optimal solution is found by fitting the
theoretical and measured field patterns in the least-
squares sense. The outcome of this procedure is com-
monly called the equivalent current dipole (ECD; see Sec.
IV.G).

Figure 5 shows that the MEG and EEG field distribu-
tions are mutually orthogonal. Data obtained by these
two techniques complement each other, and both
methods have their own advantages. In determining the
locations of source activity in the brain, MEG has better
spatial accuracy than EEG, a few millimeters under
favorable conditions (see Sec. IV.D). This is because
electrical potentials measured on the scalp are often
strongly influenced by various inhomogeneities in the
head, making accurate determination of the activated
area dii5cult. The magnetic field, in contrast, is mainly
produced by currents that How in the macroscopically
relatively homogeneous intracranial space. Because of
the poor electrical conductivity of bone, the irregular
currents in the skull and on the scalp are weak and can
be ignored as contributors to the external magnetic Geld.

D. Detection of neuromagnetic fields

Neuromagnetic signals are typically 50—500 fT, one
part in 10 or 10 of the earth's geomagnetic field. The
only detector that offers su%cient sensitivity for the mea-
surement of these tiny fields is the SQUID (Lounasmaa,
1974; Ryhanen et al. , 1989), schematically illustrated in
Fig. 6. The SQUID is a superconducting ring, interrupt-
ed by one or two Josephson (1962) junctions. These weak
links limit the Aow of the supercurrent and are character-
ized by the maximum critical current I, that can be sus-
tained without loss of superconductivity. dc SQUIDs,

rf SQUID dc SQUID

FICi. 6. Schematic illustration of an rf and a dc SQUID. The
Josephsop (1962) junctions are indicated by crosses. The mag-
netic fiux 4 threads the superconducting loop of the SQUID,
changing the impedance around (rf SQUID) or across (dc
SQUID) the loop. This can be detected (dc SQUID) by feeding
a current and measuring the voltage or (rf SQUID) by inductive
coupling (see Sec. V.D).

with two junctions, are preferred, because the noise level
is lower in them than in rf SQUIDs (Clarke, 1966; Clarke
et al. , 1976).

Quantum-mechanical phase coherence of charge car-
riers in a bulk superconductor gives rise to magnetic-Aux
quantization in a solid superconducting ring: the mag-
netic Aux 4 through the loop must be an integral multi-
ple of the so-called fiux quantum, Co=h /2e =2.07 fWb
(see Sec. V.D. 1). In an external magnetic field, this is ac-
complished by supercurrents that Aow along the surface
of the ring so as to precisely cancel any deviations from
the quantization condition. The weak links of the
SQUID alter the compensation of the external field by
the circulating current, thus making it easier to exploit
Aux quantization for the measurement of the magnetic
field. A schematic illustration of the usual experimental
arrangement for MEG measurements is shown in Fig.
7(a). We shall discuss the theory and practice of SQUIDs
as applied to MEG measurements thoroughly in Sec.
V.D.

The magnetic signals from the brain are extremely
weak compared with ambient magnetic-field variations
(see Fig. 8). Thus rejection of outside disturbances is of
utmost importance. Significant magnetic noise is caused,
for example, by fluctuations in the earth's geomagnetic
field, by moving vehicles and elevators, by radio, telev-
ision, and microwave transmitters, and by the om-
nipresent power-line fields. The electrical activity of the
heart also generates a field, which on the chest is two to
three orders of magnitude larger than the signals from
the brain outside the head.

The sensitivity of the SQUID measuring system to
external magnetic noise is greatly reduced by the proper
design of the Aux transformer, a device normally used for
bringing the magnetic signal to the SQUID. For exam-
ple, an axial first-order gradiometer consists of a pickup
(lower) coil and a compensation coil, which are identical
in area and connected in series but wound in opposition
[see Fig. 7(b)]. This system of coils is insensitive to spa-
tially uniform changes in the background field, but
responds to inhomogeneous changes. Therefore, if the
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external disturbances, MEG measurements are usually
performed in a magnetically shielded room (see Fig. 9
and Sec. V.B.1).

Processing of incoming information by the brain can
be studied by recording responses to sensory stimuli. In
many experiments, spontaneous brain activity, such as
the a rhythm (see Sec. VI.D.1), or incoherent back-
ground events are sources of noise. Thus signals result-
ing from many successive stimuli must be averaged; in
this way the evoked responses emerge from the back-
ground noise. For localization of the active brain area,
measurements must be made over many sites, typically at

FIG. 7. Detection of cerebral magnetic fields. (a) Typical ex-
perimental arrangement during a MEG measurement. The sub-
ject lies on a nonmagnetic bed with his head supported by a vac-
uum cast to prevent movements. The bottom of the helium
dewar, with the flux-transformer pickup coils near its tip, is
brought as close to his head as possible. Auditory stimuli are
presented via plastic tubes and earpieces (not shown) from
loudspeakers outside the shielded room. (b,c) Two supercon-
ducting Aux transformers employed in brain research: the axial
gradiometer (b) measures AB, /Az (approximately B, at the
lower loop) and the planar gradiometer (c) AB, /Ax (approxi-
mately BB,/Bx). Flux transformer {b) detects two field extre-
ma, one on each side of the dipole [see Figs. 4(h) and 27], while
with (c) the maximum signal is recorded above the dipole (see
Fig. 27). Note that when referring to individual magnetic sen-
sors, we use coordinate systems that are fixed to each sensor
unit separately.
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FIG. 8. Peak amplitudes (arrows) and spectral densities of
fields due to typical biomagnetic and noise sources.

signal of interest arises near the lower coil, it will cause a
much greater change of field in the pickup loop than in
the more remote compensation coil, thus producing a net
change in the output. In eftect, the lower loop picks up
the signal, while the upper coil compensates for varia-
tions in the background field. For still better rejection of ':I )I I l I I l IR!
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FIG. 9. View of the interior of the magnetically shielded room
at the Helsinki University of Technology (Kelha et a/. , 1982).
During actual measurements the subject is usually left alone
and the double doors are closed. The room is a cube of 2.4-m
inner dimensions with three layers of p-metal, which are
effective for shielding at low frequencies of the external magnet-
ic noise spectrum (particularly important for biomagnetic mea-
surements), and three layers of aluminum, which attenuate very
well the high-frequency band. The shielding factor is 10 —10
for low-frequency magnetic fields and about 10 for fields of
10 Hz and above. The subject has her head inside a 122-
channel neuromagnetometer (see Fig. 41 and Sec. V.F.6).

Rev. Mod. Phys. , Vol. 65, No. 2, April 1993



420 Hamalainen et a/. : Magnetoencephalography

20 to 60 points separated by about 3 cm. At each loca-
tion the stimulus must be repeated 20 to SOO times in or-
der to obtain an adequate signal-to-noise ratio. This is a
potentially tedious and time-consuming procedure that
also endangers the reliability of the data: the subject can-
not be expected to remain in the same state of vigilance
throughout a long measurement session.

Indeed, the main drawback of the MEG method in the
past was the long time needed to gather data for a topo-
graphic field map [see Fig. 4(b)] from which the activated
cortical site could be deduced. An instrument that
records the whole magnetic-field pattern at once is clear-
ly very useful. Several MEG groups and companies are
already constructing and using such multi-SQUID mag-
netometers. A photograph of the 24-channel neurogra-
diometer in Helsinki is shown in Fig. 10; this instrument
employs planar gradiometric Aux transformers, whose
construction was schematically illustrated in Fig. 7(c).

An example of MEG data recorded with this system is
shown in Fig. 11. A typical auditory evoked response
was detected as a function of time over the left temple.
The main peak occurs approximately 100 ms after the

i0

0 100 ms [&OO tT&cm

FIG. 11. Typical auditory responses evoked by short tones.
The approximate location of the magnetometer is depicted on
the schematic head. The magnetic-field gradient as a function
of time is illustrated at 12 locations (see Figs. 10 and 37) for two
orthogonal directions at each site, BB,/By above and BB,/Bx
below. The Cartesian coordinate system is individually deter-
mined at the site of each sensor unit [see Fig. 7(c)]. Two traces,
both corresponding to averages of 66 individual responses, are
superimposed in each case to show the repeatability of the
responses. The stimulus has been given at t =0 (time scale
below the data of unit 8). The arrow on the head shows the lo-
cation of the equivalent current dipole in the auditory cortex
during the largest peak of the response.

stimulus onset. The locations of the largest signals imply
that the equivalent current dipole is beneath unit 8, in the
auditory cortex at the upper surface of the temporal lobe,
pointing down (see Sec. V.B.2).

E. Magnetic fields fram the human body

FIG. 10. The 24-channel neurogradiometer in Helsinki (Kajola
et al. , 1989; Ahonen et al. , 1991) at a typical measurement dis-
tance above a model of the brain. During an actual measure-
ment the instrument is, of course, in a helium dewar and the
brain is inside the skull! The measuring head of the gradiome-
ter and the tip of the dewar are concave so that they fit as close-
ly as possible to the subject's head.

The strongest electrophysiological signals are generat-
ed by the heart and by skeletal muscles. Typically, the
amplitude of the QRS peak, corresponding to contraction
of the cardiac muscle, is several tens of picoteslas. How-
ever, the clinically more important signals from the car-
diac conducting system, which are superimposed on the
field due to contraction of the muscle, are less than 1 pT
in amplitude (Fenici et al. , 1983).

From the normal awake brain, the largest field intensi-
ty is due to spontaneous activity. The so-called a
rhythm, observed over the posterior parts of the head, is
1 —2 pT in amplitude (see Sec. VI.D.1). Abnormal condi-
tions, such as epileptic disorders, may elicit spontaneous
spikes of even larger amplitude (see Sec. VI.E). Typical
evoked fields following sensory stimulation are weaker by
an order of magnitude or more; i.e., their strengths are
only several tens or hundreds of femtoteslas. The ulti-
mate limit for the sensitivity of a biomagnetometer is
determined by the thermally induced magnetic noise in
the body tissues. This background is, however, only on
the order of 0.1 fT/&Hz (Varpula and Poutanen, 1984).
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The brain itself produces magnetic fields that are often
irrelevant to the experiment being conducted (see Fig.
12). This background activity limits the signal-to-noise
ratio in measurements made with the best SQUID rnag-
netometers. Of course, during studies of spontaneous
brain activity, this subject "noise" is actually the signal!
In contrast to instrumental noise, the background activi-
ty is correlated between the different magnetometer
channels and can, at least in principle, be taken into ac-
count in the data analysis. If the noise source is different
from the signal source, the two can be separated in mul-
tichannel recordings.

The spectral density of the cerebral background activi-
ty is typically 20—40 fT/+Hz below about 20 Hz, de-
creasing towards higher frequencies and showing peaks
at the spontaneously occurring rhythms of the brain, e.g.,

80

around 10 Hz (Maniewski et al. , 1985; Knuutila and
Hamaliinen, 1988).

There are many other magnetic signals originating
from the human body (see Fig. 8). Ionic currents in the
eye give rise to a static j.O-pT field, which also has a
changing component during eye movements and blinks.
The fields due to inhaled or digested magnetized parti-
cles, often observed in the lungs of welders or iron foun-
dry workers, may be several nanoteslas in amplitude.

II. NEURAL BASIS OF MAGNETOENCEPHALOGRAPHY

In this section, the structure of the human cerebral
cortex and some neuronal functions are described in such
detail that the reader may gain an understanding of the
brain's electrical activity and the ensuing electromagnetic
field.

A. Constituents of the brain
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FIG. 12. Background activity of the brain over the left tem-
poral lobe for a subject with his eyes open; an axial first-order
gradiometer was used: (a) spectral density of the noise spec-
trum with (upper curve) and without (lower curve) a subject; (b)
normalized coherence functions measured between channels
separated by 36.5 mm (solid curve) and 73 mm (dashed line).
The dot-dashed curve shows the coherence between channels
without a subject. The prominent peak at 50 Hz is caused by
the power-line frequency. From Knuutila and Hamalainen
(1988).

The principal building blocks of the brain are neurons
and glial cells, the latter being more abundant by a factor
of 10. The glia are important for structural support, for
the maintenance of proper concentrations of ions, and for
the transport of nutrients and other substances between
blood vessels and brain tissue. Specialized glial cells, the
oligodendrocytes, form an insulating myelin sheath
around certain nerve fibers, thereby speeding signal
transmission. Neurons are the information-processing
units. Their cell bodies and dendrites are concentrated in
the gray matter, the largest part of which is the cerebral
cortex forming the surface of the brain. In addition,
there is gray matter in subcortical nuclei, like the
thalamus, but these structures do not directly interest us
here because MEG signals are mainly due to cortical
currents.

The interior of the brain is largely occupied by nerve
fibers; this tissue is called white matter because of the
bright appearance of the myelinated axons (see Sec. II.B),
which form connections between different cortical areas
as well as from the cortex to other brain structures and to
the periphery. There are also many links between the
two hemispheres, the most conspicuous of them being the
corpus callosum.

Anatomy has implications for neuromagnetism in
three ways. First, local, cellular-level structures deter-
mine how neuronal electrical events produce macroscop-
ic current sources. Second, the electrical conductivity as
a function of location on a macroscopic length scale is
needed for the solution of the forward problem (see Sec.
III.E.2). Third, knowledge of the brain's anatomy can be
utilized in the solution of the inverse problem (see Sec.
IV.E). In particular, if we assume that the source
currents are confined to the gray matter, the three-
dimensional localization problem becomes essentially
two-dimensional, thereby improving the accuracy. In
practice, the distribution of gray matter in the brain, as
well as the shape of the cranium, can be deterxnined with
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FIG. 13. Coronal section (a) at the level of the ears and sagittal (longitudinal) section (b) near the head midline of MRI's made on one
of the authors; many important brain structures are clearly seen. The images were acquired with the Siemens 1.0-T MRI system at
the Helsinki University Central Hospital.

magnetic-resonance imaging. Two magnetic-resonance
(MR) images of a human head are illustrated in Fig. 13.

The detailed structure of the head is quite complicated.
The brain is surrounded by membranes which, although
thin, may have to be taken into account when precise
analysis of the cerebral magnetic field is attempted. In
addition, the electrical conductivity of brain tissue is
highly anisotropic: the white matter conducts 10 times
better along an axon fiber than in the transverse direc-
tion. At the present level of analysis, we largely ignore
these complications; in fact, we usually consider the
whole intracranial volume as a homogeneous conductor.
Refinement of the volume conductor models presented in
this review will be useful only when there are tools to
measure the details of conductivity and to take them
properly into account in the analysis.

B. The neuron

Figure 14 shows the visual cortex of a rat in cross sec-
tion. Only a small percentage of the neurons is seen be-
cause a selective stain has been applied to the tissue.
Neurons can send electrical impulses, so-called action po-
tentials, to other neurons nearby or to distant parts of the
brain (see Sec. II.E). A neuron (see Fig. 15) consists of
the cell body (the soma), which contains the nucleus and
much of the metabolic machinery, the dendrites, which
are threadlike extensions that receive stimuli from other
cells, and the axon, a single long fiber that carries the
nerve impulse away from the soma to other cells. The
two principal groups of cortical neurons are the pyrami-

FIG. 14. Transverse section through the gray matter of rat cor-
tex; the thickness of the sheet, from top to bottom, is in humans
about 3 mm. A prominent pyramidal neuron (H) is illustrated
in the middle and two stellate cells (F) nearby. The tissue was
prepared by the Golgi method, which stains about 1/o of the
neurons. This picture was drawn by Ramon y Cajal in 1888.
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dal and the stellate cells (see Fig. 14). The former are rel-
atively large; their apical dendrites from above reach out
parallel to each other, so that they tend to be perpendicu-
lar to the cortical surface. Since neurons guide the
current How, the resultant direction of the electrical
current Aowing in the dendrites is also perpendicular to
the cortical sheet of gray matter; this is important for
MEG studies.

The dendrites and the soma have typically thousands
of synapses (connections) from other neurons. The intra-
cellular potential is increased by input through the exci-
tatory synapses, but decreased by inhibitory input. Most
excitatory synapses are on the dendrites; inhibitory
synapses often attach to the soma. The neuron fires an
action potential when the potential at the axon hillock
reaches a certain threshold level.

Schematic illustrations of three synapses are shown in
Fig. 15(a). When a pulse arrives along the axon of the
presynaptic cell, special transmitter molecules are liberat-
ed from the synaptic vesicles into the 50-nm-wide synap-
tic cleft. These molecules diffuse quickly through the gap
and some of them attach themselves to receptors on the
surface of the postsynaptic cell. As a result, the receptor
mole cules change their shape, opening ion channels

through the membrane. The ensuing Bow of charge
(mainly Na+, K+, and Cl ions) changes the membrane
potential in the second cell; this event is called the post-
synaptic potential [PSP; see Sec. II.D and Fig. 16(a)].
The channels are ion selective; depending on the receptor
that is activated, only certain types of ions may pass
through the membrane.

C. Ion mechanisms

The neuron, like other cells, is surrounded by a mem-
brane, a 10-nm-thick liquid-crystal bilayer of phospholi-
pids. The insulating membrane divides the tissue into in-
tracellular and extracellular compartments with different
ion concentrations. This difference is maintained by spe-
cial protein molecules on the membrane that pump
selected ions against the concentration gradient and also
serve as passive ion channels. The most important is the
Na —K pump, which moves three Na+ ions out and two
K+ ions into the cell in one duty cycle. Although the
pump gives rise to a current through the membrane, the
increase of the resting voltage due to this current
is only a few mV. In a quiescent neuron, the intra-

Spine synapse
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body
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FIG. 15. Cortical neuron. (a) Schematic illustration of a pyramidal neuron and three magnified synapses (modified from Iversen,
1979); (b) pyramidal neuron, redrawn from Ramon y Cajal.
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cellular concentrations of Na and K are about 20 and
140 mmol/liter, respectively, whereas the corresponding
extracellular concentrations are about 140 and 5 mmol/
liter. The intra- and extracellular concentrations of Cl
are about 20 and 120 mmol/liter, respectively.

The equilibrium voltage across the cell membrane is
determined by the requirement that the diffusive and
ohmic currents, in addition to the pump currents, be bal-
anced for each type of ion. In the inactive state, the per-
meability of potassium dominates that of sodium; i.e., the
diffusion coefficient P(K+) for K+ through the mem-
brane is much higher than P(Na+ ). When K+ ions
difFuse out of the cell, the interior becomes more nega-
tive. The equilibrium potential is determined by thermo-
dynamics: the concentration C of each ion type tends to-
ward thermal equilibrium between the two compartments
according to the Boltzmann expression

C-exp( —
~e~ V/k~T) .

From this, the Nernst equation is obtained:

ka T Cext
sn ext

Here, V;„and V, , are the intracellular and extracellular
potentials, k&T is the thermal energy, and e denotes the
electron charge.

Applying the Nernst equation to concentrations men-
tioned above, we obtain the equilibrium membrane volt-
ages (inside with respect to the outside) at the body tem-
perature T=310 K: V(K+)= —89 mV, V(Cl )= —48
mV, and V(Na+) = +52 mV. When these three most im-

portant ion types are simultaneously taken into account,
the voltage over the membrane becomes

k~TV= ln
P ( K+ )C, + +P ( Na+ )C, + +P ( Cl )C.

P(K+)C. +P(Na+)C, +P(Cl )C
= —70 mV.

This is Goldman's (1943) equation. Because the per-
meabilities P(K+) and P(Cl ) are large, the resting po-
tential is between the equilibrium values for K+ and Cl
When the permeabilities change as a result of synaptic
excitation or inhibition, or in the course of an action po-
tential, the voltage across the membrane follows Eq. (2).

O. Postsynaptic potentials

When transmitter molecules released to the synaptic
cleft (see Fig. 15) arrive at the postsynaptic cell, the per-
meability of the membrane for specific ions is altered and
the potential in the vicinity of the membrane changes.
This causes an electric field and a current along the inte-
rior of the postsynaptic cell. The resulting current Aows

into the cell if sodium channels open; it Aows out if po-
tassium or chloride channels are activated. In the former
case, the cell is depolarized and there is an excitatory
PSP [see Fig. 16(a)j; in the latter case, the cell is hyperpo-
larized and thereby inhibited.

The strength of the current source decreases with the
distance from the synapse. The length constant of the ex-
ponential decay is A, = (g r, ) ', where g and r, are
the conductance of the membrane and the resistance of
the intracellular Quid per unit length, respectively (Scott,
1977). In a cortical neuron, A, is typically 0.1 —0.2 mm.
From a distance, the PSP looks like a current dipole
oriented along the dendrite, with strength Q =IX,. The
current I through the synapse can be calculated from the
change of voltage b. V during a PSP: I =XV/(Xr, ).
Since r, =4/(m. d a;„),where d is the diameter of the
dendrite and o;„is the intr acellular conductivity,

Q =md cr;„b,V/4. Inserting typical values, d =1 pm,
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FIG. 16. Schematic illustrations of (a) a postsynaptic potential
and (b) an action potential as a function time. Action potentials
increase in frequency, but not in amplitude, with the intensity of
the stimulus, which is stronger in (d) than in (c). Voltage
V = V;„—V,„,[see Eqs. (1) and (2)].

o;„=10 'm ', and b, V=25 mV, we find that Q=
20 fA m for a single PSP.

Usually, the current-dipole moments required to ex-
plain the measured magnetic-field strengths outside the
head are on the order of 10 nAm. Therefore, about a
million synapses must be simultaneously active during a
typical evoked response. Since there are approximately
10 pyramidal cells per mm of cortex and thousands of
synapses per neuron, the simultaneous activation of as
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few as one synapse in a thousand over an area of one
square millimeter would sufBce to produce a detectable
signal. In practice, activation of larger areas is necessary
because there is partial cancellation of the generated elec-
tromagnetic fields owing to source currents Aowing in op-
posite directions in neighboring cortical regions. This is
also illustrated by a more realistic estimate based on mea-
sured current densities, 100—250 nA/mm (Freeman,
1975; Kraut et al. , 1985). Assuming this estimate over
an e8'ective thickness of 1 mm, a dipole moment of 10
nAm would correspond to 40 mm of active cortex
(Chapman et al. , 1984). On the other hand, if the
relevant distance is taken to be the length constant
X=0.2 mm (Kufiler et al. , 1984), the area would be 5
times larger (Hari, 1990).

E. Action potentials

Signal transfer along an axon is based on the ability of
the membrane to alter its permeability to Na+ and K+
ions. The change is due to the opening of voltage-
sensitive channels as a result of an approaching action
potential [see Fig 16(b) and Sec. II.C]. When such a volt-
age pulse travels along an axon, there is a solitary wave
of depolarization followed by a repolarization of longer
spatial extent. An action potential is initiated when the
voltage at the axon hillock [see Fig. 15(a)] reaches the
firing threshold of about —40 mV. During this stage the
interior of the cell is positive for a short time [see Fig.
16(c)]. This change of potential triggers the neighboring
region; the action potential thus travels along the axon
with undiminished amplitude like the wave of falling
pieces in a chain of dominoes. The membrane potential
provides the energy needed to propagate the unattenuat-
ed pulse. When the excitatory input becomes stronger,
the amplitude of the action potential remains the same,
but the frequency of firing increases [see Figs. 16(c) and
16(d)].

Over straight portions of a nerve fiber of uniform
thickness, the action potential can be approximated by
two oppositely oriented current dipoles. Their separation
depends on the conduction velocity U and is about 1 mm
in an unmyelinated cortical axon where v =1 m/s; the
magnitude of each dipole is about 100 fAm. Since the
two dipoles are opposite, they form a current quadrupole.
A dipolar field, produced by synaptic current Bow, de-
creases with distance as 1/r, more slowly than the
1/r -dependent quadrupolar field. Furthermore, tem-
poral summation of currents Rowing in neighboring fibers
is more eff'ective for synaptic currents, which last tens of
milliseconds, than for action potentials, which have a
duration of 1 ms only. Thus EEG and MEG signals are
produced in large part by synaptic current Aow, which is
approximately dipolar. Action potentials have, however,
been detected both electrically and magnetically in peri-
pheral tissue. They also might contribute significantly to
high-frequency electromagnetic fields outside the skull,
but this has not been demonstrated so far.

Wikswo et al. (1980) reported the first measurements
of the magnetic field of a peripheral nerve. They used the
sciatic nerve in the hip of a frog; the fiber was threaded
through a toroid in a saline bath. When action potentials
were triggered in the nerve, a biphasic magnetic signal of
about 1 ms duration was detected. Later, the magnetic
field of an action potential propagating in a single giant
crayfish axon was recorded as well (Roth and Wikswo,
1985). The measured transmembrane potential closely
resembled that calculated from the observed magnetic
field. From these two sets of data, it was possible to
determine the intracellular conductivity. Recently it has
become possible to record magnetic compound action
fields (CAFs) associated with electrical impulses propaga-
ting along human peripheral nerves (Wikswo, 1985;
Wikswo, Abraham, and Hentz, 1985; Wikswo, Henry,
et al. , 1985; Wikswo and Roth, 1985; Erne et al. , 1988;
Hari, Hallstrom, et al. , 1989).

Figure 17 shows that the noninvasively recorded CAFs
near the elbow peak at 6—7 ms after median nerve stimu-
lation at the wrist. The response is monophasic at most
locations, with opposite polarities on the two sides of the
nerve, the latency becoming longer as the measurement
site is moved closer to the central nervous system (CNS).

III. NEURAL GENERATION
OF ELECTROMAGNETIC FIELDS

A. Quasistatic approximation
of Maxwell's equations

The previous section described structural details of the
brain as well as neuronal electrical activity. When the
conductivity o. and the electric current generators in the
brain are known, Maxwell's equations and the continuity
equation V.J= —Bp/Bt can be used to calculate the elec-
tric field E and the magnetic field B; J and p are the total
current density and the charge density, respectively.

We can simplify the treatment of Maxwell's equations
from the outset by noting two facts. First, the permeabil-

FIG. 17. Compound action fields after electric stimulation of
the right median nerve at the wrist. The measurements were
made twice (two superimposed traces) at both sites with a 7-
channel gradiometer, and about 1000 single responses were
averaged. The course of the median nerve along the arm is
shown schematically. From Hari, Hallstrom, et al. (1989).
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ity of tissue in the head is that of free space, i.e., IM=po.
Second, we can adopt the quasistatic approximation,
which means that in the calculation of E and 8, BE/Bt
and BB/Bt can be ignored as source terms. Let us first
see why this is so.

We start from Maxwell's equations:

V'-E =p/eo,

V x E= —BS/at,
7'.8=0

VXB=I.,(J+~,BE/at) .

(4)

where P=(e—eo)E is the polarization; e is the permit-
tivity of the material.

In neurornagnetism, we generally deal with frequencies
that are below 100 Hz, cellular electrical phenomena
contain mostly frequencies below 1 kHz. Let o. and e be
uniform and let us consider electromagnetic phenomena
at frequency f (j =&—1):

E=Eo(r)exp(j2~ft) .

With Eqs. (6) and (7),

V XB=p IoEo+(e eo)BE/—Bt+eoaE/Bt] .

For the quasistatic approximation to be valid, it is neces-
sary that the time-derivative terms be small compared to
ohmic current: i@BE/Btl « l

o El, i.e., 2~fe/o((1. .

With o =0.3 0 'm ' (value for brain tissue), @=10eo,
and f = 100 Hz, we find 2' fe/o =2 X 10 3 « 1.

In addition, BB/Bt must be small. From Eqs. (4) and
(6),

VXV'XE= — (VXB)

a= —
po (o E+eaE/Bt)

Bt

j2~fpo(o+j 2—~fe)E . '

Solutions of this equation have spatial changes on the
characteristic length scale

~, = l2~fI Oo(1+j 2~f~/o)l

With the above parameters, A,, =65 m, i.e., much longer
than the diameter of the head. This implies that the con-
tribution of BB/Bt to E is small. Therefore, the quasi-
static approximation appears justified. This does not
mean that we should forget time-dependent phenomena
altogether. For example, the capacitive current through
the cell membrane is significant in determining the prop-
erties of the action potential (see Sec. II.E). Nevertheless,
this so-called displacement current, eoBE/Bt, need not be
taken into account in the calculation of B.

In the quasistatic approximation, since V'XE=O, the

In a passive nonmagnetic medium, J is the sum of ohmic
volume current and the polarization current, viz. ,

J= o.E+BP/Bt,

electric field can be expressed with a scalar potential,

(10)

The use of V considerably simplifies derivations of for-
mulas for electromagnetic fields; we shall employ it ex-
tensively.

B. Primary current

This definition would be meaningless without reference
to the length scale. Here cr(r) is the macroscopic con-
ductivity; cellular-level details are left without explicit at-
tention. In other words, the whole cortex is modeled as a
homogeneous conductor. The division in Eq. (11) is illus-
trative in that neural activity gives rise to primary
current mainly inside or in the vicinity of a cell, whereas
the volume current Aows passively everywhere in the
medium. By finding the primary current, we locate the
source of brain activity. It should be emphasized that J~
is to be considered the driving "battery" in the macro-
scopic conductor; although the conversion of chemical
gradients to current is due to di6'usion, the primary
current is largely determined by the cellular-level details
of conductivity. In particular, the membranes, being
good electrical insulators, guide the Aow of both intracel-
lular and extracellular currents.

If the events are considered on the cellular level, it is
customary to speak about the impressed rather than the
primary current.

C. Current dipole

A current dipole Q, approximating a localized primary
current, is a widely used concept in neuromagnetism. Q
at r& can be thought of as a concentration of J~(r) to a
single point:

J~(r ) =Q5(r —r& ), (12)

where 5(r) is the Dirac delta function. The letter Q is
used here to avoid confusion with p, the symbol for a
charge dipole. In EEG and MEG applications, a current
dipole is used as an equivalent source for the unidirec-
tional primary current that may extend over several
square centimeters of cortex. Although the current di-
pole is usually a model for a layer of primary current, it
is sometimes convenient to consider Q as a line element
of current I pumped from a sink at r, to a source at rz,

It is useful to divide the current density J(r) produced
by neuronal activity into two components. The volume
or return current, J'(r)= o(r)E(r), is passive. It is the
result of the macroscopic electric field on charge carriers
in the conducting medium. Everything else is the pri-
mary current J~:

J(r) =J~(r)+cr(r)E(r) =J~(r) o(r—)V V(r) .
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then, Q=I(r2 —r, ).
Q is closely related to the dipole term Jo in the current

multipole expansion (Katila, 1983): Jo= jJ (r)du. For
the primary current distribution (12), JO=Q.

D. Integral formulas for Vand B

The forward problem in neuromagnetism is to calcu-
late the magnetic field B(r) outside the head from a given
primary current distribution J~(r') within the brain. In
the quasistatic approximation,

Po J(r') X R d,
4~ R' (13)

where

and

V =e„B/Bx+e~B/By+e,B/az

V' =e„B/Bx'+ e~ 8/By'+ e,8/Bz',

and JXV'(1/R)=(V'XJ)/R —V'X(J/R) into Eq. (13)
and transforming the volume integral of V'X(J/R) into
a surface integral, we find for a current density that ap-
proaches zero sufficiently fast when r' goes to infinity

where r is the point where the field is computed,
R=r —r', and the primed symbols refer to quantities in
the source region. This is the Ampere —Laplace law, the
continuous counterpart of the Biot —Savart law which ap-
plies to closed wire loops. Inserting the identities

R/R = —V(l/R)=V'(1/R),

V.J=0 in the quasistatic approximation. Thus we obtain

V ( o V V) =V J~ .

With proper boundary conditions, this equation can be
solved for Veither analytically in special cases or numeri-
cally with finite element techniques. Once Vis known, it
is straightforward to compute B from Eq. (16).

E. Piecewise homogeneous conductor

1. Integral equations for Vand B

B(r)=BO(r)— g o;f V'VX dv',Po, R
4m'; i

G R 3 (19)

where

Bo(r)= f J~(r') X dv'~o, R
4~ o

(20)

is the magnetic field produced by J~ alone. With the vec-
tor identities

If the conductor is assumed to consist of homogeneous
parts, Va is nonzero only at the boundaries, and it is pos-
sible to write the second term of Eq. (16) as a sum of sur-
face integrals over boundaries. The regions of different
conductivity will be denoted by G;, i =1, . . . , m, their
boundaries by BG;, their conductivities by o.;, and the
surfaces between G; and G~ by S;~. The unit vector nor-
mal to the surface S," at r' from region i to j is denoted
by n; (r') (see Fig. 18).

Inserting Eq. (11) into Eq. (13), we find

Po V'XJ(r') d,Br = dU
4m. R

With J=J~—oVVand VX(o VV)=Vo XVV,

Po f V'XJ~(r') d, f V'o XV'Vd,
R R

(14) VX( VV(1/R)) =VVX V(1/R)

VXudu= f dSXu,

The first term in this equation is the direct contribution
of J~ to the magnetic field, the second is due to J'. We
notice that there is no contribution from J' if V'o. =O;
i.e., in an infinite homogeneous conductor the magnetic
field is obtained directly from J~.

Since Vcr XVV= —VX( VVo ), a comparison of Eqs.
(13), (14), and (15) shows that

B(r)= f (J~+ VV'cr) X du' .
Po R
4~ R

(16)

Because the source of the magnetic field is the total
current J, both J~ and o.E contribute. However, in Eq.
(16), aE is replaced by an equivalent fictitious current
VVo, which, in general, has no direct physical meaning.
Taking the divergence of Eq. (11),we obtain

V.J~=V J+V. ( o V V) .

From Eq. (6), since the divergence of a curl vanishes,

FIG. 18. Multicompartment conductivity model. Each region
G; has uniform conductivity o.;. Unit vectors normal to the sur-
faces are denoted by n;J.
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we find

f V'VX du'= f V'VXV' —du'R. . . 1

E

Here, the unit conductivity oo= 1/(Qm) is needed to get
the dimensions right. Vo(r) is the potential due to J in
an infinite homogeneous medium with unit conductivity,
viz. ,

, 1VV' —XdS',
R

(21)

where dS'=n(r')dS', n(r') is a unit vector perpendicular
to BG; and pointing out from (G;. Combining the terms
from all 5,", we arrive at (Geselowitz, 1970)

Vo(r) = — f J~(r'). V"'—du'1 , 1

4&o o G R

JP
dv

4~oo G R (27)

B(r)=80(r)+ g' (o, o—) f V(r') X dS,'
Po, , R In order to obtain the integral equation for V on the

surfaces S,", we let r in Eq. (26) approach a point on S,z.
Making use of the limiting value (Vladimirov, 1971)

where the prime signifies summation over all boundaries.
It is now evident that in the calculation of the magnet-

ic field, the volume currents can be replaced by an
equivalent surface current distribution

—(o., —o, ) V(r')n, , (r')

on each interface S; . These are often called secondary
currents, but, in fact, they are only a mathematical tool
for simplifying the solution of the forward problem.

In order to compute B from Eq. (22), we must calcu-
late V on 5;.. Gf course, we could start with Eq. (18)
directly, but it turns out that one can derive a surface in-
tegral equation for the electric potential which involves V
on the boundaries only.

By applying Green's second identity,

f ($V Q gV P)du=—f ((bVQ PVP) dS—

we find

o. ; f —V' V —VV' —dv'

1, , 1=g' f cr; —V,' V —VV'—
R ' R

ro —r
lim f V(r') dS,'.

r ~rES" S .
0 lJ r —r' '

0

= —2ir V(r)+ f V(r') dS,'v

we obtain an integral equation for V(r):

(o;+o ) V(r) = 2o OVO(r)

+ g' (cr; o)f —V(r')dQ, (r'),
lj

(29)

where rE:S;.. Note that

dQ, (r') = —~r —r'~ (r —r') dS,'.

is the solid angle subtended at r by the surface element
dS,'" at r'.

2. Spherically symmetric conductor

If the conductor is spherically symmetric, the field B
outside can be obtained without explicit reference to the
volume currents. To show this for spherical shells, we
first note that in Eq. (22) the contribution of volume
currents to the radial field component1,1—o —V"' V —VV'—j R j R dS,', , (23) a, =B(r) e„=B(r).r/l rl

where V,
' means that the gradient at the boundary is tak-

en inside region i. Since the current density o.VV.n is
continuous across S;, the right-hand side of Eq. (23)
reduces to

—g' (o —o )f VV' —dS'. .
ij ij

On the left-hand side we make use of

vanishes, since

(r —r')Xn(r') e„=(r—r')X, =0 . (30)

B„= Ji'(r') X e„dv' .Po, R
4~ R' (31)

Therefore, B„canbe calculated simply from Eq. (13) with
J replaced by J~, viz. ,

.21V' —= —4+5(R)
R (25)

If the source is a current dipole Q at r&, Eq. (31) reduces
to

and of Eq. (18) to obtain the result (Cxeselowitz, 1967)

V(r)cr(r) = cTOVO(r)

po QXr&.e,8 =—
4m /r —rg /'

(32)

1 g'(o; o, )f V(r') dS,', . —R
S,.jlJ R

Furthermore, since VXB=O outside the conductor, B
can be derived from the magnetic scalar potential:
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U(r) = f B,(tr)dt .
I

po t=1 (33)

This shows that even though the tangential field com-
ponents are afFected by the volume currents in a spheri-
cally symmetric conductor, they can be computed
without knowing the conductivity profile cr =o (r).
Derivations of 8, in rectangular coordinates using Eq.
(33), were presented by Ilmoniemi et al. (1985) and by
Sarvas (1987). The result from the latter publication is

po FQXr& —(QXr& r)VF(r, r&)
B(r)=

4~ F(r, rg )

where

(34)

F(r, r& ) =a (ra +r r&.r)—

8= —poVU. Since V'.8=0, U is harmonic and uniquely
determined by its normal derivative on the surface of the
conductor and by the requirement that it vanish at
infinity. On a sphere, the normal derivative 8 U/Br
= —B„/po. Integrating, we find

1988), which is more time consuming than the computa-
tion of 8 from the simple analytical expressions.

3. Realistically shaped conductor models

If the regions 6; of the piecewise homogeneous con-
ductor are arbitrarily shaped, 8 must be computed nu-
merically. In the boundary element method (BEM),
based on Eqs. (22) and (29), each surface S, , here indexed
with a single subscript for simplicity, is tessellated into n;
suitable triangles, b '„.. . , 6'„(Barnard et al. , 1967;

Lynn and Timlake, 1968; Horacek, 1973). Assuming fur-
ther that the potential is constant, V(r) = Vk, on each tri-
angle b, 'k and integrating Eq. (29) over one of them, a set
of n,. linear equations is obtained for Vk at triangles be-
longing to surfacei, k =1, . . . , n, , viz. ,

V'= g H'JV~+g'
j=1

(36)

The column vectors g' and the matrices 8'J are in this
constant-potential approximation defined by

and

VF(r, r&)=(r 'a + a 'a r+ 2a + 2r)r

—(a + 2r +a 'a r)r&, and

1 2
gt = . + f Vo(r')dS

Pk 0& +gl

po QX(r —r&) e,
B,=

4m.
(35)

Therefore, in a spherically symmtric conductor, MEG
is sensitive only to the tangential component of the pri-
mary current. This means that the method is optimal for
detecting activity in fissures.

The electric scalar potential V on the surface of a
spherically symmetric conductor is affected by the con-
ductivity profile. For example, if a poorly conducting
layer (skull) is placed between two good conductors
(brain and scalp), V will be attenuated on the scalp and
the potential pattern due to a dipole inside will be more
widespread than in a homogeneous sphere. Another
difference from 8 is that both radial and deep sources
contribute significantly to V. Its computation in general
requires the evaluation of a series expansion in spherical
harmonics (Arthur and Geselowitz, 1970; de Munck,

with a=(r —r&), a = ~a~, and r = ~r~.

An important point is seen from Eq. (31). If the pri-
mary current is radial, J~(r') =J~(r')r'/~r'~, B„vanishes.
Since B„=O,U =0 and thus also 8=0. This is true for
any axially symmetric current in an axially symmetric
conductor (Grynszpan and Geselowitz, 1973). A source
in the center of the sphere will produce no magnetic field
outside: in Eq. (32), B„=Oif r&=0. Note that the prop-
erties of 8 cited above for the spherically symmetric con-
ductor are also valid for a horizontally layered conductor
[cr =cr(z)], since this is a limiting case of a sphere. Thus
B, generated by a current dipole located within a hor-
izontally layered conductor is given by

f Q~)(r')dS
0 +O-. pk 5'„ I

(38)

respectively. Here o.
, and cr,+ are the conductivities in-

side and outside surface S;, respectively; p'k is the area of
the kth triangle 6'k on S, ; and Qz, (r') is the solid angle

I

subtended by b, jl at r' (Barnard et al. , 1967; van Oos-
terom and Strackee, 1983). In practice, IIkJI are often ap-
proximated by replacing Q, (r) on each b, 'k by its value

I

at the centroid ck of the triangle. Alternatively, one can
use a numerical integration formula to improve the accu-
racy (Nenonen et al. , 1991). The matrix elements H/~&

depend only on the conductor geometry and thus only
the source term gk needs to be recalculated for each
source configuration.

The accuracy and speed of BEM can be improved by
using higher-order approximations for V(r) on each b k.
If the potential is allowed to vary linearly within 6k, we
can designate the potential values at the vertices of the
tessellated surface as unknowns in the discretization
(Urankar, 1990; de Munck, 1992). Since on a closed tri-
angulated surface with n; triangles we have n =n;/2+2
vertices, the number of equations in (36) drops to about
one-half and the computations become, therefore,
significantly faster. Furthermore, the potential is now
continuous over S;. The exact gains in accuracy and
speed are yet to be determined, but we expect that the
computational burden can be significantly reduced while
retaining at least the same level of precision.

The linear-potential approach highlights two different
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aspects in the calculation of Vk. First, we must have an
accurate enough description of the geometry. Second, we
shall have to leave enough degrees of freedom for the po-
tential on each surface element to reproduce the high
spatial frequencies present in the fields of nearby sources.

Even with a more complex potential variation on 61„
we suffer from the errors caused by replacing the original
smooth surface by a polyhedron. This problem can be al-
leviated by improving the accuracy of the matrix ele-
ments HjJI, which relate the potential values at adjacent
elements on the surface S (Heller, 1990).

The electric potential is defined only up to an additive
constant, which implies that Eq. (36) has no unique solu-
tion. This ambiguity can be removed by delation (Bar-
nard et al. , 1967), meaning that the H'J are replaced by

conductivity approaches zero. With this technique, the
numerical calculation of V(r) is divided into two steps:
(1) computation of Wo(r), which is the solution for the
brain-shaped homogeneous conductor; and (2) solution of
the integral equations for W(r).

Simulations presented by Hamalainen and Sarvas
(1989}show that, in a spherically symmetric conductor,
the isolated problem yields accurate results. They also
demonstrated that the currents in the skull and on the
scalp contribute negligibly to 8 and proposed that, in
practice, it is sufhcient to use a brain-shaped homogene-
ous conductor in the analysis of MEG data.

IV. INVERSE PROBLEM

1C'J=H'J ——e el J (39) A. General

where e; is a unit vector with n,- components and T
denotes the transpose. The deAated equations have a
unique solution, which also applies to Eq. (36). The re-
sulting equations can be solved by an iterative method
such as the Gauss —Seidel algorithm. However, as was
demonstrated by Oostendorp and van Oosterom (1989),
the linear equations can often be solved explicitly, result-
ing in considerable savings of computing time if the po-
tential of several different sources must be evaluated.
Once V on each S, is available, 8 can be obtained from

Eq. (22) by direct integration:

m J
B(r)=BO(r)+ g (o~ —o~+) g f V(r') XdS,'

/=1 k=1

If there is only a single interface, i.e., when one is deal-
ing with a bounded homogeneous conductor, the solution
of Eq. (36) is straightforward. However, modeling the
head by a poor conductor (the skull) between two much
better conductors (the brain tissue and the scalp) requires
modifications in the standard numerical approach in or-
der to produce accurate results.

Meijs and Peters (1987) found that numerical errors in
computing V may be excessive because the ratio in the
conductivity of the skull to that of the brain and the
scalp is less than 0.1. The first suggested solution for this
numerical instability was the use of the Richardson ex-
trapolation (Richardson and Guant, 1927; Meijs, Peters,
et al. , 1987). This approach relies on the assumption
that the correct potential distribution can be obtained by
estimating an asymptote on the basis of two solutions
with different grid densities. However, there is no
guarantee that the assumption is valid for this particular
problem.

Later, Himiliinen and Sarvas (1989) used the
isolated-problem approach, which decomposes the poten-
tial on the interfaces as V(r) = Wo(r)+ W(r), where Wo
is the solution in the case of a perfectly insulating skull
and W(r) is a correction term that vanishes as the skull' s

The neuromagnetic inverse problem is to estimate the
cerebral current sources underlying a measured distribu-
tion of the magnetic field. We shall limit our discussion
to this task and shall not elaborate on the physiological
interpretation in this section, although w'e shall keep con-
stantly in mind that neuromagnetic fields arise in the
brain, which imposes constraints on the sources that our
measurements might reveal. Many of our results are,
however, valid for other applications as well.

We shall use several standard results and terms from
linear analysis, numerical mathematics, and estimation
theory. For more complete treatment on these methods,
we recommend the textbooks by Golub (1989), Press
et al. (1992), and by Silvey (1978).

It was shown by Helmholtz (1853) that a current distri-
bution inside a conductor 6 cannot be retrieved uniquely
from knowledge of the electroInagnetic field outside.
There are primary current distributions that are either
magnetically silent (8=0 outside G), electrically silent
(E=O outside G), or both. A simple example of a mag-
netically silent source that produces an electric field is a
radial dipole in a spherically symmetric conductor. An
example of the opposite case is a current loop, which is
electrically silent but which produces a magnetic field.
In general, if J~ is solenoidal (V.J~=O), V =0 as a conse-
quence of Eq. (18).

If ~J~~ is constant over a closed surface S inside a
homogeneous subregion of 6 and J~ is normal to S, Vo in
Eq. (26) will vanish, since

Vo(r}= f n(r') V' —dS'J~, , 1

4~ s RJ~, , 1V' V' —dU'=0,
4m G R (41)

Po, , 1J'f V'XV' —dv'=0 .
4m G R

(42)

and thus V=0. Now B can be computed from Eq. (20),
glvlng

B(r)= J~f n(r') X V' —dS'Po , 1

4m s R
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Thus this source produces no electromagnetic field out-
side the conductor.

Because of the nonuniqueness, we must confine our-
selves to finding a solution among a limited class of
source configurations. Methods for handling this re-
stricted inverse problem are the main subject of this sec-
tion. Even the limited problem may be dificult to solve
in a satisfactory way. Small experimental errors can pro-
duce large inaccuracies in the solution: the problem is
often ill-conditioned.

B. Lead field

As was shown in Sec. III.D, both B and E are linearly
related to J~. Thus, if b,- is the output of a magnetometer,
there is a vector field X;(r ) satisfying

b, = fX,(r).Ji'(r)dv . (43)

X, is called the lead field; it describes the sensitivity dis-
tribution of the ith magnetometer (Malmivuo, 1976;
Tripp, 1983). X; depends on the conductivity 0 =cr(r)
and on the coil configuration of the magnetometer.

Similarly, if V; is a potential difference between two
electrodes, we can find the corresponding electric lead
field X,. such that

V, = fX; (r) J~(r)dv . (44)

8, (Q, rg)=X, (rg) Q . (45)

From this relation, all three components of X;(r&) can
be found for any r&.

The lead field, as defined by Eq. (43), is readily ob-
tained if one is able to compute the magnetic field
B=B(Q,r'), caused by any dipole Q at any position r&.
This requires knowledge of the conductivity distribution
o (r) so that the effect of volume currents can be properly
taken into account. For Q at r&, J~(r)=Q5(r —r&). In-

serting this dipolar primary current distribution into Eq.
(43), we obtain

If the magnetometer consists of a set of planar coils
with normals n, j =1, . . . , I, we find

(46)

where the directions of the normals n have been chosen
to take correctly into account the winding sense of the
coils, so that a field satisfying 8-n &0 yields a positive
signal at the output. The integration extends over S, the
area of coil j.

As an illustration of the form of X;(r), Fig. 19 shows
the lead fields of magnetometers on the z axis which are
sensitive to the radial field component B„the tangential
field component 8, and a tangential derivative of the ra-
dial field component, BB,/Bx. We assume a spherically
symmetric conductor and display the lead field distribu-
tions on one shell.

C. Value of different measurements

B„canbe calculated for a spherically symmetric con-
ductor directly from J~ with the Ampere —Laplace law.
However, as was shown in Sec. III.E.2, the two tangen-
tial components also can be obtained analytically,
without any reference to the actual conductivity profile
o(r)=o(r). This means that, from the computational
point of view, all field components can be utilized easily
and that there is no preferred component.

One of the first derivations of the magnetic field due to
current dipoles in conductors of simple shapes was
presented by Cuffin and Cohen (1977). They concluded
that 8, should be preferred in practical measurements
because of the zero contribution from volume currents.
This would be the case if nonidealities in the conductor
geometry would distort the tangential components more
than B„sothat by measuring just the radial field one
could justify the use of the simple sphere model in a wide
range of actual conductor shapes. However, there is no
evidence to support this conjecture.
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FIG. 19. Two-dimensional projections of the lead field X(r) of point magnetometers measuring {a)B„(b)B„,and (c) of a gradiome-
ter measuring 88, /Bx, sampled on a surface whose radius is 90 mm. Each signal coil is located at x =y =0, z = 125 mm.
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It has been shown (Hari and Ilmoniemi, 1986) that the
sphere model gives good results even if the actual con-
ductor is spheroidal, provided that the sphere model is
fitted to the local radius of curvature in the area of in-
terest. Later, simulations with realistically shaped con-
ductor models (Hamilainen and Sarvas, 1989) showed
that nonidealities in the conductor shape produce equal
distortions in all three components of the magnetic field.
This result is, of course, to be expected from the fact that
any component of the field can be computed from the
distribution of any other component by integrating Eq.
(6) in the current-free space outside the source region.

Instead of measuring just one or two components of 8,
one can also design short-baseline coils to measure their
derivatives. An example is the so-called 2D coil (Cohen,
1979), which senses an off-diagonal derivative, such as
BB,/Bx [see Fig. 7(c)]. A multichannel gradiometer with
pairs of such coils, orthogonally oriented at 12 locations,
has been developed (Kajola et al. , 1989; Ahonen et al. ,

1991; see Fig. 37). Simulations (Knuutila and Hami-
lainen, 1989) and actual measurements have shown that
this arrangement is highly effective. Furthermore, since
the gradient +(M, /Bx) +(M, /By) (z is the sensitivi-

ty axis of a detector) peaks right above a current-dipole
source, a less extensive set of sensors is needed to pick up
the essential field data from a local source (see Fig. 27).

D. Comparison of magnetoencephalography
and electroencephalography

Although no final evaluation of the capabilities of
MEG and EEG can be given at present, several impor-
tant differences as well as similarities of the two methods
may be stated with confidence.

As was shown in Sec. IV.B, both EEG and MEG pro-
vide a projection of the primary current distribution on
the respective lead fields. Thus MEG and EEG are for-
mally on an equal footing. Both techniques measure
weighted integrals of the primary current distribution.
Their differences are the following:

(1) The lead fields X; and X, are different. In the
spherical model, MEG is sensitive only to the tangential
component of J~, i.e., X; r=0, whereas EEG senses all
primary current components. In addition, the magnitude
of X; falls off more quickly than X, near the center of
the sphere, X, =0 at the origin.

(2) X, is affected by the conductivities of the skull and
the scalp much more than X, Therefore, interpretation
of EEG signals will require more precise knowledge of
the thicknesses and conductivities of the tissues in the
head. In the spherical model, concentric inhomo-
geneities do not affect the magnetic field at all, whereas
they have to be taken into account in the analysis of EEG
data.

(3) The instrumentation necessary for MEG is more so-
phisticated and, therefore, more expensive than that for
EEG.

(4) MEG measurements can be accomplished more
quickly, since no electrode contact to the scalp needs to
be established. Qn the other hand, the subject has to be
immobile during the MEG measurements, whereas
telemetric and long-term EEG recordings are possible.

The absolute accuracies of both EEG and MEG source
determinations are, at present, a somewhat open ques-
tion, based on simulations and theoretical calculations on
one hand, and on experiments with several technical
deficiencies on the other.

A recent example about the controversial aspects of
comparisons between MEG and EEG is the discussion
evoked by a paper by Cohen et al. (1990). These authors
claimed that MEG is only marginally more accurate than
EEG in locating cerebral electrical activity. The paper
has been criticized by Hari et al. (1991) and by William-
son (1991) on methodological grounds. More compre-
hensive discussions of this topic are available (Anogi-
anakis et a/. , 1992; van den Noort et al. , 1992).

In their study, Cohen and co-workers had the rare op-
portunity to form artificial current dipoles inside pa-
tients' heads by feeding current through depth electrodes
that had been inserted into the brains of several epileptic
patients to monitor their abnormal cerebral activity. The
precise position of each source was determined from
roentgenograms. A definite comparison between the
ability of MEG and EEG to locate the sources thus ap-
peared possible.

Cohen et al. (1990) measured the electric field with 16
scalp electrodes and the magnetic field with a single-
channel rf SQUID magnetometer from 16 sites outside
the head. The locations of the test dipoles were calculat-
ed on the basis of MEG and EEG measurements, respec-
tively. An 8-mm average error for MEG and a 10-mm
error for EEG source location were reported.

The critique of the study of Cohen and co-workers can
be summarized as follows.

(1) Nearly radial current dipoles, optimal for EEG but
barely detectable by MEG, were used as test sources. As
a result, the signal-to-noise ratio for MEG was reduced
considerably.

(2) The dipoles were 16 mm long, although they were
assumed to be pointlike in the data analysis. This affects
EEG results as well, but also tends to obscure possible
differences between the capabilities of MEG and EEG.

(3) The magnetic field was inappropriately sampled.
(4) Twice as many signals were averaged for EEG than

for MEG, which gave further advantage to EEG in the
comparison.

(5) No attempt to fit the sphere model to the local cur-
vature of the head was reported. This alone may cause
an uncertainty comparable to the total reported error.

(6) No error estimates were given for the "real" source
locations determined from the roentgenograms.

Two of the test sources happened to be tangential. The
reported error in the magnetic site determinations was
only 5.5 mm. This remaining uncertainty can be fully ac-
counted for by the experimental inadequacies mentioned
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above. Therefore, the results reported by Cohen et al.
(1990) actually support the superiority of MEG in locat-
ing a tangential dipole source. This is in line with the 3-
mm maximum error found by Yamamoto et at. (1988) in
locating dipoles within a sphere and a model skull. Fur-
thermore, these authors reported a similar precision in
determining the site of a cortical source. Unfortunately,
similar model experiments are much harder to perform
for EEG, because the conductivity distribution of the
skull and scalp is difficult to implement in a model head.

EEG and MEG are complementary in the sense that
measurement with one technique will not always reveal
everything that can be found with the other method.
Therefore, the best results are obtained by combining in-
formation from both techniques.

E. Combination of magnetoencephalography
with tomographic imaging methods

Computer-assisted x-ray tomography (CAT) and
magnetic-resonance imaging (MRI) provide accurate im-
ages of the brain's anatomy with millimeter resolution.
Positron-emission tomography (PET) gives information
about metabolic activity with a spatial resolution of
about 4 mm, but the time resolution is tens of seconds.

One can foresee the combination of these imaging
methods with MEG and EEG at several levels. Provided
that the coordinate systems for MEG and MRI have
been aligned, one can superimpose the locations of brain
activity, found by MEG, on the MRI's (George et al. ,
1989; Schneider et al. , 1989; Suk et al. , 1989;
Hamalainen, 1991). It is then possible to compare the lo-
cations of source estimates with the actual sites of ana-

tomical structures (see Fig. 20) or in patients with patho
logical findings within the brain.

High-quality anatomical images allow the use of indi-
vidually shaped realistic conductor models. Here, how-
ever, one meets serious practical difficulties. For exam-

ple, reliable automatic segmentation of the shape of the
brain from MRI's is not trivial. At present, some human
intervention is needed to produce correct results. With
the outline of the structure of interest at hand, it is rela-
tively easy to construct the corresponding triangulation
needed for boundary element modeling. Up to now,
MRI's have been used this way only in special cases (see,
for example, Meijs, 1988).

The accuracy of the inverse problem solutions can be
improved by bringing in complementary information to
restrict the set of possible source configurations. With
the assumption that MEG mainly rejects the activity in
the tangential part of cortical currents, one could, at least
in principle, extract the geometry of the cortex from MR
images and use the result as a constraint in the source es-
timation procedures.

F. Probabilistic approach to
the inverse problem

1. The general solution

A study of the restricted inverse problem involves es-
timation theory: the unknown current sources must be
found on the basis of noisy and incomplete measure-
ments. Furthermore, a priori information and modeling
inaccuracies need to be incorporated into the analysis.

FIG. 20. Example of source locations superimposed on coronal (a) and sagittal (b) MR images. The white lines indicate transsection
levels of the companion slice. The white dots show positions of equivalent current dipoles corresponding to the 100-ms deflections of
auditory evoked responses in independent repeated measurements. All source locations are within a sphere of 15 mm in diameter
(Hamalainen, 1991).
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Before describing any source estimation methods, it is
instructive to give a mathematical discussion of the
relevant concepts. With this solid foundation we can
then more easily formulate the underlying assumptions
and establish the theoretical validity of the practical
methods used in source analysis.

A general probabilistic approach to problems of this
kind has been introduced (Tarantola and Valette, 1982;
Tarantola, 1987) and also applied to the neuromagnetic
inverse problem (Clarke, 1989). This method is some-
times called "8ayesian, " although the approach of
Tarantola (1987), on which the following treatment is
based, is more general.

We assume that the unknown current distribution can
be identified by a finite-dimensional parameter vector x
and the magnetic field to be measured by a vector b. The
actual observation, disturbed by noise, is denoted by b,b, .
Before and after the measurement, the statistics of x are
described with prior and posterior distributions, respec-
tively. The corresponding probability density functions
will be denoted by p„(x)and g (x).

We shall assume a measurement with known noise
statistics; i.e., for any b, we know the conditional density
v(b», lb). The forward model is described by 8(1lx), giv-
ing the chances for b to occur for a given x. With these
assumptions one can show (Tarantola, 1987) that the pos-
terior density is

f (x)=Cop (x)f v(b.b.lb)8(blx)db, (47)

Q (x)=Cop (x)ffb(b, b,
—b)8(blx)db . (48)

Assuming now a model function b =g(x) which accurate-
ly describes the forward problem, e.g. , the computation
of the magnetic field of a current dipole in the sphere
model, we can take 8(blx)=5(b —g(x)), where ti(x) is
again the Dirac delta function and, consequently,

where Co = 1/[ fp (x)Jv(b», lb)8(1 Ix)db dx] is a nor-
malization constant.

Equation (47) nicely separates the sources of informa-
tion giving rise to f„(x).First, the a priori knowledge of
x is embedded in p (x). Second, the measurement noise,
which gives rise to deviations from the correct values, is
accounted for by v(b, b, lb). Finally, since the forward
model is described by the probability density 8(b I x), it is,
at least in principle, straightforward to include modeling
uncertainties such as an imprecisely known conductor
geometry.

If, in addition, the errors of the instrument are in-
dependent of input, i.e., b,b, =b+gb and gb is described
by a known probability density function f b ( ilb ),
v(b, b, lb) =fb(ilb) and Eq. (47) becomes

(50)

If the only a priori information about x is that it is
confined to a given region, p (x) can be assumed con-
stant in this volume and zero elsewhere. With p con-
stant, it is readily seen that the maximum-likelihood esti-
mate (MLE) xo for x, corresponding to the maximum a
posteriori density, is found by minimizing the weighted
sum of squares

S(x)=[b,b,
—g(x)] X '[b,„,—g(x)],

i.e., through the conventional least-squares search. If the
neural source is modeled by a current dipole, the MLE is
commonly called the equivalent current dipole (ECD).

If g(x) is a nonlinear function, the parameter vector xo
can be found using some iterative numerical technique,
for example, the Marquardt (1963) algorithm. On the
other hand, if g(x) is linear, i.e., g(x) = Ax, where A is a
matrix, xo can be obtained directly by multiplying the
measurement b». by the pseudoinverse of A (Albert,
1972), i.e., xo= Atb,„,.

According to the Gauss —Markov theorem (Silvey,
1978), the MLE minimizing S(x) is also the minimum-
variance linear unbiased estimator for x, provided that
g(x) is a linear function of x. The treatment presented
above shows that, under the assumption of Gaussian er-
rors, the least-squares estimate is well established even if
g(x) is nonlinear.

3. Alternative assumptions for noise

The above derivation, which started from the general
equation for the posterior density, Eq. (47), allows us to
incorporate more general or alternative assumptions at
any stage of the computation. For example, if we expect
that there will be outliers in the measured data, we might
consider a long-tailed probability density for the mea-
surement errors, e.g. , the exponential density

fb(ilb)=co e"p g li);I/o'; (52)

where o; =E I i); ]. We then obtain an estimate for the
parameters x that is robust against outliers in b. If we
want to find the MLE, the criterion corresponding to Eq.
(51) is now

R(x)=g Ib„,, —g, (x)l/o, , (53)

&=E I ribgb ] and by the mean E I rib J, which is assumed
to be zero. Under these assumptions, f„(x)correspond-
ing to the measurement b», is

g (x)=Cop„(x)expI——,'[b,„,—g(x)] X '[b,b,
—g(x)]] .

g„(x)=Cop (x)fb(b, b,
—g(x)) .

2. Gaussian errors

which is often called the I.&-norm criterion.

4. Confidence regions

If gb is normally distributed, its probability distribu-
tion is completely determined by the covariance matrix

In addition to the MLE, we would also like to deter-
mine a confidence region for x. The Bayesian confidence
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region is defined as the smallest collection of values of x
making up a given total posterior probability (Silvey,
1978). This region contains the inost probable parameter
vectors on the basis of a given measurement, and thus
any value outside it is less plausible than any value inside.
If g(x) is nonlinear, the Bayesian confidence region is
tedious to compute. One possibility of finding this region
is by appropriately sampling g(x) and then sorting the
values in decreasing order. The points corresponding to
the highest probabilities then make up the confidence re-
gion.

If g(x) is linear and the errors are Gaussian, the deter-
mination of the Bayesian confidence region becomes
much easier. The linear approximation may also be used
if g(x) in the vicinity of xo can be reasonably well approx-
imated by

g(x) =J(x xo)+g(xo) (54)

where J is the Jacobian of g(x) at xo. J; =Bg;/Bx
ix=x

It can then be shown (Sarvas, 1987) that the p-percentage
confidence region for x is an xz-centered m-dimensional
ellipsoid given by

(x—xo) Q(x —xo) &c (55)

2 i/aTQ la—(56)

For instance, to determine the confidence hmits for x, ,
we take a=(5„, , 5„;),where 5;J is the Kronecker
delta function, giving ~x,

—xo,. ~
& c QQ, ,

'.

where c is the p-percentage point of the y -distribu-
tion and Q =J X 'J=V A V, the last form being the
eigenvalue decomposition. The ellipsoid can be charac-
terized by its volume, which is given by the product of
the diagonals of A, times a constant that depends on m.
Alternatively, one could determine the size of the small-
est rectangular box whose faces are parallel to the coordi-
nate planes.

In practice one is often interested in finding the ex-
tremal values of some linear combination a=a x of the
model parameters in the confidence ellipsoid. It can be
shown (Sarvas, 1987) that these limits are given by

~a (x—xo)~ &c +a V A Va

the remaining variables xk, . . . , xk only, viz. ,p+1 n

4.=4 (x;„.~

= f . f p(x)dxk . . dxk (57)

g(x)= A(x, )x2, (58)

the integration over x2 can be performed analytically
(Hamalainen et al. , 1987). If the source model consists
of k current dipoles, the linear part contains the com-
ponents of the dipoles and the nonlinear part their loca-
tions. Then 0 (x))=4m(xi»i zi . . . Xk,yk, &k) is the
marginal density of all dipole locations. If the model
consists of only one dipole, g is a function of three vari-
ables and one can easily plot its contour lines, for exam-

ple, on a set of parallel planes. If there are several di-

poles, it is, in principle, possible to integrate numerically
over all but one of their locations to reduce the number
of variables to three.

Using marginal densities, one can also consider the
confidence limits for a single parameter which describe
the variance of one parameter when the others are al-
lowed to attain any values. Assuming a constant p„(x)
and the linearization given by Eq. (54), it is straightfor-
ward to show that the posterior density of Eq. (50) can be
integrated over all but one of the parameters x &, . . . , x
The marginal density for xk then becomes

1

2&47 k

exp
«k —&ok)'

20 k

(59)

where ok=+(Q ')kk. It is easy to see that the p-
percentage confidence interval for xk is

lxk +ok I
& c~k (60)

where c is chosen from the x-X(0, 1) distribution so
that PI ix~ &cj=p/100.

In practice, the computation of marginal densities is a
tedious task, since it involves numerical integration over
multiple variables. However, if g(x) is a linear function,
it can be integrated analytically. Moreover, if x can be
decoinposed into two parts, x, =(xk, . . . , xk ) and

1 p

xz=(xk, . . . , xk ), so that the dependence of g on x2p+1 m

is linear, i.e.,

5. Marginal distributions G. The equivalent current dipole

Instead of using the maximum-likelihood estimate and
the Bayesian confidence set to characterize P (x), it is

sometimes useful to study f (x) itself. However, since it
has many variables, the form of g„(x)is generally very
hard to imagine. The problem can be overcome by
studying some marginal densities of tP„(x). In this case
the probability densities are computed via integration
over a subset xk, . . . , xk, 1 p & n, of the components

1 p
of x. The resulting marginal density 1t is a function of

1. Finding dipole parameters

The dipolar appearance of the magnetic-field pattern
due to a localized cortical current source was first re-
vealed in a study of the somatosensory evoked field
(Brenner et al. , 1978). The estimates of the location, am-
plitude, and orientation of the dipole were based on a
simple geometrical construction utilizing the shape of the
field map. If 8, is measured on the plane z =zo above a
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horizontally layered conductor, the relation between the
field pattern and the dipolar source is particularly simple.
The dipole lies below the midpoint of the field extrema
and is perpendicular to the plane passing through the
minimum and the maximum and parallel to the z axis. It
can be shown easily that the depth d of the dipole is relat-
ed to the distance 6 between the extrema by d =b, /&2.
A similar approach can be used for a dipole embedded in
a spherical conductor (Williamson and Kaufman, 1981).

The standard method of estimating the location of a
simple source is to determine the equivalent current di-
pole by a nonlinear least-squares search (Tuomisto et al. ,
1983). In the so-called moving-dipole model, the source
is assumed to be dynamic so that its location, orientation,
and strength are allowed to change with time. The data
are fitted separately for each time instant, with temporal
correlations ignored.

The dipole model is useful even for identifying multi-
ple, simultaneously active sources lying far away from
each other, as demonstrated by measurements of activity
in the first and second somatosensory cortices S1 and S2
(Hari et al. , 1984). In this case the orientations of the
sources are particularly favorable for MEG. When both
S1 and S2 are simultaneously active, the latter in both
hemispheres, the magnetic-field pattern for each dipole is
distinct and the existence of three separate sources is evi-
dent. In contrast, the electric potential distributions are
smeared and largely overlapping, which makes it dificult
to see that there are, indeed, three spatially separated
sources (see Sec. VI.C.2 and Figs. 54 and 55).

2. Estimation of noise

We saw in Sec. IV.F that estimates of noise levels as
well as their correlations are needed, both in the least-
squares fitting and in the confidence-region calculations,
to establish the proper covariance matrix X. Below we
shall assume no correlations between the channels.
Therefore, X=diag(o i, . . . , o.„),where the o., "s contain
the effects of both the environmental (see Sec. V.A) and
subject noise sources (see Sec. I.E).

We can use several approaches to find the noise level
estimates for individual channels. If we are averaging
several responses, o.

, may be obtained from the standard
errors of the mean. However, if we apply digital filtering
to the data, individual responses must be filtered before
computing the standard errors, which is a nonlinear
operation and, therefore, does not commute with filte-
rin.

If our data have a base line containing only back-
ground activity, we can simply use the values sampled
within the base line and calculate their standard devia-
tion. However, we lose information about any time
dependence of cr;, such as possible variations of in-
coherent background activity during the response.

Still another possibility is to compute alternating
subaverages of the evoked responses by reversing the sign
of every second response. If the length of the subaver-

ages is kept small, the responses are likely to be very
similar and one obtains an estimate for the noise. Since
one is now dealing with a linear operation, digital filters
can be applied to the subaverages to account correctly
for their effects. The outcome of the model validation
tests and the sizes of the confidence regions depend cru-
cially on the reliability of the o. s. Therefore, we suggest
that several methods should be applied and their results
compared.

3. Validity of the model

To describe how well the field pattern of an equivalent
current dipole, which is determined by means of a least-
squares search, agrees with the experimental data, the
goodness-of-fit value,

g=l —g (b; b;) —g b (61)

is used; here b„.. . , b„are the experimental data and
b1, . . . , b„arethe values given by the equivalent dipole.
This choice of g is analogous to the measure widely used
in linear regression analysis (Kaukoranta, Hamalainen,
et al. , 1986). It' g = 1, the model agrees completely with
the measurement. If g =0, the model is irrelevant and
does not describe the measurements any better than a
zero field would. Deviations of g from 1 are caused by
measurement noise and by the inadequacy of the source
model.

With reliable estimates for o.; it is also useful to con-
sider they value:

2
+obs

n (b. —b. )2

02
I

(62)

4. Confidence limits

The problem of finding suitable and adequate
confidence limits for the dipole model has been discussed
by several authors (Qkada et al. , 1984; Kaukoranta,
Hamalainen, et al. , 1986; Hamalainen et al. , 1987; Stok,

With Gaussian errors in the measured data, y,b, is distri-
buted as y„„,where r is the number of model parame-
ters. For a dipole in a spherically symmetric conductor,
r =5. The probability P,b, =PIy„„(yb, j then gives a
quantitative measure for the goodness of the model. If
P,b, =1, the model represents the data well and adding
more sources is not reasonable. Correspondingly, a low
probability indicates that the dipole model is unsatisfac-
tory. However, with our relatively small n, P,b, changes
quite rapidly from 0 to 1 when the o s increase. There-
fore, if the noise levels are over- or underestimated, one
easily obtains misleading results (Supek and Aine, 1993).
Overestimation of o, leads to missing some of the details
in the actual source configuration, while their underes-
timation may fool the experimenter to a more complex
model than is actually allowed by the noisy data.
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1987; Hari, Joutsiniemi, and Sarvas, 1988). Stok com-
pared the single-parameter linear confidence limits of Eq.
(60) with those given by a Monte Carlo experiment. His
data are, at least qualitatively, in agreement with Hari
et al. , who showed that the true Bayesian confidence set
will be highly nonsymmetrical (banana-shaped) in the
dipole-depth —dipole-strength plane (see Fig. 21). The
same is also evident from a comparison of the linear and
nonlinear confidence sets (Hamalainen et al. , 1987).
Therefore, care must be exercised when the accuracy of
estimates for the current dipole depth is determined.
However, for superficial current sources it is sufhcient to
consider the linear approximation given by Eqs. (55) and
(56).

It is useful to calculate the confidence limits in the lon-
gitudinal direction (in the direction of the ECD), in the
transverse direction (perpendicular to the dipole and its
location vector), and in depth (along the location vector).
Comparing the limits given by Eq. (56) in these three
directions, one finds that the deviation in the transverse
direction is smallest, being about half of the deviations in
the longitudinal direction and in depth. This difterence
can be qualitatively understood from the effect that di-
pole displacements have on the field pattern (Cohen and
Cuflin, 1983).

Another point of concern is the resemblance between
the field distributions produced by a single dipole, a side-
by-side dipole pair, and a dipole distribution along a line.
Simulations indicate (Cuflin, 1985) that the application of
the single-dipole model to the interpretation of the field
produced by a side-by-side distributed source results in
an equivalent dipole that is deeper and stronger than the
actual one (Okada, 1985). This is a serious problem,
since the modeling error is only weakly rejected in the

goodness-of-fit measure g (Hari, Joutsiniemi, and Sarvas,
1988).

H. Multidipole models

1. Formulation of the problem

The obvious generalization of the single-dipole model
is an assumption of multiple, spatially separated dipolar
sources. If the distance between the individual dipoles is
sufficiently large ()4 cm) and their orientations are
favorable, the field patterns may show only minor over-
lap and they can be fitted individually using the single-
dipole model. An example of this approach is the separa-
tion of activities from the first and second somatosensory
cortices (Sec. VI.C.2). Similarly, if the temporal
behaviors of the dipoles dN'er, it is often possible to
recognize each source separately.

However, when the sources overlap both temporally
and spatially, we must resort to a multidipole calculation
to obtain correct results. An e6'ective approach to this
modeling problem is to take into account the spatiotem-
poral course of the signals as a whole instead of consider-
ing each time sample separately. This method was first
applied to EEL analysis (for a review, see Scherg, 1990),
but the same approach can be used in MEGr studies as
well (Scherg et al , 1989)..

The basic assumption of the model is that there are
several dipolar sources that maintain their position and,
optionally, also their orientation throughout the time in-
terval of interest. However, the dipoles are allowed to
change their amplitudes in order to produce a field distri-
bution that matches the experimental values.

We shall denote the measured and predicted data by
the matrices M k and B -k, respectively, where
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Fgo. 21. Correlation between strength and depth of a dipole. (a) Simulated 95% confidence regions in the dipole-depth —dipole-
strength plane. A 10-nA m dipole was placed either 20, 30, 40, or 50 mm beneath the surface in a spherical conductor with 100-mm
radius. The noise level was 30 fT. (b) Depth-strength dependence of ECDs for different magnetic phenomena [magnetic counterparts
of K-complexes (o ), vertex waves (~), and slow waves ( X ) observed during sleep]. The source determination was based on nonaver-

aged spontaneous signals, and the strongest depth-strength dependence is illustrated. Modified from Hari {1991a).
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i]All„'=g g A2=Tr(ATA) .
i=1 j=1

(64)

We assume p dipoles located at rd, d =1, . . . ,p, and
further restrict our attention to the spherical conductor
model so that any measurement is insensitive to radially
oriented dipoles. There will be p, fixed-orientation di-

poles and pz dipoles with a variable orientation

(p =p) +p2). Therefore, we want to retrieve r =p, +2p2
dipole wave forms, one for each fixed-orientation and two
for each variable-orientation dipole.

With these assumptions, the data predicted by the
model can be written as

B(nXm) ~(n X2p)(r r )R(2pXr)~(rXm)
1) ~ ~ ~ ) p ) (65)

where the dimensions of each matrix appear as super-
scripts. Here 6 is a gain matrix composed of the unit di-

pole signals

Gj, 2d —1 bj(rd ())

Gj2d=b~ (rd, e~), d .=1, . . . ,p, j =1, . . . , n, (66)

wh~re b, (rd, e()) and bj(rd, e&) are the signals that would

be produced by unit dipoles at rd, pointing in the direc-
tions of the unit vectors eo and e„ofthe spherical coordi-
nate system, respectively.

The matrix R contains the differentiation between
fixed- and variable-orientation dipoles:

cospi

sinp,

0

0

0

0

0 cosP2 0

0 sinP2 0

0

0

0 0

j = 1, . . . , n indexes the measurement points and
k ' ' Pl corresponds to thc time instants tk under
consideration. We seek the minimum for the convention-
al least-squares error function

S=iiM —B(x„.. . , x )lip,

where x„.. . , x~ are the unknown model parameters,
whereas ll. llF denotes the square of the Frobenius norm:

k =1, . . . , m, while the remaining 2p2 rows are the time

series of the two components of each of the variable-
orientation dipoles.

2. Selecting the correct model

Before minimizing Eq. (63), correct values must be
chosen for p, and p2, the number of fixed- and variable-

orientation dipoles, respectively.
The conventional method for doing this (de Munck,

1990) is based on an analysis of the singular-value decom-
position (SVD) of the measured data

M=UAV (68)

where A is a diagonal matrix containing the singular
values of M while U and V are unitary matrices formed

by its left and right singular vectors, respectively.
It can be shown (de Munck, 1990) that among all B's

of rank r the minimum of Eq. (63), S;„,satisfies

rank(M)
S ;„~ g A, p ,

k =r+1
(69)

where A, k are the singular values of M, arranged in de-

creasing order. We obtain for the goodness of fit

r rank(M)
g~ g

k=1 k=1
(70)

Equations (69) and (70) tell us to what extent the mea-
sured data can be explained by r sources that have linear-

ly independent wave forms and spatial distributions
detected by our set of sensors. This does not mean, how-

ever, that the sources are necessarily dipolar.
A reasonable value for r can be obtained either by

comparing 1,k/v'm ("effective noise level" ) with the es-

timated noise level of the measurements (Wax and
Kailath, 1985; Yin and Krishnaiah, 1987) or just by
studying the general behavior of S;„when r is increased.
Examples of g,„and A, k

I'(r'm as functions of r are de-

picted in Fig. 22.
However, as was pointed out by Mosher et al. (1990),

even if the dipole model is correct and we have chosen r
such that the remaining S;„canbe explained by noise,
we still have an ambiguity in dividing the available r de-
grees of freedom between variable-orientation and fixed
dipoles under the constraint @1+2@2= P'.

0

0

0 sinp p) 0

(67)

3. Linear optimization

If the model consists only of variable-orientation di-

poles, R=I and the data are given by

where I is the 2p2X2p2 identity matrix. If all the(2p2 )

orientations are varying, r =2pz=2p and R=I' P'. The
fixed dipoles form angles pk, k =1, . . . ,pi, with respect

to e.
Finally, the first p, rows of Q [see Eq. (65)] contain

the amplitude time series of the fixed dipoles at tk,
S,„=min [lCxQ

—Ml/p
Q

(71)

B=G(r„.. . , rp)Q .

Assuming that the dipole locations rd, d =1, . . . ,p, are
known, the remaining minimization problem
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FIG. 22. Characteristics of multiple-source modeling. (a) Behavior ofg,„asa function of the number of independent sources. The
curves were calculated from somatosensory measurements performed with a 24-channel gradiometer. Four difFerent fingers were
stimulated; the time range considered in the analysis was 0—100 ms. The data were bandpass filtered to 0.05 —100 Hz. (b) Level of
noise corresponding to the residual field, which cannot be explained by the given number of independent sources.

is linear with the solution

Q=G M, (72)

where the dagger denotes the pseudoinverse. In fact, GQ
is the projection of M to the column space of Cx..
GQ=PiiM, whereas

readily identify Uik =(cosPksinPk) . The term in brack-
ets is the time series for the fixed dipole. The variable-
orientation and fixed-dipole cases can be combined sim-
ply by applying Eq. (74) to fixed dipoles only.

4. Finding dipole positions

S;„=//(I —GG )M//~ = //PiM//~, (73) a. The multiple-signal-classification approach

where Pz is a projector to the left nullspace of Cx. When
one minimizes over the nonlinear parameters rd,
d =1, . . . ,p, Eq. (73) can be used to find S;„ateach
iteration step of the nonlinear optimization algorithm.

In the traditional approach of Scherg (1990), all di-
poles have fixed orientations. He includes the orientation
angles in the set of nonlinear parameters, and Q is found
by the above linear approach. For this purpose one just
replaces G in Eqs. (71)—(73) by G=GR.

Subsequently, it was proposed (de Munck, 1990) that
the orientation angles could be found by a linear ap-
proach. However, this variation requires an iteration be-
tween two linear optimizations and may, therefore, be
even more time consuming than finding the orientations
by nonlinear minimization.

Recently it was shown (Masher et al. , 1990) that one
could start with variable-orientation dipoles only and
then find an optimal orientation for the fixed dipoles. In
this procedure, Eq. (72) is first applied to find Q for r
variable-orientation dipoles. Then, 2 XI submatrices
Qk, k = 1, . . . ,p, are formed, each containing two suc-
cessive rows of g. One then finds the best rank-one ap-
proximation for Qk through the SVD, viz. ,

Qk =vik[~ikuik]T (74)

where A, ,k is the larger of the two singular values of Qk,
while u&k and v&k are the corresponding left and right
singular vectors, respectively. From Eq. (74) we can

The remaining nonlinear optimization for rd,
d =1, . . . ,p, has been one of the central problems in
multidipole modeling. This stems mainly from the fact
that reasonable initial guesses are dificult to make. In
addition, the calculation may get trapped into a local
minimum and 5;„is never reached.

So far the selection of the initial dipole positions has
been based mainly on heuristic methods. Although an
expert-system approach has been proposed (Palfreyman
et al. , 1989), we are still at a stage where the expertise
and physiological intuition of the experimenter are cru-
cial for providing reasonable solutions. Consequently,
the results may strongly depend on the person who is in
charge of the analysis. Especially when MEG is applied
in clinical practice it is of vital importance to provide the
means to remove these ambiguities.

In the next two sections we shall concentrate on an
elegant, recently proposed approach (Mosher et al. ,
1992) for searching the optimal locations of several
simultaneously active current dipoles. This method is
identical with the MUSIC algorithm (multiple signal
classification), introduced earlier in another context
(Schmidt, 1986).

The basic idea is to find the parameters giving rise toS;„in four steps: (1) Decide the number of variable-
orientation and fixed dipoles. (2) Find the best projector,
Pi [Eq. (73)], regardless of G and R, assuming a certain
combination of variable-orientation and fixed dipoles. (3)
Find G and R for which I—(GR)(GR) is as close as
possible to the optimal projector. Equivalently, one may
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require that GR be orthonormal to Pi. (4) Find the di-

pole time series with the methods described in the previ-
ous section.

b. Variable-orientation dipoles

Following Mosher et al. (1992) we shall consider first
variable-orientation dipoles only (r =2@2). For conveni-
ence, it will be assumed that n (m and that rank(M) =n.
The rank of P~ is n —r =n —2pz and the optimal P~ min-
imizes

Si = IIPiMIIF . (7&)

%'e can again make use of the SVD of M and write
T n

~kukvk+ g ~kukvk
k=1 k=r+l

=MII+M, , (76)

where Mll is the best rank-r approximation of M, and M~
is the corresponding orthogonal complement projection.
Therefore,

M PIIM Ui!UIIM and Ml PlM UlUIM (77)

where

s, = lie"'P, (79)

is minimized. We write Cx=(A„.. . , R~ ), where the
P2

Gk's are n X2 submatrices containing the unit dipole
fields. If, indeed, the source is a collection of p 2

variable-orientation dipoles, each Gd must be orthogonal
to P~. Therefore, it is meaningful to investigate the
"scanning function" (Mosher et al. , 1992)

(80)

C"
d

=C"
d /IIC'd II

is a normalized gain matrix. Nor-
malization is necessary to distinguish orthogonality from
small values due to small gain.

The algorithm for finding the dipole positions now
readily emerges. One computes S,(r) in a grid of viable
dipole positions and searches for minima. If our assump-
tions are correct, we should find exactly p2 minima. Of
course, the situation may be complicated by noise and,
therefore, it is instructive to provide a contour plot of
S„(r) or 1/S, (r) on plane intersections to get a
comprehensive picture of the situation. Since we are just
moving one dipole, the search can be accomplished quite
quickly.

c. Fixed-orientation dipoles

For fixed-orientation dipoles we need to find the op-
timal orientations as well. Now, however, r =p&. %'e
proceed as in the previous subsection, except that G is re-

U~~=(u„.. . , u„) and Ui=(u„+„.. . , u„). (78)

The best orthogonal projector minimizing S~ is thus
Pq=U~Uq.

%'e next proceed to find G such that

placed by GR and that in the final step our scanning
function is

Sf(r)=A, ;„[Uo(r) PiUG (r)], (82)

where k;„[] denotes the minimum eigenvalue of the
bracketed 2X 2 matrix and UG is the matrix formed by

the left singular vectors of Gk. To find the dipole posi-
tions we can again construct a contour plot of Sf(r) or
1/Sf (r) and search for extrema.

d. The combined case

When there are both fixed- and variable-orientation di-
poles, r =p&+2pz, we can proceed as in the fixed-dipole
case. If we hit a location of a variable-orientation dipole
while evaluating Eq. (82), Cxkmk is orthogonal to Pi for
a11 mk and, therefore, both eigenvalues of the bracketed
term in Eq. (82) are close to zero. Therefore, we can al-
ways use the fixed-orientation dipole scanning method.
To detect the variable-orientation dipoles we may, in ad-
dition, compute S,(r) and check whether it is at a
minimum as well.

e. Applications and limitations

The appeal of the scanning method is that one can sort
out the feasible source positions relatively quickly.
Mosher et al. (1992) have also shown with both simula-
tions and applications to actual measurements that the
method, indeed, produces reasonable results. However, if
there are strongly correlating sources whose field pat-
terns overlap, the predictions will, in general, be mislead-
ing. The r independent sources are no longer dipolar
and, therefore, we cannot find a set of r single-dipole gain
submatrices Gk which are perpendicular to Pz.

I. Current-distribution models

One can also search for more general solutions of the
neuromagnetic inverse problem instead of working with
source models in the strict sense described above. Start-
ing from the definition of X;(r) in Eq. (43), an alternative
description exists for the nonuniqueness of the inverse
problem. Only current distributions that yield b;%0 for
at least one i can be detected. The extreme simplicity of
assuming one or a few pointlike sources can be replaced
by an unambiguous solution with minimal assumptions.

IIUiC" k«)mk II2
Sf ( 1 )=min

IIC'k«)mk ll2

mkok(r)'Piok(r)mk
=min

mkC'k(r) Gk(r)mk

{cosf3k»npk)' and II II2 denotes the Ellclide-
an norm of a vector.

It can be shown (Mosher et al. , 1992) that
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The first attempt of this kind was the minimum-norm es-
timate (MNE; Hamalainen and Ilmoniemi, 1984; Il-
moniemi et al. , 1985; Sarvas, 1987; Hamalainen and Il-
moniemi, 1993). Subsequently, the approach was further
refined (Clarke et al. , 1989; Crowley et al. , 1989; Ioan-
nides et al. , 1989; Wang et al. , 1992). A related pro-
cedure, using Fourier-space methods, was introduced by
Kullmann and Dallas (1987). Furthermore, recent work
by Ioannides et al. (1990) indicates that the point-source
and distributed-source methods can be naturally linked
by introducing restrictions to the set of feasible current
source candidates.

1. Minimum-norm estimates

& J~),J$) = f Jf(r) J~q(r)dG . (83)

The overall amplitude of a current distribution is de-
scribed by its norm, viz. ,

(84)

From Eq. (43) it is evident that measurements of
b; = &X, ,JJ'),i =1, . . . , n, only yield information about
primary currents lying in the subspace 9' that is spanned
by the lead fields: 7'=span(X„.. . ,X„).

The idea of a MNE is that we search for an estimateJ' for J~ that is confined to P'. Then, J* will be a linear
combination of the lead fields,

(85)

In the following, primary current distributions will be
considered as elements of a function space V that con-
tains all square-integrable current distributions confined
to a known set of points G inside a conductor. V will be
called the current space. The set 6 into which J~ is
confined may be a curve, a surface, a volume, or a com-
bination of discrete points, depending on the nature of
the problem. When referring to current distributions as
elements of the current space, we use capital letters. The
inner product of Jii E V and J$ E V is defined by

manifested by the fact that the actual current distribution
producing b may be any current of the form J=J*+J~,
where Ji satisfies & Ji,X,. ) =0, i =1, . . . , n .In other
words, any primary current distribution to which the
measuring instrument is not sensitive may be added to
the solution.

Figure 23 illustrates some of the concepts discussed
above. Three dimensions of the current space are depict-
ed. Two of the axes are in the plane defined by the lead
fields X, and X2, the third axis is perpendicular to all
lead fields of the magnetometer array under considera-
tion. In general, the primary current distribution J~ is
not confined to the subspace X~~ spanned by the lead
fields, but contains a component in the complement sub-
space Xi. A measurement will give only the projection of
J~ on X~~, which is the minimum-norm estimate J*.

2. Regularization

If the lead fields are linearly independent, which is gen-
erally the case when the measurements are made at
different locations, the inner-product matrix II is non-
singular and

w=II 'b . (86)

However, the X,. 's in V' may be almost linearly depen-
dent. Thus II can possess some very small eigenvalues,
which causes large errors in the computation of w.

To avoid this numerical instability, the solution must
be regularized (Sarvas, 1987). This means that directions
in V' with poor coupling to the sensors are suppressed.
Let II=VAV, with V V=I and A=diag(A,„.. . , A,„),
where A, i & A,2 & X„&0 are the eigenvalues of II.
Then, II '=VA 'V . Regularization may be carried
out by replacing A ' by

A '=diag(A, , ', . . . , A, k
', 0, . . . , 0)

to obtain a regularized inverse II '=VA 'V . The
cutoff value k (n is selected so that the regularized MNE
does not contain excessive contribution from noise. The

where wj are scalars to be determined from the measure-
ments. Requiring that J* reproduce the measured sig-
nals, &X;,J*)=b; =&X;,J~), we obtain a set of linear
equations b = IIw, where

b=(bi, . . . , b„),w=(wi, . ~ . , w„)

and II is an n X n matrix containing the inner products of
the lead fields, II;J = &X, ,XJ ). With this notation, Eq.
(85) can be compactly written as J*=w X, where
X=(X„.. . , X„)r.

The term minimum-norm estimate derives its name
from the fact that J* is the current distribution with the
smallest overall amplitude that is capable of explaining
the measured signals in the sense of the norm defined by
Eq. (84). The nonuniqueness of the inverse problem is

FIG. 23. Minimum-norm estimate J* visualized as a projection
of the current vector J~ into a subspace spanned by the lead
fields LI and L2. For simplicity, n =2 measurement channels
were assumed. Generalization to a typical multidimensional
case with n = 100 is straightforward.
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(a)

d =10 80 ms d =12
/ w g t

d =19

d =20 d =22

(b)

d =18 d =20

tI»

d =22

(c)

d =18— d =20 d =22

FIG. 2S. Effect of regularization on the data shown in Fig. 24.
In (a), 60 responses were averaged, while (b) and (c) represent
two trials of 20 stimulus repetitions from the same measurement

location. The value of d at the lower left corner of each map in-

dicates how many eigenleads out of the possible 24 were used.
For more details, see Sec. IV.I.2. Modified from Ahlfors et al.
(1992).

(J„J2)= f co(r)J,(r).J2(r)dG .
G

The solution is obtained as the limiting value of a se-
quence of current estimates J' ', k =0, I, . . . . Each of
the estimates is computed as in the minimum-norm solu-
tion of Eq. (87). However, the weight function employed
to calculate the dot-product matrix II changes at each
iteration and, therefore, one actually has a sequence II'"'
of inner-product matrices as well. For k =0, co' '(r)=1;
thus J' '=J* is the minimum-norm solution. In succes-
sive iterations the weight function depends on the previ-
ous estimate, co'"'=f(J'" "). The two particular func-
tions tried by Ioannides et al. were the square and the
square root of J'" ". The resulting source estimates are
well localized and they seem to be able to reproduce the
sites of simulated point sources remarkably we11.

Since the inner products must be recalculated during
each iteration, this procedure is computationally
demanding. Ioannides et al. (1990) have utilized a tran-
sputer system to speed up the calculations. Even so, they
had to alleviate the computational burden by choosing a
suitable set of lead fields to be used as basis functions.
The important feature of this method is that it can reveal
the number and locations of activated areas, with the
only prior assumption being that there is a small number
of localized sources.

Quite recently, a weighting function that increases
monotonically with source depth has been applied to
differentiate cortical and thalamic activity (Ribary et al. ,
1991). Although the preliminary results are promising, it
is not yet clear whether the two source regions that were
observed to have a constant phase shift can be recon-
structed consistently or if the observations are due to
biasing the analysis with the desired enhancement of
deep sources. The results clearly call for additional ex-
periments for verification and other modeling approaches
to confirm the source locations and their temporal
behavior.

3. Minimum-norm estimates with
a priori assumptions J. Future trends

Minimum-norm estimates versus single- or multidipole
models represent two extreme approaches to source mod-
eling. The MNE is an optimal estimate when minimal
prior information is assumed or used. The dipole model
is preferable when one knows that only a small patch of
the cortex produced the measured field. However, this is
often an oversimplification. In such a case, if supplemen-
tary information is available, solutions that are inter-
mediate between the MNE and the dipole model can be
obtained.

An interesting iterative approach has been introduced
by Ioannides et al. (1990). The method is able to resolve
localized sources, at least in simulations, without any pri-
or assumption about their number or sites. The iterative
distributed-source approach assumes a weighting func-
tion in the inner product of two current distributions,
viz. ~

Because of the nonuniqueness of the neuromagnetic in-
verse problem, it is necessary to combine MEG data with
supplementary information. Only the first steps in this
direction have been taken. We need a system in which
MRI gives structural information, PET and the function-
al MRI provide metabolic blood How data, and EEG sup-
plements MEG in obtaining data about signal processing
in the brain. The improved accuracy of anatomic infor-
mation and the combination of MEG with EEG will
necessitate considerable improvements in modeling the
conductivity of the head. The variable thickness and
conductivity of the skull, holes in the cranium, cavities
filled with highly conducting cerebrospinal Quid, white
matter with its considerable anisotropy as well as anisot-
ropy of the cortex itself, all have to be taken into ac-
count, unless one can prove that some of these complica-
tions are not important in practice.
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We also need more refined filtering methods for the es-
timation of signal wave forms from noisy data. In addi-
tion, much emphasis must be put on the development of
techniques for handling signals that arise from a multi-
tude of simultaneous sources.

V. INSTRUMENTATION
FOR MAGNETOENCEPHALOGRAPHY

In this section we shall discuss instrumentation for
neuromagnetic recordings in detail. To a large extent,
the same principles and methods can be applied to stud-
ies of cardiac signals (MCG), geomagnetic applications,
and monopole detectors or to any measurement employ-
ing multiple, simultaneously active SQUID magnetome-
ters (Ilmoniemi et al. , 1989).

A. Environmental and instrumental
noise sources

In a laboratory environment, the magnetic noise level
is several orders of magnitude higher than the biomag-
netic signals to be measured. Electric motors, elevators,
power lines, etc. , all cause disturbances. In urban areas,
trains and trolleys can be a nuisance, in particular if they
are dc operated. In this case, removal of the power-line
frequency and its harmonics with comb filters does not
help; the frequency band of the disturbances overlaps
that of the signals. In laboratories that are near public
roads, moving automobiles and buses may also cause
significant interference.

In addition, various laboratory and hospital instru-
ments generate strong noise. In particular, supercon-
ducting magnets used in magnetic-resonance imaging
(MRI) systems (Hutchinson and Foster, 1987) produce
fields that are larger than the brain signals by 14—15 or-
ders of magnitude. However, the main field of an MRI
magnet is highly stable under normal operation, posing
no severe problem. The gradients used in the image for-
mation, typically on the order of 10 mT/m, are rapidly
switched on and off. This is much more troublesome. A
safe separation between an MEG system, operated inside
a magnetically shielded room, and an MRI installation is
a few tens of meters, which may be dificult to arrange in
some hospitals.

Even if the interference is well outside the measure-
ment band, problems may still occur. For example,
radio-frequency fields, due to broadcasting, laboratory in-
struments, or computers, may ruin the experiments by
decreasing the SQUID gain and increasing the noise
level.

Static fields can cause Aux trapping in the supercon-
ducting structures of the SQUID, which also results in a
degraded performance. If the measuring device is not
well supported, large disturbances due to vibrations will
be seen in the magnetometer output.

Many stimulus generators also produce artefacts.
Therefore, sounds are typically presented to the subject
via plastic tubes and earpieces, and electric stimuli in
somatosensory experiments are delivered through tightly

twisted pairs of wires. The video monitor employed for
visual stimuli is also a source of noise. If a magnetically
shielded room is used, the monitor must be outside,
behind a hole in the wall. Visual stimuli can also be led
into the room via a mirror system or along optic fibers.

Eye movements and blinks are important biological
sources of artefacts; both may be time-locked to the
stimuli, especially if they are strong or infrequent. Some-
times the magnetic field due to cardiac activity can con-
taminate cerebral measurements. The peak field due to
the heart's contraction, measured over the chest, is two
orders of magnitude larger than that of typical evoked
brain responses. However, the heart is farther away.
Cardiac disturbances can usually be dealt with by signal
averaging as well (see Sec. V.B.4). Electric currents in
other muscles evoke magnetic fields, too, but such ar-
tefacts have not produced any significant problems dur-
ing MEG recordings.

In addition, artefacts may be caused by mechanical
movements of the body in the rhythm of the heartbeat or
breathing. Therefore, all magnetic material on the sub-
ject, such as spectacles, watches, and hooks, must be re-
moved.

Besides man-made disturbances, naturally occurring
geomagnetic fluctuations constitute a significant source
of noise, especially at low frequencies. Below 1 Hz, the
spectral density of such field variations can exceed
1pT/&Hz (Fraser-Smith and Buxton, 1975). However,
inside a shielded room and measured with a gradiometer
(see Sec. V.B.1 and V.B.2), the total noise reduction can
be 100 dB or more, and the contribution of geomagnetic
fluctuations is negligible.

With modern thin-film dc SQUIDs, the magnetometer
noise can be well below the level of the brain signals.
Field sensitivities of a few fT/v'Hz have been reported,
for example, by Maniewski et al. (1985), Knuutila,
Ahlfors, et al. (1987), and Cantor et al. (1991). The lim-
iting factor for the intrinsic noise of the magnetometers is
the thermal noise in the SQUID itself; contributions from
the state-of-the-art electronics are negligible. Decreased
instrumental noise has revealed, however, new sources of
disturbances that were not seen previously. Thermal
noise generated in the aluminum foils used as radiation
shields in Dewars is now a main factor limiting sensitivi-
ty if other external environmental disturbances have been
eliminated. The fundamental noise barrier for measure-
ments is the Nyquist current noise of the conducting
human body. Fortunately, being on the order of
0.1 fT/+Hz (Varpula and Poutanen, 1984), it is negligi-
ble compared with instrumental noise.

For amplitudes and spectra of various noise sources, as
well as of some biomagnetic signals, see Fig. 8.

B. Noise reduction

1. Shielded rooms

The most straightforward and reliable way of reducing
the e6'ect of external magnetic disturbances is to perform
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the measurements in a magnetically shielded room. To
make such an enclosure, four different methods exist:
ferromagnetic shielding, eddy-current shielding, active
compensation, and the recently introduced high-T, su-

perconducting shielding. Many rooms have been built
for biomagnetic measurements utilizing combinations of
these techniques.

The first shielded enclosure for biomagnetic measure-
ments was constructed at the Massachusetts Institute of
Technology (Cohen, 1970a). This room has its walls
made of three ferromagnetic moly-permalloy layers and
two sheets of aluminum in the form of a 26-faced po-
lyhedron. With active compensation and "shaking, " a
shielding factor of 59 dB at 0.1 Hz was obtained. Above
10 Hz, the shielding was 100 dB (Cohen, 1970b). For ac-
tive compensation, field sensors such as Aux-gate magne-
tometers are employed to control the current fed to pairs
of orthogonal Helmholtz coils around the room to elimi-
nate the external field, Shaking is performed by applying
a strong continuous 60-Hz field on the ferromagnetic lay-
ers so as to increase the effective permeability at other
frequencies.

In our laboratory, a cubic shield with inner dimensions
of 2.4 m was built in 1980 (Kelha et a/. , 1982). This
room (see Fig. 9) consists of three shells made of high-
permeability p-metal, sandwiched between aluminum
plates. It attenuates external fields by 90—110 dB above
1 Hz; below 0.01 Hz the shielding factor is 45 dB. After
demagnetization, a remanent field of 5 nT has been mea-
sured inside. At low frequencies, there is an option for
active compensation, resulting in a 10—20 dB increase in
the shielding factor. Active shielding, however, is
presently not in use; the improved shielding is, in prac-
tice, superfluous when first-order gradiometers are em-
ployed. The better performance at higher frequencies is
due to eddy currents induced in the high-conductivity
aluminum layers. The plates of each she11 were welded
together at their edges to allow for the flow of eddy
currents which oppose changes in the external magnetic
field.

At the Physikalisch-Technische Bundesanstalt in Ber-
lin a heavy shield has been built of six layers of p-metal
and one layer of copper (Mager, 1981). In the frequency
range 1 —100 Hz, the shielding factor is comparable to
that of the Helsinki room (Erne, Hahlbohm, Scheer, and
Trontelj, 1981), although the Berlin room is superior at
lower frequencies.

Several shielded rooms for basic biomagnetic research
and for clinical use have been constructed commercially
by Vacuumschmelze CsmbH (see the Appendix for ad-
dress). These enclosures are made of two ferromagnetic
p-metal layers with inner dimensions of 3X4X2.4 m .
The shielding factor varies from about 50 dB at 1 Hz to
80 dB at 100 Hz. The Vacuumschmelze room is a
compromise between performance and price. With suit-
able gradiometers it offers a su%ciently quiet space for
practically all types of biomagnetic measurements. Two
other commercial manufacturers have also entered the
market, Amuneal Corporation and Takenaka Corpora-

tion (see the Appendix for addresses).
Less expensive shielded rooms can be made from thick

aluminum plates. Several such enclosures, based solely
on eddy-current shielding, have been built (Zimmerman,
1977; Malmivuo et al. , 1981; Stroink et ah. , 1981; Nico-
las et al. , 1983; Vvedensky, Naurzakov, et al. , 1985).
The wall thickness in these rooms is about 5 cm; the
shielding factor is proportional to frequency, being about
50 dB at 50 Hz.

The newest shielding method is to employ high-T, su-
perconductors to make whole-body shields (Matsuba
et al. , 1992). The first shield of this type will consist of a
horizontal tube of 1-m diameter and 3-m length, closed at
one end. The open end will have a set of ferromagnetic
cylinders to increase the effective length of the tube. The
expected shielding factor, based on calculations and on a
1/10-scale model experiment, is 160 dB, more than
enough for all practical purposes.

The ultimate performance of magnetically shielded
rooms is determined by Nyquist current noise in the con-
ducting walls. The effect of this noise source is most
significant in eddy-current shields; it can be reduced if
the innermost layer is made of p-metal (Varpula and
Poutanen, 1984; Maniewski et al. , 1985; Nenonen and
Katila, 1988).

2. Gradiometers

In addition to or instead of shielded rooms, external
magnetic disturbances can be reduced with gradiometric
coil configurations. Even inside shielded enclosures,
mechariical vibrations of the Dewar in the remanent
magnetic field and nearby noise sources, such as the
heart, disturb the measurements, so that simple magne-
tometers [see Fig. 26(a)] are rendered practically useless.

A first-order axial gradiometer, in which an oppositely
wound coaxial coil is connected in series with the pickup
coil, is shown in Figs. 7(b) and 26(d). This arrangement is
insensitive to a homogeneous magnetic field which im-

„„(c)
(xH

FICx. 26. Various types of Aux transformers: (a) magnetometer;
(b) series planar gradiometer; (c) parallel planar gradiometer; (d)
symmetric series axial gradiometer; (e) asymmetric series axial
gradiometer; (f) symmetric parallel axial gradiometer; and (g)
second-order series axial gradiometer.
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poses an opposite net fiux through the lower (pickup) and
the upper (compensation) coils. The first-order gradiom-
eter is thus effective in measuring the inhomogeneous
magnetic fields produced by nearby signal sources,
whereas the more homogeneous fields of distant noise
generators are effectively canceled. If the pickup coil is
close to the subject's head and the distance between the
two coils (the base line) is at least 4—5 cm, the magnetic
field produced by the brain is sensed essentially by the
lower coil only.

In general, an adequate base line for an axial gradiome-
ter is 1 —2 times the typical distance to the source. This
provides sufhcient far-Geld rejection without severe at-
tenuation of the signal (Vrba et al. , 1982; Duret and
Karp, 1983). One should note, however, that noise from
nearby sources, such as the Dewar, cannot be avoided
with gradiometric techniques. Therefore, with modern
SQUIDs, further improvement requires reduction of the
Dewar noise, which is probably mostly due to thermal
currents in the thin metallic layers of superinsulation.

Other possibilities for arranging first-order axial gra-
diometer coils are shown in Figs. 26(e) and 26(f). In Fig.
26(e), an asymmetric first-order gradiometer is illustrat-
ed. Because the inductance of its compensation coil is
smaller than that of the pickup loop, a better sensitivity
is obtained than with a symmetric gradiometer. In Fig.
26(f), the pickup and compensation coils are connected in

parallel instead of in series; this reduces the total induc-
tance by a factor of 4 from the configuration in Fig.
26(d). The parallel connection is easier to match to the
signal coil of a SQUID, which has a small inductance. A
disadvantage is that homogeneous magnetic fields give
rise to shielding currents in the detection coi1 that couple
to neighboring gradiometer channels. In Fig. 26(d), a
planar, of-diagonal, so-called double-D gradiometer
(Cohen, 1979) is shown, with the coils connected in
series. A parallel version of this gradiometer is illustrat-
ed in Fig. 26(c).

Figure 26(g) shows a second-order axial gradiometer in
which two first-order gradiometers are connected togeth-
er in opposition so that the detection coil is insensitive to
both homogeneous fields and uniform field gradients.
This arrangement further improves the cancellation of
magnetic fields generated by distant sources. Successful
experiments with second-order gradiometers of this type
have been performed in unshielded environments (Kauf-
man and Williamson, 1987). A disadvantage of higher-
order gradiometers is that to avoid reduction of the sig-
nal energy coupled to the SQUID the height of the coil
may become impractically long (see also Fig. 27).

Traditionally, most neuromagnetic measurements have
been performed with axia1 gradiometers. However, off-
diagonal planar configurations of Figs. 26(b) and 7(c)
have advantages over axial coils: the double-D construc-
tion is compact in size and it can be fabricated easily with
thin-Glm techniques. The locating accuracies of planar
and axial gradiometer arrays are essentially the sam, , for
typical cortical sources (Erne and Romani, 1985; Knuuti-
la et al. , 1985; Carelli and Leoni, 1986). The base line of

300

200

f00

0

—200

-20 0 20
0 (degrees)

FIG. 27. Amplitudes of magnetic signals due to a tangential
current dipole in a spherically symmetric volume conductor.8„„,the di6'erence signal between the gradiometer loops, is cal-
culated perpendicular to the dipole along a circle passing
through it, as the field would be recorded by a magnetometer,
an axial erst-order gradiometer, an axial second-order gradiom-
eter, and a planar first-order gradiometer (see Fig. 26). The ra-
dius of the spherical surface where the measurements are per-
formed is 100 mm and the dipole is assumed to be at 8=0',
30 mm below the surface. The dipole moment is 10 nAm, and
the base lengths of the axial and planar gradiometers are 60 mm
and 15 mm, respectively. Note that for the planar gradiometer
the maximum signal is just above the source.

planar sensors is typically shorter than that of conven-
tional axial gradiometers; this may be advantageous if
measurements have to be performed in very noisy envi-
ronments. In addition, the spatial sensitivity pattern (see
below) of off-diagonal gradiometers is narrower and shal-
lower. These sensors thus collect their signals from a
more restricted area near the sources of interest and
there is less overlap between lead fields.

The "signal profiles" of a magnetometer, a first-order
and a second-order axial gradiometer, and a planar gra-
diometer are illustrated in Fig. 27, calculated for a
current-dipole source in a spherically symmetric volume
conductor [see Eq. (34)]. The double-D gradiometer
gives its maximum response just over the source, with the
direction of the source current being perpendicular to
that of the field gradient. Since the maximum signal is
obtained directly above the source instead of at two loca-
tions on both sides, as with conventional axial gradiome-
ters (see Fig. 27), the area where measurements must be
made to obtain the dipolar field pattern can be smaller.
Note also that the signals of the first- and second-order
axial gradiorneters are 8 and 15'1/o smaller, respectively,
than that of the magnetometer.

To obtain cancellation of homogeneous fields, one has
to make the effective turns-area products of the pickup
and compensation coils equal. In wire-wound gradiome-
ters, an initial imbalance of a few percent is typical. It
can be reduced by changing the effective areas of the coils
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with movable superconducting pieces (Aittoniemi et al. ,
1978; Duret and Karp, 1983). Three tabs are needed to
adjust the x, y, and z components separately. Usually, a
final imbalance of about 1-10 ppm can be achieved.
Another possibility is to place small pieces made of mag-
netically soft material outside of the Dewar (Thomas and
Duret, 1988). Although superconducting tabs are suit-
able for balancing single-channel instruments, their use in
multichannel devices is too complicated. Furthermore,
even after careful balancing at low frequencies, a balance
at rf frequencies is not guaranteed.

3. Electronic noise cancellation

As we mentioned already, active compensation of
external fields is a practical technique in conjunction
with shielded rooms. Another possibility is to apply elec-
tronic cancellation directly to the measured signals. The
system may include additional "reference" sensors
measuring the three magnetic-field components and pos-
sibly some of the field gradients as well. These compen-
sation channels are insensitive to brain signals, since they
are positioned far away from the subject's head, but they
detect distant noise sources.

The reference channels can be employed to remove
common-mode disturbances from the gradiometer output
caused by imbalance. For example, for a planar first-
order gradio meter, which measures the derivative
BB,/Bx =G, where x, y, and z refer to a local coordi-
nate system of the sensor, the corrected output is

G""(t)=G "'(t) CB"t(t)—C B—"t(t)—C B"t(t)

(89)

where C, C„,and C, are experimentally determined im-
balance coefficients and B„"(t), B"(t), and B,"(t) are the
reference signals. In multi-SQUID systems, the reference
channels can be employed to subtract terms common to
all channels and caused by the homogeneous and gra-
dient components of disturbing fields. Assuming that %'.

are the outputs of the reference channels, including gra-
diometers, the compensated outputs (i =x,y, z) of the
first-order gradiometer signal channels are

(90)

where 8;"(t) are subtraction coefficients that depend on
the character of the disturbing field. They are, in gen-
eral, time dependent.

In New York University a system was adopted where
balancing was improved electronically, using analog
hardware (Williamson et al. , 1985). In addition to five
second-order gradiometers near the subject's head, extra
channels measured the three magnetic-field components
and the axial derivative of the radial component. With
this system, rejection of external noise in an unshielded
environment improved by about 20 dB. Still, the noise
level could not be reduced sufficiently for some measure-

ments, although many successful experiments were per-
formed (Kaufman and Williamson, 1987). A magnetical-
ly shielded room has now been installed at NYU as well.

Electronic balancing by applying the compensation di-
gitally with a software algorithm offers much more versa-
tility (Robinson, 1989; Vrba et al. , 1989). The weights

W~ ( t ) may be estimated statistically on the basis of mea-
sured signals, and thus an adaptive algorithm can be es-
tablished. Furthermore, digital bandpass filtering may be
employed for adaptive frequency-dependent noise cancel-
lation. In tests, three orthogonal field channels and one
gradient channel improved the external noise reduction
by 40 dB.

Gradiometers may also be made electronically from
magnetometers. For example, in the instrument at the
University of Ulm, manufactured by Dornier Systems
GmbH (see the Appendix for address), 28 magnetometers
are used to form 22 effective gradiometers. A similar ar-
rangement has also been tested at the Physikalisch-
Technische Bundesanstalt (PTB) in Berlin using their
37-channel magnetometer (Koch et al. , 1991), as well as
in another study employing a single-sensor magnetometer
and a reference magnetometer located 20 cm away
(Drung, 1992b). In the latter experiment, a noise reduc-
tion of 40 dB was achieved in an unshielded environment.
Second-order gradiometers made electronically from
first-order gradiometers have also been tested successful-
ly (Vrba et al. , 1991, 1993).

Obviously, in order to make electronic gradiometer
systems work, a very large dynamic range and a high
slew rate (the system's ability to track rapid changes) are
needed for the magnetometers. A drawback is that noise
in the reference channels sums up vectorially. For exam-
ple, the effective noise level of the electronically formed
gradiometer is increased by a factor of v'2. Fortunately,
the reference signals subtracted from the outputs can be
band-limited, which reduces the total random noise. A
magnetometer with a low intrinsic noise is, nevertheless,
highly desirable for this application.

Electronic noise-cancellation schemes offer an elegant
way for reducing environmental disturbances. So far,
however, the best results have been achieved with con-
ventional heavy magnetic shields and high-sensitivity
first-order gradiometers. Indeed, it is always safer to
prevent disturbances than to compensate for them. The
main drawbacks of active noise cancellation have so far
been the complicated control of channel weights,
insufficient dynamics, and a too high noise level of the
SQUIDs.

4. Filtering and averaging of
neuromagnetic data

Bandpass filtering is a simple way to reduce the effect
of wideband thermal noise. In magnetoencephalographic
studies, a recording passband of a few hundred Hz is typ-
ical; in the analysis of most components of evoked
responses and of spontaneous activity, even a low-pass
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filter with a cuto6' at 40—50 Hz is adequate. In the low-
frequency end, dc measurements would be useful because
very slow shifts may occur, for example, in association
with spreading depression, epilepsy, and migraine (Bark-
ley et al. , 1991). Because of practical limitations, due to
drifts, etc., a high-pass filter below 0.1 Hz is usually em-
ployed.

Besides bandpass filtering, averaging is a simple and
powerful way of improving the signal-to-noise ratio.
This method can, of course, be used only in conjunction
with repeating phenomena such as evoked responses.
The measured output u (t) is assumed to be the sum of a
noiseless signal s(t) and independent random Cxaussian
noise n (t), viz. ,

u(t)=s(t)+n(t) . (91)

(93)

Since noise and external disturbances, including the
background activity of the subject, are normally not
time-locked to the stimulus, they can be regarded as in-
dependent. Thus their in6uence may be reduced by
averaging typically 20—300 responses, with an improve-
ment in the signal-to-noise ratio of &N, where N is the
number of averaged responses. Ho~ever, this is strictly
true only for "ideal" signals which can be described accu-
rately by Eq. (91). Real signals measured from humans
are not perfectly replicable, e.g., because of fatigue in the
subject during an experiment. This nonideality may be
thought of as non-Cxaussian extra noise that cannot be re-
duced by averaging. A practical limit for X is thus
reached when the contribution of random noise is smaller
than that of the extra non-Gaussian noise generated by
the averaging process.

These methods are simple special solutions to the gen-
eral problem of extracting a signal from noisy data.
More sophisticated filtering and estimation procedures
have been developed and, as an example, we discuss here
brietly the time-varying filter (de Weerd, 1981; Bertrand
et a/. , 1990), based on continuous estimation of the
signal-to-noise ratio in several frequency bands.

If the spectra of the signal I,(f) and the noise I „(f)
are known a priori, the optimal linear filter to estimate
the signal from an ensemble average is the "WI'ener" filter
with a transfer function (de Weerd, 1981)

1,(f)
H 1,(f)+I „(f)/N

However, in practice, I,(f) and I „(f ) are not known,
but must be estimated from the ensemble. %'e then ob-
tain the a posteriori "Wiener" filter simply by replacing
I,(f) and I „(f)in Eq. (92) by their estimates f', (f) and
f'„(f). Since the evoked responses are transient, and
noise may vary with time, it is questionable whether such
a time-invariant filter will produce the best results.
Therefore, a generalized a posteriori "8'iener" filter
should use time-dependent estimates of the signal and
noise spectra, viz. ,

The power of a signal cannot be estimated with an arbi-
trarily small resolution simultaneously in the frequency
and time domains. In practice, the filter is realized by di-

viding the frequency range of interest into several bands,
using a bank of filters. The signal-to-noise ratio of each
band is estimated separately for short periods of time us-

ing, for example, normal and alternating averages. The
bands are then weighted and recombined. The weights of
the filter bank are adjusted on the basis of the time-
dependent estimates of the signal-to-noise ratio. The
lower the ratio, the more the corresponding band is at-
tenuated.

Although sophisticated filtering methods exist for ex-
tracting the signal from noisy data, the main e6'ort

should be directed towards noise reduction in the Aux

sensed by the SQUID. Clean raw data, obtained with

proper magnetic shielding, low-noise sensors, and well-

designed gradiometers are still the most important in-

gredients of good MEG results.

5. rf filters and grounding arrangements

A magnetically shielded room can easily be made tight
against electrical disturbances. However, strong rf fields

may occupy its interior because the room acts as a reso-
nance cavity. External rf fields typically are carried in-

side by cables from the stimulus-producing equipment,
by EEG leads, and by other wires acting as antennae. It
is, therefore, essential that all feedthroughs are rf filtered
and grounding arrangements are properly made. Careful
elimination of ground loops, for example, is a simple and
eQ'ective method against disturbances, especially for re-
ducing power-line interference. The generation of the
stimuli themselves, for example, weak electric somatosen-
sory stimuli, can also give rise to artefacts if the leads are
not properly shielded and grounded. .

rf filters are necessary in the flux transformer (Il-
moniemi et al. , 1984; Seppa, 1987), but possibly in other
leads as well, for obtaining reliable and stable low-noise
operation. This is not only to suppress external distur-
bances but also to damp intrinsic resonances excited by
high-frequency oscillations in the SQUID itself, as will be
discussed in Sec. V.D.3.

C. Dewars and cryogenics

Construction of the cryogenic system for a neuromag-
netometer is a demanding task. Not only must the sen-

sors be brought as close to the source as possible, but also
the materials used in the Dewar must be nonmagnetic
and the noise generated by thermally induced currents in
the electrically conducting parts must be very low.

Fiber-glass-reinforced epoxy has proven a reliable
low-noise material in Dewars for biomagnetic research.
It allows concave surfaces to be made in order to accom-
modate the subject's head; even helmet forms are possi-
ble.

To minimize the distance from the sensor coils in
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liquid helium to the signal source in the brain requires a
compromise between thermal noise and the helium
boiloff rate. Multiple, vapor-cooled radiation shields and
superinsulation cannot be used in the tail section of the
Dewar below the sensors: these would lead to wide gaps
between the inner and outer surfaces and to large thermal
noise currents (Nenonen et al. , 1989; Montonen et al. ,
1992). Instead, a shield made of vapor-cooled coil-foil
should be used (Anderson et al. , 1961; Lounasmaa,
1974), perhaps with a few layers of striped superinsula-
tion foil. Coil-foil consists of tightly spaced thin insulat-
ed wires, glued together to form a sheet; the foil has elec-
trical and thermal conductivity primarily in one dimen-
sion only, which prevents the formation of large loops for
noise currents. Superinsulation is thin plastic foil with an
aluminum film evaporated on one side. A few layers of it
wrapped tightly into the vacuum space of the Dewar
form "Boating" thermal radiation shields, where the tern-
peratures of the layers are determined by radiation equi-
librium. In other parts of the Dewar, multiple layers of
superinsulation and additional thermally anchored radia-
tion shields can be employed.

The boiloff rate of liquid helium may be a very impor-
tant practical factor in the design, especially with Dewars
intended for hospital use. Typically, a period of 3—4
days between helium transfers can be attained without an
unduly massive and clumsy reservoir for the cryogenic
liquid.

A vessel containing perhaps several tens of liters of
liquid helium, brought in the immediate vicinity of a hu-
man subject, is a safety risk. The Dewar must be
equipped with proper relief valves to prevent an explo-
sion in case of sudden evaporation of the liquid following
an accidental loss of the insulating vacuum. Further-
more, since the Dewar is often operated in the closed
space inside a shielded room, effective ventilation is im-
portant. Sudden evaporation of helium may rapidly gen-
erate cold gas in amounts comparable to or even exceed-
ing the volume of the shielded enclosure; 1.3 liters of
liquid helium at 4.2 K is equivalent to 1 m of gas at
20'C!

ext

Lp L SQUID C~ = MI~

FIG. 28. SQUID basics. (a) Schematic diagram of a dc SQUID
magnetometer. The external field 8„,is connected via a super-
conducting flux transformer (L,L, ) to the SQUID. In a gra-
diometer, there is an additional compensation coil in series with
L~. (b) The average voltage V across the SQUID depends on
the dc bias current I& and is a periodic function of the Aux 4,
coupled to the SQUID ring.

However, advances in thin-film fabrication technology
have changed the situation: reliable low-noise dc
SQUIDs can be produced now in large quantities and at
lower prices than before. Typically, a white noise level
can be achieved that is more than an order of magnitude
smaller than in rf SQUIDs. Furthermore, the readout
electronics for dc SQUIDs is simpler. Therefore, most
contemporary instruments are based on dc SQUIDs. In
the following, we shall consider these devices only.

1. SQUID basics

The dc SQUID (Jaklevic et al. , 1964; Zimmerman and
Silver, 1966; Clarke, 1966; Clarke et al. , 1975, 1976) con-
sists of a su perconducting loop interrupted by two
Josephson junctions [Fig. 28(a)]. For simplicity, consider
first only the uncoupled noiseless SQUID, i.e., a device
without the Ilux transformer coils L (pickup coil) and L,
(signal coil). The Josephson junction is characterized by
a critical current I„and the junction dynamics is
governed by the well-known relations (Josephson, 1962)

D. Superconducting quantum
interference devices

I =I,sinO,

BO V2e 2m V

(94)

(95)

The only device with sufhcient sensitivity for high-
quality biomagnetic measurements is the SQUID magne-
tometer (Zimmerman et al. , 1970), shown schematically
in Fig. 28(a). Its basic principles and theory of operation
have been described in detail, for example, in review arti-
cles (Koch, 1989; Ryhanen et al. , 1989) and in textbooks
(e.g. , Feynman, 1965; Lounasmaa, 1974). In this paper
we emphasize aspects that are particularly important in
the design of successful instrumentation for neuromag-
netic research.

Previously all sensor systems for biomagnetic studies
were based on rf SQUIDs because this device was simpler
and cheaper to manufacture than its dc counterpart.

I=—+I,sinO+ C
V . dV
R dt

(96)

where O is the quantum-mechanical phase difference
across the junction, I the current, and V the voltage
across the junction (see Feynman, 1965). The constant
40= h /2e =2.07 AVb is the magnetic-Aux quantum.

In practice, there is a capacitance C and a resistance R
across the junction. Usually R is determined by an exter-
nal shunt resistor, much smaller than the equivalent "in-
trinsic" resistance of the junction, defined by the ratio of
the junction voltage to the tunneling current above I, . In
the resistively shunted junction (RSJ) model, Eq. (94) be-
comes
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uniform and reproducible, the leakage current at voltages
below the gap is negligible, and the junction capacitance
is small. For recent developments see, for example, the
proceedings of the latest SQUID conference (Koch and
Lubbig, 1992).

Sputtering, plasma etching, and self-aligning "full-
wafer sandwich" methods, with the junction barrier first
formed on the entire wafer and patterned afterwards, are
replacing older techniques like evaporation, wet etching,
and lift-off. As a result, well-defined and reproducible
patterns with smaller dimensions have become possible.
The minimum linewidths that can be achieved with the
new methods are typically a few micrometers. Advances
in semiconductor processing technology have, however,
made submicron dimensions feasible in SQUID struc-
tures as well (Imamura and Hasuo, 1988; Ketchen, 1991,
1992).

Proper optimization of SQUIDs is, of course, only pos-
sible if the critical parameters can be controlled accurate-
ly. Fabrication technology poses a number of con-
straints, including minimum linewidths and conductor
separations, required film thicknesses, feasible critical
current densities, and specific junction capacitances. All
these technology-dependent constraints limit the range of
possible parameter values of the SQUID. Since optimiza-
tion usually leads to very small dimensions (see Sec.
V.D.3), it is clear that improvements in fabrication tech-
nologies result in better SQUID performance.

3. Sensitivity of the dc SQUID

In the literature, the sensitivity of the autonomous
SQUID, i.e., a SQUID without any signal-coupling ele-
ments, has been thoroughly analyzed (Tesche and Clarke,
1977; Ben-Jacob and Imry, 1981; Ketoja et a/. , 1984a;
Ryhanen et al. , 1989). The well-known result for the op-
timal energy sensitivity is

E=yk~ T&LC (101)

E=yk~ TQL (C+2Cq ) . (102)

In modern SQUIDs with small junctions, C can be

where L is the inductance of the SQUID, C the junction
capacitance, and the numerical constant y=12 accord-
ing to simulations. Clearly, a small size is advantageous.
However, the limit given by Eq. (101) cannot be reached
in practical devices: many problems appear because of
the parasitic effects introduced by the signal-coupling cir-
cuits. For example, the spiral-like signal coil (Jaycox and
Ketchen, 1981) is deposited over the relatively wide con-
ductor loop, called SQUID washer, forming the SQUID
inductance (see Fig. 29). The distributed parasitic capac-
itance across the washer is seen as an additional capaci-
tance C~ across the SQUID. Computer simulations and
experiments have shown (Ryhanen, Cantor, Drung,
Koch, and Seppa, 1991; Ryhanen and Seppa, , 1992) that
the minimum-energy resolution, for C (C, is then

only a few picofarads, so that C easily dominates. This
imposes a limit on the number of turns n; in the signal
coil. In addition, since a small inductance is needed for
low-noise performance, the output inductance

—Light)+ s~rip (103)

to which the magnetometer or gradiometer coils are con-
nected, remains small. Here L,&;, is the parasitic induc-
tance of the SQUID ring, mostly associated with the slits
in the washer near the junction area (see Fig. 29), and
L t p is the inductance of the conductor strip in the sig-
nal coil. If necessary, the problem of too low L; can be
circumvented with the use of an additional inductance-
matching transformer (Muhlfelder et al. , 1985, 1986).

The signal coil also gives rise to a variety of reso-
nances. Its inductance and the lumped capacitance form
an LC resonance circuit. The SQUID washer itself acts
as a A, /2 resonating antenna; its g value is enhanced by
the signal coil, which reduces radiation losses. For a typ-
ical washer with 1-mm circumference, the A, /2 resonance
frequency is on the order of 100 GHz, which is typically
above the working point of the SQUID. A microwave
transmission line, having its resonance frequency 1ower
than the A, /2 resonance of the loop, is -formed between
the SQUID washer and the stripline. The most probable
standing waves in the stripline have current nodes at the
ends of the signal coil (see Fig. 29), where the line leaves
the SQUID washer and the wave impedance changes
abruptly (Hilbert and Clarke, 1984; Muhlfelder et al. ,
1985; Seppa, 1987; Knuutila et al. , 1988; Ryhanen et ah. ,
1989). The various resonance frequencies are thus deter-
mined by the dimensions of the SQUID washer and by its
number of turns. A11 these resonances can be hazardous
to the operation of the SQUID, if they occur near the
Josephson oscillation frequency fz= V/@0 at the work-
ing point.

The resonance frequencies can, however, be reasonably
well controlled by properly adjusting the geometry.
Ideally, the length of the signal coil is first selected by ad-
justing the number of turns to be high enough to lower
the transmission-line and the LC resonance frequencies
weil below fJ. However, a compromise is necessary to
prevent C from becoming too large. At the same time,
the resonances should be properly damped. This is be-
cause thermally activated transitions occur between
different voltage states, e.g., between zero-voltage and
running states. These transitions are enhanced by the
presence of resonances, which may lead to substantially
increased noise (Seppi, 1987; Knuutila et al. , 1988;
Ryhinen et al. , 1989). Even the relatively low-frequency
resonance of the Aux transformer circuit, typically at a
few MHz, increases the noise significantly if it is not
carefully reduced (Knuutila, Ahonen, and Tesche, 1987).
The ultimate performance given by Eq. (102) can only be
reached if all the above-mentioned conditions are fulfilled
and the resonances are properly damped.

Optimization of SQUID structures should take into ac-
count all signal-coupling circuits, including their stray in-
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ductances and parasitic capacitances. In principle, even
the pickup coils should be brought into the analysis.
Fortunately, to a large extent, the SQUID can be opti-
mized as a separate unit, provided that the resonances
are under control (Knuutila et al. , 1988; Cantor et al. ,
1991). Optimal energy resolution is achieved when

PL =2LI, /@c—-2.6

and
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FIG. 30. Example of the flux-noise spectrum of a SQUID as a
function of frequency. The I /f noise is dominant below 20 Hz,
and the white-noise level above 1 kHz is 2.2X10 +0/&Hz.
The straight lines show a fit to a simple model consisting of 1/f
noise plus white noise only. From Gronberg et aI. (1992}.

P, =2m.R I,C/4&o-0. 7 .

In practice, energy sensitivities in the range of
10 Js =15h, corresponding to a Aux noise well below
10 @c/&Hz, can be reached (Cantor et al. , 1991).

Low-frequency applications of SQUIDs are limited by
the 1/f noise which is associated with the quality of the
device itself. An example of such a noise spectrum is
shown in.Fig. 30. In many SQUIDs the crossover point,
where 1/f noise begins to dominate over white noise,
shifts towards higher frequencies when the white noise is
being reduced (Wellstood et al. , 1987). All SQUID ele-
ments are potential sources of 1/f noise, including the
junctions, shunt resistors, the SQUID loop itself, and the
signal circuits. Low-frequency fluctuations of junction
critical currents, caused by electron trapping and release
in the tunnel barrier (Wakai and van Harlingen, 1986;
Rogers et al. , 1987), are a substantial source of 1/f
noise. Their contribution can, however, be eliminated by
proper electronics (Simmonds, 1980; Koch et al. , 1983;
Foglietti et al. , 1986; Drung et al. , 1989). In addition,
the critica1 current fluctuations have been found to scale
inversely proportionally to the junction area (Seppa
et al. , 1993).

The low-frequency Aux noise entering the SQUID
through the motion of Aux lines trapped in the loop ma-
terials or in the junctions cannot be reduced by electronic
means. Unfortunately, none of the present theories can

explain the invariance of the 1/f spectral form, appear-
ing in a wide variety of physical systems (Weissman,
1988). Therefore, the origin of the 1/f noise in SQUIDs
is still a mystery.

The ultimate limit of the low-frequency noise cannot
be estimated on the basis of existing models. At 1 Hz,
6X 10 tIic/V'Hz in dc SQUIDs with high-quality tunnel
junctions and equipped with special electronics for the
elimination of critical current fluctuations have been
measured (Foglietti et al. , 1986). At 0.1 Hz, the Aux
noise of this uncoupled SQUID was 1X10 Cic/&Hz.
Typical experimental values, however, are near
10 @c/&Hz. For a coupled SQUID with a high-
inductance signal coil and with flux-modulation electron-
ics (see Sec. V.E.1), noise values of 2. 5 X 10 4c/VHz at
0.1 Hz (Ketchen et al. , 1991) have been obtained. The
fact that critical current fluctuations scale with the junc-
tion area presents the possibility of optimizing the perfor-
mance with respect to 1/f noise as well. Using relatively
large-area junctions, a coupled SQUID with a Ilux noise
of 5 X 10 4c/VHz at 1 Hz without electronic noise
reduction has been realized (Seppa et al. , 1993).

4. Optimization of flux transformer coils

The Aux transformer should be optimized together
with the SQUID. However, in existing neuromagnetom-
eters the transformer usually has been realized as a wire-
wound coil coupled to an available SQUID; thus the only
free design parameters have been the dimensions and
numbers of turns of the pickup and compensation coils.

In a gradiometer (see Fig. 26), the Aux coupled to the
SQUID by the transformer is

'(/LL,
s s L +L +L +L Ilct

p comp s w

(104)

where n is the number of turns in the pickup coil and

Here Lp, L„,and L, are the inductances of the pick-
up, compensation, and signal coils,
respectively. The corresponding expression for a magne-
tometer is obtained from Eq. (104) by setting L„~=0.
The SQUID inductance is L, L denotes the inductance
of the connecting wires, and k, is the coupling coefficient
between the signal coil and the SQUID. The difference
of the cruxes threading the pickup and compensation
coils, 4„„,depends on the field distribution. The sensi-
tivity of a magnetometer is defined as the 1ocal homo-
geneous field in the pickup coil that would produce at the
output of the system a signal equal in magnitude to the
system noise over unit bandwidth.

If @„is the flux noise in the SQUID, the correspond-
ing field noise is (E I

~
I denotes the expectation value)

2(L +L„+L,+L ), EI@„I
$ p p

(105)
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is their average effective area. If we assume that the
SQUID and its signal coil are of fixed design, only the
pickup and compensation coils can be adjusted. The
inductance-matching condition,

s p+ comp+ w (106)

maximizes the transfer of energy from the pickup loop to
the SQUID. In practice, however, the minimum external
field sensitivity, obtained by varying the coil parameters,
does not generally fulfill this condition (Ilmoniemi et al. ,
1984). In particular, this is true 'if the SQUID and the
pickup coil are considered together (Ryhanen et al. ,
1989). Careful optimization reveals interrelationships be-
tween parameters not taken into account by the simple
analysis, e.g., screening effects. Furthermore, the diame-
ter and the length of the pickup coil are often determined
by other considerations, like the spatial selectivity and
the distribution of the field to be measured, and the di-
mensions of the compensation coil are fixed by the gra-
diometric balance condition and by space limitations.

For example, assuming that the diameters of the pick-
up and compensation coils have been selected, the op-
timum number of turns n in the pickup coil is found by
differentiating Eq. (105), where the total flux coupled to
the pickup and compensation coils is assumed to be pro-
portional to n~ (Ilmoniemi et al. , 1984), giving,

L +L„+L,+L~ n(L +L—, +L~)=0 .a
P g~

(107)

(108)

Therefore, the inductance-matching condition, Eq. (106),
maximizes the sensitivity for tightly wound coils only. In
general, no simple analytical expression exists for the
dependence of the inductance on n . As a result, the op-
timum number of turns and other coil parameters must
be determined numerically. The feasible maximum di-
mensions must be specified as constraints, often dictated
by the space available in the Dewar.

Enlarging the pickup coil increases the field sensitivity
but, at the same time, the loop integrates Aux from a
larger area. Thus the coils can no longer be approximat-
ed by point magnetometers. In practice, this effect be-
comes significant only when the coil diameter exceeds the
distance to the source (Romani et al. , 1982a; Duret and
Karp, 1984). An increased length of the coil, i.e., less
tight winding, allows more turns without an excessive in-
crease of inductance. The sensitivity improves, but the
signal becomes weaker, because the distance from the
source is increased. For cortical current dipoles these
two effects tend to cancel, leading to a broad maximum
in the signal-to-noise versus coil-length curve (Ilmoniemi
et al. , 1984; Knuutila, Ahlfors, et al. , 1987).

A simple formula has been proposed for optimizing
Aux transformers; it takes into account the above-
mentioned effects (Duret and Karp, 1984; Thomas and
Duret, 1988). The figure of merit is defined as

where 4s& is the net flux coupled to the SQUID, calcu-
lated by assuming a certain source geometry, e.g., a
current dipole in a conducting sphere. Here, Bo is the
field at the center of the loop nearest to the source, and
As& is the coupling area of the SQUID. This figure of
merit also takes into account the base length via the net
Aux 4sq.

5. Examples of dc SQUIDs for
neuromagnetic applications

dc SQUIDs suitable for neuromagnetic measurements
have been reported by several groups. They were all fa-
bricated using thin-film techniques and incorporate a
densely coupled signal coil (Jaycox and Ketchen, 1981)
with an output inductance high enough for use with
wire-wound coils; the Aux noise is less than
10 40/&Hz. We mention here a few illustrative exam-
ples, and the list is by no means complete. Integrated
structures, incorporating a thin-film pickup coil as well,
will be discussed in the next section.

One of the first all-thin-film dc SQUIDs used success-
fully in neuromagnetic research, at the Helsinki Universi-
ty of Technology, was the Nb/NbO /Pb-alloy-based de-
vice fabricated by IBM (Tesche et a/. , 1985; Knuutila,
Ahlfors, et a/. , 1987). The SQUID features a 0.7-pH sig-
nal coil. %'hen it is operated in a practical setup with
flux modulation and a fiux-locked loop (see Sec. V.E.1)
and connected to a gradiometer coil, a Aux sensitivity of
4—5 X 10 C&o/&Hz is reached, provided that resonances
are properly damped (Knuutila, Ahonen, and Tesche,
1987). The onset frequency for the 1/f noise is below 0.1

Hz.
A coupled dc SQUID with even smaller white noise

and better low-frequency properties was later made by
IBM (Foglietti et al. , 1989). It employs a modified ver-
sion of the fabrication process. These SQUIDs are used
by the neuromagnetism group at the Istituto di Elettroni-
ca dello Stato Solido in Rome in a 28-channel system
(Foglietti et al. , 1991).

The use of new artificial tunnel barrier materials,
A1203 and MgO, is a general trend at present (Daalmans
et al. , 1991; Dossel et aI., 1991; Houwman et al. , 1991;
Ketchen et al. , 1991;Koch and Lubbig, 1992). The qual-
ity and properties of SQUIDs processed with these tech-
niques have proven superior over conventional oxide or
other deposited-barrier structures. For example, an all-
refractory Nb/A1203/Nb fabrication process was intro-
duced by IBM, resulting in SQUIDs with a fiux noise less
than 2. 5X10 @0/&Hz at 0.1 Hz and a white noise of
0.5 X 10 @o/&Hz (Ketchen et al. , 1991).

The Technical Research Center of Finland has made
SQUIDs with low 1/f noise (see Sec. V.D.3). Their per-
formance was optimized in the frequency range of 0.1 Hz
to 1 kHz. The sensor, fabricated using a 10-mask-level
Nb/Al-A10 /Nb process, has 25-pm junctions with
I, =50 pA. The 7-pH SQUID inductance is matched to
an output inductance of 320 nH by means of an inter-
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mediate transformer. Resonances have been carefully
eliminated, resulting at best in a white Aux noise of about
1X10 @o/V'Hz, corresponding to the intrinsic energy
resolution of 4.7h (Seppa, et al. , 1993).

dc SQUID sensors are also available commercially.
The first manufacturer was BTi (Biomagnetic Technolo-
gies, Inc. ; see the Appendix for address), which offered a
hybrid SQUID with thin-film junctions, a toroidal cavity
machined of Nb, and a wire-wound signal coil. The BTi
SQUID has a white-noise level of 1 X 10 ~Co/VHz
above 1 Hz, measured using a special bias-current and
Aux-modulation technique to reduce the contribution of
critical-current fIuctuations to the low-frequency noise.
Presently, all-thin-film structures are also available,
for example, from Friedrich-Schiller-University, from
2G/Hypres, and from Quantum Design (see the Appen-
dix for addresses of these suppliers). Typical white noise
in these SQUIDs is 5 —10X10 @0/&Hz, with the 1/f
corner frequency at 0.1 —1 Hz.

6. Integrated thin-film magnetometers
and gradiometers

To avoid the problems of mire-wound gradiometers,
which are expensive to manufacture in large quantities
and have only a modest balance, planar integrated sen-
sors have been investigated (Erne and Romani, 1985;
Knuutila et al. , 1985; Carelli and Leoni, 1986; Bruno and
Costa Ribeiro, 1989). The main advantages of thin-film
gradiometers are their compact structure and excellent
dimensional precision, which provides a good intrinsic
balance.

Two main methods have been used for coupling the
signal to the SQUID in integrated sensors. In one type,
the pickup loop is a part of the SQUID structure. In the
first reported integrated gradiometer (Ketchen et al. ,
1978) the SQUID ring shared a common conductor with
a larger field-collecting loop, thus forming an inductively
shunted dc SQUID device. The coupling of the fiux to
the SQUID was poor in this construction because of a
mismatch between the inductances of the pickup loop
and the SQUID. For a pair of 24X16 mm coils, con-
nected in parallel, a gradient sensitivity of 20
fT/(cmV'Hz) was achieved.

Later, several other experimental first- and second-
order gradiometers, in which the pickup loop formed an
integral part of the SQUID itself, were reported (de Waal
and Klapwijk, 1982; Carelli and Foglietti, 1983; van
Nieuwenhuyzen and de Waal, 1985). The early integrat-
ed magnetometers have been discussed in several review
articles (Donaldson et al. , 1985; Ketchen 1985, 1987). A
successful magnetometer has been reported in which the
SQUID coil is divided into eight loops coupled in parallel
to reduce the total inductance (Drung et al. , 1990;
Drung, 1992a). The field sensitivity of the 7.2X7.2 mm
device is 2.3 fT/v'Hz above 500 Hz and 5 fT/v'Hz at
1 Hz.

Another design possibility is to connect the pickup
loop to the SQUID via a signal coil (Jaycox and Ketchen,
1981), which allows good coupling and the necessary in-
ductance matching. The first such fully integrated mag-
netometer, built for geomagnetic applications, was re-
ported by Wellstood et al. (1984). Their device had a
pickup-coil area of 47 mm, and the sensitivity was
5 fT/+Hz above 10 Hz and 20 fT/+Hz at 1 Hz. Detec-
tors based on the same signal-coupling principle have
been reported by groups working at Karlsruhe University
(Drung et al. , 1987), at the Electrotechnical Laboratory
in Tsukuba (Nakanishi et al. , 1987), and at the Helsinki
University of Technology (Knuutila et al. , 1988).

In the Helsinki device, optimization of the whole
structure as a single unit was done for the first time. The
predicted energy sensitivity of 1.2 X 10 ' Js was reached
within a factor of 2. Although the integrated prototype
sensor showed excellent sensitivity and tolerance to
external disturbances, technical difFiculties in the fabrica-
tion process kept the yield low. Thus the 24-channel sys-
tem (see Sec. V.F.5.a), which was completed in 1989, had
to be realized with wire-wound coils.

Integrated magnetometers and gradiometers based on
the same optimization principles have been reported by
Cantor et al. (1991). Their 4X4 mm magnetometer has
a white flux noise of 5 X 10 @0/VHz, corresponding to
a field noise of 3 fT/VHz and a coupled energy resolu-
tion of 1.5 X 10 Js measured with a SQUID
preamplifier. The sensitivity of the 11X17 mm gra-
diometer is 1.1 fT/(cm&Hz).

The Technical Research Center of Finland has also
produced integrated SQUID magnetometers and gra-
diometers designed according to the principles discussed
above. The flux noise of a SQUID magnetometer with
3-pm junctions, a 12-turn signal coil, and a SQUID of
11-pH inductance is 2.8X10 4o/&Hz at 1 kHz and
1.5X 10 4O/&Hz at 1 Hz (Gronberg et al. , 1992). The
SQUID is connected to a pickup loop with an inductance
of a few hundred nH by means of an intermediate trans-
former; the measured white-noise performance corre-
sponds to a gradient sensitivity of 1 fT/(cmVHz). The
device is fabricated using an eight-level process which
employs a Nb/Al-A10„/Nb trilayer.

7. High-T, SQUIDs

The discovery of superconducting ceramic compounds
with critical temperatures above 90 K has raised hopes
for practical high-temperature SQUIDs. However, the
unfavorable mechanical, chemical, and crystalline prop-
erties of high-T, materials complicate the development of
good-quality films and wires and well-controlled Joseph-
son junctions. For instance, the extremely short coher-
ence length results in low pinning forces, allowing Aux
creep. The rough surface structure complicates con-
struction of tunnel junctions; granularity in bulk samples
and in polycrystalline thin films leads to phase-locked
Josephson junctions between the grains, resulting in Auc-
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tuations of current paths and lower critical current densi-
ties than in conventional superconductors. In addition,
many high-T, materials are very sensitive to moisture
and air. For a recent review, see the article by Braginski
(1992).

Nevertheless, high-T, SQUIDs are being investigated
enthusiastically in several laboratories. As an example,
an uncoupled energy sensitivity of 1.5X10 Js, or
6X 10 @o/&Hz above 10 kHz and 1.2X 10 Js, or
6X10 No/&Hz at 10 Hz, both at 77 K, has been
achieved with a 60-pH grain-boundary YBa2Cu307
(YBCO) dc SQUID (Gross et al. , 1990, 1991). The
lowest uncoupled energy sensitivity, so far reached, is
3 X 10 ' Js at 77 K and 71 kHz (Kawasaki et al. , 1992).

Flux transformers made of high-T, materials have
been investigated as well (DiIorio et al. , 1991;Wellstood
et al. , 1991), but they seem to produce excessive low-
frequency noise, especially in coils made of films with a
low critical-current density. Vortex motion in films is
sensed by the SQUID in two ways: directly and indirect-
ly via screening currents induced in the flux transformer.
This was clearly seen in the experiments of Wellstood
et al. (1991),where an YBCO transformer on a separate
substrate was sandwiched with a conventional low-T,
SQUID chip. The fiux noise at 1 Hz, with the transform-
er coil at 60 K, was at least two orders of magnitude
higher than that of the bare SQUID, resulting in a field
sensitivity of 0.9 pT/&Hz. When the loop was cut and
the indirect contribution thus eliminated, the noise
dropped by a factor of 10.

At frequencies that are important for neuromagnetism,
all high-T, SQUIDs studied so far have much larger
noise levels than expected according to the VT law,
which is based on thermal fluctuations alone. Well above
several kHz, however, a good agreement has been found
with the theory for white noise caused by Nyquist fluc-
tuations in resistive shunts (Gross et al. , 1991). The
enhanced flux creep, resulting in excess noise, is a conse-
quence of the short coherence length, an inherent proper-
ty of high-T, materials (Ryhanen et al. , 1989). However,
other mechanisms contribute as well and, on the whole,
the origin of the excess 1/f noise still remains unknown.

Future development of reliable high-T, SQUIDs de-
pends especially on the solution of two problems: (1)
How to fabricate reliable, reproducible, and well-
controllable junctions, and (2) how to avoid excess low-
frequency noise. For construction of practical devices,
however, high-T, SQUIDs alone are not enough. Other
components, such as superconducting wires and contacts,
as well as thin-film flux transformers, must be made.

where negative feedback is used to keep the working
point of the SQUID constant. Second, the electronic cir-
cuits must be matched to the SQUID output impedance
of only a few ohms. The optimal signal impedance

(Netzer, 1974, 1981)

Z,„,=e„/i„ (109)

1. Electronics based on flux modulation

In applications where a SQUID monitors a low-
frequency magnetic field, the most commonly used tech-
nique is flux modulation (Forgacs and Warnick, 1967).
This method is illustrated in Fig. 31. Square-wave modu-
lation of No/2 peak-to-peak amplitude is applied to the
SQUID, and the signal is detected by a demodulator cir-
cuit. The output at the modulation frequency is propor-
tional to the deviation of the low-frequency flux from a
half-multiple of @0. The phase detection scheme helps to
eliminate some sources of low-frequency noise, such as
electromotive forces, drifts in the junction critical
current and in the SQUID parameters, and 1/f noise
from the preamplifiers. The detected signal is usually fed
back to the SQUID ring through a resistor and a cou-
pling coil. Since the high-gain feedback loop tends to

@()i2

of typical preamplifiers is several kilo-ohms at least.
Here, e„andi„are,respectively, the voltage and current
white-noise spectral densities of the amplifier. Therefore,
impedance matching is essential.

Several readout schemes have been proposed to meet
the requirements, and they have been demonstrated
experimentally as well. So far, however, only flux-
modulation electronics and direct readout have been used
in practical devices. In addition to them, we shall discuss
digital readout techniques.

E. dc SQUID electronics

Electronics for SQUID magnetometers must meet two
fundamental requirements. First, the periodic response
of the SQUID to applied fiux, i.e., the 4& —V characteris-
tics (Fig. 31), must be linearized. This is achieved by
operating the SQUID in a "fiux-locked-loop" mode,

FIG. 31. Flux-to-voltage (4—V) characteristics of a current-
biased dc SQUID. A modulation of the Ilux through the
SQUID appears as an output voltage at the same frequency.
When the working point, indicated by dashed lines, is at a peak
or a valley, only the harmonics are seen. In the Aux-modulation
scheme, the voltage detection is phase sensitive and locked to
the fundamental modulation frequency.
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maintain a constant ffux in the SQUID, the feedback
voltage is proportional to the external Aux. Thus the
periodic SQUID response is converted into a linear one,
which is independent of the amplifier gain. In general,
well-designed lock-in electronics does not increase the
ffux noise of the system; but in SQUIDs with complex
N —V characteristics, some loss of sensitivity may result.

The feedback electronics can lock the intrinsic IIIlux at
any multiple of 40/2. However, a strong external pulse
may kick the system from one stable point of operation
to another, resulting in a sharp transition in the output
voltage. Evidently, the higher the feedback gain, the
better the system can screen the SQUID loop against an
external Aux jump. The increase of the open-loop gain is
ultimately limited by the modulation frequency. The
feedback loop may become unstable if the gain is very
high and if the output of the demodulator circuit is not
filtered before feeding the signal back to the SQUID ring.
In dc SQUIDs the increase of amplifier noise with fre-
quency limits the range of modulation frequencies.
SQUID electronics operated in the lock-in mode have
been extensively discussed in the literature (Giffard et al. ,
1972; Giffard, 1980; Rillo et al. , 1987). Only the most
important features will be mentioned here.

Usually the feedback loop contains an integrator (pro-
portional plus integrating = PI controller), yielding a
feedback gain G(e~)= jco «/co. The maximum rate of
ffux change (slew rate) is limited to the order of @o/co «,
but loop stability is easily attained (Giff'ard et al. , 1972).
Here co is the angular frequency, cu, d the angular fre-
quency of the ffux modulation, and j =v' —1. By in-
creasing the frequency dependence of the feedback gain,
G (co)=(jco «/co), a higher slew rate can be achieved,
but stability against variations in loop parameters is then
impaired {Giffard, 1980). A loop filter with 5=1.5 (Sep-
pa and Sipola, 1990) produces a phase shift of 135'. The
realization of such a filter requires, however, many com-
ponents. Under quiet conditions, for example, inside a
magnetically shielded room, a conventional PI controller
is sufficient to ensure proper operation. In multichannel
applications the electronics should contain a special unit
to rebalance any of the SQUIDs after loss of lock.

A transformer is needed to match the SQUID to the
optimal input impedance of a few kilo-ohms for a low-
noise JFET amplifier. The modulation frequency must
be sufficiently high to avoid 1/f noise from the
preamplifier, but low enough to exclude input current
noise which increases drastically with frequency. Many
switching transistors with a large gate area provide excel-
lent noise characteristics for reasonable source im-
pedances and are ideal for dc SQUIDs.

The low output impedance can be increased by feeding
the signal through a cooled inductor into a capacitor in
parallel with the preamplifier (Clarke et al. , 1975), or by
using an ordinary tuned transformer (with or without a
ferrite core) immersed in liquid helium. A transformer is
preferable, since an increased output capacitance reduces
the bandwidth of the reactive circuit. Using a tuned
transformer with a transfer ratio I and a quality factor

Q, the impedance seen by the preamplifier is

z, =(RD+R)m Q (110)

where R is the resistance of the transformer primary and
RD is the dynamic output impedance of the SQUID. The

Q value is

where ~o is the resonant frequency and C, the effective
capacitance across the secondary of the transformer.
Equations {110)and (111)show that it is possible to select
independently both the impedance scaling and the band-
width. With an additional room-temperature transform-
er, one may increase the bandwidth even further
(Wellstood et al. , 1984). The slew rate could be im-
proved, as well, by increasing the modulation frequency
up to 500 kHz.

A dc SQUID readout circuit is illustrated in Fig. 32
(Knuutila et al. , 1988). The signal from the SQUID is
fed through a cooled resonant transformer into a
preamplifier consisting of two parallel FETs (Toshiba
SK146). The synchronous detector contains a switching
circuit, an integrator, and a sample-and-hold circuit
which can effectively attenuate the modulation frequency
and its harmonics without introducing a phase shift at
signal frequencies. The output of the synchronous demo-
dulator is fed via the PI controller and a transconduc-
tance amplifier (buffer) back to the modulation coil. The
electronics is operated at 100 kHz. The cooled input cir-
cuits are designed to transform the 10-0 SQUID im-
pedance to 4 kQ, which is optimal for this amplifier,
whose noise temperature is as low as 2 K at 100 kHz.
Since the dynamic range of the dc SQUID may be ex-
tremely high, the feedback circuit must be designed with
care. In Fig. 32, current sources prevent conductance
fluctuations in wires and contacts from adding noise
when the system is operated with large feedback
currents.

The 1/f noise in SQUIDs can be reduced by reversing
the bias-current synchronously with Aux modulation
(Simmonds, 1980; Koch et al. , 1983). Many schemes,
with effective reduction of low-frequency noise, have
been described (Foglietti et al. , 1986; Kuriki et al. , 1988;
Drung et al. , 1989). Bias-current modulation, however,
complicates the electronics and therefore is not a very
tempting solution in devices where the simultaneous
operation of a large number of SQUIDs is required.

The rapid progress in instruments with many channels
has given much impetus to the development of integrated
and cooled readout circuits with multiplexing (Furukawa
et al. , 1986; Shirae et al. , 1988). In this scheme, the volt-
age across several series-connected SQUIDs, modulated
at different frequencies, can be recorded with a single
SQUID, and a demodulation circuit at room temperature
can separate the different channels (Shirae et al. , 1988).
Unfortunately, circuits presented in the literature in-
crease the noise level because of the aliasing effect. If the
wideband noise extends to frequencies well above the
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FIG. 32. Block diagram of dc SQUID electronics based on fiux modulation and phase-sensitive detection (Knuutila et al. , 1988). For
more details, see text.

sampling frequency of the multiplexing, high-frequency
noise is mixed down to lower frequencies. This efFect can
be avoided by placing extra filters between the SQUIDs
and the readout electronics, but the cooled multichannel
unit then becomes rather complex.

(a) V
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M( .. ( J
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2. Direct readout

The fact that the preamplifier noise at low frequencies
has exceeded that of the SQUID itself has effectively
prevented the use of direct readout of the SQUID volt-
age. However, modern operational amplifiers with a
voltage noise of only 1 nV/YHz down to a few Hz, and
SQUIDs with a large BV/BN, have changed the situa-
tion. Furthermore, noise performance may be improved
even more, either with additional positive feedback
(Drung et al. , 1990) or with amplifier noise cancellation
(Seppa et al. , 1991). Successful operation of a high-gain
SQUID with a low-noise operational amplifier (Linear
Technology LT 1028) has been demonstrated. With ad-
ditional optimized feedback, noise in the Aux-locked loop
was decreased to 6.4 X 10 4o/&Hz above 1 kHz
(Ryhanen, Cantor, Drung, and Koch, 1991). Similarly,
with amplifier noise cancellation, a flux noise of
5X10 4&c/&Hz above 1 kHz and 2X10 4o/&Hz at
1 Hz (Seppa, 1992) have been reached. Reference mea-
surements with a second dc SQUID as a preamplifier
have confirmed that the intrinsic SQUID noise can be
achieved with both noise-reduction methods. Since there
is no need for Aux modulation or impedance transforma-
tion with reactive components, the bandwidth of the elec-
tronics can be increased substantially.

a. Additional positive feedback

A schematic diagram of a direct readout circuit with
positive feedback and current bias is shown in Fig. 33(a).

Lp L, SQUID

R l out

R(

VB

V
out
0

Lp

FIG. 33. dc SQUID electronics based on direct readout: (a)
current bias with additional positive feedback and (b) voltage
bias with amplifier noise cancellation. I& and V& are the bias
current and the bias voltage, respectively. V,„,is the output
voltage, I „,the feedback current of the amplifier, 6 its gain,
and I~ and L, the inductances of the pickup and signal coils,
respectively. Mutual inductances M and Mf, between the sig-
nal coil and the SQUID, and between the feedback coil and the
SQUID, respectively, are shown as well. The compensation
coils of gradiometers were omitted for simplicity.
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If the external fiux to be measured is N,
„„

the SQUID
sees, in the presence of feedback, the Aux

M~

Rf+RD ae (112)

av
g@ +ext

RD1+ (1—PM/)f
where RDP =8 V/M&. As a result of the feedback

where R& is the feedback resistance, RD the dynamic
resistance of the SQUID, and M/ is the mutual induc-
tance of the feedback branch. For the small-signal volt-
age U, we obtain

branch, the normal 4—V characteristics are transformed
as illustrated in Fig. 34(a); on the falling slope the
eA'ective gain BV/8@ is increased and on the rising
slope it is decreased, provided that ~PM/ ~

& 1. If
R&((~PM&~ —1)RD, the system becomes unstable. In
the experiment of Drung et al. (1990), a fixed resistor
was used to set the additional gain. However, by replac-
ing the resistor with an adjustable element, adaptive gain
control can be established (Seppi et al. , 1991). This
technique can eA'ectively prevent instabilities and higher
noise. By increasing the gain of the SQUID, the total
noise decreases until the limit set by the Aux noise of the
SQUID is reached; this has been verified experimentally.
However, since the Aux-to-voltage characteristics are
skewed, the linear region of the SQUID is reduced, de-
creasing the maximum slew rate. Fortunately, this effect
is partly compensated by the large bandwidth.

b. Amplifier noise cancellation

I I

&5J4 diJ2

FICi. 34. SQUID characteristics with direct readout. (a) Flux-
to-voltage characteristics of a current-biased SQUID without
positive feedback (solid line) and with positive feedback (dashed
line). The @—V characteristics become skewed with increased
gain. (b) Measured Aux-to-current characteristics (Seppa, 1992)
of a voltage-biased SQUID with amplifier noise cancellation for
four di8'erent decreasing values of the feedback resistance (see
text); curve (1) represents the largest value of R&. To illustrate
the noise cancellation, a modulation signal (artificial noise) has
been added to the input of the amplifier. Note that the modula-
tion is canceled on the rising slope when R& is decreased, exact-
ly in the way as the amplifier noise. Curve (3) corresponds to
the optimum R& = (

~ PM& ~

—1 )RD. The curves have been
separated vertically for clarity.

1+PM/i,„,= —— +
RD RD

1+PM/
e/+ 13@„+i„.

f (115)

Instead of the commonly used current bias, the
SQUID can be voltage biased and the total noise reduced
by cancellation of the amplifier noise (Seppa, , 1992; Seppa
et al. , 1991). Such a system is depicted in Fig. 33(b). Al-
though the circuitry looks similar to that used in addi-
tional positive feedback, no positive feedback can actual-
ly take place because the voltage over the SQUID stays
constant. Still, the contribution of the preamplifier noise
can be reduced. The amplifier noise that is coupled mag-
netically to the SQUID via the feedback coil is canceled
by a signal that is proportional to the amplifier noise but
of opposite sign. As previously, an adaptive noise-
cancellation system can be constructed when the resistor
R& is replaced by an adjustable component and a con-
troller is set to monitor the amount of cancellation.

With voltage bias, the fiux seen by the SQUID is

M~1+ . (114)I+R/[I+6(co)+R /RD)/R

Here G (co) is the gain of the operational amplifier and R
the resistance in its feedback branch [see Fig. 33(b)].
Since G(co) »R /RD »1 at low frequencies, we see that
the N —I characteristics are not skewed like the corre-
sponding @—V curve in the current-bias scheme with
positive feedback.

If e, is the noise voltage and i„the current noise
caused by the operational amplifier, e/=+4kiiTR/ is
the noise of the feedback resistor, e~ =+4kii TRD is the
SQUID voltage noise, and @„is the fiux noise of the
SQUID, then the total noise at the output is (considering
only small signals)
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The contribution of e, can be canceled exactly if PM&
(—RI+RD)/RD. As before, we must have ~pM&~ ) 1.

The system becomes unstable if R& ( ( ~ pM& ~

—1)RD. An
example of the amplifier noise cancellation for different
values of R& is given in Fig. 34(b).

The use of voltage bias is convenient because the cir-
cuit is simple. Even if the feedback exceeds the critical
value by a small amount, no dramatic effects occur con-
trary to the situation with the current-biased SQUID
(Seppa et al. , 1991). Since the @—V curve is not skewed,
the dynamic range of the voltage-biased SQUID with

adaptive noise cancellation is not reduced. A high-
quality dc SQUID electronics system (Seppa, 1992) can
be realized by employing adaptive noise cancellation and
a PI controller, where the feedback loop gain is pro-
portional to co (see also Sec. V.E.l; Seppa and Sipola,
1990). The bandwidth of this device, when connected to
an ultra-low-noise SQUID (Gronberg et al. , 1992), is 300
kHz in the Aux-locked-loop mode, with an open-loop
gain of 130 dB at 10 Hz, and with the enormous 170-dB
dynamic range at 1 kHz.

Examples of measured Aux noise as a function of the
amount of feedback or cancellation on both voltage- and
current-biased SQUIDs are given in Fig. 35. The use of a
direct readout system results in very simple electronics.
The promising experimental results obtained so far make
this scheme attractive, especially for multichannel mag-
netometers, as has been demonstrated already by Koch
et al. (1991).

3. Oigital readout

An interesting alternative to conventional readout
techniques is to employ an integrated A/D converter on
the same cryogenic chip as the SQUID. The output volt-
age can then be changed into digital form at low temper-
atures, for example, with a hysteretic dc SQUID of
nonunique Aux-to-voltage characteristics, used as a com-
parator (Drung, 1986; Drung et al. , 1989). This is illus-
trated in Fig. 36(a). The comparator is probed with a
current pulse Isk presented at the clock frequency f,t.
The output Vk switches to the voltage state with a proba-
bility of 50%%uo when the sum of the control current, I,„,
plus a term directly proportional to the voltage over the
SQUID, biased with a constant current Is, is constant at
the normal working point. However, if the SQUID out-
put changes, the effective control current changes as well
and the switching probability is altered very steeply. By
connecting an up-down counter (UDC) and a D/A con-
verter to the comparator output, and then by feeding
back the converted analog signal Vo to the SQUID as
Aux, the operating point is locked and the feedback
current I& replicates the external Aux to be measured.

Another possibility (Fujimaki er al. , 1988) is that the
SQUID itself is strongly hysteretic and ac biased with bi-
phasic pulses I„[Fig.36(b)]. The distribution of positive
and negative pulses V„then depends on the external
Aux. These pulses can be used to add or subtract flux
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FIG. 35. Flux noise as a function of the parameter
y=RD(~PM&~ —I)/R~ (see text). Open circles refer to addi-
tional positive feedback and solid ones to amplifier noise cancel-
lation. The total gain is proportional to 1/{1—y). When y=0,
no feedback is present, and at y = 1 the system becomes unsta-
ble. The open circles were measured for a current-biased dc
SQUID fabricated at the Friedrich-Schiller-University
(Jena, Germany) and connected to a low-noise preamplifier
(1 nV/&Hz). The solid circles refer to a voltage-biased IBM
SQUID (Tesche et al. , 1985), connected to a high-noise
preamplifier (17 nV/&Hz). When y&1, no meaningful data
can be obtained for the current-biased SQUID because the
working point is unstable. The straight lines are only for guid-
ing the eyes. From Seppa et al. (1991).
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Flax. 36. dc SQUID electronics based on digital readout: (a)
with a separate comparator and external feedback and (b) with
a hysteretic SQUID and internal feedback, including a magneti-
cally coupled storage loop. Some of the signal wave forms have
been indicated schematically in the insets. For details, see text.
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quanta trapped in a storage ring which is magnetically
coupled to the actual SQUID sensor. The storage con-
sists of a write-gate interferometer which is connected to
a large Aux-collecting coil. The pulses are coupled mag-
netically and injected into the write gate. A positive
pulse causes the junctions at the gate to switch sequen-
tially and momentarily to the voltage state to allow the
entry of one Aux quantum, first into the write loop and
then into the storage ring. Correspondingly, a negative
pulse subtracts one flux quantum. In this way, a negative
feedback circuit is established on the SQUID chip,
without the need of additional D/A conversion. The
output can be deduced from the pulses at room tempera-
ture and counted.

Digital readout has been demonstrated to work
in a rather promising way. Flux-noise values of
7 X 10 4O/+Hz above 1 kHz and 5 X 10 No/&Hz
at 0.1 Hz, when an additional low-frequency noise-
compensating modulation scheme was used, have been
reported (Drung et a/. , 1989). The slew rates of digital
SQUIDs are below those of conventional devices. How-
ever, increasing the clock frequency should improve the
situation.

E. Multi-SQUID systems

Until the middle of the 1980s, almost all biomagnetic
measurements were carried out using single-channel
magnetometers with pickup and compensation coils
wound of superconducting wire on three-dimensional
formers. The optimization of the coil parameters, such
as their diameter and length, the number of turns, and
the base line of the gradiometer followed the principles
described in Sec. V.D.4. The optimal configurations have
also been discussed by several authors (Romani et al. ,

1982a; Vrba et al. , 1982; Duret and Karp, 1983, 1984;
Farrell et aI., 1983; Ilmoniemi et al. , 1984; Thomas and
Duret, 1988). In maximizing the field sensitivity and
discrimination against external noise, the spatial distribu-
tion of the biomagnetic signal and of the disturbances
must be taken into account.

Locating current sources in the brain and the follow-
up of their dynamic behavior are the main objectives of
the neuromagnetic method. Therefore, the use of a mul-
tichannel device for mapping the spatial pattern of the
magnetic field caused by these sources is very desirable.
Such instruments not only speed up the measurements
but also give more reliable data and make possible experi-
ments that require simultaneous recordings over a large
area, such as studies of spontaneous brain activity.

1. Optimal coil configuration

Because of the large variety of possible source current
distributions in the human brain, general criteria for op-
timal magnetometer design do not exist. Figures of merit
for different configurations can be obtained only by mak-
ing assumptions about the signal sources and their

characteristic field distributions.
In addition to maximum sensitivity in every channel,

one has to find a sensor configuration that gives the best
locating accuracy. Unfortunately, these two goals are
sometimes contradictory. For example, increasing the
pickup-coil diameter improves field sensitivity but
reduces spatial resolution.

In practice, the freedom of the designer is restricted by
several constraints: the size of the Dewar, the properties
of the SQUID sensors, the feasible number of channels,
the distribution and strength of external noise sources,
and the characteristics of the brain signals.

A useful figure of merit for multichannel magnetome-
ters is the precision in locating cortical current sources.
To estimate the error limits, a suitable source current
model and a volume conductor model must be chosen. A
current dipole in a spherically symmetric volume con-
ductor is usually appropriate, as discussed in Sec. III.E.2.

The locating accuracy of a magnetometer may be
simulated numerically by adding noise to the calculated
field values and by fitting an equivalent dipolar source to
the data by means of a least-squares search. Repeated
simulations then reveal the average locating error. A
more effective way is to determine directly the confidence
regions of the least-squares fit, as was discussed in Secs.
IV.F.4 and IV.G.4.

The limits depend not only on the signal-to-noise ratio,
but also on the depth of the dipole and on the measure-
ment grid. Therefore, the calculated confidence limits
can be applied for comparing various magnetometer ar-
rays (Knuutila et al. , 1985; Knuutila, Ahlfors, et al. ,
1987; Knuutila and Hamalainen, 1989).

In addition to calculation of the confidence limits, spa-
tial sampling theory and information theory can be em-
ployed for determining an optimal coil configuration.
We shall discuss both methods in detail below.

2. Sampling of neuromagnetic signals

If the spatial frequency content of the signal to be mea-
sured is known, Inultidimensional sampling theory
(Petersen and Middleton, 1962, 1964; Montgomery, 1964;
Ahonen et al. , 1993) can be used to determine the largest
spacing allowed for the measurement grid if aliasing is to
be avoided. This problem occurs when the grid is not
dense enough to capture the spatial variations of the
field.

Assume that the vertical component of the magnetic
field 8, is sampled at points r„=g+i n, a, , where n, are.
integers and Ia;, i =1, . . . , NI form a basis of the space
R, and that 8, is spatially bandlimited, i.e., restricted to
a bounded area S of the reciprocal (momentum) space
K +. The Fourier transform of a function 8,(r ) sampled
at discrete points is equal to a set of spectra obtained
by shifting the region S in E periodically by
=g+ in;b; Here, Ib,., i =1, . . . , &I is a base of K
related to Ia; I by a; b =5, .; i,j =1, . . . , X, where 5," is
the Kronecker delta. To obtain a criterion for aliasing,

Rev. Mod. Phys. , Vol. 65, No. 2, April 1993



Hamalainen ef al. : Magnetoencephalography 461

we try to construct an interpolation function g(r), such
that everywhere in A

8,(r)=+8,(r„)g(r—r„). (116)

The exact reconstruction of 8,(r) from the samples
8,(r„)is thus reduced to deriving g(r). Equation (116)
can be transformed into

S,(k) =Xg %,(k —k„)S'(k),

Without loss of generality, we can assume that So=0.
As above, this can be transformed to

X,(k) = 2njK g%, (k ——k„)(k—k„)Q(k), (119)

where j is the imaginary unit. To avoid aliasing, we re-
quire again that Eq. (119)be an identity. This can be ac-
complished if

—2mjk. Q(k)=A;k&S, k„=0,
(k —k ) Q(k)=0;ke(S+k„),k„%0.

(120)

(121)

Here, 3 is the volume of the unit cell spanned by the
base vectors a;. These conditions can be met, except at
some singular points, in an X-dimensional space, even
when there is at most an (X —1)-fold overlap in the im-

where X, and 9 represent the Fourier transforms of 8,
and g, respectively, and K is the volume of the unit cell in
the reciprocal space. Obviously, Eq. (117) must be an
identity for a properly sampled signal.

Equation (117) represents a sum over the periodically
extended images S of the support S: S~ =

I S +k„;
kES Vk„=g~,n;b; I. If the shifted images S do not
overlap, Eq. (117) is, indeed, an identity, and no aliasing
occurs (Petersen and Middleton, 1962). Thus the sam-
pling grid Ia; I should be dense enough to provide a grid

I b; I which is sufficiently sparse to prevent overlap.
Then, one can find g (r) such that the exact reconstruc-
tion of 8,(r) from the samples 8,(r„)is possible by
choosing Q(k) =1/K for k PS and Q(k) =0 when
k&(S~ —S). This is a generalization of the classical
one-dimensional Nyquist sampling criterion, stating that
the inverse of the sampling interval should be at least
twice the largest frequency present in the signal to be
sampled.

However, multiple, simultaneous, and independent
measurements at one point allow a certain degree of
overlap, permitting the use of a less dense sampling grid
(Montgomery, 1964; Petersen and Middleton, 1964).
Suppose now that we measure, instead of the amplitude
of 8,(r), all components of the gradient vector VB,(r)
Interpolation can then, of course, only be carried out up
to an additive constant fo. As a result, Eq. (116) is
changed to

8,(r) =80+g V'8, (r„).g(r —r„).

ages of S, i.e., if each point k belongs at most to N
difFerent periodically extended images S+k„(Ahonen
et al. , 1993). If the amplitude is measured together with
the gradient vector, the overlap could be N-fold
(Montgomery, 1964; Petersen and Middleton, 1964).

In particular, if we measure the planar orthogonal
derivatives BB,/Bx and BB,/By at the same point instead
of just 8„the sampling grid of these dual sensors can be
sparser by a factor of &2 compared with what is needed
for sampling just B,. Intuitively, the result is obvious:
since twice as much information is gathered at each
point, the "unit cell" around a point in the sampling grid
can be twice as large. This result has practical conse-
quences, especially in designing devices covering the en-
tire head, as will be discussed in Sec. V.F.6.

In practice, typical cortical dipoles are more than 30
mm from the sensors. Thus an appropriate grid spacing
for locating a single source would be 30 mm for magne-
tometers and axial gradiometers and 40 mm for planar
gradiometers. But what happens if there are two dipoles,
at a separation l which is less than the distance to the
detector array: can the two dipoles be resolved from a
single dipole? It turns out that the discrimination capa-
bility is reduced with decreasing I only because the
difference between the amplitudes produced by the pair
of dipoles and a single, stronger dipole is reduced below
the noise level, but not because of ihe appearance of
short-wavelength spatial variations in the Geld that
would cause aliasing in the sampling grid (Ahonen et al. ,
1993). Thus we arrive at the conclusion that in practice a
grid spacing of 30—40 mm, depending on what types of
gradiometers are used, is indeed sufhcient to avoid alias-
ing. After this critical density has been reached, the
amount of information gathered increases much more
slowly than the number of channels; this limit is thus set
by practical constraints.

3. Information conveyed by the magnetometers

The angles between the lead fields (see Sec. IV.B) of
two channels provide a measure of the amount of
different information conveyed by each channel (Il-
moniemi and Knuutila, 1984; Knuutila, Ahlfors, et al. ,
1987). The lead field X; of the magnetometer i measur-
ing the component 8; is defined by [see Eq. (43)]

8; = JX;(r).J~(r)du = (X, ,J~), (122)

where J~ denotes the source (=primary) current density
and the integration extends over the source area. The an-
gle P between lead fields X, and X2 is then defined as

(~„~,)
P =arccos (123)v'«„~,&(~,,~, &

The concept of marginal utility, when adding more
channels to a given area, may be studied best by comput-
ing the information-theoretical channel capacity of a
given magnetometer configuration (Kemppainen and Il-

Rev. Mod. Phys. , Vol. 65, No. 2, April 1993



462 Hamalainen et al. : Magnetoencephalography

moniemi, 1989). In these calculations, the source
currents J~ are assumed to be completely random with
zero mean and a variance s, and uniformly distributed in
the conductor volume. The magnetometer outputs u, are

u, =b, (t)+ n (t) = (X, ,Ji') + n (t), (124)

where n (t) is Gaussian noise with zero mean and vari-
ance o. . The signal-to-noise ratio of one channel is given
by

P, =(X,,X, )s'/cr'. (125)

Here, the inner product of the lead fields (X;,L; ) de-
scribes the strength of the coupling of channel i to the
sources.

To obtain an expression for the channel capacity of a
multi-SQUID magnetometer, it is necessary to orthogo-
nalize the lead fields by the transformation

X,'=X)M,JX; .

Then, the signal-to-noise ratio is

P =&a,',r,')s /~

(126)

(127)

where cr,
' =X (.M, cr . ). To. find the transformation ma-

trix M with components M;, we compute the matrix H
containing the inner products of the lead fields, viz. ,

11,,=&r„rj). (128)

Next, we make the spectral decomposition II =UAU",
where A is a diagonal matrix. One can choose M=U
because then II'=MHM =A. Finally, the equation for
the total channel capacity is

I„,=—g log2(P +1) .
i =1

(129)

4. Practical aspects

In a multichannel magnetometer, compact modular
construction is advantageous. When many channels are

This figure of merit has the advantage that it properly
takes into account the sensing-coil geometry, the noise
level, the distance to the source area, as well as the sensor
distribution. It has been used for comparison of various
multichannel magnetometer configurations (Kemppainen
and Ilmoniemi, 1989).

Assume now that we want to cover a certain area with
magnetometer units. To find an adequate number of
channels X, we calculate I„,as a function of X. At first,I„,increases steadily with X. However, after a certain
limit, I„,saturates. This is because of overlap by the
lead fields of additional channels when they are brought
closer to each other. After this limit, the orthogonalized
signal-to-noise ratios I' give only a negligible contribu-
tion to I„,. By comparing the increase of the channel
capacity as a function of X with the additional cost and
increased complexity of the construction, we thus obtain
a practical optimum for the number of channels.

used simultaneously, the possibility for computer control
of the electronics is important. Furthermore, to keep
crosstalk between channels su%ciently low, e.g., below
10, cables must be well shielded and symmetrized.
This is also necessary to provide immunity against am-
bient external noise. For high-sensitivity magnetometers,
a robust grounding arrangement is essential. In addition,
materials used inside the Dewar must be carefully
chosen. For example, careless cabling between the liquid
helium and room-temperature parts of the system may
increase the boiloff rate excessively.

Making Dewars for wide-area multichannel magne-
tometers is problematic, too (see Sec. V.C). Because of
considerable variations in head shapes, no Dewar cap can
be made optimal for all subjects. A spherical bottom is a
compromise approximating the average curvature of the
head. In addition, a large measuring area requires thick
Dewar walls for strength and thus a wide gap between
the room-temperature surface and the 4.2-K interior.
The fact that some of the channels are rather far from
the scalp imposes high demands on the sensitivity of the
SQUIDs.

5. Examples of multichannel systems

The first multi-SQUID magnetometers had 4—5 chan-
nels on an area of only a few cm in diameter (Ilmoniemi
et aI., 1984; Romani et ah. , 1985; Williamson et al. ,
1985). The noise in these devices was about 20 fT/&Hz.
In the second phase of development, 7-channel dc
SQUID magnetometers were introduced. The 7-SQUID
gradiometer at the Helsinki University of Technology
(Knuutila, Ahlfors, et al. , 1987) covered a relatively large
area, nearly 10 cm in diameter. The first-order axial
asymmetric gradiometer coils were laid in a hexagonal
array. The noise level of this instrument was 5 fT/i/Hz.
Such devices have been discussed in detail in a review on
multi-SQUID systems (Ilmoniemi et al. , 1989). Several
new instruments with 7—9 channels have been reported
since (Carelli et al. , 1989; Guy et al. , 1989; Ohta et al. ,
1989; Dossel et al. , 1991).

In 1989, a new generation of instruments emerged,
having typically more than 20 SQUID channels distribut-
ed over an area exceeding 10 cm in diameter. We shall
now briefly review these devices.

a. The 24-channel gradiometer at the
Helsinki University of Technology

Our 24-channel system (Kajola et al. , 1989; Ahonen
et al. , 1991)was in use from 1989 to 1992 when it was re-
placed by a whole-cortex device (see Sec. V.F.6.a). The
device is shown schematically in Fig. 37 and in a photo-
graph in Fig. 10. It has 12 two-gradiometer units, spaced
30 rnm from each other and located on a spherical cap
with a diameter of 125 mm and a 125-mm radius of cur-
vature. Every unit measures the off-diagonal derivatives
M, /Bx and M, /By, where x, y, and z refer to a coordi-
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FIG. 37. Schematic illustration of the flux-transformer array in the 24-channel gradiometer at the Helsinki University of Technolo-
gy: (a) arrangement of the pickup coils, located on a spherical cap, and (b) one of the 12 two-SQUID units. The coils, measuring
BB,/Bx and BB,/By, are indicated by solid and dashed lines, respectively. The SQUIDs are above the coils.

nate system local to each sensor separately [see Fig. 7(c)].
As discussed earlier (see Fig. 27), this design pro-
duces its maximal response just over the dipole; the
direction of the dipole is given by the expression
(BB,/By)e —(BB,/Bx)e~, where e and e are unit vec-
tors. The base length of the gradiometers is 13 mm and
the area of the pickup loops is 3.7 cm . The SQUIDs, fa-
bricated by IBM (Tesche et al. , 1985; see also Sec.
V.D.5), are mounted on a conical former above the wire-
wound Aux-transformer coils. The sensor array is housed
in a custom-designed Dewar (CTF Systems, Inc. ; see the
Appendix for addresses) with a curved and tilted end cap
and a 10-liter capacity for liquid helium. This gives a
three-day period between refills. The distance from the
sensors to the outer surface of the Dewar is 15 mm.

The system uses conventional Aux-locked-loop elec-
tronics, with a modulation at 90 kHz applied in phase to
all channels. The resonant impedance-matching trans-
formers are located in the helium storage area of the
Dewar, and the preamplifiers, in groups of eight, are on
top of the cryostat in detachable aluminum boxes. The
bias, voltage-measurement, and Aux-modulation cables
from the SQUIDs to the preamplifters also run in groups
of eight inside Cu-Ni tubes. The detector-controller
units, each on a Euro-1-sized printed circuit board, are
outside the shielded room in an rf-shielded cabinet. The
equivalent gradient noise of the sensors is 3—5
fT/(cm VHz). The imbalance of the gradiometers,
operated inside our heavily shielded room (see Fig. 9), is
typically less than 2%. The crosstalk between channels
is below 1 fo.

The low-pass-filtered results are digitized with a data-
acquisition unit and transferred to a computer with a

real-time operating system. This computer also calcu-
lates averages of evoked responses online and stores the
results on disk. Spontaneous data are saved on a digital
tape. The results may then be analyzed later off line in
UNIX workstations, which are connected to the mea-
surement computer by a local area network.

b. The Siemens 37-channel
"Krenikon" systems

Figure 38(a) shows the Sat layout of the pickup coils in
the 37-channel axial gradiometer manufactured - by Sie-
mens AG in Erlangen (Hoenig et al. , 1991). This system
is intended for use inside a moderately shielded room.
The hexagonal arrays of hexagonal first-order gradiorne-
ter pickup and compensation coils were fabricated on
Aexible printed-circuit boards and glued onto a support
structure so that axial gradiometers were formed. The
pickup area of the coils is 6 cm; the pickup and cornpen-
sation coils are within a 19-cm-diameter cylinder in two
planes separated by 70 mm. The system includes three
additional magnetometers to measure the x, y, and z
components of the external magnetic field for noise can-
cellation.

The SQUIDs are inside of four separate superconduct-
ing shields, each containing one chip with ten dc
SQUIDs (Daalmans et al. , 1989). The electronics is
based on 100-kHz Aux modulation, with resonant
impedance-matching transformers. The noise of the sys-
tem is typically less than 10 fT/v Hz at frequencies over
10 Hz. Because of the Aat-bottomed Dewar, "Krenikon"
is most suitable for cardiomagnetic measurements; some
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of the channels, especially the outer ones, would be quite
far from the brain. The gap between the liquid-helium
space and the outer surface of the Dewar is 20 mm. The
capacity o ef th helium reservoir is 25 liters, requiring
refills every four days. The complete installation also in-

. V.a.l)eludes a Vacuumschmelze shielded room (see Sec.
plus a data-acquisition and computer system wit
software for data analysis. Krenikon systems have been
installed in Erlangen and in Stockholm. Figure 38(b) il-
lustrates an example of data obtained with this instru-
ment.

c. The 8Ti gradiometers

The first commercial multichannel neuromagnetometer
was introduced in 1985 by BTi. It had seven channels in
a curved-bottom Dewar on a spherical cap of 55-mm di-
ameter and 100-mm radius of curvature. Some of these
installations include two such Dewars that make it possi-
ble to record from both hemispheres simultaneously.

The latest BTi model is a 37-channel system
("Magnes"), shown in Fig. 39(a). It has a hexagonal sen-
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FIG. 38. Siemens "Krenikon" system. (a) Sensor arrangement
of the Siemens 37-SQUID "Krenikon" system (Hoenig et al. ,

1991). The hexagonal first-order axial gradiometer coils are on
two flat printed circuit boards, separated by 7 cm. Only one of
the boards is shown. (b) Auditory evoked magnetic responses
obtained with the Krenikon system over the left hemisphere.
Tone bursts (1 kHz, 300 ms) were presented once every 2.2 s to
the right ear. The traces are averages of 557 single responses,
and they start 100 ms before the stimulus onset. Unpublished
data courtesy of Dr. P. Grummich and Dr. E. Herrmann (1992;
Department of Experimental Neuropsychiatry and Otorhinolar-
yngologic Clinic, University of Erlangen, Germany).
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FIG. 39. BTi "Magnes" system. (a) 37-channel gradiometer of
Thet e i agnes"M s" system in a measurement situation. e

coils of the probe-position indicator, discussed in Sec. V.F.8, are
attached to the subject's head and to the Dewar (courtesy of
Biomagnetic Technologies, Inc.). (b) Auditory evoked
responses to tone bursts recorded with the BTi 37-channel in-
strument over the left hemisphere. The approximate positions
of the sensors are shown on the schematic head. The inter-
stimulus interval was 4s and 384 responses were averaged.
From Pantev et aI. (1991).
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sor arrangement similar to the Siemens device, but the
coils are wire-wound around 20-mm formers. They are
spaced 22 mm apart and are located on a spherical cap
with a 120-mm radius of curvature. The diameter of the
coil array is 144 mm. In addition to the 37 first-order
gradiometers, there are eight additional SQUIDs for can-
cellation of external disturbances. The noise of the sys-
tem is 10—20 fT/&Hz. BTi delivers complete systems
with shielded rooms, computers, and software. In Au-
gust 1992, nine installations of the 37-channel device
were in use, for instance, in National Institute for Physio-
logical Sciences (Okazaki, Japan), in New York Universi-
ty Medical Center, in Scripps Clinic (San Diego), and in
the University of Miinster (Germany). Figure 39(b)
shows typical auditory evoked responses measured with
the BTi instrument (Pantev et t2l. , 1991).

Together with their clinical installations, BTi is devel-
oping application protocols intended for routine hospital
use. Patient handling and data acquisition and analysis,
as well as output presentations, are being standardized so
that a system operator/technician should be able to com-
plete an examination procedure in one hour, including
preparation of routine information needed by the refer-
ring physician.

Two applications are currently being tested by BTi for
clinical use. The first is localization of the somatosensory
cortex by evoked-response techniques to minimize
paralysis caused by surgical injury to the motor cortex.
The second application is based on the observation that
the spectrum of the spontaneous electrical activity from
functionally injured brain tissue often exhibits a shift to-
wards lower frequency, particularly below 8 Hz. In EEG
analysis, focal regions of low frequency or slow, rhythmic
activity are commonly associated with localized patholo-
gy. The diagnostic value of focal slow activity is
enhanced when its generators are located with respect to
brain anatomy. Situations in which MEG recordings of
focal slow activity are believed to be useful include cere-
bral ischemia, trauma, tumor, and degenerative diseases.

d. The PTB 37-channel magnetometer

and the noise due to the radiation shields is 2 fT/&Hz.
The capacity of the liquid-helium reservoir is 25 liters
and the boiloff rate 6 liters/day with all sensor units
mounted.

The readout electronics of the SQUIDs is based on
low-noise operational amplifiers, with the SQUID gain
increased by means of positive feedback (Drung et al. ,
1990). The field sensitivities at 1 Hz range from 6 to 10
fT/v'Hz, with the noise increasing by almost two orders
of magnitude at 0.1 Hz. The low-frequency disturbances
were found to be mostly environmental. They can be re-
duced by an order of magnitude by subtracting the sig-
nals of two magnetometers, 56 mm apart, from each oth-
er, thus forming a gradiometer electronically. The aver-
age of the outputs of all SQUIDs or of those on the outer
ring can be used as the reference signal (Drung, 1992b).

e. The Oornier two-Dewar system

A 2X14 channel rf SQUID system was fabricated by
Dornier, in collaboration with CTF, for the University of
Ulm. The system has two Dewars, with roughly D-
shaped curved bottoms, positioned as close to each other
as possible with the straight sides adjacent (see Fig. 40).
This arrangement is intended for recordings of brain sig-
nals over both field extrema of a neuronal source, or for
simultaneous measurements from the right and left hemi-
spheres. Both Dewars contain a magnetometer array
with the coils wound on 16 cubic formers, spaced 20.5
mm apart, each having pickup loops in three orthogonal
directions. Eleven coils are connected to rf SQUIDs via
a switching matrix which allows choosing any of the 48
coils to be used in the measurements. The channels can-
not, however, be reconnected when the device is opera-
tional at liquid-helium temperature. The remaining three
SQUIDs are connected to three orthogonal reference
coils, 9 cm above the array. A gradiometric response of
the device is formed by calculating differences electroni-
cally. The equivalent noise of the magnetometers is 15
fT/&Hz and that of the gradiometers 20—30 fT/&Hz.
The radius of curvature of the Dewar bottom is 118 mm.

A 37-channel instrument is in operation at the
Physikalisch-Technische Bundesanstalt in Berlin (Koch
et al. , 1991). This system was designed mainly for mag-
netocardiographic measurements inside a heavily shield-
ed room. The device uses integrated multiloop dc
SQUID magnetometers, fabricated on individual 9 X 9
mm chips (Drung et al. , 1990) and then laid out on a
planar surface along three concentric circles of 70 mm,
140 mm, and 210 mm in diameter. The SQUIDs have
eight loops connected in parallel. Each magnetometer is
a separate entity consisting of the SQUID package, a
stainless-steel tube with cabling, and an electronics box.
Every unit can be mounted into the system individually,
enabling easy replacement of sensors. The Aat-bottom
Dewar, with an inner diameter of 250 mm, was made in-

house; the vacuum gap at the tip, when warm, is 27 mm

f. Pg-channel gradfometers

Two 19-channel systems, one at the University of
Twente in the Netherlands (ter Brake, Flokstra, et al. ,
1991) and one at the Philips Research Laboratories in
Hamburg (Dossel et al. , 1992), have been introduced.
Both devices have wire-wound gradiometer coils, laid out
in a hexagonal grid and covering a spherical cap of 140
mm in diameter and with a 125-mm radius of curvature.
The sensing coils are connected to SQUIDs made in-
house. The Twente system includes three additional
SQUIDs, connected to orthogonal magnetometer loops
for active compensation, since the device is intended to
be operated in a single-layer p-metal room, with only 20
dB of shielding at low frequencies (ter Brake, Wieringa,
and Rogalla, 1991). The magnetometer at Philips La-
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100 mm

FIG. 40. Sensor arrangement in the Dornier 2X14-SQUID magnetometer. The coils are wound on cubic formers. For details, see
text. This coil configuration and those in Figs. 37 and 38 have been drawn on the same scale.

boratories is modularly constructed, allowing each chan-
nel to be changed individually, if necessary. Since the de-
vice is in a curved-bottom Dewar, radially oriented axial
gradiometers cannot be used. Instead, the coils are
wound obliquely on formers parallel to the axis of the cy-
lindrically symmetric Dewar to approximate a radial
orientation.

g. The 28-channel "hybrid" systemin Rome

A 28-channel system has been developed in Rome at
the Istituto di Elettronica dello Stato Solido of CNR
(Foglietti et al. , 1991; Torrioli et al. , 1992). The device
has both axial and planar gradiometers. The detectors
are located on a spherical surface of 135-mm radius of
curvature, covering an area of 160 mm in diameter. In
the center and along two surrounding concentric circles
there are 16 axial gradiometers with a coil diameter of 18
mm and a base length of 85 mm. On the third, outermost
circle, there are 12 planar gradiometers of 10-mm diame-
ter and 15-mm base length, measuring the derivative
along the tangent of the circle. The noise of the axial
and planar gradiorneters is 6—8 fT/&Hz and 5 —8

fT/(cm+Hz), respectively.
The reason for placing the planar sensors on the outer

rim is to save space; the Dewar would otherwise be too
large, because of the wide volume required by the axial
gradiometers. However, the utility of the additional pla-
nar channels is marginal in this device, because they mea-
sure only one gradient component at each point and be-
cause they are on the outer rim. If the device is placed
symmetrically above a current dipole, the planar gra-
diometers detect only small signals, since their maximal
response is just above the source, whereas far from the

dipole the field is fairly uniform. The planar gradiome-
ters are also less sensitive because they are smaller than
the axial ones.

6. Whole-head coverage

Multichannel systems described in Sec. V.F.5 possess
enough channels spread out on a sufticiently large area
for locating cortical sources from measurements without
moving the instrument, provided that the magnetometer
is correctly positioned initially. However, especially in
clinical studies, and during various complex investiga-
tions, it is important to measure even over a larger area
than has been possible earlier. Two whole-cortex instru-
ments meeting this goal are operational at present.

There are several practical problems in building such a
device. The helmetlike Dewar bottom must be large
enough to accommodate most heads; evidently, at least
some of the channels are then bound to be quite far away
from the current sources in the brain. This means that a
high sensitivity and low environmental noise level must
be achieved, including the noise from construction ma-
terials and radiation shields used in the Dewar.

Other important questions are the proper sensor type
and their spacing. Obviously, planar gradiometer coils
are attractive because of their small size. Another possi-
bility is the use of magnetometers with the gradiometric
signals formed electronically. Determining a proper sen-
sor spacing is to a large extent an economic question: in
order to have sufhcient coverage of the whole head, over
a hundred SQUIDs are needed.

a. The "Neuromag- 122"system

In our laboratory, a 122-SQUID system (Ahonen
e~ al. , 1992; Knuutila et at. , 1993) has been operational
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since June 1992. The device employs 61 planar first-
order two-gradiometer units, measuring BB,/Bx and

M, /By, as in our 24-channel system [see Sec. V.F.5.a and
Fig. 7(c)]. The thin-film pickup coils are deposited on
28X28 mm silicon chips; they are connected to dc
SQUIDs fabricated by IBM (Tesche et al. , 1985). The
effective area of each oppositely wound loop is 2.6 cm,
and the base length of the gradiometer is 16.5 mm. The
separation between two double-sensor units is about
43 mm. As was discussed in Sec. V.F.2, this is sufBcient,
because measuring two planar gradients simultaneously
corresponds to a conventional axial-gradiometer sam-
pling grid that is denser by a factor of &2. The sensors
have an equivalent gradient noise of 3 —5 fT/(cm&Hz).

The Dewar bottom is helmet-shaped, covering the en-
tire scalp (see Figs. 9 and 41). The interior is broader in
the parietal than in the frontal regions, thus fitting better
to the typical shape of human skulls. The dimensions,
with radii of curvature between 83 and 91 mm, have been
chosen to accommodate about 95%%uo of adult heads. The
distance from the outer surface of the Dewar to the gra-
diometer coils is 16 mm.

Modular construction is employed throughout the
probe unit of "Neuromag-122, " leading to a very reliable
construction, which is easy to test and assemble. The in-
strument (see Fig. 41) consists of a top plate made of fiber
glass and a printed circuit board, a neck plug of fiber-
glass-coated foam plastic, four connector boards, and a
wiring unit onto which the 61 gradiometer components
are mounted. The two-gradiometer chips, together with
the dc SQUIDs, are encapsulated into identical plug-in
units. A special elastic construction guarantees a well-
defined position and orientation of the gradiometer coils;
they are within 1 mm of the Dewar bottom.

The electronics is based on direct readout with
ainplifier noise cancellation (see Sec. V.E.2.b). This elimi-
nates the need for separate preamplifiers; the entire elec-
tronics is placed outside the magnetically shielded room.
The operation of the electronics, including the tuning of
the SQUIDs, is remotely controlled by a dedicated pro-
cessor. Data handling is distributed among workstations,
connected via a local area network: one for data acquisi-
tion and the rest for analysis. The acquisition computer
also controls the electronics of the probe-position indica-
tor (see Sec. V.F.8) that is employed to determine the po-
sition of the subject's head with respect to the sensors.
The acquisition computer can be used to generate
stimulus sequences, but it is also possible to employ
external triggering.

Figure 42 shows results from an auditory evoked mea-
surement. Tone pips at 1 kHz, with 50-ms duration,
were presented to the left ear of the subject. The N100m
response could be recorded simultaneously from both
hemispheres. Planar gradiometers couple strongest to
current dipoles located directly underneath the pickup
coil. This can be seen clearly in Fig. 42(a) as prominent
deAections near the right and left temporal lobes.

To locate the sources for the auditory evoked response,
a two-dipole fit was applied to the magnetic-field data at
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FICx. 41. The 122-channel gradiometer ("Neuromag-122") built
in Helsinki. The main modules inside the Dewar are the top
plate made of fiber glass and a printed circuit board, the neck
plug of fiber-glass-coated foam plastic, the four connector
boards, and the wiring unit with 61 two-channel plug-in gra-
diometer components. Multipair shielded cables are laminated
into the surface layer of the neck plug and lead from the top
plate to the connector boards where the components for the
SQUID gain control are located. On the right, the distribution
of the sensors (below) and the gradiometer chip (above) with the
two orthogonal figure-of-eight coils are illustrated schematical-
ly.

108 ms after the stimulus. The initial guesses for dipole
positions were obtained by fitting single dipoles to the
left- and right-hemisphere measurements separately.
Thereafter, a full two-dipole fit was used to find the glo-
bally best solution. Figure 42(b) shows a rough estimate
for the source currents in both hemispheres. The result
was obtained by rotating the two-dimensional field gra-
dients by 90 . This gives the approximate locations of the
sources directly from the measured data, which is a
significant advantage of an array of planar gradiometer
sensors over more conventional axial gradiometers. In
Fig. 42(c) the equivalent current dipoles resulting from a
fit to the field patterns are shown for both hemispheres.
The field distributions were obtained from the measured
data using the minimum-norm estimate (see Sec. IV.I.1).
The lower maps show the calculated field patterns.

Neuromag Ltd. (see the Appendix) has produced the
prototype system, which is now being used for basic
research in our laboratory. Similar instruments are avail-
able commercially; these systems employ Finnish dc
SQUIDs (see Secs. V.D.3 and V.D.5).
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FIG. 42. Auditory data recorded and analyzed using the "Neuromag-122*' system (see Fig. 41). (a) Responses to 50-ms 1-kHz sine-
wave tone pips presented to the left ear with an interstimulus interval of 1 s; 211 responses were averaged and digitally filtered with a
passband of 0.03—45 Hz. The two sets of data (nose up, L, =left, R =right) show the two independent tangential derivatives of B,.
Along the longitudes and the latitudes [see inset heads and also Fig. 41], the field component normal to the helmet-shaped bottom of
the Dewar at each of the 61 measurement sites. (b) Coarse estimate for the source currents at t = 108 ms after the stimulus; the esti-
mate was obtained by rotating the two-dimensional field gradient by 90'. (c) Measured and calculated field patterns of the source di-

poles at 108 ms (the N100m auditory response; see Fig. 1) over the right and left hemispheres. The upper field pattern was obtained
from the measured data using the minimum-norm estimate (Hamalainen and Ilmoniemi, 1993). The lower part of the figure shows
the calculated field. Note that the field is stronger over the right hemisphere, contralateral to the stimulated left ear.

b. The CTFinstrument

CTF Systems Inc. has built an instrument covering the
whole head with 64 axial symmetric first-order gradiome-
ters on a quasiregular grid (Vrba et a/. , 1993). The 2-
cm-diameter wire-wound coils have a base length of
5 cm, and the average center-to-center separation is 4
cm. The system also contains 16 reference channels to
measure three field components as well as first- and
second-order gradient components to characterize the
background fields. The electronics is based on digital sig-
nal processors, and with the help of the reference
SQUIDs second- or third-order gradiometers can be
created electronically to make operation possible even
without a magnetically shielded room. The electronic

cancellation is carried out digitally in real time with a
time-independent, nonadaptive algorithm (Vrba et al. ,
1991). The magnetometer architecture allows expansion
up to 80 sensor channels.

The helmet-shaped lower portion of the Dewar has a
distance of 15—16 mm between the 300-K and 4-K sur-
faces in the area under the signal channels; the helium
boilolf rate is 12 liters/day, giving a period of 5 —7 days
between refills. The all-niobium SQUIDs have a white-
noise level below 10 @o/'t/Hz. The onset of the 1/f
noise is at 1 —5 Hz. A noise level of 10 fT/'t/Hz in the
frequency range from a few Hz to 60 Hz was reached in
an unshielded environment (Vrba et al. , 1993).

Another whole-head system planned by CTF will have
magnetometers inside a whole-body high-T, supercon-
ductor shield, to be made in co11abor ation with
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Furukawa Electric Corporation (see the Appendix for ad-
dress; Matsuba et al. , 1992).

c. Japanese plans

The most extensive project to develop whole-head
magnetometer systems has been announced by the Super-
conducting Sensor Laboratory of Japan (see the Appen-
dix for address). The project is sponsored by the Japan
Key Technology Center and nine private companies.
The plans include most aspects related to building a mag-
netoencephalographic system suitable for brain studies,
such as magnetic shielding, cryogenics, SQUID sensor
development, software, and system design.

7. Calibration of multichannel magnetometers

Shielding currents in superconducting Aux transform-
ers distort the magnetic field. As a result, an individual
channel does not sense the original external field. If the
inductances of Aux transformers and their mutual induc-
tances are known, a correction can be calculated easily.
In doing so, one must note that the effective inductance
of a Aux transformer coil is affected by feedback. Let us
assume that there are N channels and that the mutual in-
ductances are described by an N XN matrix M. Let us
further define the transpose of a vector of net fmux values
N'=(@'„.. . , 4&) measured by the Aux transformers,
and let W represent the undistorted applied fIux values.
Then,

@=(I+ML ')@', (130)

where L=diag(L &, . . . , L& ) is a diagonal matrix con-
taining the total inductances of the Aux transformers and
I is the identity matrix.

In practice, one measures the output voltages

V=(Vi, . . . , V~)

which are related to 4?' via the calibration coefficientsK„.. . , E&. Since in MEG experiments the field distri-
bution generally differs from that used during the calibra-
tion, the effects of coupling also difFer. Consequently, the
calibrations K; cannot be calculated simply from 4&;/V;,
where now the applied Aux @ is obtained from the
geometry of the experimental setup. Instead, the true
calibration 0&,'. /V; can be calculated from Eq. (130).

Of the N(N —1)/2 independent mutual inductances
between N channels, usually only the nearest neighbors
need to be taken into account. Nevertheless, the situa-
tion becomes complicated if the mutual inductances can-
not be measured directly. In this case, the best solution
is to calibrate the device with a phantom head, with the
sources in the phantom generating a field distribution
which resembles that elicited by the brain. This automat-
ically takes into account the interchannel coupling
corrections during the measurement of the calibration
coefficients.

An alternative method, based on feedback, was first
proposed by Claassen (1975). Feedback is applied to the
flux transformer rather than to the SQUID. This pro-
cedure keeps the current in the transformer effectively
constant. Therefore, crosstalk between the detection
coils is eliminated. The method has been used successful-
ly (Hoenig et al. , 1991;ter Brake, Flokstra, et al. , 1991).

Accurate calibration also requires a well-designed ex-
perimental setup with no external field distortions and an
exact geometry. In practice, reaching an accuracy of 1%
or better with a single calibrator source may be difficult.
Best results have been achieved using multiple sources,
the relative positions of which were accurately known
with respect to each other. For example, a small coil
may be consecutively placed in several positions on a grid
(Buchanan and Paulson, 1989), or three or more small
coils fixed on a planar plate by means of printed-circuit
techniques may be employed.

8. Probe-position indicator systems

The accuracy with which the position of the magne-
tometer can be determined in relation to the subject's
head affects the calculated location of cortical ources in
an essential way. In single-channel experiments, the un-

certainty in the position of the field point may be con-
sidered as a source of extra noise. This introduces a ran-
dom error in the location of the current dipole deter-
mined on the basis of the experimental field values. In
multichannel devices this problem is simpler to solve be-
cause the relative sites of the different channels are
known a priori. The position and orientation of the
Dewar must, however, be found with respect to a coordi-
nate system defined by at least three fixed points on the
subject's head. Possible uncertainties then cause sys-
tematic errors in the location of the current dipole.

Traditionally, the single-channel magnetometer has
been positioned with some alignment marks on the
Dewar and on the subject's head. The shape of the skull
may also be digitized to provide 3D information. When
a multichannel magnetometer covers an extended area,
however, the Dewar bottom is quite large and its accu-
rate positioning according to markers becomes difBcult.

Fixed points on the head that have been used in
defining coordinate frames include the ear canals, the
nasion (the deepest point of the nasal bone between the
eyes), the inion (the protrusion of the occipital bone at
the back of the head), and the front teeth. One possibili-

ty for defining a coordinate system is, for example, an or-
thogonal Cartesian frame of reference determined by
both ear canals and the nasion.

The accurate position and orientation of the Dewar
with respect to the head can be found by measuring the
magnetic field produced by currents in small coils at-
tached to the scalp (Knuutila et al. , 1985; Erne et al. ,
1987). This approach was first used with the 7-channel
magnetometer in Helsinki (Knuutila, Ahlfors et al. ,
1987). Three small coils were mounted on a thin fiber-
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glass plate; the same system is also employed with our
24-channel device (Kajola et a/. , 1989; Ahonen et a/. ,
1991) and with the new 122-channel system. The plate is
attached to the subject's head at a known point in the
measurement area, the Dewar is positioned, the coils are
energized sequentially, and the resulting fields are mea-
sured. The position of the coil set with respect to the ear
canals and the nasion is determined with the help of a 3D
digitizer (Polhemus Navigational Sciences; see the Ap-
pendix for address). The location and orientation of the
head with respect to the 122-SQUID gradiometer array is
found by a least-squares fit of magnetic dipoles to the test
data. The position of the Dewar can be determined with
an rms error of about 1 mm. The Inethod provides direct
information on the locations of the measuring sensors
themselves and does not rely on knowledge of the relative
position of the gradiometer array with respect to the
Dewar. Modified versions of this approach use units con-
taining three orthogonal coils each (Ahlfors and Il-
moniemi, 1989; Higuchi et aI., 1989; van Hulsteyn et al. ,
1989).

Another device employed in neuromagnetic measure-
ments (BTi) is based on an inductive magnetometer using
three orthogonal coils in the receiver and in the transmit-
ter. It is a modified version of a commercial 3D digitizer
(Polhemus), but constructed without ferrous materials.
The receiver coils are attached to the subject's head with
a stretch band and the set of transmitter coils are secured
to the Dewar (see Fig. 39). The position and the orienta-
tion of the magnetometer can be found from the mea-
sured mutual inductances. The locations of the head
coils are obtained by a reference measurement: the 3D
coordinates of chosen landmarks on the head are deter-
mined by touching them with a pointer that has a similar
orthogonal-coil transmitter. The system may also in-
clude a laser-based position-control device, which gives
an alarm if the subject has moved his head during the
measurement.

positioning devices, etc. , must be controlled as well. This
means that the computer system has to be equipped with
real-time interrupt handling capabilities.

A typical off-line analysis of the results includes digital
bandpass filtering of the data, displays of the measure-
ment results as time traces and field distributions, and
most importantly, the solution of the inverse problem
based on source-modeling calculations (see Sec. IV).

Modern multi-SQUID instruments produce large
quantities of measurement data; therefore, easy use and
effectiveness of the analysis system is vital. Since the new
devices are intended to be employed outside research la-
boratories and operated by personnel other than the pro-
grammers themselves, an intuitively clear and uniform
user interface is necessary. Although the main emphasis
in this section has been on the hardware, including
shielded rooms, Dewars, SQUID gradiometers, and elec-
tronics, proper design and realization of the software is
of equal importance and requires extensive development
work.

Vl. EXAMPLES OF NEUROMAGNETtC
RESULTS

In the following, we describe recordings of evoked and
spontaneous magnetic fields of the human brain. The ex-
amples arise mainly from our own work at Helsinki, but
the reader can become acquainted with many other in-
teresting experiments by consulting the references given.
All our measurements were carried out within a magneti-
cally shielded room (see Fig. 9). The early recordings
were made with a 4- or a 7-channel axial first-order gra-
diometer and the more recent studies with the 24- and
122-SQUID planar gradiometers (see Figs. 10 and 37).
All the data were high-pass filtered at 0.05 Hz.

A. Auditory evoked responses

9. Data acquisition and experiment control 3. Responses to sound onsets

In a neuromagnetic measurement, the signal of interest
is usually limited to the frequency band below a few hun-
dred Hz. After proper anti-aliasing, often in connection
with an additional high-pass filter, sampling frequencies
up to 1 —2 kHz are needed to take into account the finite
rolloff of the filters. This means, for example, a max-
imum How rate of 2—4 kbytes/s per channel. This
amount of data can be gathered easily, even in a system
with over 100 channels. However, since the signal must,
at least in part, be processed and analyzed in real time, a
reasonably fast computer is needed. For example, in
evoked-field studies, running averages and statistics
should be calculated and displayed during the measure-
ment. In addition, if real-time data must be stored for
later analysis, as in studies of spontaneous brain activity,
a large amount of memory is needed. Various stim-
ulus generators, the magnetometer electronics, probe-

The experience gained during the last ten years has
shown that MEG is well suited for studies of the auditory
cortex (Hari, 1990). Any abrupt sound or a change in a
continuous auditory stimulus evokes a typical response,
with the most prominent deflection N 100m peaking
about 100 ms after the sound onset, offset, or a change in
the sound (see Figs. 1 and 43). The generation site of
N100m is specific to the stimulus: its location depends,
for example, on the tone frequency, thereby indicating to-
notopic organization of the human auditory cortex (Pan-
tev et a/. , 1988). Similar tomotopy was observed earlier
with recordings of MEG responses to amplitude-
modulated continuous tones (Romani et a/. , 1982b).

The earliest auditory response to a click peaks 19 ms
after the stimulus. The equivalent source is deep inside
the Sylvian fissure, in the primary auditory cortex
(Scherg et a/. , 1989). The activity continues for a few
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(a) N100m OFF

hundred milliseconds, as evidenced by several deAections
of the auditory evoked magnetic field (AEF); the source
areas change slightly as a function of time (see Fig. 43).
The equivalent dipole of N100m is perpendicular to the
course of the Sylvian fissure and points towards the neck,
thereby rejecting activation of the auditory cortex in the
superior surface of the temporal lobe. This result, origi-
nally based on a comparison of source locations and
external landmarks on the skull (Elberling et al. , 1980;
Hari et al. 1980), has received support from combined
MEG and MRI studies (Yamamoto et al. , 1988; Pantev
et al. , 1990). As is evident from Fig. 42(a), N100m is
larger in amplitude in the hemisphere contralateral to the
stimulated ear.

The electric scalp potentials originating at the auditory
cortex in the upper surface of the temporal lobe (see Fig.
2) are recorded best on the head midline. From EEG
data, it is thus difBcult to differentiate between responses
from the two hemispheres unless proper source-modeling

techniques are used (Scherg, 1990). The special advan-
tage of MEG in the study of the auditory system is that
activity of both hemispheres can be detected separately
and that hemispheric differences are often directly evi-
dent from the raw data.

Equivalent current dipoles (ECDs; see Sec. III.C) in
the auditory cortex can be employed to explain qualita-
tively the scalp distribution of the electric 100-ms
defIection, N100, with maximum signals recorded in the
frontocentral midline. However, the sources of the elec-
tric and magnetic responses do not seem identical: when
the interstimulus interval (ISI) is increased from 1 to 16 s,
the amplitude ratio changes between the magnetic
N100m, recorded from one extremum of the field pat-
tern, and the electric N100, measured at the head mid-
line. If the underlying sources were identical, the ampli-
tude ratios should have been stable (Hari et al. , 1982).
This behavior can be explained by assuming that N100
and N100m reAect activity of approximately the same
sources at short ISIs, but an additional generator is
operating at long ISIs. Recently an extra source of mag-
netic responses has been found in the auditory associa-
tion cortex (Lii, Williamson, and Kaufman, 1992).
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FICx. 43. Magnetic responses to noise bursts. (a) Responses of
one subject to 400-ms noise bursts repeated once every 1.1 s.
The upper recording (ant. ) is from the frontotemporal and the
lower one (post. ) from the parietotemporal area over the right
hemisphere. In addition to the onset responses (deAections
P40m, N100m, and P200m), the response to sound offset (OFF)
is also seen. The data have been digitally low-pass filtered at 45
Hz. (b) Isofield contour maps during three deAections; the mea-
surement area is shown by the head insert. Solid lines indicate
Aux out of, and dashed lines Aux into, the head. Gradiometer
positions are shown by small dots, and the white arrows illus-
trate the locations of the equivalent current dipoles. Adjacent
isofield contour lines are separated by 20 fT. The data were ob-
tained using the lowest three channels of a 4-channel axial gra-
diometer (Ilmoniemi et a/. , 1984). Modified from Hari et al.
(1987).

2. Responses to transients within
the sound stimulus

Recordings applying short words and noise/square-
wave sequences as stimuli have indicated that the audito-
ry cortex is very sensitive to changes in sounds (Kau-
koranta et al. , 1987; Makela et al. , 1988). The brain also
reacts strongly to amplitude and frequency modulations
(Makela, et al , 1987). .Moreover, the auditory cortex
responds even to small changes in directional stimuli, for
example, to the time difference between clicks brought to
each ear (McEvoy et al. , 1993; Sams, Hamalainen, et al. ,
1993).

In one experiment, two 320-ms stimuli, a word and a
noise burst, were alternately presented to the subject with
a constant 1-s interval (Kaukoranta et a/. , 1987). The
word was the Finnish greeting hei (pronounced hay and
meaning hi), produced by a speech synthesizer. The fri-
cative consonant h lasted for 100 ms. Subjects were lying
in the magnetically shielded room with their eyes open
and counting the stimuli to maintain vigilance.

As shown in Fig. 44, the main deAections of the AEF
to noise bursts peaked at 100 ms and 200 ms (N100m and
P200m, respectively). Polarity reversal of the signal is
obvious from the two responses, which are from extreme
measurement locations, indicating that the equivalent di-
pole is somewhere in the middle. The dipolar field pat-
tern of the N100m deflection was interpreted as activa-
tion in the auditory cortex, about 25 mm beneath the
scalp.

The word hei elicited a clearly different response:
N100m was followed by another deflection of the same
polarity. This response, N100m', peaked at 210 ms, i.e.,
110 ms after the vowel onset. N100m' was seen in all
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FICx. 44. Auditory responses to noise and word stimuli. (a)
Magnetic responses to noise bursts (dashed lines) and to hei
words (solid lines). The upper and lower traces are from the
two ends of the Sylvian fissure, and each trace is an average of
120 responses. (b) Averaged magnetic responses to three words,
all generated by a speech synthesizer. The recordings were
made from the right frontotemporal field extremum; the
passband was 0.05—70 Hz. Modified from Kaukoranta et al.
(1987).

subjects and on both hemispheres. In eight of the 14
hemispheres studied, the dipole for N100m' was statisti-
cally significantly anterior to that of N100m, suggesting
difFerent generators for these two deAections. However,
separations between the source locations never exceeded
15 mm.

Several control experiments were performed to ascer-
tain which features of the stimulus determine the oc-
currence of N100m'. When the duration of the fricative
h was increased from 100 ms to 200 ms and then to 400
ms by replacing hei with hhei or hhhhei, the N100m'
deflection increased in latency consistently with the
length of the fricative, peaking always about 110 ms after
the vowel onset (see Fig. 44). Only words beginning with
voiceless fricatives, f, Ii, or s, and followed by vowels re-
sulted in an N100m -type deAection of similar magnitude
and wave-form as that observed for hei. Furthermore,
the finding that only ssseee and not its mirror word eeesss
elicited an N100m -type signal indicates that this
response is not generated by the change as such, but is
dependent on the direction of the change. The type of
the vowel was not critical for the occurrence of N100m'.

Later, noise/square-wave sounds were used to mimic
acoustically the hei word, and very similar pairs of
responses were observed: N100m after the sound onset
and N100m' after the noise jsquare-wave transition
(Makela et al. , 1988). Consequently, the N100m'
response was interpreted to be related to the acoustic
rather than phonetic features of the stimuli. In other
words, although N100m' was originally elicited by words,
it was not related to the speech character of the stimuli.
In fact, research is still in progress to discover responses
that are specific to speech sounds. For example, it would
be interesting to see whether it is possible to detect in the
human brain phoneme maps which have been suggested
to evolve as a result of self-organization in neural net-
works (Kohonen, 1990).

An eA'ective method for studying the reactivity of the
human brain is to use an "oddball paradigm" in which
infrequent deviants are randomly interspersed among
monotonously repeated standard stimuli. Di6'erent types
of deviations within a sound sequence evoke strong mag-
netic responses, so-called mismatch fields (MMFs). For a
description of the electric counterpart of this response,
see the review by Naatanen and Picton (1987). Figure 45
illustrates such a MMF, in this case triggered by a
change in the periodicity pitch, determined by the gating
frequency of a noise burst. MMF peaked later and was
stronger in amplitude than the response to the standard
stimuli. MMF-type deAections have been recorded in
response to small and rare changes in frequency, intensi-
ty, or in the duration of a tone, and to changes in the in-
terstimulus interval. Using magnetic recordings, the
brain areas where these e6'ects take place have been local-
ized. The slightly more anterior sites for MMF, in com-
parison with N100m (Sams, Kaukoranta et al. , 1991;
Hari, et al. , 1992), suggest the existence of two different
subpopulations of neurons, one giving rise to N100m and
the other to MMF.

MMFs are not present in responses to deviants
delivered in the absence of standards. Thus MMF de-
pends, in addition to the physical quality of the sound,
also on the sound's position in a sequence. MMF may
reAect a mismatch process between the neuronal repre-
sentation of the standard stimuli and the input caused by
the deviant (Naatanen, 1984). This type of comparison
process may be associated with the auditory sensory
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FIG. 45. Periodicity pitch experiment (Top) amplitude-
modulated (depth 100%) noise bursts were used as stimuli;
(Middle) responses of one subject to 80-Hz standards (solid line)
and to 240-Hz deviants (dashed line); (Bottom) principle of the
oddba11 experiment: S =standard, D =deviant.
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memory. The storing accuracy of this hypothetical
short-duration memory trace seems to be good, since an
MMF is elicited by very small deviations which are near
the psychophysiological detection thresholds. Sams,
Hari, et al. (1993) recently showed that MMF data agree
with behavioral experiments conducted to determine the
duration of the auditory sensory memory, both giving es-
timates of about 10 s. We can thus conclude that record-
ings of MMFs may give important objective information
on the human sensory memory. In the above example of
an MMF produced by a change in the periodicity pitch
(see Fig. 45), the result indicates that information on the
stimulus (gating frequency of the noise burst) is kept in
memory for a few seconds.

An extreme example of deviance is the omission of a
stimulus in an otherwise monotonous sequence of tones.
Joutsiniemi and Hari (1989) recorded responses in a situ-
ation where 10% of the otherwise regularly presented
tones were omitted randomly. Figure 46 shows magnetic
responses of one subject to regularly occurring tones and
to tone omissions. Clear deAections could be detected
90—250 ms after the omission, with large interindividual
variability. The omission responses depended strongly
on the attentional state of the subjects and were often
missing if they ignored the tones. The response to the
omitted stimulus refIects the brain's reaction to the ex-
pected, but missing, input.

Figure 46 also illustrates, on a schematic brain, the ap-
proximate source areas for responses to tones and to om-
issions in five subjects. The ECDs of the omission
responses are anterior and superior to those of N100m.
Therefore, the frontal lobe seems to be involved in this
experiment associated with time perception. This agrees
with regional cerebral blood-How studies where cortical
areas in the frontal lobe were activated while the subject
paid attention to the rhythm of auditory stimuli (Roland
et al. , 1981). Since most responses recorded earlier have
arisen from primary projection areas of the cortex, the
possibility of recording responses outside these areas is
promising for the future of MEG.

N1 00m response

FIG. 46. Omission experiment. (Bottom) Magnetic responses
of one subject to regularly occurring tones (continuous lines)
and to stimulus omissions (dashed lines), recorded at one end of
the right Sylvian fissure. A 7-channel magnetometer was used,
and 580 responses to tones and 80 to omissions were averaged.
Adapted from Joutsiniemi and Hari (1989). (Top) Regions of
source locations for responses to tones (N100m) and to omis-
sions are shown schematically, based on data from five subjects.

4. Effects of attention

Attention is an important cognitive function, which
has been studied extensively by means of electric evoked
potential measurements (Naatanen, 1990, 1992). Selec-
tive attention is needed, for example, to pick up a desired
discussion among mixtures of sounds during a party. In
single-cell recordings made directly from the cortex,
selective listening has changed the neuronal activity in
monkey and human auditory cortices (Benson and Hienz,
1978; Creutzfeldt, 1987).

We have studied the effects of selective listening on the
auditory MECx responses evoked by simple words (Hari,
Hamalainen et al. , 1989). The stimuli were five-letter
Finnish words, like kukko, koiuu, kalja, all beginning
with k and ending with a vowel. Altogether 58 words
presented in random order at an interval of 2.3 s; half of

the words were targets, names of animals or plants, and
the rest other meaningful Finnish words. The task of the
subject was either to ignore all the words by concentrat-
ing on reading a book or, in the listening condition, to
pay attention to the stimuli by counting the target words.

Figure 47 illustrates some results of this word categori-
zation test. The transient response peaks 100 ms after
the onset of the word and is followed by a sustained field
(SF), which outlasts the stimulus. The responses to at-
tended and ignored stimuli start to differ at about 120
ms. The field maps and the ECDs suggest activation of
the auditory cortex at the upper surface of the temporal
lobe. During attention the sustained field (long down-
wards defiection) was considerably stronger. A very
similar increase of activity during the stimulus was seen
in a duration classification task with 425-ms and 600-ms
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Voluntary attention seems to gate relevant input enter-
ing the cortex and to inhibit processing of the ignored in-
put. MEG is particularly suitable for this type of study
in which good spatial and temporal resolution are need-
ed. Neuromagnetic measurements can thus be used, not
only for picking up evoked responses from specific senso-
ry areas, but also for investigating the neurophysiological
basis of cognitive activity.

5. Audio-visual interaction

e

N3 00m

FIG. 47. EQ'ect of attention on responses evoked by auditorily
presented words. The subject was either ignoring the stimuli by
reading (solid trace) or listening to the sounds during a word
categorization task (dotted trace); the mean duration of the
words is given by the hatched bar on the time axis. The field

maps are shown during the N100m deAection and the sustained
field (SF) for both conditions. The isofield contours are separat-
ed by 20 fT and the dots illustrate the measurement locations.
The origin of the coordinate system, shown on the schematic
head, is 7 cm backwards from the eye corner, and the x axis
forms a 45 angle with the line connecting the ear canal to the
eye corner. Modified from Hari et al. (1989).

Seeing the articulatory movements of a speaker's face
provides complementary information for speech com-
prehension. The benefits from lip reading become partic-
ularly evident in a noisy environment or when hearing is
defective. One interesting example of the integration of
auditory and visual speech perception is the striking il-
lusion called the "McGurk eit'ect" (McGurk and Mac-
Donald, 1976). We recently applied this phenomenon to
find out at which level the information obtained from
seen and heard speech is integrated (Sams, Aulanko,
et al. , 1991). The experimental setup is illustrated in Fig.
49. The auditory stimulus was the Finnish syllable pa
presented once every second. The sounds were delivered
to both ears simultaneously and a videotaped female face,
seen through a hole in the wall of the shielded room, was
articulating, in 84% of the cases, the concordant syllable
pa but, in 16% of the cases, the visual articulation was
the discordant syllable ka. The subjects reported that
they heard the discordant stimulus as ta, in a few cases as
ka, but never as pa.

Magnetic responses to both stimuli are shown in Fig.
50. The signal consisted, typically, of three consecutive

tones, indicating that the observed efFect is not speech-
specific. Furthermore, no statistically significant hem-
ispheric differences were observed, suggesting that both
temporal lobes participate in the early analysis of speech
signals, not just the left hemisphere, which is usually
dominant for speech production and perception.

Further studies have indicated that the activities of at
least two areas in the supratemporal cortex are modified
by attention, depending on the interstimulus interval
(Hari, Hamalainen et al. , 1989; Arthur et al. , 1991; Rif
et al. , 1991). In the study of Rif and co-workers, tones of
two different pitches, 1 kHz and 3 kHz, were presented
to the left ear in a random sequence, but with equal prob-
ability, while magnetic responses were recorded over the
right hemisphere (see Fig. 48). The majority (80%) of the
tones of both pitches were 50 ms in duration, whereas
20% were 100 ms long. The task of the subject was to
count the number of longer tones among either the high-
or low-pitch stimuli. Only responses to the standard 50-
ms tones, both attended and ignored, were analyzed.
Responses to attended tones differed from those obtained
during the ignoring condition; the difference peaked at
200 ms. Field patterns indicated that the change in the
response wave form rejected an altered stimulus process-
ing site at the auditory cortex, about 1 cm anterior to the
area that was activated 100 ms after any tone.
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FIG. 48. Auditory evoked magnetic responses from one subject
in an attention experiment. The stimulus sequence is shown
schematically in the upper right corner: 3-kHz and 1-kHz tones
were presented randomly to the same ear. The responses are
shown to 1-kHz tones when they were ignored (solid lines) or
attended (dotted lines). The traces are averages of about 150
single responses, digitally low-pass filtered at 45 Hz. The
recording location of the 24-channel instrument is depicted on
the schematic head. Modified from Rif et ah. (1991).
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main deAections, peaking around 50, 100, and 200 ms, re-
spectively. All these signals could be explained by activi-
ty in the auditory cortex. Responses to the discordant
stimulus, visual A auditory, showed the same initial
behavior. However, the later part of the signal was clear-
ly changed in relation to responses elicited by the concor-
dant stimuli (V=A); the difference peaked at 200—300
ms. The source of the difference wave form (responses in
the discordant condition subtracted from those in the
concordant condition) was about 0.5 cm anterior to
sources of N100m. When the same auditory sound se-
quence was presented in the absence of the visual input,
all stimuli evoked identical deflections, but visual stimuli
shown alone did not produce any magnetic activity at the
auditory cortex.

The results indicate that visual information has an en-
try into the human auditory cortex, in agreement with

the very vivid auditory nature of the McGurk illusion.
Interestingly, Cahill and Scheich (1991) recently showed
that visual conditioning changes the activity of the
gerbil's auditory cortex. Their study utilized 2-deoxy-
glucose labeled with a radioactive marker to indicate
brain areas of increased glucose consumption.

In face-to-face communication, speech can be seen be-
fore it is heard: the lips are in the required position even
hundreds of milliseconds before the syllable emerges as a
sound. The visual ka information might prime in the
supratemporal auditory cortex those neurons that are
tuned to the presence of the k and t consonants followed
by a vowel. These units evidently develop during child-
hood as a result of learning a language. The auditory pa
would then activate more vigorously the ka or ta than
the pa detectors, giving rise to the "wrong" perception
and thus producing the McGurk effect. It is interesting
to note that the observed neural activity correlated with
the auditory perception rather than with the sound.

Auditory perception is biased by vision also during
"ventriloquism": speech sounds are perceived as coming
from the visually observed speaker (Jack and Thurlow,
1973), which may even be a puppy with a moving mouth.
It remains to be seen whether activity of the auditory
cortex is modified also during this phenomenon. Fur-
thermore, it will be of interest to study interactions of
stimuli arising from the other sensory modalities. Such
experiments will become easy to perform with instru-
ments covering the whole head.

B. Visual evoked responses

1 00 fT/cm 1. Responses from occipital areas

FIG. 50. Data from the McGurk experiment. The solid lines
indicate responses to auditory pa stimuli when visual and audi-
tory inputs were congruent (V=A), whereas the dotted lines
show responses to the same auditory stimuli when the visual in-
put was the incongruous ka (V%A). Eighty responses to devi-
ants and 500 to standards were averaged. Modified from Sams,
Aulanko, et al. {1991a).

Visually evoked fields (VEFs) were reported for the
first time in 1975 (Brenner et al. , 1975; Teyler et al. ,
1975). MEG has been used to study the retinotopic or-
ganization of the occipital visual cortex Vl (see Fig. 2), in
which different parts of the visual field are mapped to
different areas; for example, information from the left
visual field goes to the right hemisphere and vice versa,
and the lower visual field is mapped to the upper visual
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cortex and vice versa. In MEG studies, the ECD moved
deeper with increasing stimulus eccentricity, i.e., with the
distance from the central visual field, indicating retinoto-
pic organization (Maclin et a/. , 1983). MEG data can
also be employed to estimate the cortical magnification
factor (Ilmoniemi and Ahlfors, 1990), which previously
was based on less direct information, e.g., on knowledge
about the distribution of retinal receptors and on psycho-
physical experiments. The magnification factor tells how
much of the cortical surface is devoted to a certain part
of the visual field, and it is largest for central vision.

Figure 51 shows responses to an octant checkerboard
pattern in the right visual field. The maximum signals
were obtained over the left hemisphere near the midline,
with the main deAection peaking at 130 ms.

2. Responses to faces

in humans as well by using positron-emission tomogra-
phy (Lueck et al. , 1989) and by MECr in the experiment
to be discussed next.

Lu et al. (1991) presented black-and-white pictures of
laboratory personnel for 300 ms, once every second in a
random sequence. The response over the sides of the
head consisted of two transient deAections at 150 and
270 ms and a late, slow deflection around 500 ms (see
Fig. 52). During each peak, the field patterns suggested
activation of areas outside the occipital visual cortex.
The lower part of Fig. 52 illustrates the mean source lo-
cations for six subjects on the left hemisphere and for 15
subjects on the right. For reference, the position of the
source of the auditory N100m response to short tones is
also shown. The depths of the sources of face-evoked
responses varied between 34 and 38 mm.

The first source area was near the junction of the oc-

Recognizing one s fellow citizens is fundamental to hu-
man social life, and our brains probably contain areas
that are specifically activated when we see people's faces.
Humans are very good at this task, even under adverse
conditions, but the job is dificult for computers. One
convincing piece of evidence for the existence of face-
specific brain regions is prosopagnosia, the inability to
recognize previously known familiar faces; in severe cases
patients may be unable even to identify spouses. This
disorder is usually associated with bilateral brain damage
in the occipito-temporal region.

In monkeys, several visual areas are known to exist in
addition to the primary visual cortex in the occipital
lobe. Some evidence for similar areas has been obtained

EF
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FIG. 51. Responses to stimulation of the lower right visual field
with an octant checkerboard pattern 1.5 in extension. Twenty
responses were averaged for each set of traces. The schematic
head shows the measurement locations at the back of the head,
while the inset below illustrates the minimum-norm current es-
timate (small arrows; see Sec. IV.I.1) and the location of the
equivalent current dipole (shadowed arrow). Modified from
Ahlfors et al. (1992).

FIG. 52. Responses to faces. (a) Neuromagnetic responses to

face stimuli over the right hemisphere for one subject, measured

with a 24-channel gradiometer. The superimposed traces depict

two successive measurements at each site. The approximate lo-

cation of the instrument is shown on the schematic head. (b)

The average xy locations of the ECDs over the left hemisphere

(six subjects) and the right hemisphere (15 subjects) for the three

main peaks in the responses to face stimuli. VEF indicates the

source of the 100-ms response in the occipital visual cortex.
Modified from Lu et aI. (1991).
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cipital and temporal lobes, the second in the lower part
of the parietal lobe, and the third in the middle of the
temporal lobe. All three locations were significantly
different from each other and clearly separated from the
occipital visual areas. The parietal source was also ac-
tivated by pictures of birds and simple drawings, but the
two other sources were not.

Three areas outside the occipital visual cortex, on both
sides of the head, were thus oberved to become sequen-
tially active by the face stimuli. Interestingly, the first
source location agrees with clinical observations on hu-
mans showing that prosopagnosia can result from dam-
age in the occipito-temporal junction. The source of the
late (380—560 ms) activity might correspond to the supe-
rior temporal sulcus in monkeys, an area which shows
considerably stronger responses to faces than to other
complex visual stimuli. These sites had not been located
earlier in humans.

This investigation is a good example of how magne-
toencephalography can be used for noninvasive studies of
signal processing in the brain. The same stimulus ac-
tivated four brain areas (see Fig. 52) in the sequence:
100 ms (occipital lobe) ~ 150 ms (occipital-temporal junc-
tion) —+270 ms (inferior parietal lobe) ~500 ms (temporal
lobe).
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C. Somatosensory evoked responses

1. Responses from 81

The organization of the primary somatosensory cortex
Sl (see Fig. 3) is well rejected in the distribution of soma-
tosensory evoked fields (SEFs). The early studies
(Brenner et al. , 1978; Hari et al. , 1984; Okada et al. ,
1984) already indicated different representations for the
thumb and the little finger, and showed that the sources
activated by stimulation of the ankle were in the inner
wall of the contralateral hemisphere. Figure 53 illus-
trates responses to alternate wrist and tongue stimula-
tion. The response to median nerve stimulation has two
prominent peaks, one at 20 ms (N20m) and the other at
30 ms (P30m), whereas the main deflection of the
response to tongue stimulation peaks at 55 ms (P55m).
The corresponding ECD locations (see also Suk et al. ,
1991) agree, in general, with the known somatosensory
homunculus (Penfield and Rasmussen, 1950; Penfield and
Jasper, 1954; see Fig. 3). The same is true for stimulation
of other parts of the body. Recording of MEG responses
is completely noninvasive, in contrast to direct stimula-
tion of the cortex applied during brain surgery. With
MEG it may thus be possible to monitor plastic changes
of cortical organization following various lesions in peri-
pheral nerves or in limbs.

2. Responses from S2

MEG recordings have indicated that peripheral stimuli
also activate other sources bilaterally, close to the upper

I

0 100 ms

FIG. 53. Somatosensory responses to stimulation of the median
nerve at the wrist (above) and to the lingual nerve in the tongue
(below). The traces are averages of about 350 responses, digital-
ly low-pass filtered at 190 Hz. The inset shows the approximate
locations, strengths, and orientations of the ECDs to median
nerve and tongue stimulation, as well as to upper and lower lip
stimulation; in the former case the sources are shown for the
two main deAections. The dashed line in the inset illustrates the
approximate course of the Rolandic fissure. Adapted from
Karhu et al. (1991).

lip of the Sylvian fissure, most probably in the second
somatosensory area S2 (Hari et al. , 1984, 1990; Kau-
koranta, Hari et al. , 1986). Figure 54 gives a schematic
illustration about the differences of MEG and EEG
recordings in differentiating between activities of S1 and
S2. It is assumed that the left ankle was stimulated, re-
sulting in activation of Sl on the inner surface of the op-
posite hemisphere within the longitudinal fissure (see Fig.
3) and of the S2 areas in both hemispheres. The magnetic
patterns are clearly separate over each source, whereas
the electric potential is more widely distributed. Conse-
quently, it is not easy to see directly from the EEG pat-
terns that there are three underlying sources. However,
when this information is available from other experi-
ments, the correct solution can be found from the EEG
pattern as well.

Differentiation between temporally overlapping S1 and
S2 activities can be done by a two-dipole time-varying
model: the source locations are first found and their
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Magnetic Electric interval. In other words, the stimuli applied to one finger
did not have an observable effect on neural populations
responding to stimulation of the other finger. These re-
sults indicate that an accurate functional representation
of different body parts is maintained in the human S2 as
well.

3. Painful stimulation

FIG. 54. Schematic illustration of electric and magnetic pat-
terns due to activity in the first and second somatosensory cor-
tices S1 and S2. In the simulations, the head was assumed to be
a spherical conductor with four layers of diA'erent conductivi-
ties, corresponding to the brain, the cerebrospinal Quid, the
skull, and the scalp. The situation corresponds to that observed
after left-sided peroneal nerve stimulation at the ankle, with
simultaneous activity at S1 in the inner central wall of the right
hemisphere and at both S2 areas. The dipole strengths were as-
sumed equal at S1 and at the right S2, and —,

' smaller at the left

S2. The shadowed areas indicate magnetic Aux out of the head
and positive electric potential. Modified from Kaukoranta,
Hari, et al. (1986).

strengths are allowed to change as a function of time (see
Sec. IV.H). After thumb stimulation, for example, such a
model shows maximum activity in S1 at 45 ms and at
145 ms, whereas activity in S2 reaches its maximum at
115 ms (see Fig. 55).

Differentiation between signals arising at the S1 and S2
cortices is very clear in Fig. 56 which shows responses to
stimulation of the left tibial nerve at the ankle, measured
with the 122-channel whole-head magnetometer (see Fig.
41). The first cortical response, peaking at 42 ms, is visi-
ble at the top of the head, above the foot area in S1. Qn
both sides, a long-latency peak is seen at 130—140 ms.
reAecting activity at the left and right S2 cortices. When
the median nerve was stimulated at the wrist, the source
area of the earliest response was, in agreement with the
somatotopical order of S1, a few centimeters lateral to
the midline in the contralateral hand S1 area, whereas
long-latency signals were still seen over both S2 cortices.

In an earlier study (Hari et al. , 1990), responses from
S2 were obtained using an oddball paradigm. The stan-
dards (90%) were presented to the thumb and the deviant
stimuli (10%) to the middle finger, and vice versa. The
S2 responses, peaking at about 100 ms, were almost 3
times as high in amplitude to deviants than to standards
(see Fig. 57). A similar amplitude enhancement was ob-
tained when the deviants were presented without the in-
tervening standards but with the same long interstimulus

Responses have also been recorded to painful stimuli;
the activated areas were around S2. Electrical stimula-
tion of the tooth pulp, carbon dioxide stimulation of the
nasal mucosa, and electrical stimulation of the skin were
used (Hari et al. , 1983; Huttunen et al. , 1986; Joseph
et al. , 1991). Consequently, it can be concluded that
painful stimuli activate certain cortical areas, but no evi-
dence has been obtained for a localized cortical "pain
center. " In objective evaluation of different pain-killer
drugs, it might be valuable to monitor these pain-related
responses whose source areas are now known.

D. Spontaneous activity

1. Alpha rhythm

Studies of spontaneous brain activity benefit greatly
from recordings with multisensor arrays. In evoked-
response experiments, discussed so far, data from several
sites measured at different times can be combined fairly
safely, but in recordings of spontaneous activity, this is
not possible because every event is unique. On the other
hand, many spontaneous brain signals are so strong that
they can be recorded without averaging.

The appearance of the magnetoencephalogram of an
awake subject resembles the well-known EEL. the
parieto-occipital areas show 8 —13-Hz o; activity, which is
damped by opening of the eyes. In the first study of the
human magnetic a rhythm (Cohen, 1968), a phase rever-
sal was observed between signals measured from the right
and left hemispheres, and the oscillating source currents
were suggested to be parallel to the longitudinal fissure
between the hemispheres. Chapman et al. (1984) used
the relative covariance method with an electric reference
at the vertex. The map showed two extrema, one at each
parieto-occipital area. The distribution agreed with a
two-dipole model, with the sources in the vicinity of the
calcarine fissure (the site of the primary visual cortex),
symmetric with respect to the cortical midline and 4—6
cm beneath the scalp. The magnetic a signal was selec-
tively suppressed on one side by stimulation of the left or
right visual fields separately.

Later, a multitude of a sources were found for signals
measured with a 4-channel magnetometer (Vvedensky, Il-
moniemi, and Kajola, 1985) and with two 7-channel mag-
netometers simultaneously (Ilmoniemi et al. , 1988). In a
comparison of the a sources and anatomical information
obtained from MR images (Williamson and Kaufman,
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FIG. SS. Responses over the left hemisphere to electric stimulation of the right thumb; the stimuli were presented once every 2 s.
The signals were digitally low-pass filtered at 90 Hz, and 55 responses were averaged. Three different source models were applied: a
single dipole at the primary somatosensory hand area S1, a single dipole at the second somatosensory cortex S2, and these two
sources operating simultaneously. The continuous traces illustrate the original measured signals and the dotted lines those predicted
by the models. The figure at the lower right corner depicts the dipole moments of the two sources as a function of time and the
goodness-of-fit values for the three models. Adapted from Hari et al. (1993).

19g9), sources of strong oscillations were found in the re-
gion of the fissure between the parietal and occipital
lobes (see Fig. 2), with most sources within 2 cm from the
midline. No dipoles were observed with orientations that
would suggest activation of the wall of the longitudinal
fissure. Either this part of the visual cortex does not
display u oscillations or their fields were canceled out due
to bilateral activity on the opposite ~alls of the same
fissure.

Kaufman et al. (1990) have demonstrated that the oc-
cipital magnetic a activity is suppressed for about 1 s
during a visual memory task. This effect was found by
monitoring the average field variance at the a frequency.

Figure 58 shows recordings of spontaneous magnetic
signals in one subject over the right occipital lobe.
Rhythmic 10-Hz activity is prominent when the eyes are
closed, but it is blocked by the opening of the eyes, The
maximum field gradient during the eyes-closed condition
was about 0.5 pT/cm. This corresponds to a magnetic-
field strength of several picoteslas at the maxima. The

equivalent dipoles of the signals were clustered at the
same vertical height as the sources of the visually evoked
responses to checkerboard stimuli, but about 1 cm
deeper. The detected a oscillations, therefore, most
probably arise from the calcarine fissure or from its im-
mediate surroundings. These MEG results confirm in
humans the generation sites of the cx rhythm, detected
earlier by microelectrode studies in animals.

2. Mu and tau rhythms

Another well-known spontaneous EEG activity, the p
rhythm, has a magnetic counterpart as well. This signal,
which can be recorded over the Rolandic Assure, consists
of 10- and 21-Hz components (Tiihonen et al. , 1989);
they are clearly damped by a clenching of the fist. The
ECDs of the p rhythm were within 1 cm of the source
area of the 20-ms SEF deflection N20m, evoked by stimu-
lation of the median nerve at the wrist (see Fig. 53). The
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FICi. 56. Responses to stimulation of the left tibial nerve at the ankle. The recording was made with the whole-head 122-SQUID
magnetometer (see Figs. 41 and 42). The ISI was 2 s, the recording passband 0.05 —180 Hz, and about 150 single responses were aver-
aged. The traces were digitally low-pass filtered at 140 Hz. The field gradients are shown separately in the polar direction (left) and
in the azimuthal direction (right}. From Hari et al. (1993).

rhythm thus seems to be most prominent in the somato-
motor hand area, thereby rejecting the importance of the
hand, and especially the thumb, for human sensorimotor
organization. Other types of rhythmic magnetic signals
at the somatomotor area, 6 and 12 Hz in frequency, have
been recorded by Narici et al. (1990) after sensory stimu-
lation.

Recently, another spontaneous MEG activity, the ~
rhythm, was detected (Tiihonen et al. , 1991;Hari, 1993).
This is also an 8 —10-Hz oscillation, best seen in the pla-
nar gradiometric recordings just over the auditory cortex
(see Fig. 59). Occasionally the r rhythm was reduced by
sound stimuli, such as bursts of noise, but it was not
damped by opening of the eyes, behaving thus clearly
differently from the occipital o, rhythm. The spatial dis-
tribution of the ~ rhythm suggested activity near the au-
ditory cortex, with the dipole locations within 2 cm from
the source area of the 100-ms auditory evoked response
(see Fig. 60).

The ~ rhythm may a6'ect the reactivity of the cortex to
external stimuli. In fact, an enhancement of evoked
responses to the second tone in a pair of tones occurs
when the sound onset asynchrony is 100—200 ms, which
would correspond to intrinsic frequencies of 5 —10 Hz
(Loveless et al. , 1989). Spontaneous 10-Hz rhythms may
either have an idling function, helping the system to
avoid starting from "cold" when stimulus processing be-
comes necessary, or they may synchronize neuronal pop-
ulations which are necessary for perception.

3. Spontaneous activity during sleep

During sleep, characteristic changes are seen in the
amplitude and frequency of the spontaneous EEG activi-
ty (Rechtschaffen and Kales, 1968). The erst multichan-
nel MEG recordings of sleep were reported only recently
(Lu, Kajola, et al. , 1992). Figure 61 illustrates 24-
channel magnetic recordings and some electric deriva-
tions on one subject during di6'erent stages of sleep,
which were classified on the basis of both EEG and MEG
data. During light drowsiness (stage la), rhythmic r ac-
tivity appeared over the temporal lobe. During deep
drowsiness and light sleep (stages lb and 2), sharp vertex
waves ("V-waves" ) of short duration were seen in the
frontocentral EEG leads (Fz and Cz) and on several
MEG channels. Magnetic spindles of 11—15 Hz in fre-
quency appeared during stage 2 as well. The spindles
were occasionally superposed on high-amplitude tran-
sients, thereby resembling the typical electric "K-
complexes. " During deep sleep (stages 3 and 4, 0.5 —2-Hz
polymorphic slow-wave activity was widely spread over
the measurement area. During REM sleep, defined on
the basis of rapid eye movements and decreased muscular
tone, MEG activity was lower in amplitude and faster in
frequency than during the other stages of sleep.

Figure 62 shows source locations for two subjects dur-
ing the V-waves and K-complexes. The ECDs are
clustered in an area of 4X4 cm in the xy plane, a few
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FIG. 59. Spontaneous magnetic activity recorded by eight
MEG channels (BB,/Bx above and BS,/By below for each pair)
over the right temporal area from a subject who had his eyes
open. EOG refers to electro-oculogram. The signals were low-
pass filtered at 40 Hz. Prominent v oscillations can be seen.
Modified from Hari (1993).
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FIG. 58. Alpha rhythm on one gradiometer channel from the
occipital area when the subject had his eyes closed or open.
The frequency spectra were calculated from 20-s time se-
quences.
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FIG. 57. Seven-channel recordings of responses at two loca-
tions (shown schematically on the inset brain) to frequent elec-
tric pulses presented on the left thumb (solid lines) and to infre-
quent pulses delivered to the middle finger (dashed lines). The
responses have been digitally low-pass filtered at 90 Hz. The
small vertical arrows define the time of sti.mulus presentation.

centimeters toward the parietal lobe from the sources of
N100rn. Since the MEG signals originate primarily from
currents in the fissural cortex (see Sec. III.E.2), the figure
also shows the estimated course of the fissure from which
the signals might be generated. These estimates were ob-
tained by drawing lines orthogonal to the main orienta-
tion of the ECDs. These "fissures" form an angle of
about 45' with the Sylvian fissure (see Fig. 2), whose
course was derived from the orientation of the ECD for
the N100m deflection of the auditory evoked response.

The sources of the V-waves and K-complexes are in
the lower part of the parietal lobe, which may thus be
transiently activated during sleep. This region of the
brain is involved in the regulation of attention, and its ac-
tivation seems to agree with the early hypothesis that K-
complexes are linked to arousal and orientation during
sleep (Roth et al. , 1956).

During slow-wave sleep, the ECDs were distributed
more widely, but they were still concentrated in the lower
parts of the lateral recording sites. The sources underly-
ing the sleep spindles were complex: it was not possible
to account for their distribution with a single-dipole
model, nor with a two-dipole time-varying model. Com-
plexity of spindle generation, with a multitude of sources
and frequencies, has also been suggested on the basis of
animal experiments (Buser, 1987) and by depth-electrode
and scalp-topography studies on humans (Niedermeyer,
1982).

In order to be confident that the ECDs really are
physiologically meaningful, and to compare electric and
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FIG. 60. Source locations of the ~ rhythm. Maps in (a) show
the magnetic-field component perpendicular to the head during
the six successive peaks 1—6 in a representative section of the ~
rhythm shown in {b). The inset (c) depicts the measurement re-
gion with respect to the subject's head. The shadowed areas in-
dicate magnetic flux out of„and the white areas flux into, the
head. The isocontours are separated by 100 fr'. The white ar-
rows in (a) show the locations and orientations of the equivalent
current dipoles. For the coordinate system, see Fig. 47. Shown
in (d) are the locations of the equivalent dipoles (solid circles)
for ten peak deflections of the spontaneous 8—10-Hz oscillation
for three subjects. The open circles and the white arrows show
the dipole locations and orientations for the 100-ms auditory
response. Modified from Tiihonen et al. (1991).

magnetic wave forms, simultaneous EEG and MEG
recordings covering the whole head are necessary, espe-
cially as the sources in both hemispheres seem to func-
tion separately. We expect that these studies will result
in a better understanding of changes in the functional or-
ganization of the human brain during different stages of
sleep.

E. Magnetoencephalography in epilepsy

1. Background and data analysis

The most important clinical application of MEG so far
is the localization of irritative brain areas in patients
suffering from epilepsy. Studies of this type were first
carried out at the University of California in Los Angeles
(Barth et al. , 1982) and at the University of Rome
(Modena et al. , 1982). In focal epilepsy, small areas of
brain tissue may trigger the epileptic seizure. In western
countries 0.5 —1 go of the population sufFers from epilep-
sy. In spite of advances in antiepileptic medication,
seizures in some patients cannot be controlled adequately
and surgical treatment must be considered. For the suc-
cessful outcome of an operation, it is necessary that there
be only one trigger area that can be located accurately
and that it be situated in a cortical region that may be re-
moved without serious side effects to the patient. These
requirements necessitate extensive preoperative tests,
often including invasive recordings directly from the cor-
tex. Therefore, attempts have been made to obtain from
MEG data additional information for selection and
noninvasive preoperative evaluation of candidates for
epilepsy surgery.

Since the early 1980s, a number of epileptic patients
have been studied in several MEG laboratories, as re-
viewed by Rose et al. (1987) and by Sato (1990). During
the last few years, multichannel devices have consider-
ably speeded up the recordings and improved their accu-
racy (Stefan et a/. , 1989, 1991;Paetau et al. , 1990, 1991,
1992; Tiihonen et al. , 1990).

The epileptogenic focus manifests itself as an abnormal
spontaneous activity, including spikes, spike-and-wave
complexes, sharp waves, and irregular slow activity
which can often be recorded also during the time be-
tween the seizures. These signals are typically an order
of magnitude stronger than the evoked cerebral responses
and can thus be measured in real time. To find the
trigger location, spontaneous brain activity should be
recorded simultaneously from large areas over the head.
Owing to lack of suitable multichannel instruments in the
past, a common approach was to apply signal averaging,
which is necessary if the data are obtained sequentially
from several locations. The simultaneously measured
EEG signal can be used as a trigger for MEG wave
forms. With this method, both single sources and multi-
ple irritative brain areas have been found (Barth et al. ,
1982, 1984).

Interesting results have been obtained by using spikes
from electrodes on the scalp and/or in other structures as
triggers for MEG averaging. A consistent depth
difference was observed in the source areas of two groups
of magnetic spikes, triggered by activity recorded on the
scalp and by electrodes put directly into the brain (Suth-
erling and Barth, 1989). This result illustrates propaga-
tion of the epileptic discharge between the superficial and
the deeper brain areas.

In the preoperative evaluation of patients it is essential
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FIG. 61. Comparison of spontaneous MEG activity over the right temporal lobe during wakefulness and sleep. The recording site ss

indicated on the schematic head. The x gradients at 12 locations are plotted above and the y gradients below. In the electric chan-
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not identify speech, not even his own name, nor could he
discriminate between telephone ringing and other sounds.
Auditory evoked magnetic fields to tones and syllables
were absent over the right hemisphere and contaminated
by spikes on the left side. In Fig. 63, the strongest epilep-
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FIG. 62. Source locations (black dots) for V waves and K com-
plexes in two subjects. Only ECDs with goodness-of-fit values
exceeding 90% have been included. For the coordinate system,
see Fig. 47. The thin lines in the V-wave boxes illustrate the
course of the Sylvian fissure, assumed to be orthogonal to the
orientation of N100m, and the thick lines the "fissures" of the
ECDs of V waves (see text for more details). The orientation of
ECDs for the N100m responses are shown by white arrows, and
their locations by open circles. Modified from Lu et al. (1992).

to determine how close the irritative focus is to crucial
brain areas that should not be damaged during surgery;
these include, for example, cortical regions involved in
motor control as well as in speech production and per-
ception. In this task, well-established landmarks are
needed. Functional localization with respect to source
areas of known evoked responses (Tiihonen et al. , 1990)
has now become routine in several MEG laboratories.
The usefulness of this approach is also supported by re-
sults showing that recordings of somatosensory evoked
magnetic fields agree with electrocorticographic data in

determining the course of the central sulcus (Sutherling
et al. , 1988); with combined MEG and scalp EEG data,
the localization accuracy approached that of direct
recordings from the cortex.
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2. Example: boy with disturbed
speech understanding

Figure 63 illustrates epileptic 3-Hz spike-and-wave ac-
tivity recorded from a 7-year-old boy who sufFers from
the syndrome of Landau and Kleffner (Paetau et al. ,
1991). He first developed normally but started to lose his
ability to understand speech at the age of 3, owing to
severe defects in auditory discrimination. The boy had

FICx. 63. Study of an epileptic patient. (Top) Examples of spon-
taneous spike-and-wave discharges from the left hemisphere of
a child with the Landau —Kleffner syndrome. The upper traces
reAect the vertical and the lower ones the horizontal gradients.
The inset illustrates ten superimposed single spikes from the y
derivative of unit 8. (Bottom) ECD locations, shown by white
squares of ten single spikes superimposed on MRI slices. The
white lines indicate transsection levels of the two other slices.
The y channel of unit 3 was not functioning properly and is
omitted. Modified from Paetau et al. (1991).



Mamalainen et al. : Magnetoencephalography 4S5

y derivatives show much smaller signals. The currents
causing the epileptic spikes are under the maximum sig-
nals and are approximately vertical in orientation.
Spikes were detected only on the left hemisphere.

The single-dipole model explained 90—99% of the field
variance during all spikes, and the spatial distribution of
the field was very stable. The source locations, superim-
posed on three MRI scans (see the bottom part of Fig.
63), fall in all projections on a narrow strip in the audito-
ry cortex along the upper surface of the temporal lobe.
Most probably a local epileptic focus has disturbed the
normal functioning of the child's auditory cortical areas.

When extended or multiple source areas are simultane-
ously active, as often happens during the epileptic
discharge, the single-dipole model is not always satisfac-
tory. However, even if the source localization fails, use-
ful information can be obtained by studying the field pat-
tern at different time instances. Clear changes from one
irritative phenomenon to another suggest the existence of
several sources, although they do not rule out a deeper
common trigger. This type of "qualitative" measure-
ment, which resembles the classical use of EEG record-
ings, can be of value in screening patients for surgery.

Intact hemisphere

16 days after stroke
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bility of using AEFs as objective signs of tinnitus (ringing
of the ears). For example, the amplitude ratio of P200m
and N100m had decreased in a patient with tinnitus that
was caused by an acute noise trauma, but returned to
normal during the period of recovery (Pantev et al. ,
1989). Several experimental factors do, however, aFect
this amplitude ratio, and contradictory results have been
reported recently (Jacobson et al. , 1991).

F. Other patient studies

Besides epilepsy, several other clinical applications of
MEG are emerging. Proper functioning of sensory path-
ways from the periphery to the brain, the main focus of
the clinical evoked-potential research at present, can be
assessed by magnetic evoked responses. Some recordings
have been made from deaf patients who use an implanted
cochlear prosthesis (Pelizzone et a/. , 1987; Hari, Peliz-
zone et al. , 1988; Hoke, Pantev et al. , 1989). In these
patients the auditory nerve is directly stimulated by an
electrode put into the cochlea, with the normal receptor
mechanisms bypassed. In spite of this very artificial in-

put, the patients learn to respond to the stimuli in a simi-

lar way as they earlier reacted to real sounds, and some
of them start to understand speech even without lip read-
ing. Similarly, the responses of their auditory cortex may
resemble closely those of subjects with normal hearing.

Strokes associated with insufhcient or blocked blood
Bow to the temporal lobe often cause marked defects in

speech perception and production. Both AEFs and spon-
taneous activity have been recorded recently in patients
with different types of cerebro vascular accidents. A
lesion in the supratemporal auditory cortex resulted in
the disappearance of the N100m deAection of the audito-

ry evoked response only when the damaged area extend-
ed deep into the temporal lobe (Leinonen and Jout-
siniemi, 1989; Makela, et al. , 1991). Figure 64 illustrates
the evoked responses and the extent of the lesion of one
such patient. Focal slowing of the spontaneous MEC» ac-
tivity has been detected in patients with brain infarctions,
hemorrhages, and transient ischemic attacks (Vieth,
1990).

Hoke et al. (1989) have suggested the interesting possi-
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FIG. 64. Auditory responses of a patient over both hemi-

spheres 16 months after a stroke. The black and white bars on
the time scale indicate noise and square-wave parts of the
stimuli, respectively. Sixty single responses to contralateral
stimuli were averaged and two independent sets of measure-
ments are superimposed. The arrow in the upper head inset
shows the equivalent dipole for N100m and N100rn'. The sites
of the two dipoles differ by less than 1 rnm. Responses from the
channels that recorded the maximum signal 16 days after the
stroke, i.e., 152 months earlier, are displayed in the boxes. The
CT data in the middle illustrate the extent of the lesion, extra-
polated to a standard series of anatomical pictures. Adapted
from Makela and Hari (1992).
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Abnormalities have been observed in SEFs of patients
with clinically diagnosed multiple sclerosis (Karhu, Hari,
Makela, et al. , 1992). The N20m deAection was reduced
and delayed by 2.5 —3 ms, in agreement with evoked po-
tential data. Additional abnormalities were common in
the middle-latency responses: the 60-ms deflection was
often of larger amplitude than that in control subjects.
Field mappings indicated that the sources of N20m and
P60m were in the somatosensory hand area; their loca-
tions agreed with those found in a control group of
healthy subjects. Therefore, the responses and especially
their electric counterparts can be utilized safely in clini-
cal testing.

In patients with progressive myoclonus epilepsy, SEFs
are 3—6 times larger when compared with the response of
a normal subject, but the source locations agree with ac-
tivation of the somatosensory hand area (Karhu, Hari,
Kajola et al. , 1992). The cortical hyperreactivity of these
patients is not extended to the auditory system.

Further attempts to develop MEG's clinical applica-
tions include dc recordings on patients suffering from mi-
graine to detect magnetic signals associated with the
spreading depression (Barkley et al. , 1991).

VII. CONCLUSIONS

MEG has already proven itself a useful tool in studies
of human neurophysiology and information processing.
The results have confirmed features of cortical functions
that earlier were observed only in animals and have also
revealed information about entirely new functional prin-
ciples. Better knowledge of normal brain functions is the
necessary basis for advances in understanding the mecha-
nisms of different brain disorders as well. Furthermore,
recordings of both electric and magnetic signals under
similar conditions have been important in identifying the
neural sources of various evoked responses and of spon-
taneous brain rhythms. Neuromagnetic studies are thus
increasing considerably our knowledge of brain activity.

EEG recordings are routinely made in thousands of la-
boratories of both clinical and basic neuro- and psycho-
physiology, but the number of MEG installations is less
than 50. We believe, however, that the understanding
that has resulted from MEG recordings is useful for ever-

ybody working on EEG, independent of one's access to
MEG facilities. Since both electric and magnetic signals
are generated by the same neuronal activity, one should

pay attention to the available .MEG data when making
conclusions about cerebral functions on the basis of EEG
recordings.

Multi-SQUID magnetometers are being actively
developed in several countries with considerable industri-
al backing. High-quality instruments will be installed in
many leading hospitals, and future clinical applications
of MEG will depend strongly on experience obtained
with these devices. When such magnetometers are fully
operational, a completely new era of clinical MEG
should emerge, since patients can then be studied more

rapidly and more conveniently, and both the accuracy
and the reliability of the data will improve. Emphasis
will be put on combining information from diverse brain
imaging methods, applied on large patient populations,
to assess reliably the clinical value of MEG.

With the new whole-head-covering instruments, the
activity in different parts of the brain can be monitored
simultaneously. In precise work, the actual shape of the
subject's cerebral cortex, as determined by magnetic-
resonance imaging, must be taken into account. Ad-
vanced signal-analysis techniques can be applied to
reduce coherent noise, and more sophisticated solutions
of the inverse problem than the dipole models will be-
come feasible. With these developments, the spatial ac-
curacy of MEG will improve and the method will there-
by complement PET studies, which have resolved brain
areas activated during different behavioral tasks and dur-
ing language processing.

It is certain that during the present Decade of the
Brain considerable progress will be made in human neu-
roscience. MEG will probably play an important role in
studies of basic neurophysiology, since it can follow
changes on a millisecond time scale, characteristic for
cortical signal processing. With MEG it is possible to
study neurophysiological processes underlying mental
acts in healthy and awake humans, including simultane-
ous stimulation of different sensory modalities, in a total-
ly noninvasive way.
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