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Design and Testing of a Bending-Resistant Transparent
Nanocoating for Optoacoustic Cochlear Implants
Alessandra Griffo,[a, b] Yingying Liu,[a] Riitta Mahlberg,[a] Hanna-L. Alakomi,[a]

Leena-S. Johansson,[b] and Roberto Milani*[a]

A nanosized coating was designed to reduce fouling on the
surface of a new type of cochlear implant relying on
optoacoustic stimulation. This kind of device imposes novel
design principles for antifouling coatings, such as optical
transparency and resistance to significant constant bending. To
reach this goal we deposited on poly(dimethylsiloxane) a PEO-
based layer with negligible thickness compared to the curvature

radius of the cochlea. Its antifouling performance was moni-
tored upon storage by quartz crystal microbalance, and its
resistance upon bending was tested by fluorescence micro-
scopy under geometrical constraints similar to those of
implantation. The coating displayed excellent antifouling
features and good stability, and proved suitable for further
testing in real-environment conditions.

1. Introduction

One of the main concerns in the design of biomedical implants
is to achieve control over the interaction between biomaterial
surfaces and the biological medium. Even though bioadhesion
is part of the integration process of a biomaterial within the
human body, it is of great importance to avoid non-specific
protein and cell adhesion for example when prostheses[1] and
scaffolds for tissue regeneration[2–4] are involved. This holds also
in the case of cochlear implants, where adverse effects may
include inflammation and fibrosis.[5–7] Recently a new operation
mode was proposed for implantable cochlear devices, relying
on laser irradiation to stimulate cochlear responses through the
so-called optoacoustic effect.[8–10] For this type of implants one
particularly undesirable event would be the growth of fibrous
tissue on the surface of the device, which would interfere with
light transmission and reduce its efficiency.[11,12]

Here we present an antifouling coating designed for one
such device. In this new, highly miniaturized system an array of
miniature lasers is placed inside the cochlea to provide
optoacoustic stimulation, as described elsewhere in greater
detail.[10] When designing a coating for this implant, several
requirements need to be fulfilled. The first is to minimize
protein and cell attachment in order to avoid biofilm formation,
which might lead to infections and degradation of performance

as described above. Clearly, it is also necessary for the
antifouling action to persist over a long time scale in
physiological conditions; there are however additional require-
ments which are specific to this particular type of device. It is
evident for example that the coating needs to be transparent at
the wavelength used for the optoacoustic stimulation, which is
1550 nm in the present case. Perhaps less obvious, but not any
less important, is that the coating must be flexible enough to
maintain its efficiency after implantation in the cochlea, whose
typical spiral shape will result in the application of a continuous
bending stress to the implant.[12]

In the past years there have been reports of cochlear
implants based on protein repelling hydrogels[13] and biode-
gradable polymers[12] which reduced the formation of connec-
tive tissue and improved the electrode-nerve interface. In the
present study, a triethoxysilane-terminated polyethylene oxide
with 44 ethylene oxide units (PEO44-TES) was used. PEO is
known for its non-toxicity and biological inertness,[14] as well as
for its ability to reduce protein adsorption and cell adhesion
thanks to steric repulsion and low hydrated interface free
energy.[15–18] The length of the PEO chain was chosen to provide
good surface coverage, while the alkoxysilane function is
expected to allow stable covalent grafting onto the polydimeth-
ylsiloxane (PDMS) surface of the device after plasma activation
(Figure 1). It is known that a number of more complex
compositions and preparation methods have been reported in
literature for antifouling coatings, including various modifica-
tions of PDMS, block copolymers, star-shaped polymers, poly-
electrolyte multilayers and polymer brushes grown in situ.[12,19–25]

In the context of a wider study which included different coating
designs and deposition methods, however, here we wished to
explore the possibility to use a nanosized polymer layer
deposited by a simple, non-laborious grafting to approach. This
might lead to somewhat lower coating densities, however it
was reported before that highly dense, partly crosslinked
polymer brush coatings can suffer from delamination due to
osmotic pressure effects.[26] For coatings subject to significant
bending stress, a lower density and a very small thickness
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compared to the applied radius of curvature may therefore be
beneficial and lead to a satisfactory trade-off between perform-
ance and stability.

As a first step in this exploratory study, the PEO44-TES
coating was deposited on PDMS surfaces to evaluate features
such as optical transparency and in vitro antifouling perform-
ance towards single protein solutions, fibroblasts and bacteria.
The antifouling features, in particular, were studied by Quartz
Crystal Microbalance with Dissipation monitoring (QCM-D),
which is a useful method to evaluate adsorption phenomena
on polymer surfaces,[27,28] including those involving biological
molecules.[29] Our results show that the proposed coating has
high transparency and very good antifouling properties, which
are mostly maintained even upon application of significant
bending stress. The main focus here is to obtain information on
the compositional, structural and functional stability of the
coatings upon storage and bending. This will provide a basis for
studies in conditions closer to the real application, and for a
comparison with more complex coating designs, including
grafting from approaches, which will be the object of separate
publications.

2. Results and Discussion

2.1. Coating Characterization

The coating described in this work is expected to cover also the
optical windows of the optoacoustic device, through which the
radiation used for stimulation is transmitted.[10] The coating
therefore needs to be transparent at the operating wavelength
of the device, which is in the near infrared at 1550 nm. The first
test performed was an assessment of the optical transmission
features of PEO44-TES, which was deposited on glass slides to
prepare a high density silane coating. The film was essentially
transparent in the 900–2000 nm wavelength range, with a
transmission value of ca. 98% at 1550 nm (Figure S1), therefore
PEO44-TES satisfies the optical transparency requirements of
the optoacoustic device.

The compositional and structural features of the coatings
were characterized after its deposition on 600 μm-thick PDMS

slides, i. e. the same encasing material and thickness planned
for the implant. The substrate surface was first activated by
oxygen plasma to allow covalent binding of PEO44-TES,
monitoring the effectiveness and durability over time of the
activation effect by water contact angle (WCA) measurement
(Figure 2a). As expected, the plasma-treated PDMS was highly
hydrophilic. The WCA was 9° after 30 minutes from treatment
and rose to about 44° within the first two hours, after which it
increased more slowly. The original value displayed by un-
treated PDMS was eventually recovered in two days. This is in
good agreement with previous literature,[30,31] and is due to the
PDMS polymer chains rearranging to minimize surface energy.
Based on these data, in following experiments the functionaliza-
tion with PEO44-TES was performed always within one hour
from plasma activation.

The successful deposition of PEO was assessed by XPS
elemental analysis. An increase in oxygen and a slight decrease
in Si content were observed, which are consistent with the
PDMS surface being covered by new, oxygen-rich polymer
layers (Table 1). Most importantly, a new component appeared

in the C1s peaks which is compatible with C� O bonds and
constitutes a strong indication of the presence of PEO (Fig-
ure 2c). For a hypothetical multilayer coating composed only by
fully hydrolysed PEO44-TES, devoid of contaminants and with a
thickness well above the penetration depth of XPS analyses
(roughly 10 nm), the expected percentage of Si in the elemental
analysis should be below 1%. Similarly, the distribution of C� O
and C� C/C� Si components of the C 1s peak should be close to

Figure 1. Schematic representation of the surface functionalization procedure. The PDMS surface was first treated by plasma, then PEO44-TES was covalently
grafted.

Table 1. XPS elemental analysis for untreated and PEO44-TES coated
PDMS. On the right side of the Table are reported the components of the C
1s peak, together with their respective percentage contribution to the
whole peak.

Elemental analysis (%) C 1s components (%)
Sample C 1s O 1s Si 2p other C� O C� C

C� Si
C� C[a]

PDMS 44.9 24.5 30.6 – – 86.4 13.6
PEO44-TES 39.3 34.2 26.3 Na 1 s: 0.2 32.5 67.5 –

[a] This CC component is likely due to surface contamination.
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98% and 2% respectively, even assuming a random orientation
of PEO44-TES in the layer.

The data reported in Table 1 for our coated surfaces are
clearly distant from these values, as the percentage of Si
decreased only from 30.6% to 26.3% upon coating deposition,
and the contribution of the C� O component to the C 1s peak is
estimated to be only 32.5%. This result is however not
surprising. The average length of an ethylene oxide unit has
been calculated to be about 0.28 nm, in helical ttg config-
uration and in the crystalline state.[32] In a fully extended helical
configuration, therefore, the length of PEO44-TES would be
close to 13 nm; for a non-dense monolayer in the dry state,
where PEO chains can be expected to assume a collapsed
configuration, the average thickness of the coating will thus be
well below the maximum probing depth of XPS. This is also in
line with the fact that no clear PEO-related peaks could be
identified by FTIR-ATR analysis, which typically has a probing
depth of the order of the micron (Figure S2). In addition, these
results may be also due to the presence on the surface of
residual uncrosslinked low molecular weight PDMS left from the
preparation of the substrate, which cannot be ruled out as
explained below in more detail.

The measurement of WCA can also give a first indication of
the stability of the coating in dry and wet environments.[33] To
do so, we compared the WCA of PDMS samples functionalized
with PEO44-TES right after deposition, and after four weeks of
storage in air and in physiological saline solution (0.85% NaCl,
Figure 2b).

Freshly prepared PEO44-TES coatings displayed a WCA of
35°, which is in reasonable accord with literature values
reported for analogous surfaces.[30,33] After four weeks aging, the
WCA increased by ca. 24 degrees (from 35° to 59°) in
physiological saline solution and by ca. 43 degrees (from 35° to
78°) in air (Figure 2b). This is a different behaviour from the one
observed by Desai and coworkers, who reported that the WCA
of PEO coatings deposited on silicon surfaces remained stable

over 4 weeks of storage in saline buffer.[33] The difference may
be explained by the different substrate material and deposition
methods used. In our case it is possible that one portion of the
exposed hydrophilic functions generated by plasma activation
remained unreacted during coating deposition, and was later
replaced by non-activated, hydrophobic PDMS as the polymer
chains rearranged to minimize surface energy. It is however
also possible that very small amounts of uncrosslinked, low
molecular weight PDMS precursor residues from the curing
process were released over time, as shown in previous
literature,[34] since even very small amounts of these compounds
might have a substantial effect on the measured WCA. Both
hypotheses are consistent with the observation that the WCA
increased more after storage in air, which is a more hydro-
phobic medium than the saline solution. Neither of these
phenomena could have occurred in the system studied by
Desai, since silicon is much more rigid and structurally stable
than PDMS.

Some evolution of the coating morphology was also
observed over time, as shown in Figure 3 by the AFM micro-
graphs of Quartz Crystal Microbalance (QCM) sensors with a
PDMS top layer before and after deposition of PEO44-TES. The
freshly prepared coatings (Figure 3d,e) displayed gaps of a few
hundred nm in size, within an otherwise dense layer showing
ca. 4 nm high features (Figure 3f). This is most likely due to the
presence of defects in the PDMS layer already before function-
alization, as can be observed in Figure 3a,b.

After one month of storage in physiological saline solution,
it was found that the surface of the film had undergone
significant reconstruction (Figure 3g,h). The sample consistently
displayed grooves with a depth of approximately two nano-
meters, and a general reduction of surface roughness (Fig-
ure 3i). Interestingly, similar patterns are often observed after
exposing block copolymer films to solvents or vapours with
significantly different affinity for the various blocks.[35–37] It could
be hypothesized then that the structure observed here arises

Figure 2. WCA of plasma-treated PDMS surfaces at different times after preparation (a), and of the PEO44-TES coating aged by storage for 4 weeks in dry and
wet state (b). C1s XPS spectra for PDMS surfaces, both unmodified (c) and coated with PEO44-TES (d).
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from the surface microphase separation of hydrophilic PEO and
hydrophobic PDMS domains in the top layer of the material,
covalently bound but still retaining significant mobility. It
should also be noted that the flattening observed for the aged
coating could be beneficial to its antifouling performance, since
surface roughness has been sometimes associated with im-
proved cell adhesion.[38,39]

2.2. Protein Adhesion Tests

The PDMS surfaces modified with PEO44-TES appear to evolve
over time to some degree, both from the compositional and
structural points of view; it becomes then necessary to verify
whether these changes affect the antifouling performance of
the coating or not. To do this, we studied the adsorption of the
two model proteins fibrinogen (Fg) and bovine serum albumin
(BSA) by QCM-D. Although it has been reported that the
performance of an antifouling surface may be different for the
adsorption of single proteins compared to more complex
biological media,[40] these data can still provide a useful and
straightforward basis for a first evaluation of coating stability,
both over time and upon bending.

QCM sensors with a PDMS top layer were coated with
PEO44-TES in the same way as the PDMS slides, and exposed to
1 mgmL� 1 solutions of Fg and BSA. The Sauerbrey model[41,42]

was used to estimate the mass adsorbed on the surface of these
samples, since frequency and dissipation shifts were very small
and little to no overtone splitting was observed. The viscoelastic

Voigt model[43] was used instead to estimate the protein
adsorbed on the surface of uncoated PDMS, where frequency
and dissipation shifts were large and significant overtone
splitting occurred. The QCM-D sensorgrams for both frequency
and dissipation shifts are shown in Figure S3 in the Supporting
Information.

The frequency/dissipation (Δf vs. D) curves for Fg adsorp-
tion reported in Figure S4 show always a nearly linear depend-
ence between the two shifts, however their slopes differ
significantly depending on the type of surface. The value of Δf/
ΔD is ca. 13 on uncoated PDMS, where thick protein layers are
formed, and ca. 5 on PEO44-TES coatings, where very little Fg
adsorption occurs. This suggests that the protein layer is highly
hydrated.[44] Interestingly, two distinct slopes were found for
BSA adsorption on uncoated PDMS, where Δf/ΔD is initially ca.
2.5 and then rapidly switches to ca. 12, which is closer to the
value observed for fibrinogen. It is not straightforward to give
an explanation for this result, however the adsorption of BSA
seems to occur differently from that of Fg, at least in its initial
stages. A meaningful frequency/dissipation chart could not be
drawn for BSA adsorption on PEO44-TES, since the recorded
shifts were too small compared to experimental noise.

The QCM-D experiments clearly showed that protein
adsorption was strongly reduced on samples coated with
PEO44-TES. The estimated adsorbed mass of Fg on uncoated
PDMS was close to 3000 ng/cm2, which is in reasonable accord
with the one found by Nan and coworkers for adsorption on
gold at the same protein concentration.[44] On the coated
surface this value dropped to 170 ng/cm2, which corresponds to

Figure 3. AFM micrographs of PDMS coated QCM sensors as such (a,b) and modified with PEO44-TES before (d, e) and after (g, h) aging for one month in
physiological saline solution. Section analysis along the indicated blue lines are reported in panels (c), (f), (i).
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over 90% reduction of protein adsorption (Figure 4). In
proportion the reduction was even stronger for BSA, whose
estimated adsorbed mass went from 1730 ng/cm2 on uncoated
PDMS to nearly zero on surfaces modified with PEO44-TES.
There is a significant difference in the adsorbed masses of Fg
and BSA on uncoated PDMS; again, this is consistent with
previous literature,[45,46] and can be explained by comparing the
molecular weights and isoelectric points of the two proteins
(for Fg, MW=340 kDa and pI=5.8; for BSA, MW=66.5 kDa and
pI=4.8–5.0). Besides being a larger protein, Fg has an isoelectric
point which is closer to the neutral pH used in the QCM-D
experiments, and therefore is more prone to forming multi-
layers.

From the results shown, it is evident that the PEO44-TES
coating is effective at preventing the adsorption of both
proteins. The reasons for the antifouling properties of PEO have
been discussed at length in literature and will not be examined
in depth here, but they correlate with the enthalpic barrier
which needs to be overcome to desorb interfacial water bound
to PEO and make room for protein adsorption.[40,47,48]

As mentioned above, the AFM and WCA studies showed
that changes occurred in the samples upon storage. However,
when a PDMS surface coated with PEO44-TES and aged in
physiological saline solution for 2 months was tested for BSA
adsorption, the antifouling properties were still very similar to
those of a freshly prepared sample (Figure 4b, green curve).
Therefore the single-protein repellency features of the coating
were maintained, in spite of the observed changes in structure
and wettability. The stability of the PEO44-TES coating may be
partially attributed also to some degree of crosslinking which is
likely to occur thanks to its alkoxysilane molecules.

2.3 Cell Adhesion Tests

A preliminary evaluation of the ability of the coating to prevent
cell adhesion was also performed, by incubating both coated

and uncoated samples in bacterial and fibroblast cultures. A
mixture of Staphylococcus aureus, Staphylococcus epidermis and
Pseudomonas aeruginosa was used for the bacterial growth
tests. Uncoated PDMS surfaces already showed relatively low
bacterial viability under the conditions of the study, with only
2.9 Log colony forming units (CFU) per square centimetre. A
clear improvement was nonetheless observed after deposition
of PEO44-TES, as this value dropped to 1.8 LogCFUcm� 2.

For the fibroblast adhesion test, some representative images
can be found in Figure 5. Cell clusters were easily identified on

uncoated PDMS, while only very few fibroblasts could be found
on the PEO44-TES surfaces. It should be noted that a rather
small number of clearly identifiable fibroblasts was found also
in some of the uncoated PDMS repeats. In these cases however
surface fouling was still an issue since considerable amounts of

Figure 4. QCM-D data showing the adsorption of Fg (a) on virgin PDMS (black line) and on PEO44-TES coating (red line); and of BSA (b) on virgin PDMS (black
line) and on PEO44-TES coating before and after aging in saline solution for 2 months (red and green line, respectively). Protein injection is marked by green
arrows and PBS rinsing by grey arrows.

Figure 5. Optical microscope images of PDMS surfaces incubated with
fibroblasts: uncoated PDMS (a,b), PEO44-TES coated PDMS (c,d).
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cell debris were found scattered throughout the surfaces (data
not shown), which suggests that cell damage may have
occurred in those instances. In any case, it is important to
remark that similar deposits were never observed on any of the
samples coated with PEO44-TES. Overall, these results confirm
that the coatings display a very good antifouling activity not
only towards single protein adsorption, but also for cell
adhesion in vitro.

2.4. Bending Resistance Tests

One of the main aims of this study was to investigate whether
the coating maintains its functionality upon application of
bending stresses. The intended use of the optoacoustic device
requires the insertion of a flexible element into the cochlea,
which has a spiral, snail shell-like shape with a curvature
diameter of about 6 mm. The implanted device therefore is
expected to experience continuous and significant bending
stress throughout its operation lifetime. In order to reproduce
these conditions, coated and uncoated PDMS slides having the
same thickness planned for the implantable elements of the
optoacoustic device (600 μm) were bent around a cylindrical
mandrel bending tester with the same curvature diameter as an
average cochlea (6 mm, Figure S5).

The samples were first analysed optical microscopy to verify
the occurrence of cracks or other surface damage (Figure 6 and
S6). Some cracks were visible after bending, both on the sides

subject to compression and to extension deformation. However
it is important to note that some small cracks were already
visible on the pristine PDMS, before coating deposition or the
application of any bending stress. These pre-existent cracks
were probably formed during the fabrication of the PDMS
substrates and it is reasonable to assume that they may extend
when bending stress is applied. The presence of cracks after
bending may therefore be a consequence of the PDMS
fabrication process rather than of an intrinsic fragility of the
PEO44-TES coatings, which are expected to be rather flexible on
account of both their nature and very small thickness.

It is important for the surface of a cochlear implant to
maintain its antifouling functionality at a reasonable level upon
bending. In order to verify this, samples subjected to bending
tests were also incubated with a solution of fluorescein-labelled
BSA (BSA-FITC) and imaged on an epifluorescence microscope
to verify whether protein adsorption occurred. This test was
performed on the coatings before and after bending, as well as
on pristine PDMS as a control. As expected the uncoated PDMS
displayed a diffuse fluorescence signal, which was instead
absent on the PEO44-TES coatings before bending (Figure 7a–c
and Figure S7). The bent samples only showed some
fluorescence along the cracked areas, particularly on the side
subjected to extension stress (Figure 7d).

This suggests that the extension of pre-existent cracks upon
bending as described above results in damaged areas, where
uncoated PDMS is exposed and therefore protein adsorption
can occur to some degree. As clearly shown by the images,

Figure 6. Optical microscope images of uncoated PDMS before bending (a), and of PEO44-TES coated PDMS before bending tests (b), and after bending, on
the compression side (c). More images of the PEO44-TES coated PDMS after compression and extension are reported in Figure S6.

Figure 7. Epifluorescence images of surfaces incubated with BSA-FITC. Uncoated PDMS (a), PEO44-TES coating on PDMS and its magnified area before
bending (b, c) and after bending, on the extension side (d). Brightness was increased by 50% for all images
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however, the fluorescent signal is strictly confined inside the
cracks, so that no dramatic loss of the antifouling performance
takes place overall. It is also worth noting that the operating
mode of the bending tester is such that the stress applied to
the samples is surely larger than the one expected for the
implants upon insertion into the cochlea. This problem never-
theless could be reduced by improving the PDMS curing
process in such a way as to reduce or avoid the formation of
cracks in the first place. More epifluorescence images are
available in the Supporting Information, for both the sides of
the samples subject to extension and to compression (Fig-
ure S7).

3. Conclusions

In this work is reported the design and preliminary testing of a
thin antifouling coating for a new type of cochlear implant,
which is planned to provide optoacoustic stimulation from
inside the cochlea. This particular application requires the
coating not only to reduce protein and cell adhesion, but also
to be transparent and maintain its performance under signifi-
cant bending stress, as dictated by the small size and spiral-like
shape of the cochlea.

The coating was prepared through a simple and scalable
procedure in a way to possess negligible thickness compared to
the cochlear radius, and displayed very good features in terms
of optical transparency and antifouling action. Its presence
prevented protein adsorption almost completely, and reduced
significantly the adhesion of fibroblasts and bacteria. Some
structural evolution of the surfaces was observed over time,
which however did not affect their ability to lower protein
adsorption even after storage in physiological saline solution
for two months. A small amount of structural damage was
revealed in bending tests, which however seemed to be due to
defects occurring during fabrication of the PDMS substrate,
rather than to an intrinsic flaw of the coating.

The results presented in this work indicate that the PEO44-
TES coating is a potential candidate for antifouling protective
layers on optoacoustic cochlear implants, and could be
potentially used also for other biomedical applications. Further
investigations will be necessary to clarify its performance and
stability over longer periods and closer to actual operational
conditions; these tests and the evaluation of more complex
coating designs will be the object of future studies.

Experimental Section
Polydimethylsiloxane (PDMS) sheets of size 20×60×0.6 mm (NuSil
MED-6033 silicone elastomer) were kindly supplied by Dr. Rony
Jose James in CSEM (Neuchâtel, Switzerland); the thickness of the
slides was chosen to match the planned thickness of the
implantable element (600 μm). Polyethylene oxide having a chain
length of 44 monomer units with one methyl ether and one
triethoxysilane termination (PEO44-TES) was purchased from Specif-
ic Polymers; bovine serum albumin (BSA), fibrinogen (Fg), albumin

labelled with fluorescein isothiocyanate (BSA-FITC) and solvents
were purchased from Sigma Aldrich.

Silanization with PEO44-TES. The functionalization procedure was
adapted starting from previously reported methods.[30,49] Typically,
three PDMS slides with size varying from 15×15 mm to 10×30 mm
were sonicated in ethanol, acetone and Milli-Q water for 5 min
each, then rinsed with acetone, ethanol and water, and dried with
nitrogen. Sample surfaces were first activated by O2 plasma
treatment (Diener Nano Plasma) for 60 sec (pressure=0.3 Torr,
Power=80–100 W).[50,51] Treatment parameters were chosen in
order to limit surface damage.[52,53] Then, 0.150 g of PEO44-TES were
dissolved in 15 mL of a mixture of ethanol:water (1 : 2 v/v), so as to
achieve a final concentration of 10 mgmL� 1 (4.6 mM). The pH of the
solution was adjusted at 2 by adding a few drops of 2 M HCl
aqueous solution (pH checked with indicator strips). The activated
PDMS slides were dipped into the solution within 1 h from plasma
treatment and incubated in it overnight, then rinsed with a mixture
of ethanol:water (1 : 2 v/v) and thoroughly with water, and finally
dried under nitrogen flux.

Optical transparency tests. Optical absorption spectra were collected
on a Perkin Elmer Lambda 900 spectrophotometer. The spectral
acquisition range used was between 175 nm and 3300 nm. For
these measurements, a PEO44-TES coating was prepared on glass
slides (2 cm×4 cm) according to the same procedure described
above for PDMS slides.

Water contact angle (WCA). Water contact angle (KSV CAM200,
Biolin Scientific) was measured using the sessile drop method, with
5 μL water droplets. All reported values were the average of at least
3 measurements performed on different areas of the samples.

X-ray photoelectron spectroscopy analysis (XPS). XPS characterization
was carried out on an AXIS Ultra instrument by Kratos. The films
were placed in a sample holder with UHV compatible carbon tape
and pre-evacuated overnight, together with an in situ reference
sample of 100% ash-free cellulose filter paper. Monochromatic Al
Kα irradiation at low irradiation (100 W) was used under neutralisa-
tion. Low resolution/wide energy range, and high resolution scans
of C 1s, O 1s, N 1s and Si 2p regions were taken on at least three
locations for each sample. The software CasaXPS™ was used for
data analysis. The C 1s high resolution data was curve fitted with
Gaussian components for a more detailed chemical analysis[54] and
the binding energies of all spectra were adjusted with the help of
the in-situ reference and the CC component present in all samples
(i. e. carbon atoms without oxygen neighbours). Wide scans were
used in surface elemental analysis.

Fourier Transform infrared analysis (FT-IR). FT-IR measurements
(Nicolet iS50 FT-IR, ThermoScientific) were recorded in dry environ-
ment under total attenuated reflectance conditions by pressing the
samples against the diamond crystal plate.

Atomic force Microscopy (AFM). Topographical images were acquired
by atomic force microscopy (AFM) in tapping mode with a Digital
Instruments Dimension 3100 Scanning Probe Microscope (Bruker,
Santa Barbara, CA). Silicon cantilevers (NSC15/AIBS, MicroMasch,
Tallinn Estonia) with a driving frequency around 300 � 360 kHz
were used. Two different scan sizes were recorded: 1×1 μm2 and
5×5 μm2. All measurements were performed at room temperature
and in air.

Quartz Crystal Microbalance with Dissipation monitoring (QCM-D).
The QCM-D measurements were performed in flow mode using a
Q-Sense E4 instrument and PDMS-coated quartz crystals with a
fundamental frequency of 5 MHz (Biolin Scientific, Sweden). The
measurements were carried out at 22 °C using a flow rate of
100 μLmin� 1. PDMS-coated QCM-D sensors, both unmodified and
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functionalized with PEO44-TES as described above, were stabilized
in 10 mM phosphate buffer saline (pH 7), then exposed to
1 mgmL� 1 protein solutions in the same buffer until a constant
frequency value was obtained, and finally rinsed with the running
buffer. Further measurements were performed on sensors prepared
in the same way after storing in physiological saline solution
(0.85% NaCl) for 2 months. The data were analyzed with the Dfind
software provided by the instrument manufacturer. Adsorbed mass
values were estimated by using the viscoelastic Voigt model
(Broadfind algorithm in Dfind) for protein layers on uncoated
PDMS, and the Sauerbrey model for protein layers on PEO44-TES
coatings (Composite Sauerbrey algorithm in Dfind). Harmonics 3, 5,
7, 9 and 11 were used for fitting, with density values of 1100 gL� 1

for the protein layers and 1006 gL� 1 for the bulk liquid.

Fibroblast adhesion tests. Mouse fibroblast strain NCTC clone 929 [L
cell, L-929, derivative of Strain L] (ATCC© CCL-1™) was cultured in
25 cm2 T-flasks in ATCC-formulated Eagle’s Minimum Essential
Medium, Catalog No. 20-2003 medium supplemented with 10%
horse serum. Cells were cultured at 37 °C in a humidified
atmosphere containing 5% CO2 and routinely passaged by
trypsinization. Three PDMS slides per each type of sample
(unmodified and coated with PEO44-TES) were sterilized by
immersion in 70% ethanol for 20 min, rinsed in sterile deionized
water and dried inside a sterile hood. The slides were then put in
12-well polystyrene culture plates (one sample per well). A 0.3 mL
aliquot of cell suspension (1×105 cellmL� 1) in the supplemented
medium was carefully layered onto each sample. All culture plates
were then incubated in the CO2 incubator for 3 hours and after
incubation the medium was decanted and samples were rinsed
twice with the supplemented medium to release unattached cells.
All rinsing was done by shaking the culture plate for 10 s at 80 rpm
on a plate shaker after addition of 1 mL of fresh medium into each
well. Samples were fixed with 70% ethanol for 10 min and after
decanting the ethanol they were stained with 0.4% crystal violet
for 5 min. After staining the samples were rinsed with sterile water
and air-dried. Images of the sample surfaces were collected on an
Olympus microscope.

Bacterial growth tests. Bacterial adhesion and antimicrobial activity
of the surfaces was examined against a microbial mixture of
Staphylococcus aureus VTT E-70045, Staphylococcus epidermis VTT E-
97768T and Pseudomonas aeruginosa VTT E-96728, in physiological
salt solution (0.85% NaCl), and the results were presented as colony
forming units (CFU) cm� 2. Target microbes were grown overnight in
Tryptic Soy Broth (TSB) and diluted to obtain inoculum level 5×
103–104 CFUmL� 1 for the antimicrobial activity testing. Heat-steri-
lized (160 °C, 4 h) test surfaces were submerged in glass vessels
containing 200 mL of 0.85% NaCl solution and microbial inoculum.
Samples were incubated at 37 °C with orbital shaking (50 rpm). The
number of viable bacteria was analysed by plate count analysis on
Plate count agar (PCA). Three replicates of each sample type
(coated and uncoated) were placed in 45 mL peptone saline
solution and cells were released from the surface by sonication
(10 min at room temperature). A subsample was homogenized by
mixing with Vortex (1 min) and after dilution series plated on Plate
count agar.

Bending Tests. Mechanical tests were performed on a cylindrical
mandrel bending tester (Model 266 S ERICHSEN) using a mandrel
with a curvature diameter of 6 mm. The functionalized PDMS slides
(10×60×0.6 mm) were bent around the mandrel and kept in
position for 15 s. After that, they were removed from the instru-
ment and imaged by optical microscopy (Nikon Eclipse 50i) using
10× and 40× magnifications on both the extended and com-
pressed sides.

Fluorescence microscopy. Fluorescence tests were carried out on the
PEO44-TES coatings before and after bending tests. Briefly, 200 μL
of 0.5 mgmL� 1 BSA-FITC (λ of excitation at 495 nm and λ of
emission at 517 nm) in 10 mM PBS (pH 7) were drop-cast on all
samples and allowed to incubate for 120 minutes. After that the
samples were rinsed thoroughly with water, dried under N2 flux
and imaged at the fluorescence microscope (ZEISS AxioImager Z2,
Apotome). The same exposure time was used (600 ms) and
objective lenses (10× and 40×) were used were for all recorded
images.
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