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Abstract
SuperconductingQUantum-InterferenceDevices (SQUIDs)makemagnetic resonance imaging
(MRI) possible in ultra-lowmicrotesla-rangemagnetic fields. In this work, we investigate the design
parameters affecting the signal and noise performance of SQUID-based sensors andmultichannel
magnetometers forMRI of the brain. Besides sensor intrinsics, various noise sources alongwith the
size, geometry and number of superconducting detector coils are important factors affecting the image
quality.We derive figures ofmerit based on optimal combination ofmultichannel data, analyze
different sensor array designs, and provide tools for understanding the signal detection and the
different noisemechanisms. Thework forms a guide tomaking design decisions for both imaging-
and sensor-oriented readers.

1. Introduction

Magnetic resonance imaging (MRI) is a widely used
imaging method in clinical applications and research.
It is based on measuring the magnetic signal resulting
from nuclear magnetic resonance (NMR) of H1

1 nuclei
(protons). In NMR, the magnetization rotates around
an applied magnetic field


B at the proton Larmor

frequency fL, which is proportional to B [1]. This
behavior of the magnetization is often referred to as
precession due to the direct connection to the quantum
mechanical precession of nuclear spin angular
momentum.

Conventionally, the magnetic precession signal
has been detected using induction coils. The voltage
induced in a coil by an oscillatingmagnetic field is pro-
portional to the frequency of the oscillation, leading to
vanishing signal amplitudes as fL approaches zero.
Today, clinical MRI scanners indeed use a high main
static field


B ;0 typically B0=3 T, corresponding to a

frequency f0=128MHz. However, when the signal is
detected using magnetic field (or flux) sensors with a
frequency-independent response, this need for high
frequencies disappears. Combined with the so-called
prepolarization technique for signal enhancement,
highly sensitive magnetic field detectors, typically
those based on superconducting quantum-interference
devices (SQUIDs), provide an NMR signal-to-noise
ratio (SNR) that is independent of B0 [2]. In recent

years, there has been growing interest in ultra-low-
field (ULF) MRI, usually measured in a field on the
order of Earth’smagneticfield (B0∼10–100 μT).

A number of ULF-MRI-specific imaging techni-
ques have emerged, including rotary-scanning acqui-
sition (RSA) [3], temperature mapping [4], signal-
enhancing dynamic nuclear polarization [5, 6], ima-
ging of electric current density (CDI) [7–9], and mak-
ing use of significant differences in NMR relaxation
mechanisms at ULF compared to tesla-range fields
[10–12]. Several groups have also investigated possibi-
lities to directly detect changes in the NMR signal due
to neural currents in the brain [13–16] and electrical
activation of the heart [17]. A further notable field of
research now focuses on combining ULF MRI with
magnetoencephalography (MEG). In MEG, an array
of typically ∼100 sensors [18–20] is arranged in a hel-
met-shaped configuration around the head (see
figure 1) to measure the weak magnetic fields pro-
duced by electrical activity in the brain [21, 22].
SQUID sensors tailored forULFMRI can typically also
be used forMEG, and performingMEG andMRI with
the same device can significantly improve the preci-
sion of localizing brain activity [23–27].

In typical early ULF-MRI setups [2], the signal was
detected by a single dc SQUID coupled to a super-
conducting pickup coil wound in a gradiometric con-
figuration that rejects noise from distant sources. In
this case, the maximum size of the imaging field of
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view (FOV) is roughly given by the diameter of the
pickup coil. With large diameters such as 60 mm, field
sensitivities better than 1 fT Hz have been achieved
with a reasonable FOV. A large coil size, however, does
have its drawbacks, including issues such as high
inductance and increased requirements in dynamic
range. Therefore, the most straightforward way to
increase the available FOV and the SNR is to use an
array of sensors. In addition, as is well known in the
context ofMEG [19, 29, 30], amulti-channelmeasure-
ment allows forming so-called software gradiometers
and more advanced signal processing techniques to
reduce noise that can be optimized separately for dif-
ferent noise environments. In ULF-MRI, this can even
be done individually for each voxel (volume element)
position within the imaging target, as will be shown
later. While single-channel systems are still common,
several groups have already been using arrays of
sensors.

Also in conventional MRI, so-called parallel MRI
is performed using an array of tens of induction coils,
allowing full reconstruction of images from a reduced
number of data acquisitions [31, 32]. There are studies
on designing arrays of induction coils for parallel MRI
[33] with an emphasis on minimizing artefacts caused
by the reduced number of acquisitions. At the kHz fre-
quencies of ULF MRI, the dominant noise mechan-
isms are significantly different, and one needs to
consider, for instance, electromagnetic interference
from power lines and electrical equipment, thermal
noise from the radiation shield of the cryostat required
for operating the superconducting sensors, as well as
noise and transients from other parts of the ULF MRI
system structure and electronics [34]. Studies on the
design of arrays for MEG [19, 35, 36], which mainly
focus on the accuracy of localizing brain activity, are
also not applicable to ULF MRI. In terms of single-
sensor ULF-MRI signals, there are existing studies of
the depth sensitivity [37] and SNR as a function of fre-
quencywith different detector types [38].

Previously, in [39], we presented approaches for
quantitative comparison of sensor arrays in terms of

the combined performance of the sensors, the results
indicating that the optimum sensor for ULF MRI of
the brain would be somewhat larger than typical MEG
sensors. Extending and refining those studies, we aim
to provide a fairly general study of the optimization of
ULF-MRI array performance, with special attention to
SNR and imaging the humanhead.

We begin by defining relevant quantities and
reviewing basic principles of ULF MRI in section 2.
Then, we analyze the effects of sensor geometry and
size with different noise mechanisms (Section 3),
advancing to sensor arrays (section 4). Finally, we
show computed estimations of array SNR as functions
of pickup size and number, and provide more detailed
comparison of spatial SNRprofiles with different array
designs (sections 5 and 6).

2. SQUID-detectedMRI

2.1. Signalmodel and single-channel SNR
In contrast to conventionalMRI,where the tesla-range
main field is static and accounts for both polarizing the
sample and for the main readout field, ULF MRI
employs switchable fields. Dedicated electronics [34]
are able to ramp on and off even themain field


B0 with

an ultra-high effective dynamic range. An additional
pulsed prepolarizing field


Bp magnetizes the target

before signal acquisition. Typically, a dedicated coil is
used to generate


Bp (Bp∼10–100 mT) in some

direction to cause the proton bulk magnetization
( )
 

M r to relax with a longitudinal relaxation time
constant T1 towards its equilibrium value corresp-
onding to


Bp. After a polarizing time on the order of

seconds or less,

Bp is switched off—adiabatically, in

terms of spin dynamics—so that


M turns to the
direction of the remainingmagnetic field, typically


B0,

while keepingmost of itsmagnitude.
Next, say at time t=0, a short excitation pulse


B1 is

applied which flips


M away from

B0, typically by 90°,

bringing


M into precession around themagnetic field at
positions


r throughout the sample. While rotating,

Figure 1.Helmet-type sensor array geometries consisting of (a) triple-sensormodules at 102 positions similar to standard Elekta/
NeuromagMEG configurations and (b) an arraywith larger overlapping pickup coils for increased perfomance.Magnetometers are
marked in green and gradiometers in red or blue; see section 2.2 for descriptions of pickup coils. (The sample head shape is from
MNE-Python [28].)
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( )
 

M r decays towards its equilibrium value corresp-
onding to the applied magnetic field in which the mag-
netization precesses. This field,


BL, may sometimes

simply be a uniform

B0, but for spatial encoding and

other purposes, different non-uniform magnetic fields
( )
 

DB r t, are additionally applied to affect the preces-
sion before or during acquisitions. The encoding is taken
into account in the subsequent image reconstruction.

The ULF MRI signal can be modeled to a high acc-
uracy given the absence of unstable distortions com-
mon at high frequencies and high field strengths. To
obtain amodel for image formation, we begin by exam-
ining


M at a single point. If the z axis is set parallel to the

total precession field

BL, then the xy (transverse) com-

ponents of


M account for the precession. Assuming,
for now, a static


BL, and omitting the decay for simpli-

city, the transverse magnetization ( )
 

=M M txy xy can
bewritten as

( ) [ ( ) ( )]
( )

 w f w f= + - +

M t M e t e tcos sin ,

1
xy xy x y0 0

where ω=2πfL is the precession angular frequency,

♡e is the unit vector along the ♡ axis (♡ = x y z, , ),
and f0 is the initial phase, which sometimes contains
useful information.

In an infinitesimal volume dV at position

r in the

sample, themagnetic dipolemoment of protons in the
volume is ( )

 
M r dV . It is straightforward to show that

the rotating components of this magnetic dipole are
seen by any magnetic field or flux sensor as a sinusoi-
dal signal ∣ ∣ ( )y b w f f= + +d t M dVcos xys 0 s . Here
∣ ∣ ∣ ( )∣b b= r is the peak sensitivity of the sensor to a
unit dipole at


r that precesses in the xy plane, and

( )f f= rs s is a phase shift depending on the relative
positioning of the sensor and the dipole. To obtain the
total sensor signalψs, dψs is integrated over all space:

( )

( ) ∣ ( )∣ ( ) ( )

( ) ( ) ( ) ( )

ò
ò

y b f

f w f f

=

= + +

   

  ¢ ¢  

2

t r M r r t d r

r t r t dt r r

cos , ,

where , , .

xy

t

s
3

0
0 s

Here, we have noted that themagnetic field can vary in
both space and time and therefore ( )

w w= =r t,
( )

gB r t, , where γ is the gyromagnetic ratio; γ/2π=
42.58 MHz/T for a proton.

For convenience, the signal given by equation (2)
can be demodulated at the angular Larmor frequency
ω0=2πf0 corresponding to B0; using the quadrature
component of the phase sensitive detection as the ima-
ginary part, one obtains a complex-valued signal

( ) ∣ ( )∣ ( )

( ) ( ) ( )

[ ( ) ]

( )

ò

ò ò

b

b

Y =

=

f w

w

  - - 

*   - D 



 ¢ ¢

t r M r e d r

r m r e d r , 3

xy
i r t t

i r t dt

, 3

,
3

t

0

0

where *denotes the complex conjugate, ( ) =m r
( ) ( ) f-M r exy

i r0 is the uniform-sensitivity image, Δω=
ω−ω0, andwe define

( ) ∣ ( )∣ ( )( )  
b b= fr r e 4i rs

as the single-channel complex sensitivity profile. Besides
geometry, β generally also depends on the direction of
the precession field; ( )b b= rBL

.
After acquiring enough data of the form of

equation (3), the image can be reconstructed—in the
simplest case using only one sensor, or using multiple
sensors, each having its own sensitivity profile β. As a
simplified model for understanding image formation,
ideal Fourier encoding turns equation (3) into the 3-D
Fourier transform of the sensitivity-weighted complex
image ( )( )b b=m m r* * . In reality, however, the
inverse Fourier transform only provides an approx-
imate reconstruction, and more sophisticated techni-
ques should be used instead [40].

Here, we do not assume a specific spatial encoding
scheme. Notably, however, the sensitivity profile is
indistinguishable from m based on the signal
[equation (3)]. In other words, the spatial variation of
β* affects the acquired data in the sameway as a similar
variation of the actual image would, regardless of the
spatial encoding sequence inΔω.

Consider a small voxel of centered at

r . The

contribution of the voxel to the signal in equation (3)
is proportional to an effective voxel volume V. Due
to measurement noise, the voxel value becomes
Vβ*m+ξ, where ξ is a random complex noise term.
If β is known, the intensity-corrected voxel of a real-
valued image from a single sensor is given by

( )
( )

( ) ( )
∣ ( )∣

( )
⎛
⎝
⎜⎜

⎞
⎠
⎟⎟x

b

x
+ = +

f

* 


m r
V r

m r
e

s r
Re

Re
, 5

i s

where ( ) ( ) 
b=s r V r* is the sensitivity of the sensor to

m in the given voxel. Assuming that the distribution of
∣ ∣x x= fxei is independent of the phase fξ, the standard

deviation σ of ( )x feRe i s is independent of fs and
proportional to σs, the standard deviation of the noise in
the relevant frequency bandof the original sensor signal.

The precision of a voxel value can be described by
the (amplitude) SNRof the voxel value. The voxel SNR
is defined as the correct voxel value ( )m r divided by
the standard deviation of the random error and can be
written as

( ) ∣ ( )∣ ∣ ( )∣

( )

b
s

b
s

= µ
  

m r V r B V r T
SNR ,

6

p tot

s

where the last expression incorporates thatm∝Bp, and
that σ is inversely proportional to the square root of the
total signal acquisition time,which is proportional to the
total MRI scanning time Ttot. It should be recognized,
however, that σ also depends heavily on factors not
visible in equation (6), such as the imaging sequence.

Ultimately, the ability to distinguish between dif-
ferent types of tissue depends on the contrast-to-noise
ratio (CNR), which can be defined as the SNR of the
difference between image values corresponding to two
tissues. A better CNR can be achieved by improving
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either the SNR or the contrast, which both strongly
depend also on the imaging sequence.

2.2. SQUIDs, pickup coils and detection
SQUIDs are based on superconductivity, the phenom-
enon where the electrical resistivity of a material
completely vanishes below a critical temperature Tc

[41]. A commonly used material is niobium (Nb),
which has Tc=9.2 K. It is usually cooled by immer-
sion in a liquid helium bath that boils at 4.2 K in
atmospheric pressure.

SQUIDs can be divided into two categories, rf and
dc SQUIDs, of which the latter is typically used for bio-
magnetic signals as well as for ULF MRI [18, 26]. The
dc SQUID is a superconducting loop interrupted by
twoweak links, or Josephson junctions; see figure 2(a).
With suitable shunting and biasing to set the electrical
operating point, the current or voltage across the
SQUID can be configured to exhibit an oscillatory
dependence on the magnetic flux going through the
loop—analogously to the well known double-slit
interference of waves.

A linear response to magnetic flux is obtained by
operating the SQUID in a flux-locked loop (FLL),
where an electronic control circuit aims to keep the
flux constant by applying negative flux feedback via an
additional feedback coil.

To avoid harmful resonances and to achieve low
noise, the SQUID loop itself is usuallymade small. The
signal is coupled to it using a larger pickup coil con-
nected to the SQUID via an input circuit to achieve
high sensitivity. An input circuit may simply consist of
a pickup coil and an input coil in series, forming a con-
tinuous superconducting path which, by physical nat-
ure, conserves the flux through itself, and feeds the
SQUID according to the signal received by the pickup
coil, as explained in section 3.1 along with more
sophisticated input circuits.

Different types of responses to magnetic fields can
be achieved by varying the pickup coil geometry.
Figures 2(b–g) schematically depicts some popular
types. The simplest case is just a single loop, amagnet-
ometer, which in a homogeneous field responds line-
arly to the field component perpendicular to the plane
of the loop (b). Two loops of the same size and orienta-
tion, but wound in opposite directions, can be used to
form a gradiometer. The resulting signal is that of one
loop subtracted from that of the other. It can be used
to approximate a derivative of the field component
with respect to the direction inwhich the loops are dis-
placed (by distance b, called the baseline). Typical
examples are the planar gradiometer (c) and the
axial gradiometer (d). By using more loops, one can
measure higher-order derivatives. Some ULF-MRI
implementations [2, 42] use second-order axial gradi-
ometers (e). If a source is close to one loop of a
long-baseline gradiometer, that ‘pickup loop’ can be
thought of as a magnetometer, while the additional

loops suppress noise from MRI coils or distant sour-
ces. However, adding loops also increases the induc-
tance Lp. Before a more detailed theoretical discussion
regarding Lp and SQUID noise scaling, we study the
detection of theMRI signal by the pickup coils.

2.3. Sensitivity patterns and signal scaling
Themagnetic fluxΦ picked up by a coil made of a thin
superconductor is given by the integral of themagnetic
field


B over a surface S bound by the coil path∂S,

∮· · ( )òF = =
 

¶

 
B d r A dr . 7

S S
n
2

Here, the line integral form was obtained by writing

B

in terms of the vector potential

A as

 
=  ´B A, and

applying Stokes’s theorem.
As explained in section 2.1, the signal inMRI arises

from spinning magnetic dipoles. The quasi-static
approximation holds well at signal frequencies, pro-
viding a vector potential for a dipole


m positioned at


¢r as ( ) ( )

∣ ∣

    
 

m
p

= ´ - ¢
- ¢

A r
4

,m r r

r r 3 where μ is the perme-

ability of the medium, assumed to be that of vacuum;
μ=μ0. Substituting this into equation (7) and rear-
ranging the resulting scalar triple product leads to

∮
( )

· ( ) ( ) ( )

∣ ∣
F

m
p

= =
´ -

-

  ¢  ¢

¶

 ¢ 

¢ 

8

m B r B r
dr r r

r r
,

4
,

S
s s

3

where the expression for the sensor field

Bs is the Biot–

Savart formula for the magnetic field at

¢r caused by

a hypothetical unit current in the pickup coil, as
required by reciprocity.

The sensor field

Bs is closely related to the complex

sensitivity pattern β introduced in section 2.1. In an
applied field


=B B ezL L , the magnetization precesses

in the xy plane, andβ can in fact bewritten as

( ) ( ) · ( ) ( )    b = +r B r e i e . 9x ys

For arbitrary


=B B eL L, we have

∣ ( )∣ ∣ ( )∣ [ ( ) · ] ( )b = -
    

 r B r B r e . 10
B s

2
s L

2

We choose to define themeasured signal as the flux
through the pickup coil—a convention that appears
throughout this paper. Themeasurement noise is con-
sidered accordingly, as flux noise. This contrasts look-
ing at magnetic-field signals and noise, as is often seen
in the literature. Working with magnetic flux signals
allows for direct comparison of different pickup coil
types. Moreover, the approximation that magnet-
ometer and gradiometer pickups respond to the field
and its derivatives, respectively, is not always valid.

The signal often scales as simple power laws Rα

with the pickup coil size R (or radius, for circular
coils). When the distance l from the coil to the signal
source is large compared to R, a magnetometer sees a
flux Φ∝BR2, giving an amplitude scaling exponent
α=2. When scaling a gradiometer, however, also the
baseline b is proportional to R. This leads to α=3 for

4

Biomed. Phys. Eng. Express 6 (2020) 015016 KCZevenhoven et al



a first-order gradiometer, or α=2+k for one of kth

order. Conversely, the signal scales with the distance as
l−α−1, as is verified by writing the explicit forms of the
field and its derivatives. The additional−1 in the expo-
nent reflects the dipolar nature of the measured field
(−2 for quadrupoles etc.).

For some cases, the detected flux can be calculated
analytically using equation (8). First, as a simple exam-
ple, consider a dipole at the origin, and a circular mag-
netometer pickup loop of radius R parallel to the xy

plane at z=l, centered on the z axis. The integral in
equation (8) is easily integrated in cylindrical coordi-
nates to give

( )
( )


 m

= =
+

B B e
R

R l
e

2
. 11z zs s

2

2 2 3
2

If the dipole precesses in, for instance, the xz plane, the
corresponding sensitivity is ∣ ∣b = Bs. Instead, if pre-
cession takes place in the xy plane, the sensitivity
vanishes; ∣ ∣b = 0, and no signal is received. In this

Figure 2. Schematic (a) of a simple SQUID sensor and theflux-locked loop (more detail in sections 3.1 and 4.3), and (b–f) of different
types of pickup coils. Pickup coil types are (b)magnetometer (M0), (c) planarfirst-order gradiometer (PG1), (d) axialfirst-order
gradiometer (AG1), (e) axial second-order gradiometer (AG2), (f) planar gradiometer with a long baseline, and (g) amagnetometer
and two planar gradiometers in a triple-sensor unit (M0, PG1x, PG1y).
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case, moving the pickup loop away from the z axis
would cause a signal to appear. These extreme cases
show that even the absolute value of a single-channel
sensitivity is strongly dependent on the sensor orienta-
tion with respect to the source and the magnetic field,
as is also seen infigure 3.

Another notable property of the sensitivity ∣ ∣b = Bs

from equation (11) is that if l isfixed, there is a value ofR
above which the sensitivity starts to decrease, i.e. part of
the flux going through the loop comes back at the edges
canceling a portion of the signal. By requiring ∂Bs/∂R
to vanish, one obtains =R l 2 , the loop radius that
gives the maximum signal. Interestingly, however, if
instead of the perpendicular (z) distance, l is taken as the
closest distance to the pickup-coil winding, then the coil
is on a spherical surface of radiusRa=l. Now, based on
Pythagoras’s theorem, R2+l2 in equation (11) is
replaced with l2. In other words, the sensor field is sim-
ply


 m=B e R l2zs

2 3, so the scaling ofα=2 happens to
be the sameas for distant sources in this simple case.

Importantly, however, the noise mechanisms
also depend on R, and moreover, the situation is

complicated by the presence of multiple sensors. These
matters are discussed in sections 3–4.

3.Noisemechanisms and scaling

The signal from each measurement channel, corresp-
onding to a pickup coil in the sensor array, contains
flux noise that can originate from various sources.
Examples of noise sources are the sensor itself, noise in
electronics that drives MRI coils, cryostat noise,
magnetic noise due to thermal motion of particles in
other parts of the measurement device and in the
sample, noise from other sensors, as well as environ-
mental noise. This section is devoted to examining the
various noise mechanisms and how the noise can be
dealt with. Unless stated otherwise, noise is considered
a random signal with zero average. We use amplitude
scaling exponents α to characterize the dependence of
noise on pickup-coil size and type.

3.1. Flux coupling and SQUIDnoise
For estimates of SQUID sensor noise as a function of
pickup coil size, a model for the sensor is needed. As
explained in section 2.2, the signal is coupled into the
SQUID loop via an input circuit. In general, the input
circuit may consist of a sequence of one or more all-
superconductor closed circuits connected by inter-
mediate transformers. Via inductance matching and
coupling optimization, these circuits are designed to
efficiently couple the flux signal into the SQUID loop.

Intermediate transformers can be useful for opti-
mal coupling of a large pickup coil to a SQUID-cou-
pled input coil, as analyzed e.g. in [43]. To further
understand the concept, consider a two-stage input
circuit where a pickup coil (Lp) is connected to a trans-
mitting inductor L1 to form a closed superconducting
path; see figure 4. Ideally, the distance between the two
coils is fairly small in order to avoid signal loss due to
parasitic inductances of the connecting traces or wir-
ing. The total inductance of this flux-coupling circuit
by itself is Lp+L1. The primary is coupled to a sec-
ondary inductor L2 with mutual inductance M12. As
the magnetic flux picked up in Lp changes by ΔΦp,
there is a corresponding change ΔJ1 in the super-
current flowing in the circuit such that the flux
through the closed path remains constant. This passes
the flux signal onwards to L2 which forms another
flux-transfer circuit together with the input coil Li,
which couples inductively into the SQUID.

Superconductivity has two important effects on
the transmission of flux into the next circuit. First, the
presence of superconducting material close to a coil
tends to reduce the coil inductance because of the
Meissner effect: the magnetic flux is expelled and the
material acts as a perfect diamagnet. This effect is
included in the given inductances Lp and L1. The other
effect emerges when the flux is transmitted into
another closed superconducting circuit, such as via

Figure 3. Isosurfaces of sensitivity patterns ∣ ( )∣b r inside a
helmet array for two of themagnetometer loopsmarked in
red. The arrowdepicts the direction of the precessionfield


BL

during readout (e.g.

B0). Note that, because of the precession

plane, there are insensitive directions (‘blind angles’) in the
profiles, depending on the relative orientation of


BL.
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M12. This is because the transmitting coil is subject to
the counteracting flux M12

2 ΔJ1/(L2+Li) from the
receiving coil of the other circuit. Now current ΔJ1
only generates a flux [ ( )]- + DL M L L J1 12

2
2 i 1 in L1.

Closing the secondary circuit thus changes the induc-
tance from L1 to

( )
⎛
⎝⎜

⎞
⎠⎟/

= -
+

= -
+

¢L L
M

L L
L

k

L L
1

1
, 121 1

12
2

2 i
1

12
2

i 2

where the last form is obtained by expressing the
mutual inductance in terms of the coupling constant
k12 (∣ ∣ <k 112 ) as =M k L L12 12 1 2 . Note that we do
not include a counteracting flux from the SQUID
inductance LS back into Li, i.e. no screening from the
biased SQUID loop. However, like other inductances,
Li does include the effect of the presence of the nearby
superconductors through theMeissner effect.

The change of flux though the dc SQUID loop is
nowobtained as

( )FD = D =
+

DM J
M M

L L
J 13S iS 2

iS 12

2 i
1

( )( )
( )F=

+ + -
D

M M

L L L L M
, 14iS 12

2 i p 1 12
2 p

or, with =M k L LiS iS i S and defining χ1 and χ2 such
that L1=χ1Lp and L2=χ2Li, we have

( )
( )

F
F

c c

c c c c
D
D

= ´
- + + +

k L

L

k

k1 1
.

15

S

p

iS S

p

12 1 2

1 2 12
2

1 2

For a given pickup coil, χ1 and χ2 can usually be
chosen to maximize the flux seen by the SQUID.
While the function in equation (15) is monotonous in
k12, there is a single maximum with respect to para-
meters χ1, χ2>0. Noting the symmetry, we must
have χ1=χ2≕χ, and the factor in equation (15)
becomes [ ( ) ]c c c- + +k k1 2 112

2
12
2 , which is

maximized at c = - k1 1 12
2 . At the optimum, the

coupledflux is given by

( )
⟶

( )

F
F

D
D

=
+ -

k k L

L k

k L

L2 1 1 2
.

16

S

p

iS 12 S

p 12
2

iS S

p

Notably, with a k12≈1, the coupling corresponds to a
perfectly matched single flux-coupling circuit [41].
Already at k12=0.8, 50% of the theoreticalmaximum
is achieved, while matching without an intermediate

transformer may cause practical difficulties or para-
sitic resonances.

When referred to SQUID flux ΦS, the noise in the
measured SQUID voltage in the flux-locked loop cor-
responds to a noise spectral density ( )FS f

S
at fre-

quency f. As the signal transfer from the pickup coil to
the SQUID is given by equations (15), the equivalent
flux resolution referred to the signal through the
pickup coil can bewritten as

( )
( )

( ) ( )/ /=
+ -

F FS f
L k

k k L
S f

2 1 1
. 171 2 p 12

2

iS 12 S

1 2
p S

Due to resonance effects and thermal flux jumps, LS
needs to be kept small [41]. The flexibility of inter-
mediate transformers allows the same model to
estimate noise levels with a wide range of pickup coil
inductances Lp.

In general, the inductance of a coil with a given
shape scales as the linear dimensions, or radius R, of
the coil. If the wire thickness is not scaled accordingly,
there will be an extra logarithmic term [44]. Even then,
within a range small enough, the dependence is
roughly / µF

aS R1 2
p

with α=1/2. The case of a mag-

netometer loop in a homogeneous field then still has a
field resolution ( )S fB

1 2 proportional toR−3/2.

3.2. Thermalmagnetic noise from conductors
Electric noise due to the thermal motion of charge
carriers in a conducting medium is called Johnson–
Nyquist noise [45, 46]. According to Amp e re’s law 

m ´ =B J0 , the noise currents in the current

density

J also produce a magnetic field which may

interfere with the measurement. In this view, devices
should be designed in such a way that the amount of
conducting materials in the vicinity of the sensors is
small. However, there is a lower limit set by the
conducting sample—the head. Estimations of the
sample noise [38] have given noise levels below
0.1 fT Hz , consistent with a recent experimental
result of 55 aT Hz [47]. Other noise sources still
exceed those values by more than an order of
magnitude. More restrictingly, it is difficult to avoid
metals inmost applications.

To keep the SQUID sensors in the super-
conducting state, the array is kept in a helmet-bottom
cryostat filled with liquid helium at 4.2 K. The thermal
superinsulation of a cryostat usually involves a

Figure 4. Simplified schematic of a superconducting SQUID input circuit. Zero ormore intermediate transformers (dashed box)may
be present.
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vacuum as well as layers of aluminized film to suppress
heat transfer by radiation [41]. The magnetic noise
from the superinsulation can be reduced by breaking
the conducting materials into small isolated patches.
Seton et al [48] used aluminium-coated polyester tex-
tile, which efficiently breaks up current paths in all
directions. By using very small patches, one can
decrease the field noise at the sensors by orders of
magnitude, althoughwith increasedHe boil-off [49].

To look at the thermal noise from the insulation
layers in some more detail, consider first a thin slab
with conductivity σ on the xy plane at temperature T.
Johnson–Nyquist currents in the conductor produce a
magnetic field ( )


B x y z t, , , outside the film. For an

infinite (large) slab, the magnitude of the resulting
field noise depends, besides the frequency, only on z,
the distance from the slab (assume z>0). At low fre-
quencies, the spectral densities aSB (a = x y z, , )
corresponding to Cartesian field noise components
are then given by [50]

( )
( )

/ / / m
p

s
= = =

+
S S S

k T d

z z d
2 2

2 2
,

18

B B B
1 2 1 2 1 2 B

z x y

where d is the thickness of the slab and kB the
Boltzmann constant.

The infinite slab is a good approximation when
using a flat-bottom cryostat or when the radius of cur-
vature of the cryostat wall is large compared to indivi-
dual pickup loops. Consider a magnetometer pickup
loop with area A placed parallel to the conducting
films in the insulation—to measure the z component
of the magnetic field, Bz. The coupled noise flux is the
integral ofBz over the loop area. If the loop is small, the
noise couples to the pickup circuit as / /=FS S AB

1 2 1 2
z

. A
coil of size R then sees a flux noise proportional to
S RB

1 2 2
z

, that is,α=2.
Instead, if the pickup coil is large, the situation is

quite different. The instantaneous magnetic field
depends on all coordinates and varies significantly
over the large coil area. Consider the noise field at two
points in the plane of the coil. The fields at the two
points are nearly equal if the points are close to each
other. However, if the points are separated by a dis-
tance larger than a correlation length λc(z), the fields
are uncorrelated. Therefore, if  lR c , the coupled
flux is roughly a sum of lA c

2 uncorrelated terms
from regions in which the field is correlated. Each
term has a standard deviation of order lSB

1 2
c
2

z
. The

spectral density of the cryostat noise is then

( ) ( ) ( ) ( )l»F
 

S f AS r f r, . 19B,c c
2

z

Most importantly, the flux noise amplitude /
FS ,c
1 2 is

directly proportional to the coil size R, and we now
haveα=1. Still, the noise increases to a higher power
of R than the sensor noise, which according to
section 3.1 scales as R and hence dominates in small
pickup coils.

For a continuous film, the correlation length λc
can be estimated fromdata in [51] to be around several
times z. The correlation at distances smaller than λc is
due to two reasons. First, the magnetic field due to a
small current element in the conductor is spread in
space according to the Biot–Savart law. Second, the
noise currents in elements close to each other are
themselves correlated. The latter effect is broken down
when the film is divided into small patches; only very
small current loops can occur, and the noise field starts
to resemble that of Gaussian uncorrelated magnetic
point dipoles throughout the surface. In this case,
equation (18) is no longer valid, but the approximate
relation of equation (19) still holds—now with a
smallerλc.

The magnetometer case is easily extended to first-
order planar gradiometers parallel to the super-
insulation layers [figures 2(b, f)]. For a very small
baseline, b=λc, the field noise is effectively homo-
geneous and thus cancels out. However, when b?λc,
the spectral density of the noise power is twice that of a
single loop.

3.3.MRI electronics, coils and other noise sources
As explained in section 2.1, MRI makes heavy use of
applied magnetic fields. The fields are generated with
dedicated current sources, or amplifiers, to feed
currents into coils wound in different geometries. As
opposed to applying static fields, a major challenge
arises from the need for oscillating pulses and the
desire to quickly switch on and off all fields, including
not only readout gradients but also the main field


B0,

which requires an ultra-high dynamic range to avoid
excess noise. Switching of


B0 enables full 3-D field

mapping for imaging of small electric currents in
volume [34]. Noise in the coil currents can be a major
concern in the instrumentation. The contribution
from


B0 ideally scales with pickup coil size as Rα,

α=2 for a magnetometer, and noise in linear
gradients essentially scales asα=2 inmagnetometers
as well as fixed-baseline gradiometers. With b∝R,
first-order gradiometers experience noise from linear
gradient coils according toα=3.

MRI coils themselves also produce Johnson–
Nyquist noise. In particular, the polarizing coil is often
close to the sensors and made of thick wires as it
should be able to produce relatively high fields. This
allows thermal electrons to form current loops that
generate field noise with complicated spatial char-
acteristics, which is detrimental to image quality and
should be eliminated. Another approach is to use litz
wire, which is composed of thin wires individually
coated with an insulating layer. This prevents sig-
nificant noise currents perpendicular to the wire and
eliminates large current loops. However, efficient uni-
form cooling of litz wire is problematic, leading to lar-
ger coil diameters. Increasing the coil size, however,
significantly increases harmful transients in the system
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as well as the power and cooling requirements [52].
Instead, we have had promising results with thin cus-
tom-made superconducting filament wire and Dyna-
CAN (Dynamical Coupling for Additional
dimeNsions) in-sequence degaussing waveforms to
solve the problem of trapped flux [52, 53]; optimized
oscillations at the end of a pulse can expel the flux
from the superconductor. Such coils contain much
less metal, and significantly reduce the size of current
loops that can generatemagnetic noise.

A significant amount of noise also originates from
more distant locations. Power lines and electric devi-
ces, for instance, are sources that often can not be
removed. Indeed, magnetically shielded rooms
(MSRs) effectively attenuate such magnetic inter-
ference. However, pulsed magnetic fields inside the
shielded room induce eddy currents exceeding 1 kA in
conductiveMSRwalls [54], leading to strongmagnetic
field transients that not only saturate the SQUID read-
out, but also seriously interfere with the nuclear spin
dynamics in the imaging field of view. Even a serious
eddy current problem can again be solved with a
DynaCAN approach where optimized current wave-
forms are applied in additional coil windings to couple
to the complexity of the transient [55].

Noise from distant sources typically scales with
the pickup coil size with an exponent at least as large as
the signal from far-away sources: α=2+k for a
kth-order gradiometer (see section 2.2). Although the
noise detected by gradiometers scales to a higher
power than with magnetometers (k=0), gradi-
ometers have the advantage that they, in principle, do
not respond to a uniform field. For a higher-order gra-
diometer that is not too large, the environmental noise
is nearly uniform in space, and therefore effectively
suppressed by the pickup coil geometry. Gradiometers
with relatively long baselines can also be seen as mag-
netometers when the source is close to one of the
loops. Still, they function as gradiometers from the
perspective of distant noise sources. A similar result
applies for so-called software gradiometers, which
can, for example, be formed by afterwards taking the
difference of the signals of two parallel magnet-
ometers. However, in section 4.1, amore sophisticated
technique is described for minimizing noise in the
combination ofmultiple channels.

At very low system noise levels, other significant
noise mechanisms include noise due to dielectric los-
ses. Electrical activity in the brain can also be seen as a
source of noise. This noise, however, is strongest at
frequencies well below 1 kHz. Using Larmor fre-
quencies in the kHz range may therefore be sufficient
for spectral separation of brain noise fromMRI.

The amplitude scaling exponents α for signal and
noise are summarized in table 1. The notation in later
sections refers to the scaling of flux signal and noise in
terms of αs and αn, respectively. For a single sensor,
the SNR scalingR δ is given by d a a= -s n.

4. Sensor arrays

4.1. Combining data frommultiple channels
It is common to work with absolute values of the
complex images to eliminate phase shifts. Images from
multiple channels can then be combined by summing
the squares and taking the square root. This proce-
dure, however, causes asymmetry in the noise distri-
bution and loses information that can be used for
improved combination of the data. If the sensor array
and the correlations of noise between different sensors
are known, the multi-channel data can be combined
more effectively.

In the following, we show that, where multiple
sensors can form a software gradiometer, an array ofN
sensors can form an Nth-order combination opti-
mized to give the best SNR for each voxel.

To follow the derivation in [39], consider a voxel
centered at


r , and N sensors indexed by j=1,

2,...,N. Based on section 2.1, each sensor has a unit
magnetization image ( ) ( ) 

b=s r r Vj j* , where βj andV
are the sensitivity profile and voxel volume, respec-
tively. The absolute value ∣ ∣sj gives the sensed signal
amplitude caused by a unit magnetization in the voxel,
precessing perpendicular to


BL. The complex phase

represents the phase shift in the signal due to the geo-
metry. To study the performance of the array only, we
setV to unity.

For a voxel centered at

r , we have a vector of

reconstructed image values [ ]= v v vv , , ..., N1 2

corresponding to the N sensors. At this point, the
values vj have not been corrected according to the sen-
sitivity. The linear combination that determines the
final voxel value u can bewritten in the form

( )†å= =
=

*u a v a v , 20
j

N

j j
1

where †denotes the conjugate transpose. Requiring
that the outcome is sensitivity-corrected sets a condi-
tion on the coefficient vector [ ]= a aa , ..., N1 . In the
absence of noise, a unit source magnetization gives

( )=v s rj j . The final voxel value u should represent the

Table 1.Amplitude scaling exponentsα for theflux noise standard
deviationσ∝Rα aswell as the signal, given different pickup-coil
geometries and noisemechanisms.

Pickup type (see figure 1) M0 AGk PGk

Sensor noise (optimallymatched) 1/2 1/2 1/2

Sensor noise (unmatched, large Lp) 1 1 1

Distant source, b∝R 2 2+k 2+k
Distant source, bfixed 2 2 —
B0 amplifier 2 0a 0a

Gradient amplifiers, b∝R, k�1 2 3 3

Gradient amplifiers, b fixed 2 2 —

Cryostat noise, smallR 2 2 2+k
Cryostat noise, largeR 1 1 1

a Larger in practice, because of gradiometer imbalance and field

inhomogeneities.
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source, which leads to the condition

( )† =a s 1 . 21

Below, we show how [ ]= a aa , ..., N1 should be
chosen in order to maximize the SNR in the final
image given the sensor array and noise properties.

The single-sensor image values vi can be written in
the form vj=wj+ξj where wj is the ‘pure’ signal and
ξj is the noise. The noise terms ξj can be modeled as
random variables, which, for unbiased data, have zero
expectation: E(ξj)=0. If there is a bias, it can be mea-
sured and subtracted from the signals before this step.
The expectation of the final value of this voxel is then

( ) [ ( )] ( )† †x= + =u a w a wE E . 22

The noise in the voxel is quantified by the variance of
u. Equations (20) and (22) yield ( ) † x= +u u aE ,
leading to

( ) [∣ ( )∣ ] [ ]
( )

† † †xx S= - = =u u u a a a aVar E E E ,

23

2

where ( )†xxS = E identifies as the noise covariance
matrix. For simple cases, Σ is the same for all voxels.
However, it may vary between voxels if, for instance,
the voxels are of different sizes.

Now, the task is to minimize the noise † Sa a sub-
ject to the constraint in equation (21). The Lagrange
multiplier method turns the problem into finding the
minimumof

( ) ( )† †lS= - -L a a a s1 24

with respect toa,while still requiring that equation (21)
holds. From the constraint it follows that †a s is real, so
it may be replaced by ( )† †+a s s a 2 in equation (24).
By ‘completing the square’ in equation (24), one
obtains

( ˜) ( ˜) ( )† lS= - - - +L a a a a constant , 25

where ã satisfies

˜ ( )lS = -a s2 . 26

Since Σ, being a covariance matrix, is positive (semi)
definite, theminimumof L is found at ˜=a a.

Further, Σ is always invertible, as the contrary
would imply that some non-trivial linear combination
of the signals would contain zero noise. Multiplying
equation (26) by † S-s 1 from the left and using
equation (21) leads to †l S= - -s s2 1 . When this
expression for λ is put back into equation (26), the opti-
mal choice for the coefficient vector ˜=a a is obtained as

( )†
S
S

=
-

-
a

s

s s
. 27

1

1

Similar to equation (7) of [56], equations (23) and (27)
reveal the final noise variance sfin

2 for the given voxel
position,

( )†
†s S
S

= =
-

a a
s s

1
. 28fin

2
1

In the above derivation, we assumed little about
how the individual single-sensor data were acquired.

In fact, the only significant requirement was that the
sensitivities si are well defined and accessible. As dis-
cussed previously, the signal can be modeled to high
accuracy atULF (see section 2.1).

4.2. Figures ofmerit and scaling for arrays
Given theNth-order combination from equations (20)
and (27), the contribution of the sensor array to the
voxel-wise image SNR is given by equation (28). We
define the array-sensitivity-to-noise ratio aSNR as

( )† S= -s saSNR . 291

When each sensor in the array sees an equal flux noise
levelσ, the aSNR1/2 takes the form

( )
†

s
= =

-s X s
aSNR

array sensitivity

noise level
, 30

1

whereX=Σ/σ2 is the dimensionless noise correlation

matrix. We refer to the quantity † -s X s1 as the array
sensitivity, which forweak correlation is given approxi-
mately as ∣∣ ∣∣s 2. Scaling law exponents for the array
sensitivity are denoted by αa, and for the aSNR
by d a a= -a n.

4.3. Correlation of noise between sensors
As already seen in sections 4.1 and 4.2, the aSNR is
affected by the correlation of random noise between
different single-sensor channels. There are two main
reasons for such correlations. First, a noise source that
is not an intrinsic part of a sensor can directly couple
to many sensors. For instance, thermal noise in
conductors close to the sensors may result in such
correlated noise (see section 3.2). Second, the pickups
of the sensors themselves are coupled to each other
through their mutual inductances. This cross-cou-
pling increases noise correlation and may also affect
the sensitivity profiles via signal cross-talk.

To see the effect of noise correlation on the image
SNR, consider a noise covariancematrix of the form

( ) ( )sS = +I C , 312

where I is the identity matrix and C contains the
correlations between channels (the off-diagonal ele-
ments of X). In words, each channel has a noise
variance of σ2 and channels p and q have correlation

( )x x s=C Epq p q
2* . Assume further that absolute

values of the correlations Cpq are substantially smaller
than one.

To first order in C, the inverse of Σ is obtained as
( )sS » -- - I C1 2 . The SNR in the final image,

according to equation (28), is then proportional to
s-

fin
1, with

( )
( ) ( )

† †

  å
s s

s s

» -

= -

- -

- -

<

*s s C

s s s Cs

s 2 Re . 32
p q

p q pq

fin
2 2

2
2
2 2

Clearly, the effect of correlations on the image SNR is
governed by the sum in equation (32). Assume that the
dominant terms in the sum correspond to adjacent
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sensors p and q. For voxels not too close to the sensors,
the sensitivities sp and sq are similar, and therefore

∣ ∣ ∣ ∣» »s s s sp q p q
2 2* . Further, if the noise correlation

between the adjacent sensors is positive, one has
( ) >s s CRe 0p q pq* . This leads to the conclusion that the

noise correlation tends to decrease the image SNR.
While the assumptions made in the above discus-

sion may not always be exactly correct, the result is an
indication that the correlation of noise between adja-
cent sensors is usually harmful—even if it is taken into
account in reconstruction. Moreover, the actions
taken in order to reduce noise correlation are often
such that the noise variances decrease as well. For
instance, eliminating a noise source from the vicinity
of the sensor array does exactly that.

Correlation can also be reduced byminimizing the
inter-sensor cross-talk, for instance by designing a
sensor array with low mutual inductances between
pickup coils. If the mutual inductances are non-zero,
the cross-talk can be dramatically reduced by coupling
the feedback of the SQUID flux-locked loop to the
pickup circuit instead ofmore directly into the SQUID
loop [41]. This way, the supercurrent in the pickup
coil stays close to zero at all times. In theory, the cross-
talk of the flux signals can be completely eliminated by
thismethod.

Correlated noise originating from sources far from
the subject’s head and the sensor array can also be atte-
nuated by signal processing methods prior to image
reconstruction. The signal space separation method
(SSS)was developed at Elekta NeuromagOy [30] (now
MEGIN) for use with ‘whole-head’ MEG sensor
arrays. The SSS method can distinguish between sig-
nals from inside the sensor helmet and those produced
by distant sources. Now, the strong noise correlation is
in fact exploited to significantly improve the SNR.
Similar methods may be applicable to ULF MRI as
well. To help such methods, additional sensors can be
placed outside the helmet arrangement to provide an
improved noise reference.

For sensor array comparisons, we assume that all
measures have been taken to reduce correlated noise
before image reconstruction. The details of the
remaining noise correlation depend on many, gen-
erally unknown aspects. Therefore, we set C=0 in
equation (31) for a slightly optimistic estimate, i.e. sen-
sor noises are uncorrelated, each having varianceσ2.

4.4. Filling the array
In this section, we use general scaling arguments to
provide estimations of how the whole sensor array
performs as a function of the pickup coil size. Consider
a surface, for instance, of the shape of a helmet, and a
voxel at a distance l from the surface. The surface is
filled with N pickup coils of radius R to measure the
field perpendicular to the surface. We assume the
pickup coils are positioned either next to each other or
in such a way that their areas overlap by a given

fraction (see figure 1). The number of sensors that fit
the surface is then proportional toR−2.

Take, at first, a voxel far from the sensors; l?R.
Now, the signal from the voxel is spread over many
sensors. For sS = I2 , the aSNR is proportional to
  ss 2 . Assume that µ as Rj s and s µ aR n, which

leads to  µ µa a -N R Rs 2
1s s , andfinally,

( )
d a a a aµ = - = - -dRaSNR , 1 .

33
a n s n

Here we thus have array sensitivity scaling according
to a a= - 1a s , as opposed to a a=a s when N is
fixed. Recall from section 2.2 that the flux sensitivities
scale as aR s with αs=2 for magnetometers and
αs=3 for first-order planar gradiometers, given that
l?R. Assuming, for instance, optimally matched
input circuits, the intrinsic flux noise of the sensor in
both cases has a power law behavior with exponent
αn=1/2 (see section 3.2), which yields δ=0.5 and
δ=1.5. This is clearly in favor of using larger pickup
coils. Especially for larger R, however, the cryostat
noise may become dominant, and one has αn≈1.
Now, magnetometer arrays have δ≈0, i.e. the coils
size does not affect the SNR. Still, gradiometer arrays
performbetter with largerR (αa≈1).

In the perhaps unfortunate case that noise sources
far from the sensors are dominant, the noise behaves
like the signal, that is, αs=αn and δ=−1. Unlike in
the other cases, a higher SNR would be reached by
decreasing the pickup coil size. However, such noise
conditions are not realistic in the low-correlation
limit. Instead, one should aim to suppress the external
noise by improving the system design or by signal
processing.

The breakdown of the assumption of l?R needs
some attention. If the voxel of interest is close to the
sensor array, the image value is formed almost exclu-
sively by the closest pickup-loop. Now, for non-over-
lapping pickups, the results for single sensors
(αa=αs) are applicable, and the optimum magnet-
ometer size is R≈l. But then, if the voxel is far from
the array (deep in the head), and R is increased to the
order of l, it is more difficult to draw conclusions. We
therefore extend this discussion in sections 5 and 6 by
a computational study.

5.Methods for numerical study

In order to be able to compare the performance of
different sensor configurations, we used 3-D comp-
uter models of sensor arrays and calculated their
sensitivities to signals from different locations in the
sample.

The sensitivities of single pickup coils were calcu-
lated using


Bs from equation (8). Evaluating the line

integral required the coil path∂S to be discretized. The
number of discretization points could be kept small by
analytically integrating equation (34) over n straight
line segments between consecutive discretization
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where
  
= -a r rj j . Besides reducing computational

complexity and increasing accuracy, this result
allowed exact computation for polygonal coils.

For a precession field


=B B eL L L, the single-sensor
sensitivities were obtained from equation (10) and the
array-sensitivity and aSNR maps were computed
according to section 4.2. Thenormalizationof the values
computed here is somewhat arbitrary; the real image
SNR depends on a host of details that are not known at
this point (see section 2.1). However, the results can be
used for studying array sensitivity patterns and—with
noise levels scaled according to estimated coil induc-
tances—for comparingdifferent possible array setups.

6. Results

Numerical calculations were performed for simple
spherical sensor arrays (Section 6.1) as well as for
realistic configurations (section 6.2), e.g. of the shape
of a helmet. The former were used for studying scaling
behavior of array sensitivities with sensor size and
number, extending the discussion in section 4.4. The
latter were used for comparing array sensitivity
patterns of different potential designs.

6.1. Effects of size andnumber
A sensor arraymodel was built by filling the surface of a
sphere of radius 10 cm (see figure 5) with N magnet-
ometers or N/2 planar units of two orthogonal planar

first-order gradiometers. Combining one of the mag-
netometers with one of the gradiometer units would
thus give a sensing unit similar to those of the Elekta/
NeuromagMEG system, though circular (radiusR). All
sensors were oriented tomeasure the radial component
of the field. A spherical surface of radius 6 cm was
chosen to represent the cerebral cortex. The cortex
surface was thus at distance 4 cm from the sensor shell.
In addition, the center of the sphere was considered to
represent deepparts of the brain.

The data in figure 6 show the dependence of the
array sensitivity onR. Note that the number of sensors is
approximately proportional to R−2. The largest coil size
R=10 cm corresponds to onemagnetometer or gradi-
ometer unit on each of the six faces of a cube. The solid
lines correspond to the scaling of the sensitivity as aR a ,
αa=αs−1. For smaller R, the scaling laws from
section 4.4 hold in all cases, and particularlywell for gra-
diometers and deep sources. The scaling law fails most
notably with the magnetometer array at the cortex.
Indeed, the sensitivity starts to decreasewithRwhenR is
very large, aswas shown for a special case in section 2.2.

The error bars in figure 6 correspond to the mini-
mum andmaximum value of the sensitivity at the cor-
tex while the data symbols correspond to the average
value. Despite the strong orientational dependence of
single sensors (see section 2.2), the array sensitivities
are fairly uniform at the cortex. Only at large R do the
orientational effects emerge.

Figure 7 shows a different dataset on how the array
sensitivity changes with how densely the sensors are
packed into the array. In this case, a varying number of
magnetometer coils or gradiometer units with fixed
radius R=1.44 cm was distributed on the spherical
shell. The aSNR of voxels at the center scales as N to
an excellent accuracy. While the average sensitivity at
points on the cortex also obeys N scaling remarkably
well, the uniformity drops dramatically whenN is low-
ered below roughly 30 sensors. Closer to the sensors,
e.g.on the scalp, this effect is evenmore pronounced.

6.2. Realistic sensor configurations
Figure 8 presents several possible sensor configurations
and providemaps of ( )log aSNR10 for their comparison
for their comparison. The data shown are sagittal slices
of the 3-D maps, i.e. on the symmetry plane of the
sensor array. Other slices, however, displayed similar
performance at the cortex. Also changing the direction
of the precession field


BL had only a minor effect on

the SNR in the region of interest. In all cases shown
here,


BL was parallel to the y axis, which is perpend-

icular to the visualizationplane.Note that this contrasts
MRI convention, where the


BL direction is considered

fixed and always along the z axis.
Inmost cases, the sensors are arranged on a helmet

surface at 102 positions as in the Elekta/Neuromag
system. Again,magnetometers and planar double-gra-
diometer units are considered separately (here,
R=1.25 cm, resembling conventionalMEG sensors).

Figure 5.Geometry used in numerical analysis of the
dependence of array sensitivity as functions of sensor sizeR
and numberN at different points inside the imaging volume.
Sensors are on a spherical surface of radius 10 cm. A shell with
radius 6 cm is representative of points on the cerebral cortex.
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The same flux noise level was assumed for magnet-
ometers and planar gradiometers of the same size.
In addition, we consider arrays with axial gradi-
ometers as well as radially oriented planar gradi-
ometers, both cases having k=1, b=4 cm and
R=1.25 cm. Configurations with 102 overlapping
units with R=2.5 cm are also considered, as well as
the existing Los Alamos 7-channel coil geometry [42]
and the single large second-order gradiometer at UC
Berkeley [2] (see figure caption). For long-baseline
gradiometers with k=1, Lp was estimated to be twice
that of a single loop, and six times for k=2.

With planar sensor units of R=1.25 cm
[figures 8(a–b)], the aSNR for 102 magnetometers is

three times that of 204 gradiometers at the cerebral
cortex. At the center of the head, the difference is
almost a whole order of magnitude in favor of the
magnetometers. Therefore, the small gradiometers
bring little improvement to the image SNR if the mag-
netometers are in use. However, as shown previously,
especially gradiometer performance improves steeply
with coil size. Allowing the coils to overlap with
R=2.5 cm [figure 8(g–h)] leads to a vastly improved
aSNR, especially with gradiometers, but also with
magnetometers.

Gradiometers with long baselines provide some-
what magnetometer-like sensitivity patterns while
rejecting external noise. However, their aSNR

Figure 6. Scaling of array sensitivity at the center and on the cortex as depicted in figure 5: sphere filledwithmagnetometer loops and
with planar units of two orthogonal gradiometers arranged side by side. Error bars correspond to theminimumandmaximumvalues.
Noise scalingwith size is included in thefigure, illustrating a potential cross-over from sensor noisewithαn=1/2 to cryostat noise or
suboptimal input circuitmatchingwithαn=1.WithfixedN, array sensitivity scaling is steeper and given byαa=2, 3 for planar
magnetometers and gradiometers.

Figure 7. Scaling of array sensitivity as N at the center and on the cortex as depicted infigure 5, when the pickup coil radius isfixed at
R=1.44 cm: (left)Nmagnetometers, (right)N/2 planar units of two orthogonal gradiometers. Error bars correspond to the
minimumandmaximumvalues.
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performance is inferior to magnetetometers because
of their larger inductance, yielding higher flux noise
when the sensor noise dominates; see section 3.1. Hel-
met arrays of magnetometers can provide a similar
aSNR in the deepest parts of the brain as the Berkeley
gradiometer provides at a small area on the scalp.

7. Conclusions and outlook

Extending [39], we analyzed a variety of factors that
affect the noise and sensitivity of a SQUID-based
sensor array for ULF MRI of the brain. Many of the
principles, however, apply to non-SQUID arrays as

Figure 8.Base-10 logarithms of aSNR for different sensor-array geometries. To allow comparison of different arrays, we assumed
SQUIDnoise scaling according to optimallymatched input circuits. (a)Magnetometers:R=1.25 cm, (b) double-gradiometer units:
R=1.25 cm, (c) axial gradiometers: b=4 cm,R=1.25 cm, (d) 7 LosAlamos second-order axial gradiometers: b=6 cm,
R=1.85 cm, (e)Berkeley single second-order axial gradiometer: b=7.5 cm,R=3.15 cm, (f) radially oriented planar gradiometers
[figure 2(f)]: b=4 cm,R=1.25 cm, (g) overlapping double-gradiometer units:R=2.5 cm, (h) overlappingmagnetometers:
R=2.5 cm. The data rate of the acquisition is proportional to the square of the of aSNR.
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well. We also derived numerical means for studying
and comparing the SNR performances of any given
sensor array designs.

Signal- and noise-scaling arguments and calcula-
tions showed that filling a sensor array with a huge
number of tiny sensors is usually not advantageous.
Larger pickup coil sizes give a better image SNR at the
center of the head and, up to some point, also at closer
sources such as the cerebral cortex. This is true even if
the number of sensors needs to be decreased due to the
limited area available for the array. However, the aver-
age voxel SNR is proportional to the square root of the
number of sensors.

Several possible array designs were compared,
including existing arrays designed for MEG and ULF
MRI. The results aremostly in favor ofmagnetometers
and large first-order gradiometers. While typically
having inferior SNR, gradiometers do have the advan-
tage of rejecting external fields, reducing also transient
issues due to pulsed fields [52]. An especially dramatic
difference was found when comparing a magnet-
ometer-filled helmetwith a single larger gradiometer.

In general, using an array of sensors relaxes the
dynamic range requirements for sensor readout. Split-
ting a large loop into smaller ones further allows inter-
ference rejection based on correlation, while also
increasing the SNR close to the center of the loop. An
array of many sensors also solves the single-sensor
problemof ‘blind angles’.

Our initial analysis of overlapping magnetometer
and gradiometer coils gave promising results. Imple-
menting such arrays, however, poses challenges. Prac-
tical considerations include how to fabricate such an
array and what materials to use. For instance, wire-
wound Type-I superconducting pickup coils have
shown some favorable properties [57, 58] in pulsed
systems, and exploiting the dynamics of super-
conductor-penetrating flux [52, 53, 59] has been pro-
mising. However, existing techniques are not suitable
for helmet configurations with overlapping coils. In
addition, careful design work should be conducted to
minimize mutual inductances and other coupling
issues. Further significant improvements could be
achieved by placing the sensors closer to the scalp, but
that would require dramatic advancements in cryostat
technology, andwas not studied here.

Here, we only considered the contribution of the
sensor array to the imaging performance. Other things
to consider are the polarizing technique as well as the
ability of the instrumentation to apply more sophisti-
cated sequences and reconstruction techniques, while
preserving low system noise. A class of techniques
enabled by multichannel magnetometers is acceler-
ated parallel MRI [32]. However, the so-called geo-
metry factor should be taken into account [60] if large
parallel acceleration factors are pursued.
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Appendix. Exact Biot–Savart integral over
polygonal path

Here, we derive an exact expression for calculating the
Biot–Savart integral over a polyline, i.e. a path consist-
ing of connected line segments; see equation (34).
Consider a line segment from


rp to


rq. Using the

notations
  
= - ¢a r r and

  
= -a r rj j ( j=p, q), the

integrals in equation (34) can bewritten as
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For an arbitrary vector
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The relevant integral is given by
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as can be verified by differentiation. Straightforward
algebraic manipulation leads to simplified expres-
sions:
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Using the final expression in equation (A7), the
original integral ˜( ) 

= ´I I a ap q can bewritten as
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proving the identity of equation (35). In addition to
calculating exact Biot–Savart integrals for polylines,
equation (35) can also be used for efficient numerical
integration over arbitrary discretized paths. A Python
packageemfieldsoptimized for efficient computation
will be releasedon thePythonPackage Index (PyPI).
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