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Abstract
Changes in extracellular matrix stiffness impact a variety of biological processes including cancer progression. However, cells 
also actively remodel the matrices they interact with, dynamically altering the matrix mechanics they respond to. Further, 
cells not only react to matrix stiffness, but also have a distinct reaction to matrix viscoelasticity. The impact of cell-driven 
matrix remodeling on matrix stiffness and viscoelasticity at the microscale remains unclear, as existing methods to measure 
mechanics are largely at the bulk scale or probe only the surface of matrices, and focus on stiffness. Yet, establishing the 
impact of the matrix remodeling at the microscale is crucial to obtaining an understanding of mechanotransduction in bio-
logical matrices, and biological matrices are not just elastic, but are viscoelastic. Here, we advanced magnetic probe-based 
microrheology to overcome its previous limitations in measuring viscoelasticity at the cell-size-scale spatial resolution  
within 3D cell cultures that have tissue-relevant stiffness levels up to a Young’s modulus of 0.5 kPa. Our magnetic micror-
heometers exert controlled magnetic forces on magnetic microprobes within reconstituted extracellular matrices and detect 
microprobe displacement responses to measure matrix viscoelasticity and determine the frequency-dependent shear modulus 
(stiffness), the loss tangent, and spatial heterogeneity. We applied these tools to investigate how microscale viscoelasticity of 
collagen matrices is altered by fibroblast cells as they contract collagen gels, a process studied extensively at the macroscale. 
Interestingly, we found that fibroblasts first soften the matrix locally over the first 32 hours of culture, and then progressively 
stiffen the matrix thereafter. Fibroblast activity also progressively increased the matrix loss tangent. We confirmed that the 
softening is caused by matrix-metalloproteinase-mediated collagen degradation, whereas stiffening is associated with local 
alignment and densification of collagen fibers around the fibroblasts. This work paves the way for the use of measurement 
systems that quantify microscale viscoelasticity within 3D cell cultures for studies of cell–matrix interactions in cancer 
progression and other areas.

Keywords Microrheology · Viscoelasticity · 3D cell culture · Extracellular matrix

1 Introduction

The mechanical properties of the cell microenvironment 
relate to a variety of diseases (Coudrillier et al. (2015); 
Ding et al. (2017); Holzapfel et al. 2004; Ingber (2008)). 
In cancer, mechanical interactions between extracellular 

matrix and cells affect malignancy (Dong et  al. 2018; 
Huang and Ingber (2005); Kumar and Weaver (2009); 
Lee and Chaudhuri (2018)). As the matrix is generally 
heterogeneous at the microscale, not only structurally 
but also mechanically (Acerbi et al. (2015); Malandrino 
et al. (2018)), varying mechanical cues affecting the cells 
at the microscale need to be considered. Quantifying 
solid-tumor-relevant properties, such as the ones during 
developing breast cancer, necessitates for the ability to 
measure elasticity up to Young’s modulus (E) levels of 
E ≥ 0.5 kPa. Breast tissue ranges from ≃100 Pa in normal  
tissue to ≃1–10 kPa in malignant breast-cancer tissue 
(Acerbi et  al. (2015); Ansardamavandi et  al. (2016);  
McKnight et al. (2002); Plodinec et al. (2012); Sinkus 
et al. (2007)). Current studies of how matrix mechanics 
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impacts cells in the context of cancer progression mainly 
focus on static elasticity levels without considering the 
matrix’s time-dependent viscoelasticity, incorporating 
elastic and viscous, or liquid-like, characteristics (Acerbi 
et  al. (2015); Babaei et  al. (2018); Chaudhuri et  al.  
(2014); Seewaldt (2014)). However, magnetic resonance 
elastography measurements have shown that breast cancer 
progression is associated not just with changes in stiffness  
or elasticity, but also with changes in loss modulus, a 
property related to viscous energy dissipation (Sinkus 
et al. (2007)). Recent studies have implicated changes in 
viscoelasticity as impacting various processes including 
stem cell differentiation, cancer cell proliferation, and 
cancer cell migration (Chaudhuri et al. (2016); Nam et al. 
(2019); Wisdom et al. (2018)). Therefore, not only sensing 
stiffness but also sensing viscoelasticity may play a role 
in impacting cancer cell phenotypes (Dong et al. (2018); 
Huang and Ingber (2005); Wisdom et al. (2018)). Further, 
sensing of matrix mechanics is a dynamic and reciprocal 
process, as cells can actively remodel the matrices. For 
example, fibroblasts contract collagen matrices, which  
has been reported to result in matrix stiffening at the  
macroscale (Bell et al. (1979); Grinnell (2000); Montesano  
and Orci (1988); Wozniak et al. (2003)). The dynamic 
cell–matrix interactions involved in cancer progression, 
as well as other processes, are inadequately understood.

The use of 3D cell cultures is necessary in mimicking 
various biological processes in vitro since cells behave  
differently in 3D and 2D matrices (Cukierman et  al. 
(2001); Duval et al. (2017); Lee et al. (2019)). While 3D  
matrix mechanics is conventionally measured at both  
the macro- and nanoscales (Iwai and Uyeda (2008);  
Niemeyer and Adler (2002); Wisdom et  al. (2018)),  
existing methods are unable to quantify viscoelasticity at 
the microscale relevant to cells within 3D cell cultures 
with physiologically relevant stiffness. Atomic force  
microscopy (AFM) and optical tweezing quantify  
stiffness levels of E ≥ 0.5 kPa but measure at a surface or 
proximal to the surface (Blehm et al. (2016); Jorba et al. 
(2017); Lekka et al. (2012); Staunton et al. (2016a–b)). 
Particle-tracking-based passive microrheology is typically 
limited to materials with E<10 Pa (Jones et al. (2014)). 
Magnetic bead-based microrheometry can be used to probe  
mechanics within materials (Leung et al. (2007)), but is 
currently unable to measure viscoelasticity at the stiffness  
level of E=0.5 kPa inside 3D cell cultures using microprobes  
for cell-size-scale spatial resolution. Instead, larger sub-
millimeter-size probes can exert forces (Furst and Squires 
(2017); Pokki et al. 2015; Qiu et al. (2014)) that can quantify  
stiffness levels of E ≥ 0.5 kPa. Obtaining a spatial resolution  
comparable to cell sizes needs smaller microprobes, with 
a diameter of ≃10 � m. However, measuring the required 
stiffness levels is challenging due to scaling of force with 

probe volume. Thus, magnetic microrheometry needs to be 
advanced for obtaining cell-size-scale resolution.

Here, we report on an advancement of magnetic  
microrheometry for measuring the viscoelastic properties 
of stiffer 3D cell-culture matrices using cell-size-scale, 
10-�m-diameter microprobes. These microrheometers use 
micromanipulators integrated to a biological microscope and 
consist of two tipless electromagnets to quantify 3D-matrix 
micromechanics (see Fig.  1a). The electromagnets and 
the sample workspace were designed to measure a range 
of Young’s moduli from 0.01 Pa to 500 Pa via sufficient 
magnetic-field gradients as well as via tracking of micro-
probes with nanometer resolution, with the goal of quanti-
fying cell–matrix interactions. As a proof of principle, we 
used this tool to measure how the microscale viscoelastic 
properties of collagen matrices change during contraction 
by fibroblasts, a process that has been studied for decades 
at the macroscale but not the microscale (Bell et al. (1979); 
Grinnell (2000); Montesano and Orci (1988); Wong et al. 
(2012); Wozniak et al. (2003)). This contraction involves 
alignment of collagen-fiber bundles, and the entire strain-
stiffening collagen matrix surrounding fibroblasts shrinks 
with time. We find that cells first soften the matrix locally, 
up to 32 hours of culture, and then progressively stiffen their 
matrix up to 72 hours of culture. Simultaneously, cells ele-
vated the loss tangent of the matrix. The softening was found 
to depend on the initial cell density. The results establish 
the utility of the developed local magnetic-microrheometry 
measurements for eludicating cell–matrix interactions.

2  Results

2.1  Instrument design considerations

Magnetic microrheometers can use one or more 
electromagnets to apply magnetic-field gradients that exert 
forces on probes, and viscoelasticity is extracted based on 
the probes’ displacements. Although one electromagnet 
with a sub-millimeter tip can exert forces on cell-size-scale  
probes that are sufficient for measuring the stiffness levels 
of E=0.5 kPa (Sevim et al. (2016)), the exerted force varies  
non-linearly with probe–electromagnet-tip distance, and 
is unidirectional, hindering measurements of dynamic 
viscoelasticity. The use of more than one electromagnet is 
required for two reasons. First, two or more electromagnets 
configured in the appropriate geometry can generate a  
uniform magnetic field gradient, and thus force, over a large  
region (Pokki et al. (2015)), facilitating precise measurements  
of spatially varying viscoelasticity over that region. Second,  
two or more electromagnets are needed for two-directional 
force exertion on the probes, enabling sinusoidal oscillations  
of the probes as required for viscoelasticity measurements. 
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Magnetic microrheometer systems that have these two 
critical properties, previously used electromagnet tips (Qiu 
et al. (2014)), in order to provide forces that enable for the  
measurements of the stiffness levels of E ≥ 0.5 kPa. However, 
these tips decrease the sample workspace to the sub-millimeter 
level, restricting the utility of these systems for 3D cell culture 
gels that are typically from millimeters to centimeters in size. 
Here, we developed micromanipulators based on two tipless 
electromagnets for 3D-matrix-based cell cultures, which are 
capable of measuring stiffness levels up to E=0.5 kPa (see 
Fig. 1a). Previously, this configuration has been limited by low 
magnetic-field gradients (eg. 3.0 T/m at a 1 A current; Pokki 
et al. (2015)), and therefore, insufficient forces. Here, the 
micromanipulators were designed to maximize the gradients 
and provide sufficient forces for the measurements.

2.2  Forces (F) exerted on microprobes

The micromanipulators quantify viscoelasticity within 
3D microenvironments of (i) matrices consisting of pure 
collagen for the baseline, and (ii) collagen matrices with 
fibroblast cells for the actual contraction (see Fig. 1a). The 
micromanipulators steer microprobes in 1D using spatially 
controlled magnetic fields B [T]. These fields are generated in 
a cylindrical symmetric configuration: B =

[
B x Br B�

]T ; 
where x [mm] is the axial (on-axis) coordinate between 
the electromagnets, along the electromagnets’ centerline; r 
[mm] is the radial (off-axis) coordinate, perpendicular to 
the electromagnets’ centerline; and � [rad] is the rotation 
angle of r around x axis. The electromagnets’ cobalt–iron 
cores concentrate the spatially controlled fields B on each 

Fig. 1  Cell-size-scale viscoelasticity in 3D microenvironments is 
quantified using micromanipulators and 10-�m-diameter micropro-
bes. a  Micromanipulator magnetically exerts forces F on magnetic 
microprobes within microenvironments of (i) matrix only, and (ii) 
3D-matrix-based cell culture. Microprobes’ displacements, detected 
using microscopy imaging objectives, are used to extract micro-
scale viscoelasticity. b  Micromanipulator workspace (WS) is con-
strained by the separation of electromagnet cores, with diameters: 
 D1=6.0 mm, or  D2=3.0 mm. c Calibrated FEM simulation on mag-
netic-field gradient �B

�x
 dependence on axial coordinate, normalized 

by igradient. The micromanipulator 1 enables for cell-size-scale spatial 
resolution due to the gradient homogeneity, while the micromanipu-

lator 2 allows for stiff-sample measurements using further increased 
gradients, with a decreased gradient homogeneity, thus intermediate 
spatial resolution. The micromanipulator 1 is the main instrument 
due to cell-size-scale spatial resolution. The �B

�x
 dependence on radial 

coordinate is available in supplementary material. d Micromanipula-
tor 1, mounted on a microscope, measures spatially varying viscoe-
lasticity of samples with microenvironments i–ii. e  Amplitude and 
phase responses to a time-dependent oscillatory force magnitude F, 
exerted on a microprobe, in silicone oil. The time shift t � corresponds 
to a phase shift of � . The oscillatory F is carried out at a frequency of 
f=0.05 Hz.(f–g) Silicone oil and collagen matrix were used to cali-
brate for the forces F exerted on the microprobes
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microprobe, located at a coordinate � = [x r �] (see 
Figs. 1b–d and supplementary material: Figs. S1–2). Due 
to the symmetry, the field magnitude is independent of � . A 
3D-printed electromagnet/core stage and laser-cut sample 
holder were used for aligning all samples with the center 
of workspace, which is the microprobe-coordinate origin: 
� = [0 0 0] . Particularly, the forces F [N] applied by the 
spatially controlled B on each microprobe at the coordinate 
p are:

where Vmag [m3] is each microprobe’s volume of magnetic 
material, ∇B is magnetic-field gradient, and M [A ⋅m−1] is 
microprobe magnetization, depending on B.

To extract dynamic viscoelasticity within the workspace 
(see Fig. 1b), sinusoidal force exertion on probes is required. 
Sinusoidal force generation requires positive and negative 
field gradients superposed on some non-zero magnetic field. 
Without an offset of the magnetic field, the field direction 
may change when switching the gradient from positive to 
negative, thus, a microprobe may rotate (hard magnetic) or 
negate its magnetization direction (soft magnetic), both, 
leading to distorted dynamic viscoelasticity measurements. 
Specifically, axial field gradients �B

�x
 , offsetted by fields B x , 

were used to exert forces F on microprobes. The experiments 
with the microprobes were carried out at the electromagnets’ 
center axis (see Fig. 1c), where the radial r components of 
∇B and B are negligible.

2.3  Current‑based control of ∇ B and B to exert 
forces (F)

The gradients �B
�x

 and fields B x scale linearly for the used 
electromagnet currents from −2.0 to 2.0 A. Thus, �B

�x
 and 

B x were adjusted by corresponding currents, igradient and 
ifield , respectively, as in Pokki et al. (2015). The currents 
iElectromagnet 1 and iElectromagnet 2 fed to the electromagnets were:

For increasing forces F, we optimized the micromanipulators  
to get a maximal level of �B

�x
 with a sufficient spatial  

homogeneity, using finite-element modeling (FEM; see 
Figs. 1b–c). The �B

�x
 values of the modeling were originally 

calibrated against experiments in Pokki et al. (2015) and 
here re-calibrated using hard-magnetic probe with known 
magnetization, density and dimensions, in viscous silicone 
oil, based on the force in Eq. 2 countering the force in Eq. 4 
in an equilibrium. The calibrated FEM simulation enables 
to optimize the samples’ on-axis workspace (WS) and the 
optimal core diameter D 

i
 in which �B

�x
 is maximized and  

(1)F = Vmag ∇B M(B),

(2)
iElectromagnet 1 =igradient + ifield,

iElectromagnet 2 = − igradient + ifield

uniform. We identified WS=7.0 mm for the micromanipulator  
1, and WS=3.5  mm for the micromanipulator 2, both  
constrained by core-to-core separation (ie. D 1=6.0 mm, and 
D 2=3.0 mm, respectively; see Fig. 1b). The micromanipulator  
1 has an approximately constant �B

�x
 within the used axial 

dimension (see Fig.  1c), thus, a cell-size-scale spatial  
resolution utilizing the microprobes is acquirable. The 
micromanipulator 2 has a further increased �B

�x
 magnitude that 

allows for the measurements of stiff samples, although an 
intermediate position dependency of �B

�x
 exists (see Fig. 1c). 

Current-normalized �B
�x

 magnitudes are �B
�x

/igradient=34.6 T
m
∕A 

for the micromanipulator 1 and �B
�x

/igradient=84.6  T
m
∕A for  

the micromanipulator 2 (see Fig. 1c and supplementary 
material: Fig. S1). Current-normalized B x magnitudes are 
B x/ifield=311 mT/A for the micromanipulator 1 and B x/ifield
=481 mT/A for the micromanipulator 2 (see supplementary 
material: Fig. S2).

2.4  Volumetric force FV,probe

Micromanipulator-based viscoelasticity measurements  
require knowledge of the force F exerted on each  
microprobe. Since the cell-size-scale, 10-�m-diameter  
spherical microprobes have variations of diameter  
D probe , we calculated volumetric force FV,probe =

�

V
 ,  

where V is each microprobe’s volume. The mean and 
standard deviation (SD) of microprobe diameter D probe  
is: mean±SD=10.70±0.31  � m (N=51). We altered  
the currents, ifield and igradient , to vary FV,probe applied  
on microprobes. The currents are constrained by the  
electronics’ supply of 2.0 A through each electromagnet:

∙   iElectromagnet 1 = igradient + ifield = 2.0 A, and
∙   iElectromagnet 2 = −igradient + ifield (see Eqs. 2–b).

The maximum FV,probe magnitude ( ̂FV,probe ) maximizes the 
signal-to-noise ratio of the detected microprobe displacements. 
For the purpose, we initially distributed the microprobes in 
a viscous fluid, silicone oil with a dynamic viscosity of �
=0.998 Pa ⋅ s at 22◦ C. To find F̂V,probe , we measured Stokes’ 
drag force FStokes at low Reynolds’ numbers:

where v is microprobe velocity. The Stokes drag force FStokes  
counters the exerted force F (ie. |F|=|FStokes|). The measurements  
yielded the F̂V,probe value for igradient = 1.25 A, and ifield = 0.75 A.  
The accuracy of F̂V,probe measurements is illustrated by a SD of  
4.1% (see supplementary material: Fig. S3).

Next, oscillatory forces were exerted on microprobes by 
applying time (t) dependent field gradients using the current:

(3)FStokes = 3�Dprobe ⋅ � ⋅ �,

(4)igradient = îgradient ⋅ sin(2𝜋f ⋅ t),
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where an amplitude of îgradient = 1.25 A and a frequency 
of f  =  0.05  Hz were set. Meanwhile, a constant level  
of ifield = 0.75  A was maintained for microprobe  
magnetization. Particularly, the amplitude of field gradient 
(ie. following ̂igradient ) applied on the magnetized microprobes  
yields F̂V,probe . As a response to the oscillatory forces exerted 
on the microprobes, microprobe displacements pprobe are:

where p̂probe [nm] is displacement amplitude, and � [ ] is the 
phase shift between p probe , and igradient (ie. the latter is in phase  
with the exerted forces). The displacement amplitude p̂probe 
and phase-shift � responses in experiments using silicone 
oil are illustrated in Figs. 1e–f. Viscoelasticity values are 
reported as absolute shear modulus |G| [Pa] and loss tangent 
( � ) [ ], relying on the p̂probe and � responses, respectively:

where F̂probe [N] is the amplitude of the exerted forces: 
F̂probe = F̂V,probe ⋅ V.

We calibrated the micromanipulators using collagen matrices  
(see Fig. 1g) with varied moduli |G| , measured with both  
micromanipulators and a macrorheometer, in order to ensure the  
precision for stiffness measurements. This calibration provided  
the following F̂V,probe values with uncertainty information in  
confidence intervals (CI): the micromanipulator 1 has F̂V,probe 
=1.58⋅ 105 N

m3
 with a CI of ±3.5 % (see supplementary material:  

Fig. S4a); and the micromanipulator 2 has F̂V,probe=3.55⋅ 105 N

m3
  

with a CI of ±4.1 % (see Fig. S4b). A modulus |G| accuracy  
within ±4.1 % is expected for a single experiment (see  
supplementary material: Fig. S3).

The accuracy of the loss tangent is based on the phase shift  
� accuracy, or time t accuracy with a sinusoidal force  
application at a frequency of f=0.05  Hz. A typical  
uncertainty of loss tangent, for �=0.38◦ and corresponding  
time value t �=0.02 s, is ±0.007 (see Fig. 1e). The uncertainty  
for individual experiments relates to the frame acquisition 
speed of 20 fps with the force exertion at f=0.05 Hz, during 
which one frame’s acquisition corresponds a loss tangent of 
0.016 (ie. �=0.9◦ or t �=0.05 s).

2.5  Microscale viscoelasticity of 3D collagen 
matrices

Collagen matrices exhibit non-linear elasticity, or a strain-
dependent elastical response, and viscoelasticity (see sup-
plementary material Fig. S5; Chaudhuri et al. (2020); Xu 
et al. (2013)). Here, probe-based micromanipulators measure 
microscale viscoelasticity, which was altered by adjusting 

(5)pprobe = p̂probe ⋅ sin(2𝜋f ⋅ t − 𝛿),

(6)
|G| =

F̂probe

3𝜋Dprobe ⋅ p̂probe
,

𝜙 = tan(𝛿)

collagen concentration (see Fig. 2). The mean values of 
the viscoelasticity-describing (a) modulus |G| and (b) loss 
tangent match between micromanipulator-based (localized) 
microrheometry and (bulk) macrorheometry. Wheareas the  
calibration (see Sec.  2.2) focuses on the mean moduli  
|G| of varied concentrations, the matching of the mean  
loss tangent values validates the instrument’s accuracy for 
viscoelasticity measurements.

We probed localized modulus |G| values up to |G|=239 Pa 
while measuring localized loss tangent. The corresponding 
elasticity E level relates to shear modulus G=|G| with the 
following equation, assuming matrix isotropy:

where � is the matrix’s Poisson ratio. The previously meas-
ured range for this type 1 collagen is �=0.1–0.3 (Lopez-
Garcia et al. (2010); Raub et al. (2010)). Thus, our maximum 
measured value |G|=239 Pa corresponds to E=525–621 Pa.

(7)E = G ⋅ 2(1 + �),

Probe mean     SD

1.0 2.0 4.0 6.0

0.05

0.10

0.20

0.40

Macrorheometry
mean

Microrheometry probes

1.0 2.0 4.0 6.0
2.5
5.0
10

25
50

100

250
500

        SD
Pa

a

b

Fig. 2  Micromanipulators can measure localized viscoelasticity. a 
Microscale modulus |G| and b loss tangent, obtained at 0.05 Hz using 
micromanipulator-based microrheometry, are compared with macror-
heometry. The data for c=1.0 mg/mL is obtained using the microma-
nipulator 1 for cell-size-scale spatial resolution. The data for c=2.0–
6.0  mg/mL, obtained using the micromanipulator 2, illustrates the 
ability to measure stiff samples
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While the mean values measured using microrheometry 
match up with macrorheometry, variation in the measured  
values may reflect real spatial heterogeneity in the material. The  
spatial variation of viscoelasticity was further quantified for the  
collagen concentration of c=1.0 mg/mL. Since viscoelasticity  
(modulus |G| and loss tangent � ) varies between collagen 
batches, the spatial variation was analyzed with respect to each  
collagen batch (ie. by normalizing with the mean of the batch  
values: |G|batch , and �batch ). For the purpose, we quantified 
relative values:

which illustrate the spatial variation independent of the used 
batch (see supplementary material: Fig. S6). Particularly, the 
SD is 35% for |G|rel

probe∕batch
 and 32% for �rel

probe∕batch
 (number 

of probes N=13). This quantification provides a baseline for 
spatial variation of viscoelasticity for the investigation of 
fibroblast–collagen contraction.

2.6  Viscoelasticity during fibroblast–collagen 
contraction

Next, we used the magnetic probe-based microrheology to 
determine how fibroblasts alter the viscoelastic properties 
of collagen matrices during fibroblast–collagen contraction. 
It has previously been shown that fibroblasts continuously 
and extensively contract 3D collagen matrices when cultured 
within the matrices (Bell et al. (1979); Grinnell (2000)).  
Fibroblasts were cultured within 3D matrices of collagen with  
a concentration of c=1.0 mg/mL for 24 h, 32 h, 48 h, and 72 h.  
Each volume of prepared collagen was split into a matrix for 
experiments (with fibroblasts) and a control matrix (without 
fibroblasts). For an experimental baseline in relation to the 
literature, we quantified the macroscale contraction and the 
microstructural changes during incubation. The contraction, 
or the percentage change of sample diameter, is:

where D0 is the initial sample diameter, and D
t
 is the sample 

diameter at each incubation time. The incubated collagen 
samples with an initial fibroblast density of 0.5 M cells/mL  
experienced contraction expectedly (see Fig. 3a). The con-
trol-collagen-matrix samples had no contraction during the  
incubation. Complementary experiments showed that the initial  
cell density affects on contraction � at an incubation of T=32 h  
(ie. 𝜁 < 3.5% for 0.5 M cells/mL, and 𝜁 = 33% for 2.0 M cells/ 

(8)
|G|rel

probe∕batch
=
|G| − |G|batch

|G|batch

�rel
probe∕batch

=
� − �batch

�batch

,

(9)� =
D0 − D

t

D0

,

mL). The result agrees with Montesano et al. (1988). Next, 
for the main experiments at the initial density of 0.5 M cells/
mL, we analyzed how collagen architecture was altered over 
time due to fibroblast contraction using confocal microscopy  
(see Fig. 3b). Aligned collagen-fiber bundles were increasingly  
detected around the fibroblasts from 24 h to 72 h of culture 
time. Particularly, a densification of collagen was detected over  
the course of incubation. The control-matrix samples involved  
no detectable changes within collagen structures during the 
incubation. The macroscale contraction (see Fig. 3a) and the  
microstructural changes (see Fig. 3b) during incubation align  
with literature (Bell et al. (1979); Grinnell (2000)).

2.7  Microscale viscoelasticity altered by incubation 
time

We measured the microscale viscoelasticity of the collagen 
matrix within a maximum radius of 15 � m from fibroblasts 
at the incubation times of 24 h, 32 h, 48 h, and 72 h. The 
results for the main experiments at an initial fibroblast den-
sity of 0.5 M cells/mL are shown in Fig. 4a–d. Both, the 
absolute (see Fig. 4a–b) and relative (see Fig. 4c–d) vis-
coelasticity values were compared to the ones of control 
samples without fibroblasts (ie. modulus |G|control and loss 
tangent �control are mean values of each control sample). The 
mean±SD values of |G|control and �control were 16.05±6.72 Pa 
(N=25) and 0.133±0.082 (N=24), respectively.

Moduli |G| and loss tangents, exhibited alterations during  
the incubation (see Figs. 4a–b). We focus on the initial 
matrix softening that is unexpected, due to the contraction.  
The softening is based on the decreased modulus |G| at 
T=32 h versus control |G|control (see Fig. 4a), and this result  
depends on the fibroblasts’ initial density (see details in 
Subsec.  2.8). During further incubation, the modulus  
|G| increases (matrix stiffens) that is expected due to the 
macroscale contraction, and therefore densification, of the 
strain-stiffening collagen (Motte and Kaufman (2013); see 
Fig. 3a). Besides, the mean loss tangent values ( � ) during 
the incubation are significantly elevated from the control 
values ( �control ; see Fig. 4b).

To account for variations in viscoelasticity between separate  
collagen gel preparations, we examined relative viscoelasticity.  
The calculation preserves all microprobe-based measurements  
for sample-independent comparisons, increasing statistical  
power. Therefore, each modulus and loss-tangent measurement  
was normalized by the control mean values to obtain relative 
modulus and relative loss tangent, respectively:

(10)
|G|rel

probe∕control
=

|G|
|G|control

�rel
probe∕control

=
�

�control
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Recalculating the previously-described statistical analyses  
(see Figs.  4a–b) using this relative viscoelasticity (see 
Figs.  4c–d) confirmed the results on matrix softening/

stiffening and on the accompanying increased loss tangent.  
Further statistical analysis is based on these relative  
viscoelasticity values.

Fig. 3  Baseline results of fibroblast–collagen contraction obtained at 
the level of macroscale contraction and microscale structural changes. 
a Fibroblast-induced collagen contraction, with post-measurement 
photos and sketches of sample cross section (diameter 3.0  mm  
at T=0  h). b Confocal images illustrate the increasing amount of  
collagen fiber bundles and their alignment during incubation. The  

top row shows confocal reflectance images of collagen fiber bundles.  
The middle row presents fluorescence images for the location of 
membrane-stained fibroblasts in respect to the collagen fiber bundles. 
The bottom row presents the composite images of the top and the 
middle rows. The scale bar denotes for 100 �m
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2.8  Initial microscale softening of collagen 
by fibroblasts at an initial density of 0.5 M cells/
mL

Initially, fibroblasts significantly soften the collagen matrices at  
the incubation time of T=32 h, prior to stiffening the matrices  
at the further incubation times (see Figs. 4a, c). During this  
softening at T=32 h, matrix contraction is minimal (ie. 
𝜁 < 3.5% ), and a contraction of �=33–57% is only observed at  
the further incubation times (see Fig. 3a). The matrix softening  

was accompanied by an elevated loss tangent at T=24 h–72 h 
(see Fig. 4b). Particularly, a gradually increasing relative loss  
tangent during incubation was indicated (see Fig. 4d).

Next, we quantified the spatial gradient of viscoelasticity  
at the incubation time of T=32  h (see Figs.  5a–b) to  
comprehensively investigate the initial softening of  
the collagen matrix by fibroblasts. We analyzed the  
dependency of relative modulus and relative loss tangent, 
on cell–probe distance r. A significant dependency between 
relative modulus and the distance r indicates a softening 

Fig. 4  Microscale viscoelasticity measurements reveal softening and 
stiffening of collagen matrices during fibroblast–collagen contrac-
tion. Viscoelasticity is examined for separate incubation times (par-
ticularly the initial T=32  h), and for progressive changes between 
the times T. The measurements used an initial fibroblast density 
of 0.5  M  cells/mL. a Measurements of the absolute shear modu-
lus as a function of incubation time for collagen gels with fibro-
blasts versus control collagen gels. While an initial microscale sof-
tening of collagen matrix is found based on a reduced modulus 
versus control at T=32  h during minimal contraction of 𝜁 < 3.5%  
( ∗∗ Pr < 0.01, unpaired t-test, number of cells n = 8 ), Fig.  4a  pro-
gressive microscale stiffening between further incubation times is 
indicated by an increasing modulus ( #Pr < 0.05, ANOVA, n = 16 ). 
Analyses for absolute values are based on sample values 
(red squares). Red-edged bars indicate the mean values and 
SDs. b Loss tangent measurements as a function of incuba-
tion time for collagen gels with fibroblasts versus control col-
lagen gels. While the softened matrix at T=32  h is accompa-
nied by a loss tangent that is insignificantly increased from the 

control (n.s. Pr > 0.05, unpaired t-test, n = 8 ), the loss tangent  
at T=48  h is significantly increased from the control ( ∗ Pr < 0.05,

unpaired t-test, n = 2 ). The level of the mean loss tangent for 24–72 h 
incubation is significantly elevated from the control mean level, 
independent of T ( #Pr < 0.05, unpaired t-test, n = 15 ). Dependence  
of loss tangent on T is insignificant (n.s. Pr > 0.05, ANOVA, 
n=15). c Measurements of relative shear modulus as a func-
tion of incubation time. Probe measurements are normalized by 
the mean sample value. Microscale matrix softening at T=32  h 
is confirmed by decreased relative modulus values versus control 
( ∗∗ Pr < 0.005, paired t-test, n = 8 ). The matrix progressively stiffens 
between further incubation times ( ###Pr < 0.001, ANOVA, n = 16 ). 
The analysis uses probe values (bullets). d Measurements of relative 
loss tangent as a function of incubation time. While relative loss tan-
gent is insignificantly increased in relation to control at T=32 h (n.s. 
Pr > 0.05 , paired t-test, n=8), the loss tangent at T=48 h is signifi-
cantly increased from the control ( ∗ Pr < 0.05, paired t-test, n = 2 ). 
Relative loss tangent increases progressively during incubation 
( ##Pr < 0.005, ANOVA, n = 15 ; analysis is based on mean values)
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gradient inward to the fibroblast cells. An elevated level  
of the mean relative loss-tangent values at T=32 h was  
statistically insignificant at the 95% confidence level. The 
presence of the micromechanical gradient around the  
fibroblasts suggests that local activity of the fibroblasts is 
leading to the softening of the matrix.

It is known that fibroblasts can secrete proteases,  
including matrix metalloproteinases (MMPs), to degrade 
the matrix, indicating protease activity to be one potential 
source for matrix softening. Thus, we examined the role of 
proteases in mediating softening of the collagen matrix at the  
incubation of T=32 h. We used a broad-spectrum protease 

inhibitor GM6001 with a tested protocol to inhibit protease 
activity and assess the impact on local matrix softening 
(Sabeh et al. (2009); Schoumacher et al. (2010); Wisdom 
et al. (2018)). The relative modulus and relative loss-tangent 
values between collagen matrices of GM6001-treated and 
wild type fibroblasts were statistically analyzed (see Fig. 6). 
The significant softening of collagen matrices of wild type 
fibroblasts disappeared in the matrices of GM6001-treated 
fibroblasts (see Fig. 6a). Similarly, we compare the relative 
loss-tangent values of the matrices with GM6001-treated and  
wild type fibroblasts (see Fig. 6b). The value of the relative 
loss tangent in the matrices with GM6001-treated fibroblasts 

a

b

Fig. 5  Softening is dependent on cell–probe distance at T=32 h. Spa-
tially varying viscoelasticity was measured for the softened matrix 
of fibroblasts with an initial density of 0.5  M  cells/mL. a Relative 
modulus is significantly below the control value at the cell–probe dis-
tance of r < 15 �m, and increases significantly with r ( ∗ Pr < 0.05 , 
Pearson’s test, n=17; trend shown as solid red line). Thus, a softening 
gradient inward to the fibroblast cells exists. b The mean loss tangent 
has spatially an insignificantly elevated level (n.s. Pr > 0.05, unpaired 
t-test; n=16; dotted red line), and an insignificant trend against r (n.s. 
Pr > 0.05, Pearson’s test, n=16). SDs are indicated by the error bars

a

b

Fig. 6  Inhibiting cellular MMP production eliminated the soften-
ing of collagen matrices of fibroblasts with an initial density of 
0.5 M cells/mL at T=32 h. MMP-production of fibroblasts was inhib-
ited using GM6001 treatment. a Whereas relative modulus of matri-
ces with wild type cells is significantly lower than the one of the con-
trol matrices with collagen only (ie. softer; ∗∗ Pr < 0.01 , paired t-test, 
Bonferroni correction, n=8), the relative modulus of matrices with 
GM6001-treated cells has an insignificant difference from the one of 
the control (ie. equally stiff; n.s. Pr > 0.50, paired t-test, Bonferroni 
correction, n=8). b Relative loss tangent of matrices with GM6001-
treated and wild type cells insignificantly varies from the ones of con-
trol matrices (n.s. Pr > 0.50 , paired t-test, Bonferroni correction, n=5 
for the treated, n=8 for wild type)
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is not significantly different from the control. Lastly, we 
compared these results at an initial density of 0.5 M cells/
mL to complementary results at an increased initial density 
of 2.0 M cells/mL (see supplementary material: Fig. S6). 
The collagen-matrix softening at T=32 h disappears with 
the increased initial cell density.

3  Discussion and conclusions

We developed magnetic probe-based microrheometers, each  
using a magnetic micromanipulator integrated to a microscope,  
which measure matrix viscoelasticity within 3D cell cultures,  
having Young’s modulus levels up to E=525 Pa. Therefore,  
these microrheometers quantify solid-tumor-relevant 3D-cell- 
culture viscoelasticity at the cell-size-scale spatial resolution,  
which has been unexplored previously. These microrheometers can  
map spatially varying viscoelasticity inside the 3D cell cultures  
unlike optical tweezers and AFM, which measure mechanics 
only proximal to the material surface (Lekka et al. (2012);  
Staunton et al. (2016a); Weihs et al. (2006)). However, the 
microrheometers still need further development in measuring  
stiff tumors with levels of E>10 kPa that can already be meas-
ured using AFMs (Bouchonville et al. (2016)). To show the 
applicability of our magnetic microrheometers to 3D-cell- 
culture measurements, we quantified how the microscale viscoe-
lasticity of collagen matrices is altered during collagen–fibroblast  
contraction, a process that has been extensively studied at the 
macroscale. Interestingly, we found that fibroblasts first sof-
tened the matrix locally over the first 32 h, and then stiffened 
it, when seeded in a density of 0.5 M cells/mL. This finding 
was accompanied by probe–cell distance dependent softening 
until 32 h of incubation. However, the softening disappeared 
with an increased initial cell density. These new observations, 
not reported in previous studies of fibroblast contraction of 
collagen, highlights the utility of this instrument. Our cell- 
inhibition experiments showed that the initial softening is 
caused by MMP-mediated degradation of collagen, with rele-
vance to breast cancer (Coussens et al. (2002); Luo et al. (2015); 
Mak et al. (2011); Valastyan and Weinberg (2011); Wolf et al. 
(2013)), whereas stiffening is associated with local alignment 
and densification of collagen fibers around the fibroblasts. The 
fibroblast activity for the initial density of 0.5 M cells/mL also 
involved an increase of loss tangent during incubation, though 
this did not have a spatial dependence. The ability to meas-
ure cell-size-scale loss tangent may be critical in breast-cancer 
research, since loss modulus is associated with progressed 
breast cancer of imaged patient tissue in vivo (Sinkus et al. 
(2007)) and breast-cancer cells in 3D cultures respond to altera-
tions of the matrix’s loss-tangent-related mechanical plasticity 
(Wisdom et al. (2018)). This work paves the way for the use 
of systems that precisely quantify microscale viscoelasticity 
within 3D cell cultures for cancer-progression studies.

4  Materials and methods

4.1  3D collagen matrices 
without and with fibroblasts

The main experiments using 1.0-mg/mL-concentration  
collagen, without and with fibroblasts, were based on a type 1  
collagen with a batch concentration of ≃3.0 mg/mL (Corning 
cat. num. 354236). The calibration of the micromanipulator 1  
for these main experiments also used a concentration of 2.0 mg/ 
mL, diluted from this batch concentration. The calibration of 
the micromanipulator 2 required a higher batch concentration  
of 8–11 mg/mL that was used for dilutions of 2.0, 4.0, and 
6.0 mg/mL (Fisher Scientific cat. num. CB354249).

The gelation of collagen is temperature and pH dependent  
(Wild et al. (2013)). Thus, the collagen was kept on ice to retain 
a constant temperature while it was neutralized with 10X Dul-
becco’s modified eagle media (DMEM) using a volume ratio of 
1:9 between the collagen and 10X DMEM. For validation, the 
pH of the neutralized collagen was controlled using a pH meter. 
In order to prepare a desired concentration, the neutralized col-
lagen was diluted using 1X DMEM (Corning cat. num. 354236).

For all micromanipulator experiments, 100 � L of the  
diluting 1X DMEM was replaced with two acqueous solutions:  
50 � L of 10-�m-diameter magnetic microprobes (Sigma-
Aldrich cat. num. 49664; diluted to 0.3 wt%), and 50 � L of 6-�m- 
diameter non-magnetic reference microprobes (Polysciences  
cat. num. 15714; diluted to 0.3 wt%). Similarly for experiments  
with cells, a volume containing the fibroblast cells replaced 
an equal volume of the diluting 1X DMEM (see further 
details in the following paragraphs). Finally, the collagen 
dilutions, without or with fibroblasts, were gelated within 
custom-made sample holders in an incubator for 40 min. The 
stability of the collagen mechanical properties was verified 
via macromechanical measurements using a rheometer.

The experiments with collagen only were immediately 
carried out after this incubation. The collagen matrices with 
fibroblasts and identical control matrices without fibroblasts, 
were supplied with fibroblast growth media and stored in an 
incubator for 24, 32, 48, and 72 h, prior the experiments.

4.2  Fibroblast cell cultures

3T3 fibroblasts from mouse were cultured in a growth media 
consisting of 1X DMEM, and 10% and 1% volumetric  
dilutions of fetal bovine serum and Penicillin/Streptomycin, 
respectively. As the fibroblast cells reached 90% confluency, 
they were treated with 0.05% trypsin/EDTA, centrifuged for 
5 min, and subsequently passaged onto cell-culture dishes 
at densities of 2–3 million cells/mL. The fibroblast growth 
media was changed every 2–4 days until embedding the cells 
into the collagen matrices. The main 3D-collagen-matrix  
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experiments used an initial cell density of 0.5 million cells/
mL. The complementary experiments used an increased initial  
cell density of 2.0 million cells/mL.

4.3  Inhibition of fibroblasts’ MMP production

To inhibit the MMP production of the fibroblasts, the growth 
media of the fibroblast-containing collagen matrices was 
supplied with a 10 � M solution of GM6001 (Millipore  
cat. num. CC1010; 1.0 mg/mL, 2.5 mM, in DMSO), and 
subsequently incubated for 32  h. The protocol and the  
concentration were as in the similar inhibition studies (Sabeh 
et al. (2009); Schoumacher et al. (2010); Wisdom et al. 
(2018)).

4.4  Macromechanical measurements using 
a (macro) rheometer

Macromechanical measurements of collagen matrices were 
made using a AR2000ex rheometer (TA instruments).  
Immediately after diluting with 1X DMEM, the collagen 
was deposited with a syringe directly onto the bottom plate 
of the rheometer, and a 25 mm flat parallel plate was brought 
down. Thus, a 25 mm disk of collagen was formed. Mineral 
oil (Sigma) was applied onto the edges of the disk to prevent 
drying. Macroscale viscoelastic properties at a frequency of  
f=0.05 Hz and a strain of 1 % were measured during the gelation  
of 40 min, until which |G| and � reached an equilibrium.

4.5  Micromechanical measurements using 
micromanipulators

Both micromanipulators consisted of two electromagnets 
with an outer diameter of 80 mm and length of 47 mm 
(Trafomic, Raisio, Finland). The micromanipulator 1 and 
2 had an electromagnet inner diameter of 6.0  mm and 
3.0 mm and corresponding 6.0-mm- and 3.0-mm-diameter 
cobalt–iron cores (Vacoflux 50, Vacuumschmelze, Hanau, 
Germany), respectively. The micromanipulator 1 and 2 were 
fixed on designated microscopes, Zeiss Axiovert 200M and 
Nikon Eclipse Ti2, respectively. The 3D collagen matrices 
were quantified in custom-made sample holders, fixed in the 
middle of the micromanipulator workspace (see Fig. 1d). 
The matrices were imaged using a 20X objective together 
with a Zeiss Axiocam 105 camera in Zeiss Axiovert 200M 
and an ORCA-Flash 4.0 LT+ camera in Nikon Eclipse Ti2.

Micromechanical measurements are carried out via the 
application of magnetic forces (Abbott et al. (2007)) onto 
the microprobes in the 3D collagen matrices. Each of the two 
electromagnets (see Figs. 1a–b) was driven by a custom-made 
amplifier using a bipolar 40 V power supply (Keysight cat. 
num. U8032A). A custom-made Labview software was used 
for the generation and control of sinusoidal currents, via a DAQ 

card (National Instruments cat. num. NI PCIe6341) connected 
to the amplifiers. The software was adapted based on the one 
used in Buttinoni et al. (2017). Based on scripts input into the 
software, accurate currents were fed to both electromagnets at a 
frequency of 1000 Hz. Specifically, the desired sinusoidal current 
sequences were defined. After carrying out a current sequence 
(ie. exerting forces F on the microprobes), the timing and current 
data, together with microscope images were recorded in the PC.

Controlled sinusoidal forces F were applied on the 
microprobes within 3D collagen matrices at a frequency 
of f=0.05 Hz (see Eq. 4). The displacement response of 
the magnetic microprobes to the forces was tracked, using 
Matlab-based image-processing algorithms with background 
subtraction and binarization, from the images recorded at 
20 fps (see Eq. 5). In order to remove any mounting-related  
displacement noise during experiments, tracked displacements  
of the non-magnetic reference microprobes were subtracted 
from the displacement response.

4.6  Statistical analysis

Each microscale viscoelasticity value ( |G| and � ) is based 
on 2–5 repetitions using a probe, unless otherwise noted. A 
distinct statistical analysis was performed for absolute and 
relative viscoelasticity. For absolute viscoelasticity, mean 
viscoelasticity values of each sample were used for statistical 
analysis to account for inter-sample variation. For relative 
viscoelasticity, |G| and � were already normalized with the 
mean value of the sample or the control sample, thus, probe-
based data was directly used for statistical analysis.

Viscoelasticity trends as a function of discrete incubation 
times were analyzed using linear regression and analysis 
of variance (ANOVA) (ie. ANOVA noted for Figs. 4a–d). 
The logarithmic transformation of the data enhanced the 
SD homogeneity, thus increased the statistical power of  
ANOVA. If no significant incubation time-dependent  
trend was found based on individual data points (ie. for 
loss tangent; see Figs. 4b), mean values of the data points 
for each incubation time were used. If no incubation  
time-dependent trend was found, the significance of the 
incubation time-independent increase was investigated. 
Lumped mean values of the experiments and their controls,  
independent of incubation time, were analyzed using 
unpaired one-sided t-test. Next, softening based on absolute- 
viscoelasticity values at 32 h incubation was statistically 
analyzed using unpaired one-sided t-test (see Figs. 4a–b). 
The corresponding relative-viscoelasticity values were  
analyzed using paired one-sided t-test (see Figs. 4c–d), 
which by definition involved pairing with the controls.

Relative-viscoelasticity trends for continously varying,  
cell–probe distances r, were analyzed using linear  
regression and Pearson’s correlation test (see Figs. 5a–b). 
For preprosessing, binning was used to minimize minor 
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observation errors. Binning invervals of 15 � m were used, 
and the data was plotted to the mean value of each bin. 
Analyzing the logarithm of the data improved the statistical 
power of ANOVA (ie. via enhancing the SD homogeneity). 
If no significant trend was found (ie. for relative loss tangent; 
see Fig. 5b), the significance of the cell–probe distance- 
independent increase was investigated using unpaired one-
sided t-test.

The tests for inhibiting fibroblasts’ MMP production via  
GM6001 treatment were first statistically analyzed using paired  
one-sided t-tests. Relative-viscoelasticity values of the matrix for  
the GM6001-treated and wild-type cells were compared. Then,  
a Bonferroni correction for multiple comparisons was applied  
to acquire the Pr values (see Fig. 6).

5  Supplementary material

Supplementary material consists of supplementary figures 
on uniformity of magnetic-field gradients (see Fig. S1) and 
magnetic fields (see Fig. S2), accuracy of measurements (see 
Fig. S3), force calibration of the micromanipulators (see 
Fig. S4), rheometry-based viscoelasticity of collagen matri-
ces (see Fig. S5), spatial variance of collagen viscoelasticity 
(see Fig. S6), and the effects of initial fibroblast density on 
microscale viscoelasticity (see Fig. S7).

Supplementary Information The online version contains supplementary  
material available at https:// doi. org/ 10. 1007/ s10544- 021- 00547-2.

Acknowledgements O. C. and the authors acknowledge the support 
from an American Cancer Society grant RSG-16-028-01. J. P. acknowl-
edges the Swiss National Science Foundation grant P300P2 177770 for 
the work during 2018–2019 and Instrumentarium Science Foundation 
grant of an Instrufoundation fellow for the work during 2020. I. Z. 
is grateful for the funding/support from the Onassis Foundation. The 
members of the Chaudhuri Lab are thanked for their kind support, spe-
cifically, Ryan Stowers for providing confocal images. We are grateful 
to Alex McMillan for insightful discussions/advice on biostatistics, 
as well as Steven Clark for helpful discussions on electrical circuits. 
We thank Luca Naef for the initial design of the power amplifiers for 
the micromanipulators. We are grateful to Severin Bahman for the 
Labview software designs that can be used to control electromagnets. 
We also thank Christos Bergeles for preparing the initial version of the 
code used to track magnetic/non-magnetic microprobes. We also thank 
Jiaming Yang for his contribution to rendering the magnet illustrations 
in Fig. 1. The authors kindly thank Vacuumschmelze GmbH for donat-
ing the electromagnet-core material, Vacoflux 50, for this research.

Author contributions J.P. and O.C. initiated and lead the research. J.P., 
I.Z. and E.S. carried out the experiments and analyzed the data. D.I. 
contributed for preparing fibroblast cell lines, and rheometry revision 
experiments. J.P., O.C. and I.Z. contributed to writing the manuscript. 
All authors have contributed to reviewing the manuscript text.

Funding Open access funding provided by Aalto University.

Declarations 

Conflicts of interest No conflict of interest exists for the authors.

Open Access This article is licensed under a Creative Commons Attri-
bution 4.0 International License, which permits use, sharing, adapta-
tion, distribution and reproduction in any medium or format, as long 
as you give appropriate credit to the original author(s) and the source, 
provide a link to the Creative Commons licence, and indicate if changes 
were made. The images or other third party material in this article are 
included in the article’s Creative Commons licence, unless indicated 
otherwise in a credit line to the material. If material is not included in 
the article’s Creative Commons licence and your intended use is not 
permitted by statutory regulation or exceeds the permitted use, you will 
need to obtain permission directly from the copyright holder. To view a 
copy of this licence, visit http:// creat iveco mmons. org/ licen ses/ by/4. 0/.

References

A. Ansardamavandi, M. Tafazzoli-Shadpour, R. Omidvar, I. Jahanzad, 
Quantification of effects of cancer on elastic properties of breast 
tissue by atomic force microscopy. J Mech Behav Biomed Mater 
60, 234–242 (2016)

A.L. McKnight, J.L. Kugel, P.J. Rossman, A. Manduca, L.C. Hartmann,  
R.L. Ehman, Mr elastography of breast cancer: preliminary 
results. Am J Roentgenol 178(6), 1411–1417 (2002)

A. Malandrino, M. Mak, R.D. Kamm, E. Moeendarbary, Complex 
mechanics of the heterogeneous extracellular matrix in cancer. 
Extreme Mech Lett 21, 25–34 (2018)

B. Babaei, A. Velasquez-Mao, K.M. Pryse, W.B. McConnaughey, E.L. 
Elson, G.M. Genin, Energy dissipation in quasi-linear viscoelastic 
tissues, cells, and extracellular matrix. J Mech Behav Biomed 
Mater 84, 198–207 (2018)

B. Coudrillier, J.K. Pijanka, J.L. Jefferys, A. Goel, H.A. Quigley, C. 
Boote, T.D. Nguyen, Glaucoma-related changes in the mechanical 
properties and collagen micro-architecture of the human sclera. 
PLoS One 10(7), e0131396 (2015)

B.H. Blehm, A. Devine, J.R. Staunton, K. Tanner, In vivo tissue has 
non-linear rheological behavior distinct from 3d biomimetic 
hydrogels, as determined by amotiv microscopy. Biomaterials 
83, 66–78 (2016)

B. Xu, H. Li, Y. Zhang, Understanding the viscoelastic behavior of 
collagen matrices through relaxation time distribution spectrum. 
Biomatter 3(3), e24651 (2013)

C. Dong, N. Zahir, K. Konstantopoulos, Biochem Ocnol, vol. 1092 
(Springer, 2018)

C.M. Niemeyer, M. Adler, Nanomechanical devices based on dna. 
Angew Chem Int Ed 41(20), 3779–3783 (2002)

C. Raub, A. Putnam, B. Tromberg, S. George, Predicting bulk 
mechanical properties of cellularized collagen gels using mul-
tiphoton microscopy. Acta Biomater 6(12), 4657–4665 (2010)

D.E. Ingber. Can cancer be reversed by engineering the tumor micro-
environment? In Seminars in cancer biology, Elsevier,  18, 356-
364 (2008)

D.P. Jones, W. Hanna, H. El-Hamidi, and J.P. Celli. Longitudinal 
measurement of extracellular matrix rigidity in 3d tumor models 
using particle-tracking microrheology. JoVE (J Vis Exp) 88, 
e51302 (2014)

D. Weihs, T.G. Mason, M.A. Teitell, Bio-microrheology: a frontier 
in microrheology. Biophys J 91(11), 4296–4305 (2006)

E. Bell, B. Ivarsson, C. Merrill, Production of a tissue-like struc-
ture by contraction of collagen lattices by human fibroblasts 

https://doi.org/10.1007/s10544-021-00547-2
http://creativecommons.org/licenses/by/4.0/


Biomedical Microdevices           (2021) 23:27  

1 3

Page 13 of 14    27 

of different proliferative potential in vitro. Proceedings of the 
National Academy of Sciences 76(3), 1274–1278 (1979)

E. Cukierman, R. Pankov, D.R. Stevens, K.M. Yamada, Taking cell-
matrix adhesions to the third dimension. Science 294(5547), 
1708–1712 (2001)

E.M. Furst, T.M. Squires, Microrheology (Oxford University Press, 
2017)

F. Grinnell, Fibroblast-collagen-matrix contraction: growth-factor 
signalling and mechanical loading. Trends Cell Biol 10(9), 
362–365 (2000)

F. Sabeh, R. Shimizu-Hirota, S.J. Weiss, Protease-dependent versus-
independent cancer cell invasion programs: three-dimensional 
amoeboid movement revisited. J Cell Biol 185(1), 11–19 (2009)

G.A. Holzapfel, G. Sommer, P. Regitnig, Anisotropic mechani-
cal properties of tissue components in human atherosclerotic 
plaques. J Biomech Eng 126(5), 657–665 (2004)

H. Ding, Y. Lin, Y. Zhuang, Y. Zhang, W. Wang, A large scale 
validation of two-dimensional shear wave elastography in the 
diagnosis of liver fibrosis progression in patients with chronic 
hepatitis b. Ultrasound Med Biol 43, S90 (2017)

H. Luo, G. Tu, Z. Liu, M. Liu, Cancer-associated fibroblasts: a multi-
faceted driver of breast cancer progression. Cancer Lett 361(2), 
155–163 (2015)

I. Acerbi, L. Cassereau, I. Dean, Q. Shi, A. Au, C. Park, Y. Chen, J. 
Liphardt, E. Hwang, V. Weaver, Human breast cancer invasion 
and aggression correlates with ecm stiffening and immune cell 
infiltration. Integr Biol 7(10), 1120–1134 (2015)

I. Buttinoni, M. Steinacher, H.T. Spanke, J. Pokki, S. Bahmann, B. 
Nelson, G. Foffi, L. Isa, Colloidal polycrystalline monolayers 
under oscillatory shear. Phys Rev E 95(1), 012610 (2017)

I. Jorba, J.J. Uriarte, N. Campillo, R. Farré, D. Navajas, Probing 
micromechanical properties of the extracellular matrix of soft 
tissues by atomic force microscopy. J Cell Physiol 232(1), 
19–26 (2017)

J.J. Abbott, O. Ergeneman, M.P. Kummer, A.M. Hirt, B.J. Nelson, 
Modeling magnetic torque and force for controlled manipulation 
of soft-magnetic bodies. IEEE Trans Robot 23(6), 1247–1252 
(2007)

J.R. Staunton, W. Vieira, K. Tanner, and T.M.U. Team. Probing matrix 
and tumor mechanics with in situ calibrated optical trap based 
active microrheology. In APS March Meeting Abstracts, 2016b

J.R. Staunton, W. Vieira, K.L. Fung, R. Lake, A. Devine, K. Tanner, 
Mechanical properties of the tumor stromal microenvironment 
probed in vitro and ex vivo by in situ-calibrated optical trap-based 
active microrheology. Cell Mol Bioeng 9(3), 398–417 (2016)

J.Y. Lee, J.K. Chang, A.A. Dominguez, H.-P. Lee, S. Nam, J. Chang, 
S. Varma, L.S. Qi, R.B. West, O. Chaudhuri, Yap-independent 
mechanotransduction drives breast cancer progression. Nat Com-
mun 10(1), 1–9 (2019)

J.Y. Lee, O. Chaudhuri, Regulation of breast cancer progression by 
extracellular matrix mechanics: insights from 3d culture models. 
ACS&nbsp;Biomater Sci Eng 4(2), 302–313 (2018)

J. Pokki, J. Parmar, O. Ergeneman, H. Torun, M. Guerrero, E. Pellicer, 
J. Sort, S. Pane, B.J. Nelson, Mobility-enhancing coatings for vit-
reoretinal surgical devices: hydrophilic and enzymatic coatings 
investigated by microrheology. ACS Appl Mater Interfaces 7(39), 
22018–22028 (2015)

K. Duval, H. Grover, L.-H. Han, Y. Mou, A.F. Pegoraro, J. Fredberg, 
and Z.&nbsp;Chen. Modeling physiological events in 2d vs. 3d 
cell culture. Physiology, 32(4), 266–277 (2017)

K.M. Wisdom, K. Adebowale, J. Chang, J.Y. Lee, S. Nam, R. Desai, 
N.S. Rossen, M. Rafat, R.B. West, L. Hodgson et al., Matrix 
mechanical plasticity regulates cancer cell migration through 
confining microenvironments. Nat Commun 9(1), 4144 (2018)

K. Wolf, M. Te Lindert, M. Krause, S. Alexander, J. Te Riet, A.L. 
Willis, R.M. Hoffman, C.G. Figdor, S.J. Weiss, P. Friedl, Physical 

limits of cell migration: control by ecm space and nuclear defor-
mation and tuning by proteolysis and traction force. J Cell Biol 
201(7), 1069–1084 (2013)

L.M. Coussens, B. Fingleton, L.M. Matrisian, Matrix metalloproteinase 
inhibitors and cancer trials and tribulations. Science 295(5564), 
2387–2392 (2002)

L.Y. Leung, D. Tian, C.P. Brangwynne, D.A. Weitz, D.J. Tschumperlin, 
A new microrheometric approach reveals individual and coopera-
tive roles for tgf-� 1 and il-1� in fibroblast-mediated stiffening of 
collagen gels. The FASEB Journal 21(9), 2064–2073 (2007)

M.d.C. Lopez-Garcia, D. Beebe, and W. Crone. Mechanical interac-
tions of mouse mammary gland cells with collagen in a three-
dimensional construct. Ann Biomed Eng 38(8), 2485–2498 (2010)

M.A. Wozniak, R. Desai, P.A. Solski, C.J. Der, P.J. Keely, Rock-gen-
erated contractility regulates breast epithelial cell differentiation 
in response to the physical properties of a three-dimensional col-
lagen matrix. J Cell Biol 163(3), 583–595 (2003)

M. de Wild, W. Pomp, G.H. Koenderink, Thermal memory in self-
assembled collagen fibril networks. Biophys J 105(1), 200–210 
(2013)

M. Lekka, D. Gil, K. Pogoda, J. Dulińska-Litewka, R. Jach, J. Gostek, 
O. Klymenko, S. Prauzner-Bechcicki, Z. Stachura, J. Wiltowska-
Zuber et al., Cancer cell detection in tissue sections using afm. 
Arch Biochem Biophys 518(2), 151–156 (2012)

M. Mak, C.A. Reinhart-King, D. Erickson, Microfabricated physical 
spatial gradients for investigating cell migration and invasion 
dynamics. PLoS one 6(6), e20825 (2011)

M. Plodinec, M. Loparic, C.A. Monnier, E.C. Obermann, R. Zanetti-
Dallenbach, P. Oertle, J.T. Hyotyla, U. Aebi, M. Bentires-Alj, R.Y. 
Lim et al., The nanomechanical signature of breast cancer. Nat 
Nanotechnol 7(11), 757 (2012)

M. Schoumacher, R.D. Goldman, D. Louvard, D.M. Vignjevic, Actin, 
microtubules, and vimentin intermediate filaments cooperate for 
elongation of invadopodia. J Cell Biol 189(3), 541–556 (2010)

N. Bouchonville, M. Meyer, C. Gaude, E. Gay, D. Ratel, A. Nicolas, 
Afm mapping of the elastic properties of brain tissue reveals kpa 
� m- 1 gradients of rigidity. Soft Matter 12(29), 6232–6239 (2016)

O. Chaudhuri, S.T. Koshy, C.B. Da Cunha, J.-W. Shin, C.S. Verbeke, 
K.H. Allison, D.J. Mooney, Extracellular matrix stiffness and 
composition jointly regulate the induction of malignant pheno-
types in mammary epithelium. Nat Mater 13(10), 970 (2014)

O. Chaudhuri, L. Gu, D. Klumpers, M. Darnell, S.A. Bencherif, J.C. 
Weaver, N. Huebsch, H.-P. Lee, E. Lippens, G.N. Duda et al., 
Hydrogels with tunable stress relaxation regulate stem cell fate 
and activity. Nat Mater 15(3), 326–334 (2016)

O. Chaudhuri, J. Cooper-White, P.A. Janmey, D.J. Mooney, V.B. Shenoy,  
Effects of extracellular matrix viscoelasticity on cellular behav-
iour. Nature 584(7822), 535–546 (2020)

R. Montesano, L. Orci, Transforming growth factor beta stimulates 
collagen-matrix contraction by fibroblasts: implications for wound 
healing. Proc Natl Acad Sci 85(13), 4894–4897 (1988)

R. Sinkus, K. Siegmann, T. Xydeas, M. Tanter, C. Claussen, M. Fink, 
Mr elastography of breast lesions: understanding the solid/liquid 
duality can improve the specificity of contrast-enhanced mr mam-
mography. J Int Soc Magn Reson Med 58(6), 1135–1144 (2007)

S. Huang, D.E. Ingber, Cell tension, matrix mechanics, and cancer 
development. Cancer cell 8(3), 175–176 (2005)

S. Iwai, T.Q. Uyeda, Visualizing myosin-actin interaction with a 
genetically-encoded fluorescent strain sensor. Proc Natl Acad Sci 
105(44), 16882–16887 (2008)

S. Kumar, V.M. Weaver, Mechanics, malignancy, and metastasis: the 
force journey of a tumor cell. Cancer Metastasis Rev 28(1–2), 
113–127 (2009)

S. Motte, L.J. Kaufman, Strain stiffening in collagen i networks. 
Biopolymers 99(1), 35–46 (2013)



 Biomedical Microdevices           (2021) 23:27 

1 3

   27  Page 14 of 14

S. Nam, V.K. Gupta, H.-p. Lee, J.Y. Lee, K.M. Wisdom, S. Varma, 
E.M. Flaum, C. Davis, R.B. West, and O. Chaudhuri. Cell cycle 
progression in confining microenvironments is regulated by a 
growth-responsive trpv4-pi3k/akt-p27kip1 signaling axis. Sci 
Adv 5(8), eaaw6171 (2019)

S. Sevim, N. Shamsudhin, S. Ozer, L. Feng, A. Fakhraee, O. Ergeneman,  
S. Pané, B.J. Nelson, H. Torun, An atomic force microscope with 
dual actuation capability for biomolecular experiments. Sci Rep 
6, 27567 (2016)

S. Valastyan, R.A. Weinberg, Tumor metastasis: molecular insights and 
evolving paradigms. Cell 147(2), 275–292 (2011)

T. Qiu, D. Schamel, A. G. Mark, and P. Fischer. Active microrheol-
ogy of the vitreous of the eye applied to nanorobot propulsion. In 

2014 IEEE International Conference on Robotics and Automation 
(ICRA), IEEE, pp. 3801–3806 (2014)

V. Seewaldt, Ecm stiffness paves the way for tumor cells. Nat Med 
20(4), 332 (2014)

V.W. Wong, K.C. Rustad, S. Akaishi, M. Sorkin, J.P. Glotzbach, M. 
Januszyk, E.R. Nelson, K. Levi, J. Paterno, I.N. Vial et al., Focal 
adhesion kinase links mechanical force to skin fibrosis via inflam-
matory signaling. Nat Med 18(1), 148 (2012)

Publisher’s note Springer Nature remains neutral with regard to 
jurisdictional claims in published maps and institutional affiliations.


	Magnetic probe-based microrheology reveals local softening and stiffening of 3D collagen matrices by fibroblasts
	Abstract
	1 Introduction
	2 Results
	2.1 Instrument design considerations
	2.2 Forces (F) exerted on microprobes
	2.3 Current-based control of  and B to exert forces (F)
	2.4 Volumetric force 
	2.5 Microscale viscoelasticity of 3D collagen matrices
	2.6 Viscoelasticity during fibroblast–collagen contraction
	2.7 Microscale viscoelasticity altered by incubation time
	2.8 Initial microscale softening of collagen by fibroblasts at an initial density of 0.5 M cellsmL

	3 Discussion and conclusions
	4 Materials and methods
	4.1 3D collagen matrices without and with fibroblasts
	4.2 Fibroblast cell cultures
	4.3 Inhibition of fibroblasts’ MMP production
	4.4 Macromechanical measurements using a (macro) rheometer
	4.5 Micromechanical measurements using micromanipulators
	4.6 Statistical analysis

	5 Supplementary material
	Acknowledgements 
	References


